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Applied  theory  and  physical  experimentation  are  closely  interdependent 
as  the  contributing  elements  of  a  developing  structural  dynamics  tech¬ 
nology.  The  potential  value  of  structural  motion  analysis  in  the  time 
domain  has  been  largely  unexplored  and  unexploited,  again  because  of 
earlier  experimental  difficulties.  In  a  recent  series  of  shock  evalua¬ 
tion  tests,  both  the  value  and  the  feasibility  of  structural  analysis  in  the 
time  domain  have  been  demonstrated.  The  approach  was  to  measure 
dynamic  motion  with  an  accelerometer,  and  by  successive  integrations 
to  produce  simultaneous  records  of  all  three  motion  parameters,  ac¬ 
celeration,  velocity,  and  displacement.  The  results  were  quite  striking. 
Simultaneous  motion  representations  in  a  multi  parameter  format  pro¬ 
duced  important  interpretations  of  structural  behavior  —  interpretations 
which  were  uniquely  related  to  the  format. 

It  is  concluded  that  the  technique  which  proved  so  valuable  in  this  in¬ 
stance  could  be  profitably  adapted  to  other  measurement  situations 
also. 


Progress  in  methods  for  the  design  and  the 
construction  of  structures  which  must  perform 
satisfactorily  in  a  severe  mechanical  environ¬ 
ment  has  been  the  result  of  both  improved  in¬ 
strumentation  and  of  a  more  sophisticated  appli¬ 
cation  of  the  structural  dynamics.  The  two 
aspects  are  hardly  separable.  Better  and  more 
accurate  measurement  has  led  to  improved 
mathematical  models,  which  in  turn  have  pointed 
the  way  toward  even  more  pertinent  data  re¬ 
quirements.  Yet,  in  retrospect,  it  appears  that 
the  advance,  in  an  applied  sense,  has  been  more 
directly  controlled  by  the  prevailing  measure¬ 
ment  technology  than  by  the  available  analytical 
tools.  One  need  only  observe  the  present  situa¬ 
tion  with  regard  to  mechanical  impedance  con¬ 
cepts,  for  a  contemporary  example  in  which  the 
theory  is  waiting  on  the  development  of  accurate 
and  practical  measurement  techniques. 

In  a  slightly  different  sense,  the  divergent 
paths  which  have  been  followed  in  the  develop¬ 
ing  analytical  treatments  of  shipboard  and  of 
missile  mechanical  environmental  problems  can 
be  associated  quite  closely  with  the  practical 


problems  of  suitable  measuring  devices.  In 
early  shipboard  shock  technology,  the  seismic 
velocity  transducer  evolved  as  the  most  prac¬ 
tical  of  several  devices  available,  primarily  be¬ 
cause  it  offered  the  best  empirical  correlation 
between  peak  wave  shape  values  and  shock - 
produced  structural  damage  (1).  Subsequent 
analytical  treatments  leading  to  more  sophisti¬ 
cated  physical  understanding  of  shock  phenom¬ 
ena  and  to  design  methods  for  shock  resistant 
structures  have  been  conditioned  largely  by  use 
of  the  velocity  parameter.  With  the  advent  of 
a  large  scale  missile  development  effort,  initial 
attempts  were  made  to  transfer  existing  ship¬ 
board  shock  and  vibration  technology,  including 
use  of  the  velocity  transducer,  to  a  new  class  of 
structures.  However,  it  became  apparent  that  the 
transducer  was  physically  incompatible  with  the 
relatively  flimsy  missile  structures,  thus  forcing 
missile  experimenters  into  the  use  of  less  ex¬ 
ploited  acceleration  transducers.  Succeeding  ef¬ 
forts  to  understand  and  interpret  mechanical  phe¬ 
nomena  in  terms  of  the  acceleration  parameter 
have  produced  applied  analytical  methods  which 
are  distinct  from  those  developed  earlier. 
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Recognizing  that  the  paths  of  applied  theory 
have  been  more  or  less  subtly  circumscribed 
and  directed  by  nontheoretical  instrumentation 
considerations,  and  further,  that  the  normal 
cross  fertilization  of  theory  and  experiment 
tends  to  perpetuate  established  paths,  we  may 
also  recognize  that  our  existing  techniques 
might  profit  by  an  occasional  reevaluation  in 
terms  of  goals  and  methods.  More  directly  to 
the  purpose  of  this  paper— by  a  reconsideration 
of  our  present  experimental  methods. 


TIME  ANALYSIS  VS  FREQUENCY 
ANALYSIS 

Prior  to  the  introduction  of  the  "shock 
spectrum"  concept  (2),  the  study  of  mechanical 
shock  effects  was  dependent  upon  an  experi¬ 
menter’s  interpretation  of  measured  shock  re¬ 
sponse  signals,  their  peak  values,  wave  shapes, 
recognizable  oscillatory  components,  etc.  While 
such  an  interpretation  provided  valuable  insight 
into  the  motions  of  the  instrumented  structure, 
it  was  inadequate  in  other  regards.  Transfor¬ 
mation  of  shock  measurements  from  a  time 
domain  to  a  frequency  domain  (as  a  shock  spec¬ 
trum)  offered  several  advantages,  for  example: 
it  provided  the  data  in  a  format  useful  to  the 
designer,  it  simplified  characteristically  com¬ 
plicated  time  functions  in  a  way  which  allowed 
for  easier  documentation,  and  it  eliminated  the 
subjective  variable  of  "judgment"  in  signal  in¬ 
terpretation.  As  a  matter  of  fact,  it  is  quite 
clear  that  the  frequency  domain  presentation  is 
an  indispensable  element  of  present  shock  anal¬ 
ysis  and  shock  design  methods. 

In  spite  of  its  value,  however,  frequency 
analysis  by  itself  is  also  inadequate.  In  reliev¬ 
ing  the  need  for  wave  shape  interpretation,  it 
also  removes  the  possibility  of  interpretation, 
and  consequently,  the  basis  for  an  understand¬ 
ing  of  the  existing  structure  from  which  meas¬ 
urements  have  been  taken.  Mechanical  impact¬ 
ing,  resonance  buildup  and  decay,  dynamic 
distortion,  and  other  important  characteristics 
which  are  potentially  recognizable  from  time 
records,  are  obscured  when  these  same  records 
are  transformed  to  the  frequency  domain. 

In  present  practice,  shipboard  shock  re¬ 
sponse  measurements  are  studied  in  both  the 
time  domain  and  in  the  frequency  domain,  al¬ 
though  analysis  in  the  time  domain,  with  its 
greater  demand  on  the  investigator's  judgment, 
is  frequently  abbreviated  in  favor  of  the  "more 
sophisticated  frequency  analysis  to  follow." 
Studies  of  missile  environmental  measurements, 
on  the  other  hand,  are  limited  almost  entirely 
to  the  frequency  domain. 


Without  in  any  way  attempting  to  depreciate 
the  importance  of  frequency  analysis,  in  either 
shipboard  or  missile  environmental  studies,  it 
is  the  contention  here  that  singular  attention  to 
such  an  analytical  method  has  cost  the  loss  of 
much  valuable  information. 

We  have  developed  a  mathematically  so¬ 
phisticated,  but  incomplete  technology;  well 
suited  to  specification  writing,  testing,  and 
documentation,  it  is  inadequate  to  the  needs  of 
the  experimental  researcher  who  must  under¬ 
stand  and  interpret  real  time  mechanical 
behavior. 


PARAMETER  LIMITATIONS 

There  is,  of  course,  no  mysterious  reason 
for  our  dependence  on  frequency  analysis  tech¬ 
niques,  It  is  a  simple  fact  that  the  larger  per¬ 
centage  of  mechanical  measurements  from  ac¬ 
tual  structures  are  almost  undecipherable  in 
the  time  domain.  Dynamic  acceleration  meas¬ 
urements  from  missile  structures  are  frequently 
indistinguishable  from  electrical  circuit  noise 
(previous  recognition  of  this  similarity  is  partly 
responsible  for  our  present  use  of  the  mathe¬ 
matics  developed  in  communications  theory) 

(3  and  4);  dynamic  velocity  measurements  are 
somewhat  simpler,  no  doubt  accounting  for  their 
more  frequent  stu^  in  the  time  domain,  but  are 
still  characteristically  complex;  and  the  third 
mechanical  parameter,  inertial  displacement,  is 
infrequently  identified  or  measured  as  a  signif¬ 
icant  environmental  parameter  largely  because 
it  is  associated  with  rigid  body  motions  as  dis¬ 
tinguished  from  dynamic  distortions. 

Of  the  three  related  motion  parameters: 
acceleration,  velocity,  and  displacement,  no  one 
is  consistently  amenable  to  interpretation  in  the 
time  domain,  though  each  implicitly  contains  a 
total  description  of  motion  at  the  instrumented 
point.  The  problem  is  that  each  parameter  pro¬ 
vides  a  different  emphasis  on  the  frequency 
components  of  complex  motion.  Components 
which  in  turn  tend  to  be  associated  with  the  mo¬ 
tions  common  to  correspondingly  different  pro¬ 
portions  of  the  total  structure.  These  compo¬ 
nents  can  be  sorted  out  for  orderly  study  by 
frequency  analysis  techniques,  but  only  at  the 
expense  of  compromising  the  time  relationships 
between  the  components,  that  is,  the  real  time 
motion.* 


*The  fact  that  decomposition  in  a  complex  fre¬ 
quency  plane  is  mathematically  unique  to  the 
real  time  signal  is  immaterial  to  the  practical 
problem. 


2 


We  may  observe  that  the  procedure  of  in¬ 
tegrating  a  time  function  can  also  be  viewed  as 
a  method  of  frequency  filtering,  the  high  fre¬ 
quency  components  being  attenuated  by  the  fac¬ 
tor  1/frequency.  However,  unlike  the  usual 
frequency  decomposition,  time  relationships  in 
the  original  function  are  changed  in  a  regular 
way,  such  that,  for  physically  measured  data, 
the  integral  retains  a  physical  meaning.  In 
particular,  time  records  of  velocity  and  dis¬ 
placement,  obtained  from  acceleration  by  suc¬ 
cessive  integrations,  are  subject  to  physical 
interpretation.  Furthermore,  where  the  rep¬ 
resentation  of  one  motion  parameter  alone  may 
present  a  very  difficult  problem  in  interpreta¬ 
tion,  simultaneous  representations  of  the  related 
parameters  ease  the  problem  substantially. 


EXAMPLES  OF  THREE 
PARAMETER  ANALYSIS 

In  the  preceding  paragraphs,  an  attempt  has 
been  made  to  identify  two  particular  points;  (a) 
that  experimental  techniques  which  ignore  or 
depreciate  mechanical  motion  analyses  in  the 
time  domain,  fail  to  exploit  all  of  the  informa¬ 
tion  content  of  measured  data;  and  (b)  that  me¬ 
chanical  motion  analyses  can  be  greatly  facili¬ 
tated  by  simultaneous  presentation  of  the  three 
related  motion  parameters:  acceleration,  ve¬ 
locity,  and  displacement.  Perhaps  these  argu¬ 
ments  can  be  supported  most  effectively  by  in¬ 
terpretive  illustrations  drawn  from  practice. 

A  few  months  ago,  the  Naval  Research 
Laboratory  was  involved  in  a  rather  extensive 
series  of  tests  intended  to  evaluate  a  newly 
designed  shock -mitigating  missile  stowage  sys¬ 
tem.  Shock  response  signals  taken  from  strain 
gage  accelerometers  on  the  stowed  missiles 
were  routinely  integrated  and  double  integrated 
during  post-shot  reproduction.  The  following 
examples  are  representative  of  the  form  in 
which  the  signals  were  presented,  and  of  the 
interpretations  which  resulted. 

1.  Figure  1  presents  the  signals  from  three 
orthogonal  gages  attached  at  the  same  point  on 
a  missile.  In  each  case,  the  direct  acceleration 
reproduction  is  dominated  by  high  frequency 
vibration  components,  which  appear  to  be  nearly 
the  same  in  all  axes.  However,  a  marked  dif¬ 
ference  in  the  important  lower  frequency  com¬ 
ponents  is  immediately  apparent  from  the  ve¬ 
locity  and  displacement  traces.  If  we  observe 
that  the  slope  of  the  velocity  trace  is  propor¬ 
tional  to  the  acceleration,  it  is  not  difficult  to 
recognize  that  the  instrumented  point  has  been 
subjected  to  a  greater  sustained  force  in  the 
upward  direction  than  in  the  athwartship  direction, 


and  to  substantially  no  sustained  force  in  the 
longitudinal  direction.  (It  is  also  worth  noting 
that  a  form  of  manual  frequency  filtering  of  the 
acceleration-signal  can  be  affected  by  averag¬ 
ing  the  velocity-signal  slope  over  selected  time 
intervals.) 

2.  The  traces  of  Fig.  2  have  been  taken 
from  a  gage  at  the  free  end  of  a  cantilevered 
missile.  They  show  an  increase  in  successive 
peaks  of  an  oscillatory  component,  from  which 
the  presence  of  coupling  between  separate 
structural  modes  of  nearly  identical  frequency 
was  readily  recognized.  In  this  illustration 
some  of  the  higher  frequency  acceleration  com¬ 
ponents  have  been  attenuated  by  the  structure 
itself;  the  dominating  modal  response  is  rea¬ 
sonably  apparent  in  all  three  traces. 

3.  Figure  3  illustrates  a  situation  in  which 
mechanical  impacting  between  structural  com¬ 
ponents  was  inferred  from  the  acceleration  and 
velocity  traces  taken  together.  Of  the  many 
acceleration  peaks  in  the  top  trace,  two  in  par¬ 
ticular  are  seen  to  be  coincident  with  abrupt 
velocity  steps.  Such  a  motion  response  is  char¬ 
acteristic  of  the  short  duration  impulsive  force 
produced  by  mechanical  impact. 

4.  Figures  4  and  5  illustrate  two  different 
instances  in  which  instrumentation  malfunction, 
not  recognized  in  the  direct  acceleration  trace, 
was  readily  identified  in  successive  integrations. 
In  Fig.  4,  the  displacement  traces  of  four  gages 
located  at  different  points  on  the  same  basic 
structure  have  been  replotted  to  a  common 
scale.  Since  structural  integrity  was  maintained 
throughout  the  test,  and  since  the  displacement 
indication  of  gage  A43A  was  inconsistent  with 
the  rigid  body  motions  indicated  by  the  other 
three  gages,  it  was  clear  that  a  measurement 
malfunction  of  some  kind  had  occurred.  Again 
in  Fig.  5,  the  rather  peculiar  step  seen  in  the 
velocity  trace  caused  immediate  suspicion  of 

a  gage  or  circuit  problem;  if  further  evidence 
was  required,  it  could  have  been  obtained  by 
comparison  of  the  displacement  trace  with 
those  of  other  similarly  oriented  gages  on  the 
structure. 

5.  In  Fig.  6,  shock  excited  bending  defor¬ 
mations  of  two  cantilevered  missiles  have  been 
plotted  for  the  purpose  of  identifying  their  model 
excitations.  The  data  points  for  these  plots 
were  obtained  by  scaling  the  inertial  displace¬ 
ments  (second  integral)  indicated  by  four  gages 
mounted  along  the  length  of  each  missile,  com¬ 
paring  these  inertial  displacements  at  selected 
times,  and  presenting  the  results  as  differential 
displacement  off  an  axis  through  the  missile 
support  points. 
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Fig,  1.  Shock  excited  acceleration-time  signals  from  three 
orthogonal  gages  are  similar  in  appearance  because  of  dominat¬ 
ing  high  frequency  components.  The  structurally  significant  lower 
frequency  components,  however,  are  dissimilar,  an  interpreta¬ 
tion  which  is  readily  apparent  from  successive  integrations  of  the 
acceleration  signal. 


It  would  be  possible  to  extend  this  group  of  structures  under  evaluation,  and  the  test  pro- 

examples  to  considerable  length.  Those  de-  cedures  were  all  subject  to  continuous  improve- 

scribed  have  been  selected  as  illustrative  of  ment  in  the  light  of  a  concurrently  accruing 

the  types  of  interpretation,  rather  than  the  understanding, 

number  of  instances.  In  each  of  these  illus¬ 
trations,  the  information  obtained  would  have  It  seems  reasonable  to  conclude  that  the 

been  wholly  or  partly  obscured  in  any  format  type  of  instrumentation,  and  the  analytical 

other  than  that  actually  employed,  method  which  was  so  valuable  in  this  particular 

series  of  tests,  would  also  be  of  potential  value 
The  substantial  contribution  of  this  infor-  in  other  experimental  problems, 

mation  to  the  experimental  problem  resulted 
from  the  ability  to  make  the  interpretations  and 

from  the  fact  that  implementation  was  uncom-  PROBLEMS  OF  INSTRUMENTATION 

plicated.  Time  records  in  the  three  -parameter 

format  could  be  made  available  comparatively  Integration  and  double  integration  of  an  ac- 

soon  after  a  test;  typically,  the  oscillographic  celerometer  signal,  simple  enough  in  concept, 

reproductions  from  some  50  installed  gages  poses  several  formidable  problems  in  practice, 

were  ready  for  study  within  two  to  four  hours.  The  fact  that  these  problems  are  manageable 

As  a  consequence,  the  instrumentation,  the  has  been  demonstrated  above.  However,  the 
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Fig*  Z.  Oscillatory  build-up  is  noticeable  in  all  three 
parameters,  but  most  obvious  in  the  velocity  trace 


Fig.  3.  Mechanical  impacts  are  generally  characterized  by 
coincident  velocity  steps  and  acceleration  spikes 


Specific  devices  developed  at  the  Naval  Re¬ 
search  Laboratory  for  this  purpose,  while  gen¬ 
erally  satisfactory,  are  unlikely  to  represent  a 
unique  implementation  of  the  basic  three - 
parameter  approach.  Given  recognition  of  the 
value  of  such  an  approach  as  a  stimulus,  alter¬ 
nate  device  possibilities  could  no  doubt  be 
fruitfully  explored. 

On  the  other  hand,  many  of  the  practical 
problems  exist  independently  of  specific  devices, 
and  identification  of  these  problems  is  a  necessary 


prelude  to  their  solution.  For  this  reason,  the 
following  remarks  summarize  the  major  dif¬ 
ficulties  encountered  during  development  at 
NRL. 


Basic  Linearity  and  Stability 
Requirements 

On  many  structures,  particularly  those 
rigid  structures  which  are  exposed  to  some 
form  of  explosive  or  impact  loading,  the 
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Fig.  4,  The  displacement  traces  (sec¬ 
ond  integral)  of  four  gages  on  the  same 
large  structure,  replotted  to  a  common 
scale,  indicate  a  rigid  body  motion  which 
is  a  combination  of  translation  and  ro¬ 
tation.  The  record  of  gage  A43A,  how¬ 
ever,  is  inconsistent  with  this  motion, 
indicating  a  gage  or  circuit  malfunction. 


A63V-22 


,  ..i 

Fig.  5.  The  indicated  abrupt  velocity  step  is  physically 
unlikely;  it  suggests  a  gage  or  circuit  malfunction 


dynamic  range  of  significant  acceleration  signal 
amplitudes  can  easily  be  60  db  to  80  db;  from 
a  fraction  of  a  g  to  several  thousand  g.  To 
maintain  velocity  and  displacement  accuracy, 
the  units  or  components  of  the  instrumentation 
system  which  precede  the  actual  integrating 


element,  i.e.,  transducer,  connected  circuitry, 
amplifiers,  etc.,  must  be  stable  at  the  lowest 
signal  levels,  linear  over  the  full  dynamic 
range,  and  not  subject  to  spurious  nonsymmet- 
rical  noise.  Simple  calculations  will  illustrate 
the  significance  of  these  requirements.  At  low 
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Fig.  6.  Bending  of  two  cantile ve r ed  missiles  has 
been  plotted  at  selected  times  following  incidence 
of  a  shock  input.  Data  for  this  presentation  were 
obtained  from  the  difference  in  displacements  in¬ 
dicated  by  doubly  integrated  accelerometer  signals. 


level,  a  ’’zero  shift”  equivalent  to  0.1  g,  will, 
when  integrated  and  doubly  integrated  for  a 
1/2-second  interval,  produce  a  velocity  contri¬ 
bution  of  L6  fps  and  a  displacement  contribution 
of  4.8  in.;  at  high  level,  five  cycles  of  a  sinus¬ 
oidal  acceleration  signal  at  1  kc  and  ilOOO  g, 
distorted  by  a  1  percent  unilateral  nonlinearity, 
will  produce  a  velocity  contribution  of  0.8  fps 
within  5  ms,  and  a  displacement  contribution  of 
4.8  in.  at  the  end  of  a  1/2 -second  interval.  It 
may  be  noted  that  zero  shift  and  nonlinearity 
produce  distinguishable  errors;  the  first  being 
characterized  by  a  velocity  ramp,  and  the  sec¬ 
ond  by  a  velocity  step.  Spurious  circuit  noise, 
depending  on  its  nature  and  mechanism,  may 
introduce  an  error  of  either  type. 

The  pertinence  of  this  particular  illustra¬ 
tion  and  the  significance  of  the  indicated  errors 
must,  of  course,  be  judged  according  to  the  cir¬ 
cumstances  of  a  specific  instrumentation  prob¬ 
lem.  The  values  indicated  are  representative 
of  a  shipboard  shock  measurement  application. 
For  other  applications,  the  implied  stability  and 
linearity  requirements  may  be  more  or  less 
stringent. 


Acceleration  Transducer 

The  accelerometer,  including  its  essential 
circuit  accessories,  is  clearly  a  vital  compo¬ 
nent.  In  practice,  the  procurement  of  a  satis¬ 
factory  gage  has  presented  a  most  difficult 
problem.  Signal  anomalies,  which  are  quite 


insignificant  by  the  prevailing  standards  of 
accelerometer  performance,  become  very  ap¬ 
parent  when  integrated.  On  the  other  hand,  the 
same  prevailing  standards  are  actually  con¬ 
sistent  with  most  contemporary  usage,  conse¬ 
quently  there  has  been  little  commercial  incen¬ 
tive  for  improved  performance. 

Initial  attempts  were  made  to  employ  piezo¬ 
electric  accelerometers.  In  most  cases  where 
severe  acceleration  shocks  were  applied  to  the 
gage,  large  spurious  transient  pulses  appeared 
in  the  integrated  (velocity)  signal,  in  spite  of 
the  fact  that  peak  measured  acceleration  signals 
were  within  the  gage  rating.  The  mechanism  of 
these  anomalous  signals  has  not  been  established, 
although  their  existence  has  been  independently 
confirmed  (5).  The  effect,  together  with  the  lack 
of  low  frequency  response  characteristic  of 
piezoelectric  gages,  has  prevented  further  use. 

Strain  gage  accelerometers  have  the  sig¬ 
nificant  advantage  of  response  to  dc  or  static 
acceleration.  When  used  within  their  ratings, 
some  models  of  this  gage  have  been  quite  satis¬ 
factory.  However,  in  severe  shock  locations, 
the  ±500  g  to  ±1000  g  maximum  ratings  of  com¬ 
mercially  available  gages  are  generally  ex¬ 
ceeded,  resulting  in  nonlinear  res£KJnse  and 
sometimes  in  damage  to  the  gage  (6). 

The  recently  introduced  piezoresistive  ac¬ 
celerometer  is  electrically  similar  to  the  strain 
gage  accelerometer,  but  is  available  in  a  maxi¬ 
mum  range  of  ±2500  g.  With  the  addition  of  a 
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special  external  mount,  it  has  been  success¬ 
fully  employed  in  the  most  severe  shock  loca¬ 
tions-  Initial  attempts  to  use  this  gage  resulted 
in  substantial  excitation  of  a  lightly  damped 
internal  resonance  at  about  35  kc  (to  the  extent 
of  rupture  of  the  gage  element  in  one  instance). 
The  external  mount  was  subsequently  developed 
to  prevent  such  excitation.  Serving  as  a  low 
pass  mechanical  filter,  the  cutoff  frequency  of 
this  mount  is  high  enough  to  avoid  compromis¬ 
ing  the  shock  signal  waveform,  but  still  well 
below  the  gage  resonance  frequency  (7). 

The  same  sensitivity  to  gage  performance 
which  has  frustrated  the  use  of  many  acceler¬ 
ometer  types  and  models,  has  been  turned  to 
distinct  advantage  when  a  satisfactory  model  is 
in  actual  use.  Faulty  operation  of  an  otherwise 
acceptable  gage  is  easily  recognized.  In  prac¬ 
tice,  calibration  error,  loose  gages,  poor  cir¬ 
cuit  connections,  and  defective  gages  have  all 
been  identified  and  corrected  as  a  singular  re¬ 
sult  of  this  sensitivity. 


Electronic  Circuitry 

Strain  gage  and  piezoresistive  accelerom¬ 
eters  require  an  external  excitation  voltage, 
external  balance  adjustment,  signal  amplifica¬ 
tion,  and  for  present  purposes,  signal  integra¬ 
tion.  As  previously  remarked,  the  electronic 
accessories  which  precede  the  integrating  de¬ 
vice  are  subject  to  the  same  basic  stability  and 
linearity  requirements  as  the  gage  itself. 

In  regard  to  the  passive  accessories  (con¬ 
necting  circuitry,  excitation,  and  balance)  these 
requirements  pose  no  difficulty  which  cannot  be 
satisfied  by  good  practice.  In  regard  to  the  ac¬ 
tive  accessories,  the  requirements  pose  some¬ 
what  greater  difficulty,  but  are  nevertheless 
manageable. 

Piezoresistive  accelerometers  in  the 
±2500  g  range,  and  strain  gage  accelerometers 
in  the  ±500  g  range  have  transduction  sensi¬ 
tivities  of  80  fiv/g  to  100  pv/g.  To  produce  a 
reasonable  velocity  sensitivity,  say  50  mv/fps, 
the  effective  integration  coefficient  must  be  in 
the  order  of  2  xlO'^.  This  coefficient  is  not 
necessarily  identical  with  a  required  amplifier 
gain,  since  most  integrating  devices  have  an 
intrinsic  coefficient  which  may  vary  over  wide 
limits,  but  for  practical  purposes  it  does  imply 
the  necessity  of  a  high  gain  electronic  amplifier 
either  as  a  separate  system  component,  or  as 
part  of  the  integrating  circuit.  Stability  and 
linearity  requirements  may  be  conveniently 
referred  to  the  previously  cited  example  by 
noting  that  a  10  jiv  drift  at  the  input  of  the 


amplifier  is  the  equivalent  of  0.1  g,  and  that  a 
1000  g  acceleration  peak  will  produce  100  mv 
at  the  input. 

Manufacturers’  specifications  on  commer- 
ically  available  amplifiers  which  are  of  instru¬ 
mentation  quality  indicate  that  low  frequency 
noise  and  drift  (with  respect  to  the  amplifier 
input)  can  be  held  within  1  to  5  juv  peak-to-peak 
and  that  linearity  can  be  maintained  within  0.1 
percent  over  an  80  db  dynamic  range.  In  prac¬ 
tice,  one  might  expect  some  degradation  of  the 
optimum,  but  it  is  nonetheless  clear  that  the 
required  amplifier  performance  is  attainable 
in  present  practice. 

Symmetrical  high  frequency  noise  compo¬ 
nents  introduced  by  the  electronic  circuitry  are 
deemphasized  by  the  subsequent  integration  and 
are  thus  of  limited  significance.  However,  by 
the  same  virtue,  low  frequency  noise  compo¬ 
nents  (also  referred  to  in  terms  of  drift  or 
stability)  become  increasingly  important.  Ac¬ 
tually,  true  integration  would  require  perfect 
circuit  stability  (an  obvious  impossibility  in 
practice)  since  anything  less  would  ultimately 
integrate  to  produce  an  out-of-range  output 
voltage.  Thus,  it  is  evident  that  practical  con¬ 
siderations  impose  some  limiting  condition  on 
the  time  interval  over  which  an  accurate  signal 
integration  may  be  obtained. 

A  combined  amplifier/integrator  circuit 
capable  of  satisfying  the  conditions  above  has 
been  developed  over  a  period  of  several  years 
at  NRL  (8).  Basically,  the  circuit  consists  of  a 
very  stable  voltage -controlled  oscillator  sup¬ 
plying  a  series  of  fixed  charge  increments  to  an 
integrating  capacitor.  The  long  time  average 
of  the  capacitor  voltage  is  held  at  zero  by  a 
feedback  loop,  which,  in  turn,  imposes  a  second 
order  low  frequency  cutoff  on  the  integrated 
output  signal. 

Error  in  the  indicated  integral,  introduced 
by  this  cutoff,  is  a  function  of  the  signal  wave¬ 
shape  and  of  the  cutoff  frequency;  in  practice  it 
is  negligible  within  some  definable  short  time 
interval,  and  subject  to  correction  over  longer 
time  intervals  (9). 

The  same  amplifier/integrator  circuitry 
which  was  developed  for  the  purpose  of  convert¬ 
ing  an  acceleration  signal  to  its  first  integral 
has  been  employed  in  cascade  to  obtain  both  the 
first  and  second  integrals. 

Without  attempting  to  either  exaggerate  or 
depreciate  the  development  problems,  results 
to  date  have  been  achieved  with  very  modest 
manpower  allocations.  It  is  reasonable  to  assume 
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that  present  techniques  and  devices  would  profit 
by  a  more  broadly  based  effort,  including  fur¬ 
ther  transducer  development,  and  the  investiga¬ 
tion  of  alternate  circuit  possibilities. 


SUMMARY  AND  CONCLUSIONS 

The  arguments  propounded  in  this  paper 
are  not  new  or  especially  novel.  Motion -time 
records  have  actually  been  studied  from  the 
very  beginning  of  our  technology;  distinctive 
characteristics  of  the  three  motion  parameters 
have  been  remarked  about  many  times  in  the 
literature  (10),  and  the  possibilities  of  trans¬ 
formation  between  the  three  parameters  have 
been  identified  and  occasionally  implemented 
(11).  Under  these  conditions,  it  may  seem 
somewhat  unnecessary  to  rehash  the  well  es¬ 
tablished  points  at  such  length. 

There  are,  however,  two  reasons  why  it 
has  seemed  desirable: 

1.  Current  literature,  which  reflects  a 
widespread  recognition  of  the  engineering  value 
of  motion  analysis  in  the  frequency  domain,  in¬ 
dicates  little  interest  in,  or  appreciation  of,  the 


complementary  value  of  motion  analysis  in  the 
time  domain. 

2.  Possibly  by  virtue  of  this  same  lack  of 
interest,  those  few  documented  attempts  which 
have  been  made  to  implement  motion-time 
analyses  in  a  usable  form  have  been  unsuc¬ 
cessful,  impractical,  or  when  successful  have 
gone  unrecognized  to  any  significant  degree. 

The  point  was  made  earlier  that  existing 
practices  tend  to  perpetuate  themselves  to  the 
exclusion  of  alternate  possibilities.  In  the 
presence  of  a  widely  accepted  technique,  there 
is  little  incentive  for  exploring  alternates. 

However,  analyses  in  the  time  domain  and 
in  the  frequency  domain  are  not,  in  the  applied 
sense,  optional  alternatives,  but  are  valuable 
complements.  From  the  same  measured  data, 
the  two  analytical  methods  provide  access  to 
different  types  of  information.  The  singular 
advantages  of  analysis  in  a  time  domain  have 
been  emphasized  here,  not  in  an  effort  to  depre¬ 
ciate  frequency  analysis,  but  rather  to  oppose 
an  existing  implied  depreciation  of  the  former, 
and  to  suggest  that  the  real  basis  of  this  depre¬ 
ciation  can  be  traced  to  instrumentation  limita¬ 
tions  which  are  presently  amenable  to  solution. 
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DISCUSSION 


Mr.  Kistler  (Kistler  Instruments):  Did  you 
try  quartz  accelerometers?  These  should  re¬ 
spond  to  very  low  frequencies  and  have  no  zero 
shift  under  shock.  They  would  seem  to  be  the 
natural  thing  to  use, 

Mr.  Oleson:  I  must  confess  that  we  have 
not  thoroughly  investigated  the  possibilities  of 
piezoelectric  transducers.  I  did  mention  in  the 
paper  that  our  initial  attempts  involved  piezo¬ 
electric  transducers,  and  we  found  that  they 
were  unsatisfactory  primarily  because  of  the 
anomalous  pulses.  Since  these  have  not  been 
explained  and  since  we  do  not  know^  that  they 
would  actually  be  common  to  all  kinds  of  piezo¬ 
electric  transducers,  it  would  be  an  unfair 
thing  to  say  that  piezoelectric  transducers  are 
of  no  value  in  this  kind  of  work.  I  will  say, 
however,  that  we  have  not  investigated  them 
further,  and  it  would  be  very  nice,  as  a  matter 
of  fact,  if  somebody  would. 

Mr.  Zell  (Picatinny  Arsenal):  We  have 
utilized  piezoelectric  instrumentation  working 
into  very  high  impedance  electronics;  and  we 
have  obtained  very  consistent  indications  in  our 
shock  test  measurements  of  the  minus  1  g  dur¬ 
ing  free  fall,  and  with  negligible  drift.  I  think 
it  is  potentially  possible,  in  particular  in¬ 
stances,  that  the  piezoelectric  equipment  could 
be  adapted  for  this.  There  are  problems,  but 
they  can  be  overcome. 

Mr.  Oleson:  What  lam  trying  to  do  with 
this  paper  is  to  point  out  that  some  of  the  prob¬ 
lems  which  people  have  considered  extremely 
difficult  from  the  practical  point  of  view  have 
been  overcome  in  an  area;  what  I  am  trying  to 
suggest  is  that  as  a  group  we  would  do  well  for 
our  technology  if  more  people  would  spend 
more  effort  trying  to  overcome  these  problems, 
perhaps  at  the  expense  of  some  of  the  more 
sophisticated  efforts  applied  along  directions 
in  which  we  are  already  producing  a  technology 
that  is  beyond  the  limits  which  we  can  use,  I 
am  thinking  particularly  of  some  of  the  sophis¬ 
ticated  efforts  at  spectral  analysis.  I  do  not 
deny  their  value.  lam  simply  saying  that  we  have 
developed  a  sort  of  single  minded  attention  to 
these  things  and  have  forgotten  that  we  are  miss¬ 
ing  a  big  chunk  of  the  information  which  our 
transducers  are  potentially  capable  of  supplying. 


Mr,  Zell:  Is  the  circuitry  that  you  used  in¬ 
cluded  in  the  complete  format  of  your  paper? 

Mr.  Oleson:  Negative. 

Mr,  Kennard  (Goddard  Space  Flight  Center): 
In  your  present  state  of  the  art  with  the  double 
integration,  can  you  give  us  some  quantitative 
idea  of  what  the  errors  might  be? 

Mr.  Oleson:  There  is  more  about  that  in 
the  paper  than  I  have  given  here.  Actually  the 
integrator  has  a  second  order  low  frequency 
cutoff.  As  soon  as  you  look  at  the  problem  of 
integration  you  recognize  that  you  cannot  inte¬ 
grate  to  a  theoretical  perfection  because  prac¬ 
tical  devices  just  completely  eliminate  this. 

When  we  use  them  in  cascade  we  have  two  sec¬ 
ond  order  low  frequency  cutoffs.  The  frequency 
of  this  cutoff  is  subject  to  adjustment  with  sim¬ 
ple  changes  in  the  circuit  parameters.  We  have 
worked  out  correction  equations  which  will  take 
accoimt  of  these  things,  and  depending  on  the 
particular  problem,  we  can  concern  ourselves 
with,  say,  something  as  I  did  in  these  records 
less  than  1/2  a  second  or  so,  or  we  can  concern 
ourselves  with  times  out  to  a  few  seconds. 

Mr.  Linton  (USN  Weapons  Station):  Did  you 
use  some  special  technique  in  mounting  the 
piezoresistive  bridge  to  eliminate  spurious 
responses  without  degrading  the  signal  that  you 
are  after  ? 

Mr.  Oleson:  You  are  asking  about  the  mount 
that  goes  under  the  piezoresistive  accelerom¬ 
eter  ?  Basically  this  is  to  prevent  the  possibil¬ 
ity  of  exciting  the  natural  resonance  of  the  gage 
itself  which  is  of  the  order  of  35  to  40  kc.  Our 
interest  in  the  frequency  components  of  shock 
signals  is  confined  below  500  or  perhaps  1000 
cps  as  an  upper  limit.  This  means  that  we  have 
from  1000  cps  up,  something  of  the  order  of  30 
kc  to  play  with  in  selecting  the  kind  of  mount 
we  put  under  the  piezoresistive  gage.  We  used 
a  mount  which  has  its  own  resonant  frequency, 
at  about  2500  cps,  and  at  that  frequency  it  has 
a  Q  of  3,  so  that  it  introduces  very  little  ampli¬ 
fication  itself.  Under  these  conditions  I  think 
we  can  maintain  reasonable  phase  linearity  out 
to  something  of  the  order  of  1000  cps  which  was 
one  of  the  objectives  of  the  mount  design. 


THE  MEASUREMENT  OF  INTERNAL  DYNAMICS  OF  EQUIPMENT 


Charles  T.  Morrow 
The  Aerospace  Corporation 
Los  Angeles,  California 


One  of  the  limiting  factors  in  shock  and  vibration  technology  is  the 
measurement  of  dynamic  properties.  For  large,  massive  open  struc¬ 
tures,  there  is  no  particular  difficulty,  but  many  of  the  complicated  de¬ 
vices  with  which  we  are  concerned  can  be  awkward  to  investigate.  Ex¬ 
cept  for  an  incipient  interest  in  impedance  measurements,  there  has 
been  little  preoccupation  with  systematic  approaches  to  the  problem. 

In  this  paper,  two  techniques  are  discussed.  One  provides  a  quick  vis¬ 
ual  picture  of  dynamic  behavior  but  is  qualitative  in  some  respects. 

The  other  permits  a  more  quantitative  point -by- point  investigation 
which  can  be  most  effective  if  skillfully  used. 


INTRODUCTION 

Instrumentation  for  the  measurement  of  equip¬ 
ment  dynamics  should  be  designed  for  different 
characteristics  than  instrumentation  designed  for 
measuring  vibration  and  shock  environment.  Gen¬ 
erally,  the  following  characteristics  are  desir¬ 
able: 

1.  Low  loading.  In  typical  electronic  and 
electromechanical  equipment,  many  functional 
parts  are  light  or  very  flexible  by  comparison 
with  structural  members.  Therefore,  any 
vibration  probe  to  be  used  should  present  ex¬ 
tremely  low  mechanical  impedance  to  the  point 
of  measurement  or  should  be  amenable  to  the 
use  of  experimental  techniques  to  compensate 
for  loading. 

2.  Smooth  velocity  response.  Velocity 
response  has  a  practical  advantage  of  being 
usable  over  a  wide  range  of  frequencies  and  a 
slight  theoretical  advantage  of  compatibility 
with  definitions  of  resonance  involving  relation¬ 
ship  of  force  to  velocity.  Some  of  the  virtues  of 
velocity  response  can  be  obtained  by  simple 
electrical  equalization  of  a  displacement  or  ac¬ 
celeration  responsive  probe.  As  a  practical 
matter,  response  need  not  be  accurately  flat 

as  long  as  any  resonance  effect  in  the  probe  is 
broad  by  comparison  with  the  resonances  to  be 
measured. 

3.  Applicability  without  extreme  cutting 
away  of  equipment  case  or  other  structure.  To 
avoid  change  of  the  characteristics  to  be  meas¬ 
ured,  it  is  desirable  that  no  access  openings  be 
necessary  beyond  a  collection  of  small  drilled 
holes.  In  some  instances,  even  these  perforations 

11 


might  have  a  significant  effect  through  altera¬ 
tion  of  the  properties  of  the  air  cavities. 

4.  Capability  for  instant  choice  of  measure¬ 
ment  point  for  the  determination  of  mode  shapes 
and  related  information. 

Generally,  the  characteristics  of  most  in¬ 
terest  for  measurement  in  an  item  of  equipment 
as  an  aid  in  improving  reliability  under  shock 
and  vibration  environments  are,  approximately 
in  the  order  of  importance: 

1.  Frequencies  of  resonance. 

2.  Q's  or  effective  bandwidths. 

3.  Transfer  characteristics,  such  as  trans¬ 
fer  impedance  and  transmissibilities  from  one 
point  to  another. 

4.  Excitation  point,  output,  and  other  im¬ 
pedances. 

Clearly,  there  is  a  requirement  to  be  able  to 
identify  a  resonance  and  to  do  so  in  such  a  way 
that  the  observed  effects  are  characteristic  solely 
of  the  device  under  investigation,  or  nearly  so, 
rather  than  of  the  device  plus  exciting  or  meas¬ 
uring  apparatus.  Excitation  in  the  region  of  a 
resonance  frequency  is  likely  to  be  most  damag¬ 
ing.  Furthermore,  there  are  theorems  in  net¬ 
work  theory  which  suggest  that  essentially  the 
entire  behavior  at  any  point  in  a  mechanical 
system  (especially  if  it  is  linear)  can  be  inferred 
from  measurement  at  the  frequencies  of  reso¬ 
nance,  e.g.,  Foster*s  reactance  theorem. 

The  measurement  of  vibration  and  shock 
environments  and  the  environmental  test  of 


equipment  are  commonly  performed  with  fixed 
accelerometer  locations,  elaborate  monitoring 
and  recording  equipment,  sizeable  teams  of 
personnel,  dispersed  res^wnsibility,  and  exten¬ 
sive  coordination.  The  use  of  the  same  methods 
inadvertently,  or  out  of  habit,  for  measurement 
of  equipment  dynamics  can  add  confusion  and 
chaos  to  an  already  complicated  problem. 

The  appropriate  experimental  techniques 
are  typical  of  a  small  research  laboratory  in  a 
university.  It  is  essentially  that  one  man  be 
able  to  choose  the  measurement  point  of  the 
moment  at  will,  and  to  complete  the  measure¬ 
ment  or  observation  without  delay  and  without 
using  any  personnel  as  intermediaries.  The 
use  of  fixed  accelerometers  is  a  cumbersome 
way  of  exploring  hardware  whose  dynamics  are 
as  yet  essentially  unknown.  The  experimenter 
can  seldom  proceed  to  measurement  points  that 
unexpectedly  become  interesting  without  waiting 
for  another  setup.  The  use  of  multichannel 
recorders  to  record  the  magnitude  of  the  accel¬ 
erometer  signals  introduces  delays  in  interpre¬ 
tation  of  data  and  can  yield  misleading  results 
because  of  failure  to  discriminate  between 
fundamental  and  harmonic  responses  of  reso¬ 
nances.  It  will  be  shown  later  that  the  use  of  an 
appropriate  hand-held  probe,  so  connected  that 
Lissajous  figures  can  be  observed  on  a  cathode- 
ray  oscilloscope,  is  a  particularly  pov^erful 
method  for  exploring  the  unknown. 


THE  STROBOSCOPE 

The  optical  stroboscope  is  such  a  well 
known  instrument  for  vibration  analysis  that 
there  is  no  need  to  dwell  on  its  principles  of 
operation.  Its  outstanding  virtues  are  that  it 
provides  an  excellent  visual  and  intuitive  under¬ 
standing  of  all  the  visible  portions  of  a  vibrat¬ 
ing  system  and  it  does  not  load  the  device  under 
study.  Its  limitations  are  that  it  is  inlierently 
amplitude  responsive,  and  therefore  not  very 
sensitive  at  high  frequencies  or  adaptable  to 
measurement  of  force;  it  provides  no  ready 
method  of  compensation  for  any  spurious  in¬ 
fluences  of  the  vibration  exciter;  its  is  rather 
qualitative  except  for  measurements  of  frequency; 
and  it  may  require  large  apertures  or  excessive 
dismantling  of  the  equipment  case  or  other 
structure  for  access  to  intierior  parts.  The 
last  limitation  can  be  overcome  by  using  an  X- 
ray  stroboscope.  This  is  a  rather  elaborate 
and  special  instrument,  but  it  should  be  espe¬ 
cially  valuable  for  preliminary  exploration  of 
equipment  dynamics. 

We  might  make  two  additional  observations 
before  passing  on  to  other  subjects.  First,  it  is 


feasible  to  control  the  stroboscope  from  the 
same  periodic  signal  that  is  used  in  the  exciter. 
A  slow  apparent  vibration  of  the  parts  under 
study  can  be  brought  about  by  connecting  in  the 
channel  to  the  stroboscope  a  rotating  360  degree 
phase  shifter  or  equivalent  device  to  produce  a 
small  shift  in  frequency.  Second,  with  an  inde¬ 
pendent  periodic  control  signal,  the  stroboscope 
can  be  used  to  provide  some  feeling  for  re¬ 
sponse  to  random  excitation.  When  it  is  tuned 
to  a  sharp  resonance,  the  part  under  observa¬ 
tion  appears  to  move  with  a  slow  random  vi¬ 
bration. 


COMPENSATION  FOR  THE  EXCITER 

When  an  equipment  resonance  shows  sig¬ 
nificant  sensitivity  to  mounting  conditions, 
there  are  two  conditions  that  are  particularly 
appropriate  in  principle  for  the  measurement  of 
the  characteristics  of  the  resonance.  The  first 
is  a  free  or  zero-impedance  suspension,  which 
is  preferable  if  the  equipment  is  to  be  mounted 
to  a  structure  of  relatively  low  mechanical  im¬ 
pedance.  The  other  is  a  rigid,  or  infinite -im¬ 
pedance  mounting. 

In  any  event,  a  system  consisting  of  an  item 
of  equipment,  a  fixture  or  coupling,  and  a  shaker 
armature  may  exhibit  resonance  quite  different 
from  those  of  the  equipment  under  either  ideal 
condition. 

Some  degree  of  compensation  for  this  phe¬ 
nomenon  may  be  achieved  by  judicious  attach- 
nient  of  a  force  gage  or  accelerometer  to  pro¬ 
duce  a  reference  signal  and  by  making  all  other 
measurements  in  terms  of  a  comparison  with 
this  reference  signal.  For  the  moment,  assume 
that  the  excitation  is  translational  in  a  single 
direction  through  a  single  point.  Then,  response 
measurements  made  in  terms  of  a  ratio  to  a 
reference  signal  from  a  force  gage  at  the  exci¬ 
tation  point,  or  a  strain  gage  mounted  to  respond 
to  a  strain  proportional  to  applied  force,  yield 
resonance  data  characteristic  of  a  freely  sus¬ 
pended  equipment.  In  fact,  if  the  various  other 
measurements  are  made  with  velocity  gages  or 
probes,  the  ratios  are  transfer  impedances,  and 
a  velocity  measurement  at  the  excitation  point 
yields  the  mounting  point  impedance.  Any  in¬ 
fluence  of  the  shaker  or  coupling  appears  in 
both  numerator  and  denominator  and  cancels. 
Alternately,  response  measurements  made  in 
terms  of  a  reference  signal  from  a  velocimeter 
at  the  excitation  point  yield  resonance  data 
characteristic  of  a  rigidly  mounted  equipment. 
One  could,  in  principle,  excite  the  equipment 
through  an  impedance  measuring  head  and  have 
the  capability  with  a  single  setup  for  using  either 
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diagnostic  tool  to  be  used  only  insofar  as  it  is 
helpful  to  the  improvement  of  a  design. 


Fig.  1.  Setup  for  measurement 
of  lateral  resonance  of  a  small 
missile 


type  of  reference  signal  and  for  getting,  at  the 
throw  of  a  switch,  a  feeling  for  the  sensitivity 
of  any  particular  resonance  to  the  mounting 
condition. 

If  we  may  digress  briefly  from  measure¬ 
ments  on  equipment,  consider  the  problem  of 
measuring  the  first  several  lateral  resonances 
of  a  small  missile  as  in  free  flight.  Imagine 
the  missile  suspended  by  wires,  (Fig.  1)  and  a 
shaker  exciting  the  missile  horizontally  through 
a  coupling  rod.  If  a  strain  gage  is  attached  to  a 
reduced  section  of  the  rod  close  to  the  excita¬ 
tion  point,  it  yields  a  reference  signal  that  is  a 
measure  of  applied  force.  Measurements  at 
other  points  will  yield  resonance  data  that  are 
characteristic  of  free  flight  and  qualitatively 
like  those  of  a  damped  free-free  beam. 

If  the  airframe  is  highly  damped,  the  ex¬ 
perimenter  may  be  surprised  that  he  can  find 
no  nulls  of  motion  at  the  nodal  points.  The 
phase  swings  gradually  through  180  degrees 
rather  than  reversing  abruptly  at  the  nodes. 
Without  resorting  to  an  elaborate  analysis  of 
the  system,  we  can  make  this  behavior  appear 
quite  reasonable.  The  velocity  response  at  the 
antinodes  is  primarily  a  resonance  effect  and 
nearly  in  phase  with  the  applied  force.  The 
residual  vibration  at  the  nodal  points  is  related 
to  the  acceleration  of  the  center  of  gravity  of 
the  missile  in  response  to  the  unbalanced  force 
and  is  therefore  90  degrees  out  of  phase. 

To  return  to  equipment,  as  opposed  to  whole 
missiles,  the  mounting  of  more  traditional  inter¬ 
est  is  the  rigid  mounting.  As  a  practical  matter, 
there  are  usually  several  mounting  points  on  the 
same  item,  and  the  mounting  fixture  may  intro¬ 
duce  spurious  effects  by  coupling  the  points  to¬ 
gether  more  rigidly  than  they  may  be  in  practice, 
producing  some  relative  motion,  or  generating 
some  crosstalk  or  rotation.  For  complete  items 
of  equipment,  resonance  analysis  is  merely  a 


This  allows  the  experimenter  some  appli¬ 
cation  of  engineering  judgment  and  much  com¬ 
promise  on  precision  of  measurement  as  well 
as  scope  of  exploratory  investigation.  Com¬ 
plete  standardization  of  measurement  conditions 
is  important  only  for  standard  parts,  such  as 
vacuum  tubes  and  relays,  when  results  are  to  be 
published  in  detail. 


CAPACITATIVE  AND  ELECTROMAGNETIC 
PROBES 

We  now  turn  to  the  problem  of  vibration 
probes.  From  the  point  of  view  of  minimizing 
the  loading  effect,  one  is  tempted  by  a  capacita- 
tive  probe,  for  which  the  surface  surrounding  a 
measurement  point  functions  as  one  plate  of  a 
varying  capacitor;  or  by  a  magnetic  probe,  for 
which  the  surface  functions  as  a  coupling  be¬ 
tween  two  magnetic  poles.  However,  these  de¬ 
vices  have  severe  limitations.  Access  holes 
must  be  large.  The  probe  must  be  at  a  right 
angle  to  the  surface.  A  fixture  is  required  be¬ 
cause  of  the  precise  positioning  that  is  neces¬ 
sary,  thereby  making  it  very  inconvenient  to 
shift  from  one  measurement  point  to  another. 


WIRE-COUPLED  PROBES 

For  years,  vibration  probes  with  a  rod  to 
couple  mechanically  from  the  measurement 
point  to  the  sensitive  element  have  been  com¬ 
mercially  available.  They  are  convenient  to 
use,  can  readily  be  moved  by  hand  from  one 
point  to  another,  and  can  be  tilted  to  vary  the 
direction  along  which  the  motion  is  measured. 
Generally,  they  require  larger  access  holes 
than  we  would  like  in  the  application  under 


(b)  (c) 


(a)  WIRE  SOLDERED  TO  DIAPHRAGM 

(b)  WIRE  SOLDERED  TO  MUMETAL  STRIP 

(c)  STRUTS  AND  SPRING  ADDED  FOR  REINFORCEMENT 


Fig.  2.  Improvised  vibration  probe 
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discussion,  and  their  loading  effect  could  be  re¬ 
duced. 

Except  for  observations  through  holes  in 
the  housing  of  extremely  large  equipment  or 
where  extreme  ruggedness  is  required,  there 
is  no  reason  for  the  coupling  rod  or  wire  to  be 
larger  than  one  millimeter  in  diameter.  One 
can  improvise  a  vibration  probe  by  soldering  a 
wire  into  an  axial  hole  in  a  set  screw  and  screw¬ 
ing  it  into  the  base  of  a  piezoelectric  acceler¬ 
ometer.  Perhaps  a  better  improvization  is  ob¬ 
tained  by  soldering  the  end  of  the  wire  perpen¬ 
dicularly  to  the  center  of  the  diaphragm  of  a 
small  earphone  as  shown  in  Fig.  2.  The  re¬ 
sponse  is  not  quite  so  flat,  but  the  loading  is 
less.’^  the  wire  should  be  nonmagnetic  and  have 
a  hardened,  sharp  point.  Such  a  probe  should 
be  effectively  held  by  the  wire,  to  avoid  varying 
the  magnetic  gap  according  to  hand  pressure. 
Sensitivity  to  excitation  by  sound  can  be  de¬ 
creased  by  replacing  the  diaphragm  with  a  nar¬ 
row  mumetal  strip  which  should  be  soldered  at 
the  ends.  Other  refinements  can  readily  be  de¬ 
vised  to  decrease  sound  sensitivity  further,  pro¬ 
vide  magnetic  shielding,  or  make  the  assembly 
more  rugged. 

A  probe  with  similar  virtues  can,  in  prin¬ 
ciple,  be  designed  about  any  sensitive  element 
that  has  been  considered,  for  example,  for  ap¬ 
plication  in  a  phonograph  pickup  cartridge. 
Primary  considerations  are  low-impedance  ter¬ 
mination  of  the  wire  in  the  region  of  the  sensi¬ 
tive  element  and  freedom  from  pronounced 
resonance  in  the  usable  frequency  range. 


LISSAJOUS  TECHNIQUES 

Resonances  that  are  loosely  coupled  to  the 
point  of  measurement,  or  highly  damped,  are 
more  evident  through  phase  shifts  than  changes 
of  amplitude  with  frequency.  Partly  for  this 
reason,  Lissajous  techniques  are  more  power¬ 
ful  than  the  observation  of  meters  alone.  The 
reference  signal  is  connected  to  produce  a  hori¬ 
zontal  deflection  on  a  cathode-ray  oscilloscope. 
The  probe  signal  is  connected  to  produce  a 
vertical  deflection.  With  fundamental  responses 
of  the  equipment  under  observation,  the  figure 
on  the  screen  is  a  straight  line  or  an  ellipse, 
which  tumbles  as  the  frequency  is  swept  through 


^'For  calibration  techniques  see  Charles  T. 
Morrow,  "Reciprocity  Calibration  of  Vibra¬ 
tion  Probes,"  J.  Acous.  Soc,  Am.  20  826(1948), 
also  Horace  M.  Trent,  "The  Absolute  Calibra¬ 
tion  of  Electromechanical  Pickups,"  J.  of  App. 
Mech.  15-  49(1948) 


an  equipment  resonance.  A  harmonic  response 
Is  evident  from  a  more  complicated  figure, 
such  as  a  figure  eight  with  one  or  more  cross¬ 
ings.  Resonance  phenomena  that  are  entirely  in 
the  exciter  merely  inflate  or  deflate  the  figure 
without  changing  its  shape. 

With  a  little  practice,  the  experimenter  can 
develop  an  ability  to  interpret  the  Lissajous  fig¬ 
ure  to  the  extent  necessary  to  obtain  from  it 
conveniently  any  required  measurements  of  mag¬ 
nitude  ratio,  or  phase,  on  a  prominent  resonance 
to  moderate  accuracy.  It  may  be  convenient  to 
install  a  ganged  pair  of  attenuators  so  that  both 
channels  to  the  oscilloscope  can  be  changed  the 
same  amount  whenever  it  is  desired  to  adjust 
the  horizontal  deflection  to  a  standard  length 
prior  to  a  measurement.  Then  an  overlay  for 
phase  determination  can  be  held  against  the 
screen."^ 

By  locating  the  two  half-power  points,  or 
two  frequencies  more  or  less  symmetrically 
located  about  a  resonance,  and  involving  a  rela¬ 
tive  phase  shift  of  90  degrees,  one  should  obtain 
enough  information  to  estimate  the  Q. 


COMPENSATION  FOR  LOADING 

Even  with  a  probe  designed  for  minimal  me¬ 
chanical  impedance  at  the  tip,  there  may  be  parts, 
such  as  small  resistors,  so  light  and  flexible 
that  they  may  be  loaded  by  the  probe.  Generally, 
measurements  of  frequency  and  Q  may  be  ob¬ 
tained  by  touching  the  probe  tip  close  to  a  near¬ 
by  nodal  point  (e.g.  on  a  lead  wire  close  to  the 
lug)  rather  than  to  a  point  of  maximum  motion. 
The  question  as  to  which  moving  mass  is  most 
closely  associated  with  the  resonance  under  ob¬ 
servation  can  be  settled,  provided  there  is  some 
additional  access,  by  touching  a  short  rod  or 
dummy  probe  to  the  mass  with  the  intent  of  load¬ 
ing  it  and  observing  the  effect  on  the  signal.  In 
fact,  if  a  second,  live  probe  is  used,  an  estimate 
of  the  loaded  motion  of  the  mass  can  be  obtained, 
which  can  be  corrected  by  the  loading  measured 
with  the  first  probe. 


MEASUREMENTS  ON  VACUUM  TUBES 

The  probe  cannot  be  used  on  the  interior  of 
a  vacuum  tube  without  breaking  the  seal.  While 
admission  of  air  may  affect  the  Q  of  a  resonance, 


^'For  an  elliptical  pattern,  the  ratio  of  the  inter¬ 
cept  on  the  horizontal  axis  to  the  peak  hori¬ 
zontal  deflection  yields  the  sine  of  the  phase 
angle. 
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it  is  unlikely  to  shift  the  frequency  very  much. 
After  examination  of  a  vacuum  tube  with  the 
probe,  one  or  more  similar  tubes  with  the  seal 
intact  can  be  connected  as  audio  amplifiers  and 
shaken  on  an  exciter  while  on  operation.  The 
output  signals  may  by  themselves  not  readily 
indicate  what  in  the  interior  is  vibrating  but 
should  permit  observation  of  Q^s  and  of  vari¬ 
ability  of  resonance  from  one  tube  to  another  of 
the  same  type.  Correlation  of  the  results  of  the 
two  experiments  should  yield  a  good  under¬ 
standing  of  the  dynamical  properties. 


MEASUKEMENTS  ON  MOCKUPS 

So  far  we  have  discussed  measurements  in 
terms  of  completed  equipment  where  diagnostic 
techniques  may  be  important,  for  example,  after 
a  failure  in  an  environmental  test.  We  should 
emphasize,  however,  that  the  same  measure¬ 
ment  techniques  can  be  even  more  useful  if  ap¬ 
plied  to  dynamic  mockups,  or  exploratory  par¬ 
tial  assemblies  at  an  earlier  stage  as  an  as¬ 
sistance  to  the  design  process.  If  the  equip¬ 
ment  is  not  completely  assembled,  an  occasional 
impedance  measurement  may  be  desirable  as 
an  aid  in  predicting  problems  caused  by  the  ad¬ 
dition  of  parts.  In  many  instances,  an  impedance 
head  can  be  used.  An  approximate  measure¬ 
ment  can  also  be  obtained  by  fastening  weight  to 
the  probe  wire  sufficient  to  produce  appreciable 
loading  and  of  known  impedance  in  the  frequency 
region  of  interest.  The  impedance  to  be  meas¬ 
ured  is  given  by  the  ratio  of  the  force  on  the 
weight  to  the  change  in  velocity  induced.  The 
force  on  the  weight  is  given  by  its  impedance 
times  the  loaded  velocity. 


CONCLUSIONS 

A  particular  style  of  vibration  probe,  in 
conjunction  with  one  fixed  force  gage  or  accel¬ 
erometer  to  supply  a  reference  signal,  and  used 
with  a  Lissajous  figure  technique,  has  been 
shown  to  be  particularly  promising  for  meas¬ 
urement  of  equipment  resonances.  For  appli¬ 
cation  to  design,  or  diagnosis  of  deficiencies 
after  a  failure,  extreme  precision  is  usually  not 
necessary.  The  measurements  to  be  performed 
on  a  particular  setup  should  be  performed  by  a 
single  experimenter,  who  should  have  direct  ac¬ 
cess  to  all  controls,  cathode-ray  oscilloscopes 
and  other  readout  instrumentation,  and  be  able 
to  touch  the  probe  readily  to  any  point  whose  mo¬ 
tion  comes  to  be  of  interest. 

Should  the  acoustic  properties  of  the  cavi¬ 
ties  within  an  equipment  be  of  potential  concern, 
they  can  be  explored  with  similar  techniques 
with  almost  the  same  setup.  Access  holes  can 
be  threaded  so  that  all  but  the  one  momentarily 
in  use  can  be  closed  by  set  screws,  or  rubber 
or  plastic  plugs.  A  standard  type  of  acoustic 
probe  for  measuring  sound  pressures  in  cavi¬ 
ties  is  made  by  fastening  over  the  diaphragm  of 
a  capacitor  microphone  a  metal  cap  into  which 
is  soldered  the  end  of  a  slender  tube  a  milli¬ 
meter  or  two  in  diameter.  Rubber  or  plastic 
can  be  used  to  make  a  seal  between  the  probe 
tube  and  the  wails  of  the  access  hole  through 
which  it  is  inserted. 

The  measurement  of  equipment  resonances 
as  an  aid  to  the  improvement  of  reliability  has 
undoubtedly  been  on  the  increase.  Yet,  little 
has  been  reported  on  the  techniques  used,  and 
few  data  on  standard  parts  or  structures  have 
been  published.  I  hope  that  this  paper  will  help 
to  stimulate  more  interest  in  both  aspects. 


DISCUSSION 


Mr.  Tustin  (Tustin  Institute  of  Technology): 
What  frequency  accuracy  do  most  people  feel 
they  need  when  determining  resonances? 

Dr.  Morrow:  I  think  generally  most  people 
want  the  highest  accuracy  whether  they  can  use 
it  or  not.  I  think  we  should  keep  in  mind  that  it 
makes  a  little  difference  whether  we  are  trying 
to  get  measurements  to  explore  some  very  sub¬ 
tle  effect,  where  the  accuracy  of  the  frequency  is 
important,  or  whether  we  are  going  to  publish 
the  data  (and  I  wish  people  would  publish  data  on 
resonances  of  characteristic  things  which  they 
use  every  day),  or  whether  we  are  just  trying  to 
make  some  measurements  to  help  in  working 
out  a  design.  If  we  are  trying  to  work  out  a  de¬ 
sign  then  one  of  the  important  things  is  to  make 
sure  we  do  not  have  a  coincidence  of  resonances 


along  the  way.  Assuming  that  we  have  a  little 
bit  of  latitude  to  play  around  with  by  changing 
stiffness  and  mass,  etc.,  we  do  not  need  to  have 
frequencies  measured  real  accurately  to  avoid 
coincidence.  If  we  wanted  to  make  sure  they 
coincided  it  would  be  necessary  to  measure  with 
greater  precision. 

Mr.  Matthews  (USN  Missile  Center):  Can 
you  give  us  some  indications  of  whether  these 
probes  are  effective  in  investigating  nonlinear 
phenomena,  or  do  you  use  them  in  that  way  at 
all? 

Dr.  Morrow:  I  have  not  used  them  primarily 
for  this  purpose.  I  think  they  would  be  effective, 
but  if  we  are  trying  to  work  out  a  design  I  would 
say  that  nonlinear  phenomena  are  a  secondary 
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consideration.  It  can  be  very  t^thersome  in 
some  respects,  once  you  have  a  piece  as¬ 
sembled,  if  you  did  not  design  it  correctly; 
but  I  do  not  think  this  is  the  first  thing  to  look 
at  for  purposes  of  design. 

Mr.  Kennard  (Goddard  Space  Flight  Cen¬ 
ter):  You  mentioned  the  x-ray  stroboscope  and 
you  seem  to  have  some  reservations  as  to  its 
practical  use.  Would  you  want  to  go  into  that 
any  further? 

Dr.  Morrow:  The  stroboscope  is  essentially 
an  amplitude  responsive  device  which  gives  it 
some  limitations  at  the  higher  frequencies. 
Furthermore,  you  do  not  have  a  convenient  way, 

♦ 


as  far  as  1  know,  of  comparing  what  you  see  with 
any  reference  signal.  In  other  words,  what  you 
have  to  look  at  is  the  overall  effect  of  the  exciter 
plus  the  equipment  under  observation,  and  you 
cannot  isolate  the  two  entirely.  Also,  you  have 
no  way  of  observing  phase  effects  readily  unless 
somebody  wants  to  exercise  a  little  ingenuity; 
so  that  some  of  the  techniques  that  can  be  used 
with  a  probe  are  not  available.  On  the  other 
hand,  it  should  give  one  a  very  good  and  quick 
intuitive  feel  for  what  happens  inside  a  piece  of 
equipment,  and  it  would  be  especially  useful  in 
demonstrating  to  people  that  things  do  vibrate, 
if  they  do  not  think  this  happens.  It  should  be 
very  valuable  at  the  beginning,  but  there  are  a 
lot  of  things  that  one  might  like  to  measure  which 
it  will  not  do  very  well. 

* 
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PIEZORESISTIVE  STRAIN  GAGE  ACCELEROMETERS 
INCREASE  SPECTRUM  OF  SHOCK  AND 
VIBRATION  MEASUREMENT  CAPABILITY 


W.  E.  Wall 
Endevco  Corporation 
Pasadena,  California 


The  general  acceptance  of  piezore sistive  strain  gage  transducers,  in 
particular  accelerometers,  suggests  a  look  at  the  place  of  these  accel¬ 
erometers,  suggests  a  look  at  the  place  of  these  accelerometers  in  the 
"period-of-interest"  spectrum  of  shock  and  vibration  measurement- 
This  period  of  interest  spectrum  concerns  the  measurement  of  constant 
acceleration  with  superimposed  high  frequency  vibration  or  long  dura¬ 
tion  shock  pulses.  The  spectrum  is  defined  and  used  to  compare  three 
types  of  shock  measuring  transducers:  wire  wound  strain  gage,  piezo¬ 
electric,  and  piezoresistive  strain  gage.  A  typical  piezoresistive  strain 
gage  accelerometer  is  examined  in  detail  for  application,  performance 
and  user  test  results.  A  brief  examination  of  possible  future  expansion 
of  the  spectrum  concludes  the  presentation. 


INTRODUCTION 

A  recent  review  of  instrumentation  hand¬ 
books,  revealed  one  volume  on  engineering 
measurements  (1),  vintage  1948,  which,  while 
revealing  a  wealth  of  information  on  the  meas¬ 
urement  of  time,  temperature,  pressure,  etc., 
was  devoide  of  any  reference  to  devices  for  the 
direct  measurement  of  displacement,  velocity, 
or  acceleration.  While  the  development  of  the 
mathematical  theory  for  analyzing  shock  pulses 
began  to  solidify  in  the  early  nineteen  forties, 
it  was  not  until  after  World  War  II  that  instru¬ 
mentation  to  measure  these  shock  effects  began 
to  appear.  Some  of  these  devices  were  devel¬ 
oped  for  the  transportation  industry;  for  exam¬ 
ple,  to  monitor  cargo  shocks  in  trucks,  rail¬ 
road  cars,  and  aircraft.  Most  of  the  postwar 
development  seems  to  have  been  brought  on  by 
the  need  for  blast  shock  measurements  on  ships 
structures,  aircraft  buffeting  and  landing  shocks, 
and  other  use  or  abuse  loads  to  the  new  weapon 
systems.  Each  new  requirement  brought  about 
a  need  for  higher  natural  frequencies;  greater 
sensitivities,  and  higher  ranges. 

The  most  recent  development  in  this  line  is 
the  piezoresistive  strain  gage  accelerometer. 
The  advent  of  piezoresistive  strain  gages,  with 
their  inherently  high  gage  factors  (eight  to  one- 
hundred  times  that  of  the  conventional  wire 
wound  gages)  has  allowed  the  design  of  acceler¬ 
ometers  with  high  sensitivities,  high  natural 


frequencies  and  low  frequency  response  down 
to  dc.  Strain  elements  such  as  these  have 
brought  about  a  minor  revolution  in  the  meas¬ 
urement  of  pressure,  force,  acceleration,  dis¬ 
placement,  and  temperature. 

Piezoresistive  strain  gage  accelerometers 
have  been  under  development  since  about  1960. 
The  following  presentation  will  examine  one 
specific  design,  discuss  its  place  in  the 
”period-of-interesU’  spectrum  and  the  future 
expansion  of  the  spectrum  through  design  im¬ 
provements. 


BRIEF  HISTORY 

The  original  need  for  inertial  or  displace¬ 
ment  information  was  handled  by  the  sensing 
elements  available  to  the  designer.  The  poten¬ 
tiometer,  the  linear  variable  differential  trans¬ 
former,  and  the  magnetic  pickoff  were  all  quite 
suitable  for  the  steady  state  and  low  frequency 
test  and  control  instruments  specified  at  that 
time.  The  allowance  for  shock  response  in 
structures  was  usually  handled  by  theoretical 
means  such  as  proposed  by  Frankland  (2),  in 
the  forties.  As  both  the  structures  and  their 
environments  became  more  complex  and  severe, 
three  major  fields  advanced  along  with  the  re¬ 
quirements.  These  were  static  and  flight  load 
determinations  utilizing  strain  gages,  environ¬ 
mental  testing  as  a  necessary  requirement,  and 
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solid-state  physics.  The  first  brought  about  a 
vast  understanding  of  strain  measurement  and 
strain  gages,  possibly  due  to  the  amazing  num¬ 
ber  of  test  points  per  aircraft  and  number  of 
aircraft  tested.  The  second  brought  about  the 
development  of  shaker  type  test  equipment  and 
the  auxiliary  monitoring  equipment  necessary 
to  control  and  monitor  them.  These  resulted  in 
today’s  piezoelectric  accelerometers  and  induc¬ 
tive  velocity  sensors.  The  third  resulted  in  a 
spin-off,  namely  the  definition  of  the  piezore- 
sistive  effect  present  in  many  of  the  new  elec¬ 
tronic  materials. 

The  first  two  devices  to  emerge  were  the 
wire  wound  strain  gage  accelerometer  and  the 
piezoelectric  accelerometer.  The  first  device 
had  two  of  the  essential  elements,  the  ability 
to  sense  steady  state  conditions  and  infinite 
resolution.  The  second  device  was  also  capable 
of  infinite  resolution  and,  because  of  the  nature 
of  its  construction,  high  natural  frequencies  and 
high  signal  levels.  These  devices  had  several 
weaknesses,  too.  The  wire  wound  strain  gage 
devices,  due  to  their  relatively  large  displace- 
ments,had  low  natural  frequencies  and  corre¬ 
spondingly  low  frequency  response  even  with 
reasonable  damping.  The  piezoelectric  acceler¬ 
ometer,  although  capable  of  generating  essen¬ 
tially  steady  state  signals,  was  required  to  oper¬ 
ate  into  signal  conditioning  equipment  with  low 
frequency  rolloff  to  filter  out  extraneous  ther¬ 
mal  effects. 

The  use  of  the  semiconductor  strain  gage, 
with  its  gage  factor  one  to  two  orders  of  magni¬ 
tude  greater  than  that  of  the  wire  or  foil  gages, 
allowed  the  design  of  an  accelerometer  combin¬ 
ing  the  desirable  features  of  both  devices  and 
eliminating  many  of  the  undesirable  ones. 


PERFORMANCE 

Obviously,  the  solid-state  strain  gage  ac¬ 
celerometer  has  not  eliminated  the  need  for  all 
other  accelerometers  any  more  than  the  equiva¬ 
lent  pressure  transducer  has  affected  the  alter¬ 
native  designs  of  that  discipline.  Therefore,  a 
means  to  examine  the  place  of  these  instruments 
as  tools  in  the  measurement  of  transient  accel¬ 
eration,  was  needed. 

The  three  parameters  considered  to  be  most 
important  for  such  measurements  were  (a)  sen¬ 
sitivity,  (b)  high  frequency  response,  and  (c)  low 
frequency  response.  The  sensitivities  of  various 
devices  can  be  looked  at  directly.  No  weighting 
of  the  sensitivity  figure  of  any  accelerometer  is 
necessary,  as  few,  if  any,  transducers  in  exist¬ 
ence  today  are  blessed  with  too  much  signal. 


High  frequency  response,  although  becoming 
increasingly  harder  to  obtain,  is  also  essentially 
a  linear  improvement.  A  unit  which  is  flat  to 
2000  Hz  is  essentially  twice  as  good  as  a  device 
which  is  flat  to  1000  Hz.  Thus,  no  adjustment  of 
this  figure  is  necessary.  The  use  of  damping  to 
extend  the  response  of  any  of  these  devices  is 
taken  into  account  and  the  use  of  ±5%  response 
error  is  used  to  define  flatness.  (The  use  of  a 
lower  figure  such  as  ±2%  does  not  affect  the 
relative  merit  of  any  one  design  to  another.) 

The  last  parameter  to  be  examined  is  the  low 
frequency  capability  of  these  devices.  The  low 
frequency  rolloff  of  all  devices  is  also  consid¬ 
ered  to  be  ±5%.  This  limit  is  taken  for  the  sig¬ 
nal  conditioning  equipment  used  with  piezoelec¬ 
trics,  and  is  required  to  remove  extraneous 
signals  such  as  pyroelectric  effects.  As  both 
strain  gage  accelerometer  designs  have  low 
frequency  response  to  zero  Hz  (steady  state  or 
direct  current),  the  use  of  zero  (frequency  re¬ 
sponse)  or  infinity  (period)  would  rapidly  elim¬ 
inate  the  utility  of  any  comparison  to  the  piezo¬ 
electric  accelerometers.  It  was  decided  to  use 
an  algebraic  expression  which  approached  some 
finite  limit  asymptotically  to  compare  low  fre¬ 
quency  response.  The  relation  used  is: 


where  T  =  period  (in  seconds)  of  lowest  fre¬ 
quency  response  and  10  a  relatively 
weighted  constant.  The  limit  of  the 
expression  is  1  when  t  approaches 
infinity. 

Thus,  the  resulting  figure  of  merit  for  meas¬ 
uring  shock  pulses  becomes: 

Fm  =  S  X  (H.F.R.  )  x  (L.F.R.  ) 

where 

S  =  full  scale  sensitivity 

H.F.R.  =  limit  of  high  frequency  response 
(±5%  amplitude  distortion) 

L.F.R.  =  adjusted  figure  for  low  frequency 
response. 

The  advertised,  or  catalog  sheet,  perform¬ 
ances  of  approximately  60  accelerometers  were 
examined  as  a  typical  sample.  (A  problem  existed 
here  of  too  much  data  rather  than  not  enough,  so 
a  certain  amount  of  selectivity  was  used.)  The 
plotted  curves  represent  the  maximum  perform¬ 
ance  of  each  type  of  transducer.  Lower  figures 
of  merit  which  exist  for  each  are  due  undoubtedly 
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Fig.  1.  Period-of-interest,  typical 
accelerometers 


to  the  influence  of  some  other  design  restraint. 
The  figures  of  merit  (Fm)  are  plotted  against 
the  full  scale  acceleration  range  noted  by  the 
manufacturer  (see  Fig.  1). 

The  wire  wound  strain  gage  transducers 
can  be  seen  to  have  excellent  low  acceleration 
utility  along  with  their  steady  state  capability. 
Two  envelopes  are  noted.  The  maximum  one 
being  the  result  of  optimum  damping,  the  mini¬ 
mum  one  allowing  for  a  maximum  excursion  in 
damping  due  to  temperature  effects.  The  piezo¬ 
electric  and  piezoresistive  transducers  being 
essentially  undamped  (less  than  0.05  of  critical 
damping)  are  not  affected  by  viscosity  changes. 

The  piezoresistive  and  piezoelectric  trans¬ 
ducers  reflect  approximately  equal  perform¬ 
ance  except  in  three  areas  (a)  maximum  accel¬ 
erations,  (b)  minimum  acceleration,  and  (c)  the 
ability  to  measure  long  duration  shock  pulses. 

To  indicate  the  restrictions  necessary  when 
examining  accelerometer  performance  refer¬ 
ence  is  made  to  an  article  by  L.  B.  Wilner  in 
The  Review  of  Scientific  Instruments  (3).  Using 
the  energy  methods  of  Stein,  he  compares  the 
measurement  of  steady  state  harmonic  input 
signals.  It  is  deduced  that  the  transition  fre¬ 
quency  from  the  most  sensitive  strain  gages  to 
the  most  sensitive  piezoelectric  is  in  the  1000 
Hz  range. 

The  piezoresistive  strain  gage  accelerom¬ 
eter  has  a  wide  application  and  requires  no  new 
technology  on  the  part  of  the  using  agency.  The 
device  utilizes  the  Wheatstone  bridge,  requiring 
the  selection  of  power  supply  and  recording 
equipment  only  on  the  basis  of  the  input  param¬ 
eters.  These  units  are  operated  at  reasonable 


strain  levels  (500  to  1000  microinches  per  inch) 
and  can  withstand  overloads  on  the  order  of  three 
times  full  scale.  The  use  of  sensing  elements 
with  gage  factors  on  the  order  of  120  to  200,  re¬ 
sult  in  designs  combining  high  sensitivities  with 
high  natural  frequency. 

A  unit  for  use  in  long  duration,  high  shock 
pulse  measurement  is  the  ENDEVCO  Model 
2261  shown  in  Fig.  2.  This  unit  has  a  specified 
range  of  2500  g*s  and  a  full  scale  sensitivity  of 
250  mv  (at  10  volts  dc  excitation).  A  natural 
frequency  of  30,000  Hz  nominal  allows  it  to  op¬ 
erate  flat  to  above  6000  Hz. 

To  indicate  better  the  performance  of  piezo¬ 
resistive  strain  gage  accelerometers,  the  follow¬ 
ing  comparison  is  made.  Consider  two  acceler¬ 
ometers,  each  having  the  same  natural  frequency, 
operating  under  reasonably  severe  thermal  con¬ 
ditions.  Figure  3  shows  the  response  of  each  to 
a  long  duration  pulse  with  a  steep  front  ramp. 
Input:  An  idealized  ramp  function  of  long  dura¬ 
tion,  Curve  depicts  the  theoretical  response 
of  a  piezoresistive  accelerometer  with  a  higli 
resonant  frequency.  Curve  shows  the  re¬ 
sponse  of  a  high  resonance,  underdamped  sys¬ 
tem  with  inadequate  low  frequency  response. 
Curve  is  typical  for  a  0.6  damped,  low  reso¬ 
nant  frequency,  wire  wound  strain  gage  acceler¬ 
ometer. 

Note  that  for  the  initial  period  of  the  shock, 
the  performance  of  the  instruments  is  essen¬ 
tially  identical.  As  the  long  pulse  continues,  the 
piezoelectric  transducer  exhibits  characteristic 
droop  due  to  the  low  frequency  rolloff  of  the 
signal  conditioning  equipment.  When  the  shock 
pulse  ends,  there  is  the  characteristic  under¬ 
shoot  due  to  the  same  phenomenon.  Also  note 
the  response  of  an  equivalent  strain  gage  accel¬ 
erometer  with  0.64  of  critical  damping. 


Fig.  2.  Piezoresistive  strain  gage 
accelerometer 
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RESPONSE  AMPLITUDE 


(In  one  instance  this  included  the  extraction  of 
data  from  a  spinning  motor  case  through  slip 
rings.) 

5,  Monitoring  test  parameters  on  large  hy¬ 
draulic  shakers,  with  low  output  impedance  for 
use  with  computerized  data  analysis,  at  very 
low  frequencies, 

6,  Non- military  applications  such  as  col¬ 
lision  shocks  in  automotive  safety  testing  and 
design  load  verification  for  a  jack-hammer. 


FUTURE  EXPANSION 


Fig.  3.  Theoretical  response,  typical  ac¬ 
celerometers  Ref.  (4) 


TYPICAL  APPLICATIONS 

Recently  the  2500  g  range  piezoresistive 
strain  gage  accelerometer  has  been  used  for 
some  rather  severe  applications.  Some  of 
these  are: 

1.  To  record  the  impact  shock  profile  of  a 
projectile  in  order  to  determine  consistency  of 
surface  penetrated. 

2.  Flight  test  data  on  high  performance 
missiles  having  severe  natural  environments. 
Determination  of  boost  separation  shock  loads 
superimposed  on  high,  thrust  induced,  steady 
state  accelerations. 

3.  Extraction  and  impact  shock  data  for 
airborne  drop  tests.  The  continuous  recording 
of  acceleration  and  shock  phenomena  on  air¬ 
dropped  or  high  speed  ground  extraction  of 
pallet  mounted  cargoes. 

4.  Ground  test  recording  of  shock  and  vi¬ 
bration  on  high  performance  rocket  motors. 


The  available  configurations  of  piezoresis¬ 
tive  strain  gage  accelerometers  are  by  no  means 
complete.  The  spectrum  of  testing  capability 
needs  to  be  expanded  further.  There  is  a  need 
for  expansion  of  the  ranges  available.  Low 
ranges  are  necessary  for  inertial  data  and 
higher  ranges  are  available  for  external  shock 
testing;  for  example,  close  in  data  on  explosions. 
Eventually  these  units  should  be  available,  in 
approximately  the  same  envelope  with  higher 
signal  levels  (0-5  volts  perhaps)  and  capable 
of  operating  from  relatively  raw  power  sup¬ 
plies. 


CONCLUSION 

No  new  instrumentation  concept  has  ever 
eliminated  the  need  for  already  existing  designs. 
Transducers  utilizing  piezoresistive  strain 
gage  sensing  elements,  in  particular  the  accel¬ 
erometers,  have  expanded  and  supplemented  the 
envelope  of  available  information.  In  the  area 
of  shock  and  vibration  this  appears  to  be  a 
reasonable  expansion  of  the  envelope  in  the 
realm  of  long  pulse  duration.  As  the  users 
need  expand  so  has  the  suppliers  ability  to  meet 
their  requirements. 
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DISCUSSION 


Mr.  Beline  (The  Boeing  Co,):  Have  you  at- 
tempted  to  use  these  at  lower  frequencies  and 
at  cryogenic  temperatures?  If  so,  with  what 
results? 


Mr>  Wall:  We  have  not  tested  them  cryo- 
genically  yet.  We  are  still  attempting  to  produce 
a  standard  unit;  but  that  particular  doped  gage 
does  not  operate  well  at  cryogenic  temperatures, 
and  it  is  very  difficult  to  compensate  in  that 
range. 


★  *  * 
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VIBRATION  MEASUREMENTS  USING 
A  MICROWAVE  INTERFEROMETER 


C.  F.  Augustine  and  J.  E.  Ebert 
Weinschel  Engineering 
Gaithersburg,  Maryland 


Vibration  anaplitudes  as  low  as  a  fraction  of  a  microinch  at  frequencies 
from  dc  to  20  kc  were  measured  using  a  noncontacting  microwave  in¬ 
terferometer.  A  35  Gc  signal  was  used  for  sensing.  For  targets  that 
could  be  placed  very  near  the  portable  sensing  head,  the  sensing  ele¬ 
ment  was  an  open  ended  miniature  cocuxial  cable.  For  more  distant 
targets  up  to  one  foot  away,  the  sensing  head  was  attached  to  an  ellipti¬ 
cal  antenna.  This  antenna  focused  the  microwave  energy  to  a  diameter 
of  about  0.15  inches  on  the  target  surface.  Remote  sensing,  provided 
by  the  elliptic2il  antenna,  is  particularly  important  if  the  target  is  in  an 
oven,  or  vacuum,  or  is  otherwise  inaccessible. 

Operating  on  the  interferometer  principle,  changes  in  the  phase  of  the 
reflected  35  Gc  signal  were  detected  and  displayed  either  on  a  meter 
or  an  oscilloscope.  Because  the  detection  circuit  was  almost  com¬ 
pletely  insensitive  to  the  magnitude  of  the  reflection,  the  instrument 
was  usable  on  either  dielectric  or  metallic  targets.  The  detected  out¬ 
put  signal  is  nearly  linear  even  for  amplitudes  of  0.05  in.  Absolute 
calibrations  were  obtained  using  as  a  standard  a  calibrated  micrometer - 
driven  phase  shifter  attached  to  one  arm  of  the  microwave  phase  bridge. 
A  calibration  technique  was  developed  that  could  be  used  to  determine 
the  peak -to -peak  displacement  of  each  harmonic  in  a  complex  vibration. 


BACKGROUND 

The  optical  interferometer  is  well  recog¬ 
nized  as  the  standard  for  measuring  short  dis¬ 
tances  and  displacements.  However,  it  does 
have  limitations,  particularly  from  a  practical 
applications  point  of  view.  Alignments  are  very 
critical,  the  target  surface  must  be  a  very  good 
optical  reflector,  and  the  light  interference  pat¬ 
tern  used  as  the  readout  cannot  be  readily  con¬ 
verted  to  an  electrical  signal  analogous  to  dis¬ 
placement.  These  limitations,  particularly  in 
regard  to  readout,  severely  restrict  the  use  of 
the  optical  interferometer  for  shock  and  vibra¬ 
tion  measurement. 

During  recent  years,  reliable  high  quality 
millimeter  wave  components  have  been  devel¬ 
oped  and  are  generally  available.  These  devel¬ 
opments  are  very  recent  in  comparison  with 
the  century  or  so  that  optical  interferometers 
have  been  used.  In  spite  of  this,  it  can  be  stated 
that  the  microwave  technology  that  can  be  ap¬ 
plied  to  interferometers  is  now  superior  to  op¬ 
tical  technology,  since  optical  technology  does 
not  include  such  components  as  directional 


couplers,  coherent  amplifiers,  phase  sensitive 
detectors,  and  ferrite  circulators.  These  com¬ 
ponents  are  of  great  value  in  interferometer 
applications. 

Along  with  the  components,  special  anten¬ 
nas  have  been  developed  to  focus  microwave 
beams  on  a  remote  target.  Beam  diameters 
between  0.1  and  0.2  of  an  inch  at  a  distance  of 
about  1  foot  from  the  antenna  are  typical.  These 
antennas  and  components  permit  the  fabrication 
of  microwave  interferometers  that  are  espe¬ 
cially  useful  in  shock  and  vibration  analysis. 
Alignment  is  not  critical  and  the  target  may  be 
any  surface  that  reflects  even  a  small  amount 
of  microwave  energy.  Very  high  resolutions 
are  possible  and  an  electrical  output  propor¬ 
tional  to  displacement  is  readily  obtained.  The 
remote  sensing  feature  provided  by  the  anten¬ 
nas  is  useful  when  observing  targets  that  may 
be  in  a  special  environment,  such  as  a  furnace 
or  vacuum  chamber. 

In  the  following  sections,  the  simplest  form  of 
microwave  interferometer  will  be  described  and  its 
limitation  pointed  out.  Methods  of  overcoming 
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these  limitations  are  revealed  by  describing  a 
practical  interferometer  operating  at  35  Gc  that 
has  been  constructed  and  tested.  Some  signifi¬ 
cant  test  results  will  be  given  and  various  pos¬ 
sible  applications  described.  The  complete  in¬ 
strument  in  a  typical  test  setup  is  shown  in 
Fig.  1.  The  sensing  head  and  elliptical  antenna 
are  mounted  on  a  seismic  stand  to  measure 
spindle  out-of-roundness. 


BASIC  PRINCIPLES 

The  operating  principle  of  the  microwave 
interferometer  is  analogous  to  its  optical  coun¬ 
terpart.  A  microwave  signal  from  a  monochro¬ 
matic  source  is  divided  between  a  reference 
and  measurement  arm.  The  target  position 
affects  the  length  of  the  measurement  arm, 
whereas,  the  length  of  the  reference  arm  re¬ 
mains  fixed.  Both  arms  terminate  in  a  phase 
comparator  that  yields  an  output  proportional 
to  length  differences  between  the  two  arms. 

A  block  diagram  of  a  basic  microwave  in¬ 
terferometer  is  shown  in  Fig.  2.  It  consists  of 
five  components;  A  klystron  that  generates  a 
microwave  signal,  directional  couplers,  an  an¬ 
tenna,  a  calibrated  phase  shifter,  and  a  phase 
comparator.  The  components  are  connected 
electrically  through  appropriate  lengths  of 
waveguide.  The  phase  comparator  output  can 


be  altered  by  either  the  calibrated  phase  shifter 
or  the  target  position.  The  electrical  output  of 
the  phase  comparator  as  a  function  of  this  phase 
difference  is  shown  in  Fig.  3.  It  is  essentially 
a  sinusoid  having  a  period  equivalent  to  360  de¬ 
grees  change  of  the  phase  shifter  or  a  one -half 
wavelength  displacement  of  the  target.  At  35  Gc, 
a  half-wavelength  corresponds  to  a  displace¬ 
ment  in  air  of  about  0.17  in.  The  linear  portion 
of  the  sinusoid,  near  the  zero  crossover,  is 
equivalent  to  a  displacement  of  about  0.05  in. 
Accurate  oscilloscope  presentations  of  vibrating 
targets  can  therefore  be  obtained  over  this  lin¬ 
ear  region.  The  phase  shifter  may  be  calibrated 
from  fundamental  principles  and  is  used  to  ac¬ 
curately  determine  target  displacement. 


THE  COMPLETE  INTERFEROMETER 

The  basic  interferometer  serves  to  illus¬ 
trate  the  general  principles.  To  obtain  the 
practical  interferometer,  a  great  deal  of  atten¬ 
tion  must  be  paid  to  the  features  influencing 
accuracy,  resolution,  and  stability.  The  pri¬ 
mary  considerations  are  klystron  frequency 
stability,  mechanical  stability  of  the  microwave 
assembly,  and  electrical  signal  to  noise  ratio 
in  the  phase  comparator  and  phase  shifter  cali¬ 
bration.  Figure  4  is  a  block  diagram  of  a  com¬ 
plete  interferometer  in  which  these  factors  are 
considered. 


Fig.  1.  Interferometer  in  a  typical  measuring  setup 
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TARGET 


Fig,  Z.  Basic  microwave  interferometer 


TARGET  DISPLACEMENT 


Fig.  3.  Phase  comparator  output 


Frequency  stability  is  achieved  by  elec¬ 
tronically  sweeping  the  klystron  frequency 
across  the  resonant  frequency  of  a  transmis¬ 
sion  cavity.  This  is  done  at  a  100  kc  rate.  The 
input  to  the  first  hybrid  junction  is  therefore  a 
series  of  100  kc  pulses.  The  frequency  spec¬ 
trum  of  the  pulses  is  almost  entirely  governed 
by  the  very  stable  characteristics  obtainable 
from  the  transmission  cavity. 


The  first  hybrid  junction  divides  the  signal 
equally  between  the  reference  and  measurement 
arms.  The  antenna  is  placed  on  one  port  of  a 
ferrite  circulator  in  the  measurement  arm.  In 
the  reference  arm,  a  movable  short  circuit  that 
serves  as  the  phase  shifter  is  placed  on  the 
corresponding  circulator  port.  The  circulators 
direct  the  incoming  signal  towards  the  antenna 
or  short  circuit.  Signals  reflected  back  into  the 
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/////////  TARGET 


Fig.  4,  Complete  microwave  interferometer 


circulators  from  the  target  or  short  circuit  are 
directed  into  two  isolated  ports  of  a  second  hy¬ 
brid  junction.  Crystal  video  detectors  are  at¬ 
tached  to  the  two  remaining  isolated  hybrid 
junction  ports.  This  Second  hybrid  junction  and 
the  crystal  detectors  act  as  the  phase  compar¬ 
ator. 

The  performance  of  the  phase  comparator 
is  explained  analytically  in  Appendix  A.  For 
the  purpose  of  understanding  the  instrument,  it 
may  be  considered  as  a  simple  sum  and  differ¬ 
ence  device  with  the  output  of  one  crystal  de¬ 
tector  being  the  vector  sum  of  the  two  rf  inputs 
while  the  other  output  is  the  vector  difference. 
The  transformer  network  forms  the  difference 
between  these  two  crystal  outputs  which  is  pro¬ 
portional  to  the  cosine  of  the  angle  between 
them.  If  the  phase  shifter  is  set  so  that  this 
angle  is  near  90  degrees,  the  cosine  is  almost 
zero  and  very  nearly  proportional  to  the  differ¬ 
ence  between  the  angle  and  90  degrees.  There¬ 
fore,  the  output  will  change  in  an  essentially 
linear  manner  with  small  target  displacements. 
The  linearity  is  good  over  a  range  of  about 
0.050  in.  The  phase  shifter  can  be  continuously 
reset  to  accommodate  larger  displacements. 

Synchronous  detection  is  used  to  obtain  the 
best  possible  stability  and  resolution  when  the 
target  position  is  changing  at  a  slow  rate.  The 
synchronous  detector  output  is  used  to  operate 
a  meter  or  chart  recorder.  Two  oscilloscope 


outputs  are  available  when  the  target  motion  is 
too  rapid  for  a  meter  or  recorder.  One  output 
is  the  100  kc  carrier.  This  carrier  contains 
the  modulation  envelope  that  would  be  super¬ 
imposed  by  a  vibrating  target.  It  is  used  in 
conjunction  with  the  phase  shifter  to  calibrate 
the  peak-to-peak  displacement  of  the  vibrating 
target.  The  second  oscilloscope  output  is  the 
rectifier  100  kc  envelope  that  is  an  accurate 
electrical  analog  of  the  target  displacement. 

An  analysis  of  the  electrical  factors,  mainly 
klystron  stability  and  crystal  detector  noise, 
that  limit  resolution  is  given  in  Appendix  B. 

This  analysis  indicates  that  when  small  detec¬ 
tion  bandwidths  are  used,  displacements  less 
than  a  microinch  can  be  resolved  before  elec¬ 
trical  noise  becomes  dominating.  This  has 
been  verified  experimentally. 

A  complete  interferometer  is  shown  in 
Fig.  5.  The  electronics  module  on  the  right 
contains  all  power  supplies,  synchronous  detec¬ 
tors,  amplifiers,  etc.  Microwave  components 
are  housed  in  a  separate  sensing  head.  These 
components  are  fabricated  from  a  solid  block 
of  metal.  The  very  rigid  mechanical  assembly 
obtained  in  this  way  greatly  reduces  drift  and 
mechanical  noise  that  would  occur  if  conven¬ 
tional  waveguide  assembly  techniques  were 
used.  In  Fig.  5  the  sensing  head  is  shown  at¬ 
tached  to  a  special  elliptical  antenna  used  for 
distant  targets. 
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Fig.  5.  Complete  instrument  equipped  with  elliptical  antenna 


ANTENNA  CONSIDERATIONS 

The  antenna,  Fig.  5,  has  an  elliptically 
contoured  reflecting  surface.  This  type  of  an¬ 
tenna  is  particularly  well  suited  for  general  use 
with  the  instrument.  The  elliptical  surface  col¬ 
limates  a  narrow  beam  down  to  a  diameter  of 
about  0.15  in.  at  a  distance  of  about  12  in.  from 
the  surface.  The  length  of  the  collimated  region 
is  about  3  in.  The  target  is  placed  in  the  colli¬ 
mated  region  perpendicular  to  the  beam. 

The  elliptical  surface  of  the  unit  has  a 
12-in,  focal  length  which  optimizes  parameters 
in  regard  to  path  loss,  beam  diameter,  and  the 
physical  size  of  the  surface.  However,  special 
elliptical  surfaces  may  be  constructed  to  in¬ 
crease  the  focal  length  up  to  several  feet  and 


increase  the  collimated  region  up  to  about  8  in. 
When  this  is  done,  however,  the  diameter  of  the 
collimated  beam  is  increased  by  a  factor  of  2 
or  more. 

Figure  6  shows  a  capacitance  pickup  probe 
that  can  be  used  in  place  of  the  elliptical  an¬ 
tenna  for  special  applications.  This  probe  is 
attached  to  the  output  port  of  the  sensing  head 
and  is  especially  useful  when  extremely  high 
resolutions  are  desired  over  a  total  displace¬ 
ment  range  not  exceeding  0.003  in.  The  probe 
is  nonradiating.  It  is  basically  a  transducer 
from  waveguide  to  semirigid  coaxial  transmis¬ 
sion  line.  The  sensing  tip  is  just  the  open  cir¬ 
cuited  end  of  the  transmission  line.  Target 
surfaces  placed  near  this  tip  add  capacitance 
to  the  otherwise  open  circuit.  This  added 


Fig.  6.  High  resolution  capacitance  probe 
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capacitance  causes  a  rapid  change  in  the  angle 
of  the  reflection  coefficient  and  alters  the  inter¬ 
ferometer  output*  When  the  interferometer  is 
used  with  the  capacitance  probe,  the  resolution 
is  increased  by  about  a  factor  of  30  over  that 
obtainable  with  the  elliptical  antenna.  The  ef¬ 
fective  spot  diameter  of  the  probe  is  between 
0.020  and  0.040  in.  Resolutions  of  tenths  of 
microinches  can  be  obtained  with  the  probe. 


APPLICATIONS  AND  TEST  RESULTS 

Applications  for  the  interferometer  can 
broadly  categorized  into  those  involving  long 
term  displacements,  as  might  be  the  case  in 
measuring  expansion  coefficients;  or  rapid  dis¬ 
placements  as  might  be  the  case  in  measuring 
shock  or  vibration.  Stability  tests  indicated  a 
residual  inherent  noise  as  indicated  on  a  chart 
recorder  of  about  plus  or  minus  5  microinches. 
The  detection  bandwidth  used  for  this  test  was 
0.2  cps.  Long  term  stability  tests  were  per¬ 
formed  in  a  temperature  controlled  chamber 
with  the  elliptical  antenna  aimed  at  a  fixed  tar¬ 
get.  These  tests  indicated  that  the  stability 
over  several  hours  of  elapsed  time  was  about 
15  microinches.  This  excellent  long-term  sta¬ 
bility  indicates  that  the  instrument  should  be 
useful  in  measuring  temperature  expansion 
coefficients  and  other  gradual  dimensional 
changes. 

The  total  detection  bandwidth  of  the  instru¬ 
ment  is  from  dc  to  20  kc.  In  any  given  meas¬ 
uring  situation,  most  of  the  residual  noise  will 
be  concentrated  below  about  20  cps.  When  the 


target  is  vibrating  at  relatively  high  rates,  band 
pass  filters  can  be  inserted  between  the  inter¬ 
ferometer  output  and  the  oscilloscope  to  restrict 
the  bandwidth  and  eliminate  noise.  Figures  7 
and  8  are  photographs  of  oscilloscope  traces  of 
a  2000  cps,  100  microinch,  sinusoidal  displace¬ 
ment  using  the  elliptical  antenna.  The  displace¬ 
ment  was  produced  by  the  piston  of  a  shaker  at 
the  National  Bureau  of  Standards  Vibration 
Laboratory  previously  calibrated  by  National 
Bureau  of  Standards  as  100  microinches.  In 
Fig.  7  the  detection  bandwidth  was  entirely  open 
from  dc  to  20  kc.  A  considerable  portion  of  the 
noise  and  smear  on  the  trace  was  due  to  the  in¬ 
evitable  low  frequency  motion  of  the  stand  sup¬ 
porting  the  antenna  and  sensing  head. 

Figure  8  illustrates  the  effect  of  restricting 
the  bandwidth.  A  band  pass  filter  was  used  to 
restrict  the  detection  band  to  2000  cps  plus  or 
minus  about  200  cps.  The  low  frequency  noise, 
particularly  that  generated  by  motion  of  the 
stand  was  eliminated. 

When  suitable  filtering  is  used,  periodic 
displacements  on  the  order  of  several  micro¬ 
inches  can  be  resolved  using  the  elliptical 
antenna. 

As  indicated  previously,  much  higher  res¬ 
olutions  are  possible  with  the  capacitance 
pickup.  Figure  9  shows  a  4  microinch  dis¬ 
placement  at  2  kc  of  an  NBS  transducer  using  a 
band  pass  filter  and  the  capacitance  probe.  The 
trace  is  essentially  free  of  electrical  noise. 

The  4  microinch  displacement  was  the  smallest 
displacement  that  could  be  accurately  cali¬ 
brated  by  NBS,  To  obtain  the  trace  shown  in 


Fig.  7.  A  1  00  microinch 
displacement  at  2  kc  with 
the  full  20  kc  detection 
bandwidth  using  the  ellip¬ 
tical  antenna 


Fig.  8.  A  100  microinch 
displacement  with  re¬ 
stricted  detection  band¬ 
width  using  elliptical  an¬ 
tenna 
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Fig*  9.  A  4  microinch  dis¬ 
placement  with  restricted 
detection  bandwidth  using 
capacitance  pickup 


Fig.  10,  the  transducer  voltage  required  for  a 
4  microinch  displacement  was  divided  by  10  to 
produce  a  displacement  that  should  be  about  0.4 
microinches.  Figure  10  indicates  that  resolu¬ 
tions  on  the  order  of  tenths  of  a  microinch  are 
possible  with  the  capacitance  probe. 

Apart  from  shock  and  vibration  studies  and 
measuring  slow  dimensional  changes,  there  are 
a  variety  of  other  potential  applications  for  the 


Fig.  10.  An  estimated  0.4 
microinch  displacement  with 
restricted  bandwidth  using 
capacitance  pickup 


microwave  interferometer.  There  is  experi¬ 
mental  evidence  indicating  that  very  small  ca- 
I^citance  probes  may  be  used  to  provide  a 
noncontacting  method  of  measuring  surface  fin¬ 
ish.  The  interferometer  is  also  useful  in 
measuring  the  thickness  of  dielectric  materials. 
Under  certain  circumstances,  internal  flaws  in 
dielectric  materials  can  be  detected.  The 
thickness  of  thin  dielectric  coatings  on  metallic 
surfaces  can  also  be  measured. 


Appendix  A 

ANALYSIS  OF  THE  HYBRID  JUNCTION 


The  hybrid  junction,  in  combination  with 
the  crystal  detector  ports,  functions  as  a  phase 
comparator,  i.e.,  an  output  voltage  is  derived 
that  is  related  to  the  distance  d.  This  comes 
about  in  the  following  way: 

If  Ej  and  Ej  represent  the  Reference  and 
Measurement  Arm  input  signals,  then,  as  a  re¬ 
sult  of  the  transfer  characteristic  of  the  hybrid 
junction,  the  signal  inputs  to  the  crystal  detec¬ 
tors  are: 

^3  =  y|  (Ej + j  I,)  (A-i) 

and 

E,  =  ]/|  (E,  +  j  E^)  (A-2) 

with  magnitudes  equal  to 

IE3!  =  ]/|-  v^(E,  -  Ej)  ^  +  2EjE2(  1  +  sin  B)  (A-3) 


lE^i  =  yy^/(E,  -Ej)2  +  2E,Ej(l  -  sin  9)  (A-4) 

where  6  =  477d/K  and  ;v  is  the  free  space  wave¬ 
length  of  the  microwave  signal.  These  signals 
are  detected  by  crystal  detectors  having  square 
law  characteristics  and  subtracted  in  a  combin¬ 
ing  network.  The  final  output  signal  then  takes 
the  form  of 


-  2kEjE2  sin  (A-5) 

where  k  is  a  second  order  variable  that  is  a 
function  of  signal  level  and  detector  character¬ 
istics.  The  output  voltage  is  then  essentially  a 
sinusoid.  A  full  cycle  of  the  sinusoid  is  equiva¬ 
lent  to  a  target  displacement  of  0.17  in.  at  35 
Gc,  and  the  peak-to-peak  voltage  swing  occurs 
during  a  displacement  of  0.085  in. 
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Appendix  B 


RESOLUTION  AND  STABILITY  ANALYSIS 


Minimum  resolution,  i.e.,  the  smallest  pos¬ 
sible  discernible  target  displacement,  is  deter¬ 
mined  by  klystron  noise,  crystal  detector  noise, 
and  mechanical  stability.  The  effect  of  noise 
can  be  analyzed  as  follows. 


Ad 


4Tr  Eg  ’ 


(B-3) 


The  signal  to  noise  ratio  at  the  crystals  is  now 
found  from  the  relation 


As  shown  in  Appendix  A,  the  phase  detector 
output  may  be  expressed  as 


where  Eg  is  the  peak  signal  voltage.  In  general, 
the  operating  point  should  be  set  at  the  steepest 
part  of  the  output  versus  displacement  charac¬ 
teristic,  i.e.,  around  the  null  condition,  Then 
small  incremental  changes  in  distance,  Ad,  are 
related  to  output  voltage  changes,  AE,  with  suf¬ 
ficient  accuracy  by 


K  _  PsM 
E^  "  s/WTb 


(B-4) 


where  is  the  signal  power  incident  on  the 
crystal,  m  is  the  detector  crystal  figure  of 
merit,  (units  of  amj^res  watts  ^  ohm ^^2)  and 
kTB  is  the  product  of  Boltzmanns  constant,  tem¬ 
perature  and  bandwidth.  From  Eqs.  (B-3)  and 
(B-4)  the  apparent  displacement  due  to  noise  is: 


477  MP  g 


(B-5) 


E  477 

AE,  -  Ad  .  (B-2) 

To  find  the  apparent  displacement  caused  by 
crystal  noise,  let  AE^  ^  E^,  and  rearranging 
equation  (B-2) 


A  graph  relating  the  parameters  of  Eq.  (B-5)  is 
shown  in  Fig.B-1.  A  figure  of  merit  equal  to  40 
was  chosen  as  typical  for  the  crystal  detector. 
The  signal  power  is  at  least  10  “^  watts.  The 
graph  shows  the  theoretical  limit  of  resolution 
capability  as  far  as  electrical  noise  is  concerned 


Fig.  B-1,  Resolution  limited  by  crystal  noise 
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It  is  important  to  point  out  that  Eq.  (B-5) 
assumes  that  the  crystal  generates  white  noise. 
This  is  not  the  case  for  frequencies  below  about 
80  kc.  At  low  frequency  the  noise  has  a  l/f 
characteristic  and  will  be  larger  than  the  value 
assumed  in  Eq.  (B-4).  The  system  utilizes  100 
kc  modulation  rates  to  avoid  the  increased  low 
frequency  noise. 

For  the  purpose  at  hand,  klystron  noise  can 
be  divided  into  amplitude  modulated  and  fre¬ 
quency  modulated  components.  The  overall  ef¬ 
fect  of  klystron  amplitude  modulation  is  not  se¬ 
vere  because  of  the  balanced  arrangement  of  the 
phase  detector.  If  the  two  crystal  detectors  are 
well  matched,  the  effects  of  amplitude  modula¬ 
tion  of  a  high  quality  klystron  oscillator  is  not 
a  limiting  factor. 

Incidental  frequency  modulation  is  impor¬ 
tant  when  the  total  path  length  of  the  Reference 
Arm  differs  from  that  of  the  Measurement  Arm. 
The  phase  difference  and  the  phase  detector 
output,  will  then  be  frequency  dependent.  To 
obtain  the  magnitude  of  this  effect,  assume  that 
the  waveguide  sections  of  the  two  arms  are 


identical  and  the  total  path  length  difference  is 
d,  the  distance  between  the  antenna  and  target. 
The  equation  relating  the  pertinent  variables  is 


where  Aw  is  the  change  in  klystron  frequency, 
c  is  the  propagation  velocity,  and  .S  is  a  specific 
change  in  phase  angle. 

At  35  Gc  the  significant  constant  is  89  kc 
per  microinch  per  cm,  i.e.,  if  d  is  equal  to  1 
cm,  the  klystron  frequency  must  change  89  kc 
to  cause  the  phase  detector  output  to  give  a 
voltage  change  equivalent  to  1  microinch  of 
motion.  In  the  present  system,  the  largest  ex¬ 
pected  value  for  d  will  be  about  43  cm  when  the 
far  field  antenna  is  used.  This  means  that  the 
long  term  stability  of  the  klystron  must  be  ap¬ 
proximately  1  part  in  10®  to  maintain  the  inter¬ 
ferometer  stability  better  than  10  microinches. 
Measurements  have  shown  that  the  cavity  sta¬ 
bilization  technique  produces  the  required  fre¬ 
quency  stability. 


DISCUSSION 


Dr.  Morrow  (Aerospace  Corp.):  Might 
there  be  any  virtue  in  doppler  techniques  to  im¬ 
prove  the  resolution  at  the  high  end  of  the  spec¬ 
trum? 

Mr.  Augustine:  I  think  we  have  all  the  res¬ 
olution  we  can  use.  The  wavelength  is  about 
4/lOth  of  an  inch.  If  you  go  through  many  many 
cycles  of  this  you  could  generate  a  true  doppler 
frequency  that  would  be  indicative  of  velocity, 
but  in  general  we  like  to  stay  on  the  linear  por¬ 
tion  of  this  sinusoid. 

Voice:  First,  have  you  measured  the  ef¬ 
fects  of  temperature  on  your  target;  and  second, 
do  you  intend  to  market  the  equipment? 


Mr.  Augustine:  We  made  long  term  stabil¬ 
ity  tests  in  a  very  well  controlled  environment. 
Over  a  period  of  several  hours,  using  the  ellip¬ 
tical  antenna  to  look  at  a  fixed  target,  we  felt 
that  our  long  term  stability  was  of  the  order  of 
10  microinches.  We  cannot  be  sure  of  this  be¬ 
cause  the  devices  that  we  were  using  to  monitor 
our  equipment  were  not  absolute  by  any  means, 
but  these  devices  drifted  the  same  way  our 
equipment  did  over  a  periCKl  of  several  hours. 
Yes,  the  equipment  is  available  commercially. 


* 
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A  WIDEBAND  ABSOLUTE  ACCELEROMETER  CALIBRATOR 

UTILIZING  A  LASER 

FOR  MEASURING  VIBRATORY  DISPLACEMENTS 


Robert  B.  Davis 
Naval  Air  Test  Center 
Patuxent  River,  Maryland 


An  absolute  accelerometer  calibrator  utilizing  a  laser  as  the  standard 
reference  has  been  developed.  The  calibrator  consists  of  a  laser 
photodiode  and  appropriate  electronic  readout  equipment,  and  is  easy 
to  operate  with  a  direct  digital  readout  for  displacements  greater  than 
one-half  of  a  wavelength.  The  present  resolution  of  the  prototype  cali¬ 
brator  is  one-tenth  of  a  wavelength.  This  paper  reports  the  progress 
on  the  development  from  its  inception  in  March,  1965.  Future  develop¬ 
ment  is  directed  toward  measuring  displacement  with  a  resolution  of 
one-hundreth  of  a  wavelength.  The  results  of  this  development  are  dis¬ 
cussed  in  this  paper. 


INTRODUCTION 

Several  procedures  now  exist  for  calibrat¬ 
ing  the  sensitivity  and  frequency  response  of 
vibration  transducers.  The  current  absolute 
calibration  procedures  include  the  reciprocity 
method  and  the  interferometer,  fringe  method. 
These  methods,  while  accurate,  are  difficult 
and  time-consuming  to  perform.  A  secondary, 
standard  comparison  method  is  used  by  most 
laboratories  for  accelerometer  calibrations. 

This  method  is  reasonably  accurate  (National 
Bureau  of  Standard  (NBS)  error  plus  induced 
error),  simple,  and  is  the  least  time  consum¬ 
ing.  The  undesirable  features  of  this  calibra¬ 
tion  are: 

1.  It  is  not  an  absolute  calibration. 

2.  The  calibration  is  limited  to  the  NBS 
frequency  and  amplitude  calibration  range. 

3.  There  are  uncertainties  in  induced  error. 

The  induced  error  includes:  (a)  acceler¬ 
ometer  damage  or  change  since  the  latest  NBS 
calibration,  and  (b)  erroneous  output  due  to 
accelerometer  case  sensitivity,  different  mag¬ 
netic  or  acoustic  fields,  etc.  The  ideal  solution 
to  the  calibration  problem  would  be  to  have  an 
absolute  calibrator  for  each  user. 

The  Naval  Air  Test  Center  (NATC),  under 
foundational  research  funding,  is  developing  a 


Laser  accelerometer  calibrator  to  provide  an 
absolute  calibration.  This  calibrator  is  being 
designed  for  a  shaker  frequency  range  from 
above  0  cps  to  greater  than  10,000  cps,  ajid  vi¬ 
bration  amplitudes  from  0  to  greater  than 

100  g. 


THEORY  AND  OPERATION 

The  calibrator  consists  of  a  continuous- 
wave,  helium-neon  gas  laser,  a  linear  polar¬ 
izer,  a  quarter-wave  plate,  a  transmissive, 
bidirectional  photodiode,  a  front  surface  mir¬ 
ror,  and  appropriate  electronic  readout  equip¬ 
ment  (shown  in  block  diagram  form  in  Fig.  1). 

The  shaker,  low  distortion  oscillator,  power 
amplifier,  and  accelerometer  readout  electron¬ 
ics  (oscilloscope  and  vacuum  tube  voltmeter) 
are  commonly  used,  and  require  no  further  ex¬ 
planation. 

The  unique  parts,  the  laser  and  the  photo¬ 
diode,  do  require  further  consideration,  before 
the  operation  of  the  system  is  explained  (see 
Fig.  2).  The  gaseous  laser  was  selected  as  the 
distance  reference  because  of  its  stable  wave¬ 
length  (6328.0  ±  O.IA,  depending  on  atmospheric 
pressure)  and  temperal  coherence,  also,  because 
the  laser  has  a  uniphase  wavefront,  small  beam 
divergence  and  operated  single  mode.  These 
properties  are  required  for  proper  operation  of 
the  calibrator. 
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Fig.  1.  Block  diagrcun  of  laser  accelerometer  calibrator 


Fig.  2.  Laser  and  photodiode 
ass  embly 


A  special  photodiode  tube  was  designed  by 
the  Naval  Air  Test  Center,  because  no  similar 
tube  was  commercially  available.  The  photo¬ 
tube  allows  light  to  pass  through  the  tube  be¬ 
cause  its  S-20  photocathode  is  35  percent 
light-transmissive,  and  the  anode  is  ring-shaped 
(see  Fig.  3).  In  operation,  the  laser  light  passes 
through  the  tube,  and  is  reflected  back  to  the 
photocathode  surface  for  light-interference 
measurements. 


Fig.  3.  Bidirectional  trans - 
missive  photodiode 


BIDIRECTIONAL  TRANSMISSIVE 
PHOTODIODE 

One  minor  problem  with  this  calibrator  was 
the  internal  reverberating  light  reflections  be¬ 
tween  the  laser,  the  photodiode,  and  the  vibrat¬ 
ing  surface.  A  Plane  polarizer  and  a  quarter- 
wave  plate  were  placed  between  the  laser  and 
the  photodiode,  to  reduce  these  internal  light 
reflections.  Also,  the  photodiode  was  designed 
with  one  end  at  an  angle  of  approximately  5 
degrees,  to  further  reduce  reflections. 

The  operation  of  the  calibrator  (properly 
aligned)  can  be  described  as  follows; 

The  low  divergent  light  beam  is  emitted 
from  the  laser,  and  passes  through  the  polar¬ 
izer,  the  quarter-wave  plate,  and  the  photo¬ 
diode,  to  the  sinusoidally  vibrating  accelerom¬ 
eter.  Here  the  light  is  reflected  back  to  the 
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Fig.  4.  Oscilloscope  presentation  of  photodiode  output,  showing  com¬ 
plete  and  partial  beat  cycles  traversed;  (a)  47.50  beat  cycles  or  27.75 
wavelengths  of  accelerometer  displacement,  (b)  7.72  beat  cycles  or  3.86 
wavelengths  of  accelerometer  displacement 


photocathode;  however,  as  the  accelerometer  is 
vibrated,  the  frequency  of  the  reflected  light  is 
Doppler -shifted,  because  of  the  continually  in¬ 
creasing  and  decreasing  light  path  length.  The 
Doppler -shifted  and  emitted  light  waves,  both 
having  uniphase  wavefronts,  are  superimposed 
at  the  photocathode, 

A  light  of  varying  intensity  results  because 
of  the  constructive  and  destructive  light  wave 
interference  between  the  doppler -shifted  and 
the  emitted  light.  The  modulated  light  is  then 
monitored  by  the  photodiode  as  a  maximum  out¬ 
put,  when  the  two  interfering  waves  are  in  phase, 
and  as  a  minimum  output,  when  they  are  180  de¬ 
grees  out  of  phase,  (or  one  cycle  (beat)  for  each 
wavelength  of  light  traversed). 

Each  beat,  cycle-monitored  by  the  photo¬ 
diode,  represents  a  one-half  wavelength  dis¬ 
placement  by  the  accelerometer,  because  light 


must  travel  to  and  from  the  vibrating  surface. 
The  beat  cycles  are  counted  by  an  electronic 
counter,  as  events  per  shaker  cycle,  to  give  a 
digital  readout  of  the  peak-to-peak  vibratory 
displacement  in  wavelengths. 

The  photodiode  output  is  also  displayed  on 
an  oscilloscope  for  greater  displacement  reso¬ 
lution,  by  monitoring  the  complete  and  partial 
beat  cycles  traversed  by  the  vibrating  acceler¬ 
ometer  (see  Fig.  4).  The  partial  beats  occur 
when  the  shaker  stroke  reverses  direction  and, 
hence,  reverses  the  light  interference  cycle. 
These  complete  and  partial  beat  cycles  (wave¬ 
lengths)  are  then  counted  on  the  oscilloscope 
for  peak-to-peak,  accelerometer  displacement, 

PROTOTYPE  CONSTRUCTION 

A  prototype  system  was  constructed,  as 
shown  in  Fig.  5.  This  construction  is  straight 


Fig.  5.  Prototype  accelerometer  calibrator 
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forward,  with  the  exception  of  the  isolation  mount¬ 
ings.  To  minimize  the  error  caused  by  the  ex¬ 
traneous  movement  between  the  laser  photodiode 
section  and  the  shaker  section,  the  masses  of  the 
two  sections  were  made  equal,  and  were  suspended 
on  aircraft  inner  tubes  of  the  same  pressure  (in¬ 
terconnected),  This  gave  the  same  natural  fre¬ 
quency  (3  cps)  to  each  section. 

ERROR  ANALYSIS 

The  various  errors  which  occur  in  a  sensi¬ 
tivity  and  frequency  response  csUibration  using 
the  laser  calibrator  include: 

1.  Shaker  cross  motion  error. 

2.  Shaker  distortion  error. 

3.  Accelerometer  amplifier  gain  error. 

4.  Accelerometer  voltmeter  error. 

5.  Environmental  effects  error. 

Present  work  includes  an  error  analysis  of 
the  Laser  accelerometer  calibration  system. 


♦  * 


PLANNED  FUTURE  DEVELOPMENT 

The  present  resolution  of  the  laser  calibra¬ 
tor  is  approximately  one -tenth  wavelength  for 
displacement  greater  than  one -half  wavelength. 
Current  efforts  include  achieving  measurements 
of  vibratory  displacements  with  a  resolution  of 
one-hundreth  wavelength.  Attempts  to  measure 
subwavelength  displacements  are  being  directed 
toward  measuring  nulls  as  predicted  by  the 
Bessel  functions.  Minor  consideration  is  also 
being  given  to  measuring  the  subwavelength  sig¬ 
nal  phase,  or  phase  modulation,  over  several 
cycles,  as  an  indication  of  the  vibratory  dis¬ 
placement. 
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UNPUBLISHED  ACCELEROMETER  CHARACTERISTICS 


Boris  Mangolds 
Astro-Electronics  Division 
Radio  Corporation  of  America 
Princetonj  New  Jersey 


Accelerometer  sensitivity  to  non-vibratory  environments  other  than 
those  gene  rally  known  was  evident  duringa  study  conducted  bythe  Astro- 
Electronics  Division  (AED)  of  RCA  to  investigate  vibration  data  errors. 
The  major  areas  of  concern  were  determined  to  be  base -strain  sensi¬ 
tivity  and  temperature -transient  sensitivity.  Studies  were  initiated  to 
establish  the  extent  of  vibration-data  error  caused  by  these  inherent 
accelerometer  characteristics.  This  paper  describes  the  test  methods 
used  during  these  studies,  the  results  obtained,  and  the  conclusions 
and  recommendations  drawn  from  the  results. 


INTRODUCTION 

During  a  study  conducted  by  the  Astro - 
Electronics  Division  (AED)  of  RCA  to  investi¬ 
gate  vibration  data  errors  resulting  from  ap¬ 
plication  factors  introduced  by  accelerometer 
handling  and  mounting  (1),  it  was  noticed  that 
some  transducers  showed  evidence  of  sensi¬ 
tivity  to  non-vibratory  environments  other  than 
those  generally  known  (other  than,  e.g.,  torque, 
cable  loading,  crossmotion,  etc.)* 

Preliminary  tests  established  of  the  unpub¬ 
lished  accelerometer  characteristics  base- 
strain  sensitivity  and  temperature-transient 
sensitivity  seemed  to  be  the  most  deleterious 
to  AED  data  integrity.  The  primary  purpose 
of  this  paper  is  to  illustrate  the  importance  and 
magnitude  of  these  properties. 

In  a  follow-up  effort,  all  accelerometers  in 
stock  at  AED  and  some  interesting  new  models 
were  surveyed  for  these  influences  with  the 
following  objectives: 

1.  Compiling  a  graded  list  as  a  function  of 
the  magnitude  of  these  characteristics,  to  aid  in 
selecting  an  accelerometer  model  from  stock 
for  a  specific  test  application. 

2.  Comparing  the  results  obtained  from 
such  surveys  with  results  obtained  under  actual 
test  conditions,  to  arrive  at  a  concept  of  their 
practical  importance. 

Since  the  studies  were  conducted  only  for 
AED  needs,  and  the  results  apply  only  to  ac¬ 
celerometers  in  AED  stock,  or  those  made 


available  to  AED  by  the  vendors  specifically  for 
the  purpose  of  these  surveys,  the  position  of  a 
particular  model  on  the  graded  list  serves  only 
to  characterize  a  particular  accelerometer,  and 
is  not  presented  for  the  purpose  of  disqualify¬ 
ing  particular  vendors  in  general. 

In  the  comparisons  shown  in  Figs.  3  and  10, 
where  a  serial  number  is  given  after  a  listed 
model,  only  one  accelerometer  was  available 
for  the  survey.  In  all  other  cases,  the  quantity 
of  units  tested  per  model  varies  between  three 
and  thirty. 

CHARGE  AMPLIFIERS 

Charge  amplifiers,  because  of  their  capa¬ 
bility  to  eliminate  the  shunting  influence  of 
cables,  are  now  being  highly  recommended  as  a 
means  to  conserve  signal  strength.  However, 
with  their  advantages  highly  publicized,  the  facts 
are  often  forgotton  that  the  accelerometer  stock 
one  has  accumulated  over  the  years  of  voltage - 
amplifier  reign  probably  consists  only  of  ’Volt¬ 
age  accelerometers."  The  ideal  thing  to  do  now 
would  be  to  change  to  charge  accelerometers,  but 
the  change-over  to  the  new  amplifier  system  is 
expensive,  and  one  cannot  normally  afford  to 
discard  his  old  accelerometer  stock,  particu¬ 
larly  when  there  are  no  direct  replacements 
available  for  the  subminiature  models  (where 
the  use  of  a  charge  amplifier  is  most  justified). 

Therefore,  the  troublesome  question  arises, 
"Are  there  any  new  detrimental  effects  possible 
due  to  a  combination  of  voltage  accelerometers 
ajid  charge  amplifiers,  a  combination  created 
by  practical  needs?" 
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Fig.  1.  Instrumentation  used  for  base  strain  sensitivity 
measurements 


BASE-STRAIN  SENSITIVITY 

When  the  mounting  surface  of  an  acceler¬ 
ometer  is  forced  to  follow  the  bending  of  an  ob¬ 
ject  on  which  it  is  mounted,  certain  accelerom¬ 
eter  models  produce  signals  proportional  to  the 
bending  stress,  even  if  there  are  no  vibrations 
in  the  direction  of  the  sensitive  axis  of  the 
transducer. 

The  survey  reveals  two  important  facts; 

1.  Some  accelerometers  produce  additional, 
unbelievably  high,  output  signals  as  a  direct 
result  of  base-strain  sensitivity. 

2.  There  is  a  wide  difference  in  these  out¬ 
puts  among  the  individual  accelerometer  models 
for  the  same  environmental  test  condition. 

The  test  method  used  at  AED  for  this  sur¬ 
vey  was  adopted  from  the  ISA  Standard  RP37.2, 
para.  6.6.  A  steel  beam  (as  shown  in  Fig.  1),  5 
ft  long,  3  in,  wide,  and  0.5  in.  thick,  was  clamped 
at  one  end,  so  that  the  free  length  was  57  in. 

The  natural  frequency  of  the  steel  beam  was  ap¬ 
proximately  5  cps.  Four  strain  gages  were 
bonded  to  the  beam  adjacent  to  the  accelerom¬ 
eter  mounting  area  (two  each,  top  and  bottom, 
about  1.5  in,  from  the  edge  of  the  clamp),  and 


their  output  was  fed  through  strain- gage  con¬ 
ditioning  equipment  to  one  channel  (the  refer¬ 
ence  channel)  of  a  two-channel  Brush  recorder. 
The  output  of  the  accelerometer  under  test  was 
standardized  in  an  Unholtz- Dickie  Dial-A-Gain 
amplifier,  and  recorded  on  the  second  channel 
of  the  recorder  which  was  calibrated  directly 
on  g(pk). 

The  free  end  of  the  cantilevered  beam  was 
manually  deflected,  and  then  allowed  to  vibrate 
freely.  The  recorder  showed  the  output  of  the 
accelerometer  adjacent  to  a  slowly  decaying 
strain  reference  trace.  The  outputs  of  different 
accelerometer  models  in  g(pk),  at  the  instant 
when  the  strain  in  the  surface  of  the  beam  was 
250  X  10 in./in.,  were  used  to  compare  their 
sensitivity  to  such  stresses. 

Under  these  conditions,  the  radius  of  cur¬ 
vature  of  the  beam  is  1000  in.,  and  the  displace¬ 
ment  at  the  accelerometer  mounting  is  approxi¬ 
mately  0.001  in.,  which  at  5  cps  is  equivalent  to 
0,003  g.  This  value  should  be  subtracted  from 
the  recorder  reading,  but  since  it  is  so  small 
in  comparison  to  the  output  due  to  strain,  it 
can  be  neglected  for  most  accelerometers.  A 
typical  record  of  accelerometer  output  versus 
base  strain  is  shown  in  Fig.  2,  The  results  of 
the  survey  are  shown  in  Fig.  3. 
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Fig.  2.  Typical  record  of  accelerometer  output  vs 
base  strain 


From  a  practical  point  of  view,  the  exact 
output  of  a  highly  strain-sensitive  accelerom¬ 
eter  is  immaterial,  if  there  are  other  models 
available  which,  under  the  same  test  conditions, 
show  practically  no  strain  sensitivity.  Fortu¬ 
nately,  progress  and  competition  have  provided 
us  with  a  wide  choice;  however,  the  existence  of 
such  a  property,  and  particularly  its  magnitude, 
can  not  be  ignored  if  accurate  vibration  data 
are  desired. 

Apparently,  this  property  has  been  known 
to  exist  for  quite  some  time.  For  example, 
Paragraph  3. 1.3.7  of  ASA  Z24.21,  "American 
Standard  Method  for  Specifying  the  Character¬ 
istics  of  Pickups  for  Shock  and  Vibration 
Measurements"  (1957),  states,  "Where  appli¬ 
cable,  the  error  in  the  pickup  due  to  bending  of 
the  pickup  case  should  be  given."  This  docu¬ 
ment  also  suggests  the  beam  method  for  obtain¬ 
ing  the  data.  That  was  the  case  in  1957.  A 
survey  of  the  data  sheets  for  accelerometers 
in  use  today  shows  no  values  at  all  regarding 


strain  sensitivity,  with  the  exception  of  those 
provided  by  Wilcoxon  Research. 


The  detection  of  strain  sensitivity  in  a 
"well-run"  calibration  laboratory  is  not  very 
likely,  unless  one  is  alerted  to  its  existence. 

To  "run  a  laboratory  well"  means,  unfortunately, 
to  purposely  create  a  gap  between  the  practical 
conditions  of  an  average  vibration  test  in  the 
environmental  facility  and  the  "pure"  atmos¬ 
phere  of  a  calibration  service.  It  means  that 
precautions  have  been  taken  to  avoid,  among 
other  things,  surface  deformations  of  the  cali¬ 
brating  surface.  Alerting  test  engineers  to  the 
importance  of  these  surface  strains  is  one  of 
the  main  purposes  of  this  paper;  a  wider  distri¬ 
bution  of  ISA  Standard  RP37,2  should  accomplish 
the  same  effect. 

Is  this  property  "applicable?'*  A  practical 
example  will  illustrate  best  the  practical  mag¬ 
nitude  of  possible  interference. 
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Fig.  3.  Survey  of  accelerometer  base-strain  sensitivity 


Figure  4(a)  shows  an  accelerometer  mounted 
directly  on  a  calibration  shaker  (Unholtz -Dickie 
Mod.  106)  and  Fig.  4(b)  the  same  accelerometer 
remounted  on  a  simulated  fixture  on  the  same 
shaker.  The  simulated  fixture  is  an  aluminum 
disc,  3  in.  in  diameter  and  0.5  in.  thick,  attached 
to  the  shaker  with  four  bolts. 

Figure  5  shows  the  frequency  response 
curve  (a),  plotted  for  the  directly  mounted  ac¬ 
celerometer,  or,  ”pure’'  condition.  Figure  5 
also  shows  the  response  curve  (b),  plotted  for 
the  disc-mounted  accelerometer.  In  both  cases, 
the  same  accelerometer  was  used.  We  see  that 
instead  of  the  expected  rolloff  at  lower  fre¬ 
quencies,  we  have  an  increased  output;  for  ex¬ 
ample,  the  difference  at  8  cps  is  +20  percent. 

It  seems  that  a  value  for  the  base -strain  sensi¬ 
tivity  in  the  data  sheet  of  this  accelerometer  is 
certainly  called  for.  Figure  5  (c)  and  (d) 
curves,  shows  the  '’pure''  and  ’’strained"  re¬ 
sults,  taken  under  the  same  conditions  as  the 
results  shown  in  the  (a)  and  (b)  curves,  for  an¬ 
other  accelerometer.  We  see  that  at  the  low 
frequencies,  it  makes  practically  no  difference 
whether  this  accelerometer  is  mounted  on  the 
disc,  or  directly  on  the  shaker. 

What  can  be  done,  short  of  discarding  such 
sensitive  accelerometers,  especially  if  one  has 
inherited  a  good  supply? 


Since  the  base  surface  of  an  accelerometer 
must  follow  the  flexing  of  the  test  surface,  in 
order  to  produce  an  output,  the  severity  of  in¬ 
terference  increases  with  tighter  coupling.  The 
effect  of  decoupling  was  investigated  by  per¬ 
forming  beam-method  tests  in  which  the  follow¬ 
ing  mounting  techniques  were  used,  each  repre¬ 
senting  actual  practices: 

1.  A  non-insulated  stud,  Endevco  Mod. 

2981,  dry. 

2.  A  non-insulated  stud,  Endevco  Mod. 

2981,  with  an  oil  film. 

3.  An  insulated  stud,  Endevco  Mod.  2980M4. 

4.  An  insulated  stud,  Endevco  Mod.  2986B. 

5.  A  non-insulated  cementable  stud,  Endevco 
Mod.  2988. 

6.  Cementing  directly  with  Locktite  404. 

7.  Cementing  with  a  1-mil  fiberglass  layer. 

8.  Cementing  on  an  0.5-in.  aluminum  cube 
(representing  triax  mounting). 

The  results  are  shown  in  Fig.  6 
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Fig.  4(a).  Mounting  used  to  obtain  com¬ 
parative  response  curves  with  base-strain 
interference  (no  stress) 


Fig.  4(b).  Mounting  used  to  obtain  com¬ 
parative  response  curves  with  base-strain 
interference  (stressed) 
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Fig.  5.  Changes  in  accelerometer  output  due  to  bending  mounting  surfaces 


Obviously,  the  worst  conditions  are  the 
directly-cemented  and  directly-bolted  ones, 
which  seems  rather  logical.  The  results  of  the 
comparison  suggest  possible  remedial  steps, 
although  the  best  solution  would  be  to  use  accel¬ 
erometers  which  simply  are  not  strain  sensitive, 


because  most  other  solutions  affect  the  frequency 
curve  at  the  high-frequency  end. 

Figure  7  shows  the  three  basic  accelerom¬ 
eter  construction  methods:  (a)  compression, 

(b)  bender,  and  (c)  shear.  As  revealed  in  the 
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Fig.  6.  Changes  in  base-strain  output,  for  a  given  accelerometer,  as  the  mounting 

method  is  changed 
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Fig.  7.  Basic  methods  of  accelerometer  construction 


illustrations,  the  active  elements  in  both  the 
compression  and  bender  construction'methods 
are  more  sensitive  to  bending  stresses,  while 
those  in  the  shear  construction  method  are  least 
sensitive.  Fig.  3,  the  graded  list  for  accelerom¬ 
eter  base-strain  sensitivity,  confirms  these 
findings. 


TE  MPERATURE  -  TRANSIENT 
SENSITIVITY 

Figure  8  illustrates,  in  a  simplified  man¬ 
ner,  some  basic  relations  between  temperature 
and  charge. 

It  is  well  known  that  the  sensitivity  of  an 
accelerometer  changes  with  ambient  tempera¬ 
ture.  This  might  be  due  to  a  number  of  fac¬ 
tors,  such  as  changes  in  the  piezo -electric 
sensitivity  of  the  material,  the  increase  of  elec¬ 
trical  conductivity,  or  the  increase  in  dielectric 
constant  which  peaks  at  the  Curie  temperature, 
causing  loss  of  polarization  (or  ferroelectric 
property),  which,  in  turn,  causes  the  acceler¬ 
ometer  to  cease  operating  as  a  piezoelectric 
device. 

It  is  not  as  well  known  that  the  pyroelec¬ 
tricity  of  ferroelectrics  (the  generation  of  a 


charge  attributed  directly  to  temperature)  can 
easily  create  potentials  of  several  hundred  volts, 
which  are  sufficient  to  change  the  polarization 
of  some  ferroelectrics,  i.e.,  the  sensitivity  of 
the  accelerometer.  In  addition,  the  dc  shift 
created  by  the  additional  charge  in  the  acceler¬ 
ometer  can  raise  havoc  with  the  associated  in¬ 
strumentation  (such  as  driving  amplifiers  to 
saturation,  and  confusing  filters  and  integrators, 
if  the  acceleration  signal  is  being  converted  to 
velocity  or  displacement  information). 

The  severity  of  interference  of  a  pyroelec- 
trically  created  charge  depends  on  its  magnitude, 
which,  in  turn,  depends  on  the  time  constant  of 
the  cable  and  amplifier  input  circuitry.  The 
practical  significance  of  this  is  apparent  in  the 
precautions  to  be  taken  in  certain  cases,  such 
as  when  testing  for  changes  in  accelerometer 
sensitivity,  or  capacitance,  as  a  function  of  tem¬ 
perature;  an  accelerometer  should  not  be  left 
electrically  unloaded  while  undergoing  tempera¬ 
ture  changes  in  an  environmental  chamber. 

Figure  8  also  shows  that  heat  can  indirectly 
affect  the  output  of  an  accelerometer,  by  caus¬ 
ing  mechanical  stresses  and  displacements 
through  the  thermal  expansion  of  accelerometer 
structural  elements.  This  indirect  influence 
can  be  comparable  in  magnitude  to  that  of  the 


HEAT 


Fig,  8.  Effect  of  temperature  on  accelerometer  output 
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Fig.  9.  Instrumentation  used  for  measurements  of  accelerometer 
sensitivity  to  temperature  transients 


direct  (pyroelectric)  approach.  The  user  is 
generally  not  interested  in  the  individual  heat 
effects  on  his  particular  accelerometer,  but 
only  in  the  total  results.  Therefore,  all  these 
variations  are  usually  combined  by  the  user 
into  one  neat  term,  and  referred  to  simply  as 
the  ’’pyroelectric  effect." 

Manufacturer’s  data  sheets  provide  no 
quantitative  guidance  (except  for  a  recent  data 
sheet  by  Clevite),  in  spite  of  ASA's  wistful 
suggestion  in  1957  that  "where  applicable,  the 
transient  response  due  to  a  sudden  increase  of 
50° F  in  ambient  temperature  should  be  shown." 
when  specifying  the  characteristics  of  pickups. 
No  practical  method  was  suggested.  Here 
again,  the  preceding  words  "where  applicable" 
might  have  left  the  door  open. 

In  order  to  determine  whether  attention  to 
a  pyroelectric  effect  is  of  value  or  not^  another 
survey  was  made.  After  consulting  all  stand¬ 
ards  available  in  this  field,  including  the  latest 
one  still  in  the  proposal  stage  (3rd  draft  of  ASA 
S2-W-41,  "Selection  of  Calibration  Methods, 
Ranges  and  Limits  ..."  etc.),  it  was  found  that 
ISA  was  the  only  society  recognizing  the  need 
for  a  uniform  test  method.  Figure  9  snows  the 
instrumentation  recommended  by  Paragraph 
6.8  of  ISA  Standard  RP37.2. 


The  accelerometer  under  test  was  mounted 
on  a  1-in.  aluminum  cube,  and  connected  to  a 
Dial-A-Gain  amplifier  (a  voltage  amplifier) 
with  a  10-ft  cable.  This  defines  the  time  con¬ 
stant  of  the  accelerometer  load.  The  amplifier 
gain  was  readjusted  for  each  model  to  produce 
the  same  output  voltage  per  g,  which  was  ob¬ 
served  on  an  oscilloscope  and  photographed 
with  a  Polaroid  camera.  The  transducer  was 
quickly,  but  gently,  immersed  in  water  which 
was  50° F  above  room  temperature,  and  the  re¬ 
sultant  peaks  were  converted  to  equivalent  g(pk). 
A  summary  of  the  results  obtained  is  shown  in 
Fig.  10,  where  the  models  are  listed  in  order 
of  peak  response. 


Since  the  response  is  so  high  in  some  ac¬ 
celerometers,  small  variations  in  method,  such 
as  differences  in  speed  of  immersion,  can  be 
ignored.  The  response  is  also  a  definite  func¬ 
tion  of  temperature,  and  is  not  due  to  immersion 
shock.  The  magnitude  of  a  possible  shack  or  vi¬ 
bration  component  can  be  determined  by  immers¬ 
ing  the  same  assembly  in  room  temperature  water. 
This  becomes  important,  however,  only  with  ac¬ 
celerometers  which  are  almost  insensitive  to 
temperature  transient,  because  a  larger  gain 
must  be  used  to  show  anything  at  all. 
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Fig.  10.  Accelerometer  sensitivity  to  temperature  transients 


From  a  practical  point  of  view,  it  makes  no 
difference  whether  the  peak  is  100  or  110  equiv¬ 
alent  g's,  if  there  are  accelerometers  with  sub¬ 
stantially  lower  response. 

It  seems  unlikely  that  an  accelerometer  will 
experience  any  actual  environmental  testing 
which  involves  immersion  in  hot  water.  There¬ 
fore,  to  correlate  these  results  with  more  prac¬ 
tical  conditions,  some  additional  tests  were 
made.  For  example,  by  use  of  the  same  instru¬ 
mentation,  and  less  bath,  accelerometers  from 
both  extremes  of  the  list  shown  in  Fig.  10  were 
placed  on  a  bench  under  ambient  light  conditions, 
and  a  150-w  light  bulb  was  turned  on  at  a  dis¬ 
tance  of  4  ft.  Figure  11  shows  one  of  the  results, 
which  establishes  a  sufficient  correlation  be¬ 
tween  the  initial  graded  listing  for  temperature 
transient  sensitivity  and  the  meaning  of  the 
words  ’’where  applicable.” 

Practically,  the  conditions  which  might 
cause  interference  in  outputs  from  accelerom¬ 
eters  sensitive  to  pyroelectric  effect  could  be 
any  sudden  breeze  (such  as  the  opening  of  a 
door),  the  turning-on  of  lights,  the  sudden  flow 
of  temperature -control  liquids  in  nearby  lines, 
the  breeze  created  by  a  drop  during  shock  test¬ 
ing,  etc. 


CLC-Z74  !  G  (PK)=  1  DIVISION 


Fig.  11.  Disturbance  caused  by  Pyroelec¬ 
tric  effect,  superimposed  on  Ig(pk)  vibra¬ 
tion 


The  situation  could  be  improved  by  ther¬ 
mally  insulating  the  accelerometer,  for  example, 
wrapping  it  with  masking  tape,  but  this  is  not 
recommended.  One  could  afford  it  only  if  the 
accelerometer  is  not  case-sensitive.  A  surpris¬ 
ing  number  are  case-sensitive.  Again,  the  best 
solution  is  to  use  a  better  model. 

All  previously  described  work  was  per¬ 
formed  with  voltage  amplifiers.  To  determine 
whether  there  is  a  difference  when  regular  volt¬ 
age  accelerometers  are  used  with  the  new 
charge  amplifiers,  the  pyroelectric  tests  were 
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Fig,  IZ.  Comparison  of  response  to  temperature  transients  (charge  am¬ 
plifiers  vs  voltage  amplifiers) 
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Fig.  13,  Change  in  frequency- response  slope 
(charge  amplifier  vs  voltage  amplifier) 


repeated  for  some  models.  The  results  are 
shown  in  Fig.  12. 


COMPATIBILITY 

In  conclusion,  a  word  of  caution  is  given 
concerning  compatibility  between  charge  ampli¬ 
fiers  and  voltage  accelerometers.  As  shown  in 
Fig.  13,  the  frequency-response  curve  of  a 
Clevite  25D21  (a  voltage  accelerometer)  was 


plotted  under  various  load  conditions  at  a  fixed 
(room)  temperature.  Whether  the  accelerom¬ 
eter  was  connected  to  a  charge  amplifier  with 
a  10-ft  (300PF)  cable  (curve  a),  or  a  250-ft 
(7500  Pf)  cable  (curve  b),  the  results  were 
practically  the  same,  as  expected.  The  accel¬ 
erometer  sensitivity,  when  compared  at  any 
given  frequency,  did  not  change,  and,  over  the 
range  of  20-5000  cps,  both  curves  had  a  slope 
of  +3  percent  at  20  cps  against  -3  percent  at 
5  kc,  when  normalized  at  200  cps.  When  a 
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voltage  amplifier  was  substituted,  the  slope  of 
the  250-ft  cable  frequency-response  curve  was 
very  similar  to  the  charge  amplifier  curves,  but 
with  a  10-ft  cable  (curve  d)  it  was  practically 
flat. 

An  accelerometer -amplifier  combination 
using  a  voltage  accelerometer  with  a  charge 
amplifier  thus  produces  a  frequency-response 
curve  which  can  have  a  slope  different  from 
that  of  a  combination  using  the  same  voltage 
accelerometer  with  a  voltage  amplifier.  The 
practical  aspect  of  this  is  that,  when  forced  to 
use  such  combinations,  one  should  not  simply 
derive  an  ’^equivalent'’  change-sensitivity  value 
from  the  standard  equation,  xC,  for 

the  accelerometer  from  its  voltage -sensitivity 
value.  This  approach  is  not  necessarily  ap¬ 
plicable  to  the  full  frequency  range,  and  is 
therefore  not  ’’equivalent.”  Instead,  an  actual 
calibration  of  each  combination  should  be 
performed. 


CONCLUSION  AND  RECOMMENDATION 

The  survey  conducted  at  AED  to  study  the 
effects  of  base-strain  sensitivity  and  temper¬ 
ature  transient  sensitivity  on  accelerometer 
performance  revealed  the  definite  need  for  more 
data  from  the  accelerometer  suppliers.  The 
user  should  not  be  penalized  by  being  forced  to 
procure  transducers  with  insufficient  data,  or 
with  characteristics  unknown  to  him,  only  to 
discover  later  that  he  must  conduct  a  program 
of  evaluation  to  pinpoint  these  characteristics. 
This  is  not  only  time-consuming  but  costly  and 
unjustifiable. 

Therefore,  it  is  recommended  that  the  ac¬ 
celerometer  suppliers,  because  of  their  unique 
qualifications,  update  their  data  sheets  to  include 
information  concerning  base-strain  sensitivity, 
temperature-transient  sensitivity,  and  any  other 
properties  heretofore  unpublished  which  may  be 
of  considerable  value  to  the  accelerometer  users. 
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DISCUSSION 


Mr.  Zell  (Picatinny  Arsenal):  What  was 
the  actual  significance  of  the  presentation  in  the 
last  slide,  showing  the  voltage  sensitivity  re¬ 
sponses  of  a  voltage  accelerometer  and  of  a 
charge  accelerometer? 

Mr.  Mangolds:  If  you  have  a  stock  of  volt¬ 
age  accelerometers,  and  use  them  with  charge 
amplifiers,  you  must  change  your  accelerom¬ 
eter  voltage  sensitivity  figure,  which  is  sup¬ 
posed  to  apply  over  the  frequency  that  it  was 
calibrated  for,  to  an  equivalent  charge  sensitivity 
figure.  This  is  normally  done  with  a  simple 
equation;  but  what  I  wanted  to  show  is  that  this 
does  not  apply  to  the  full  frequency  range  be¬ 
cause  there  you  have  a  change  of  slope. 

Mr.  Zell:  Do  you  have  any  opinion  as  to  the 
mechanism  that  is  involved  here? 

Mr.  Mangolds:  In  my  opinion,  it  is  just  in 
the  loading  effect  of  the  charge  amplifier.  The 
charge  amplifier  looks  like  a  large  capacitor  to 
our  voltage  accelerometer. 


Mr.  Zell:  Do  you  feel  that  if  the  actual  meas¬ 
urement  of  capacitance  were  done  in  circuit,  as  a 
dynamic  capacitance  measurement,  that  the  load¬ 
ing  effect  of  the  charge  amplifier  would  apply? 

Mr.  Mangolds:  I  do  not  know.  I  have  not 
tried  it.  It  probably  would  help,  but  the  best  thing 
of  course  is  to  make  a  response  curve  with  a 
charge  amplifier  when  calibrating  the  accelerom¬ 
eter. 

Mr.  Zell:  When  you  say  a  voltage  acceler¬ 
ometer,  do  you  mean  a  voltage  accelerometer 
for  which  the  sensitivity  had  been  furnished  in 
terms  of  voltage? 

Mr.  Mangolds:  No.  I  mean  a  voltage  accel¬ 
erometer  before  it  has  been  changed  to  com¬ 
pensate  for  temperature  change,  and  by  other 
tricks  that  the  manufacturers  do  on  it  before 
they  call  them  charge  accelerometers.  If  you 
put  a  charge  accelerometer  with  a  charge  am¬ 
plifier,  you  will  not  have  the  slope.  It  will  be 
straight. 
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Mr,  Rhodes  (Endevco  Corp>):  Regarding 
the  frequency  response  one  obtains  when  using 
accelerometers  with  either  a  voltage  amplifier 
or  a  charge  amplifier,  it  depends  on  whether 
or  not  q  equals  ce.  This  fundamental  relation¬ 
ship  still  holds,  but  the  data  you  showed  relate 
to  the  fact  that  c,  with  certain  piezoelectric 
materials,  is  not  constant  with  frequency.  As 
a  result,  we  at  the  moment  are  reporting 
capacitance  on  our  calibration  data  at  fre¬ 
quencies  of  50  hertz  as  well  as  1000  hertz, 
and  both  were  taken  in  the  process  of  manu¬ 
facture.  The  one  impact  of  the  matter  of  the 
frequency  response  is  that,  although  with  a 
charge  amplifier  there  is  a  characteristic  de¬ 
crease  in  sensitivity  with  frequency  until  it 
picks  up  again  due  to  the  resonance  frequency, 
it  is  the  same  for  both  short  and  long  lengths 
of  cable,  whereas  they  are  different  with  the 
voltage  device  as  you  showed.  In  the  general 
area  of  thermal  transients  and  base  sensitivity, 
the  net  results  of  your  very  fine  data  is  to  show 
that  shear  accelerometers  are  far  superior  to 
compression  accelerometers,  in  general,  in 
these  two  areas.  This,  as  well  as  other  details 
concerning  these  effects,  are  covered  in  the 


paper  that  Dr.  Bouche  presented  last  April  at 
the  IBS.  The  main  reason  that  manufacturers 
did  not  adopt  the  ASA*s  suggestions  of  many 
years  ago  is  that  a  good  test  method  which  all 
manufacturers  and  all  buyers  would  use  was 
not  settled  upon  until  the  ISA  document  was 
released. 

Mr,  Mangolds:  Thank  you  for  that  part 
where  we  are  in  agreement,  but  as  far  as  the 
ASA  is  concerned,  I  would  like  to  comment 
further.  When  we  were  looking  for  help  in 
the  selection  of  a  method  for  pyroelectric  tests 
we  also  considered  an  ASA  document  which  is 
not  published  yet,  but  which  has  been  circulated 
several  times  through  industry  for  comments. 

It  is  not  official  yet  but  there  was  no  mention  of 
a  method  to  test  for  pyroelectric  effects.  So  it 
seems  that  if  this  document  is  going  to  be  pub¬ 
lished,  unless  they  have  made  a  change  recently, 
it  will  not  contain  a  good  method  either.  I  do 
not  say  that  I  particularly  like  to  dip  accelerom¬ 
eters  in  hot  water,  but  this  was  the  best  way 
that  we  could  do  it  and  be  accepted  by  critical 
audiences  such  as  we  have  here. 


NEW  PRECISION  CALIBRATION  TECHNIQUES 
FOR  VIBRATION  TRANSDUCERS 

Walter  P.  Kistler 
Kistler  Instrument  Corporation 
Clarence,  New  York 


Vibration  calibration  has  not  kept  pace  with  the  calibration  advances  of 
other  instrumentation.  This  condition  is  due  to  both  the  limitations  of 
most  commercial  accelerometers  and  to  the  difficulty  in  producing  an 
exact  vibration  input  to  a  vibration  transducer  for  calibration  compari¬ 
son.  New  techniques  (which  have  been  developed  and  tested  over  a  period 
of  years)are  offeredto  advancethe  state-of-the  art  of  vibration  calibra¬ 
tion*  Rather  than  basing  an  accelerometer  calibration  on  a  vibration  input, 
a  high  precision  static  method  is  used— similar  to  the  calibration  method 
used  for  pressure  gages.  The  calibration  value  obtained  is  transferred 
to  a  quartz  accelerometer.  This  transfer  standard  has  its  sensing  ele¬ 
ment  inverted  under  its  top  surface.  Its  element  connects  directly  to  the 
element  of  any  commercial  accelerometer.  The  reference  accelerom¬ 
eter  is  vibrated;  the  outputs  of  both  instruments  are  compared,  thus, 
calibrating  the  unknown  accelerometer.  The  vibration  is  used  only  as  a 
means  of  generating  a  signal  —  it  need  not  be  purely  sinusoidal  nor  need 
its  amplitude  or  frequency  be  precisely  known.  Results  of  this  method 
correlate  closely  with  those  obtained  from  the  Static  Loading  Method, 
Impact-Force  Shock  Calibration  and  Servo  Accelerometer  Calibration. 


Vibration  measurement,  under  the  impetus 
of  environmental  testing,  has  gained  great  sig¬ 
nificance  within  the  past  ten  years.  Unfortu¬ 
nately,  the  development  in  depth  of  this  art  has 
not  kept  pace  with  its  general  expansion.  This 
seems  to  be  a  perplexing  statement  in  the  light 
of  the  fact  that  most  large  companies  have 
standards  labs  able  to  calibrate  instruments 
like  precision  pressure  gages,  digital  volt¬ 
meters,  etc.,  to  a  precision  of  several  digits. 
Yet,  vibration  measurements  can  be  made  with 
an  accuracy  of  only  a  few  percent.  Even  stand¬ 
ard  vibration  pickups,  used  as  the  final  refer¬ 
ence  and  carefully  calibrated  by  NBS,  are  only 
guaranteed  to  ±  one  percent. 

The  'reason'  and  the  'remedy*  for  the  con¬ 
dition  described  in  the  preceding,  are  the  sub¬ 
jects  of  this  paper. 

The  instruments  most  generally  used  for 
vibration  measurement  are  piezo -electric  ac¬ 
celerometers  which  offer  the  advantage  of  good 
high  frequency  response,  small  size  and 
reasonable  price.  However,  these  instruments 
have  the  disadvantage  of  limited  frequency  range 
in  their  operation;  they  are  only  usable  from  10 
cycles  to  10  kc.  Furthermore,  they  do  not  re¬ 
spond  to  a  static  effect  like  a  steady  state 


acceleration— which  explains  why  the  more 
complex  form  of  acceleration  effect,  a  vibration, 
has  to  be  used  for  their  calibration.  But  vibra¬ 
tory  motion  is  difficult  to  accurately  define  be¬ 
cause  it  depends  not  only  on  frequency  and  am¬ 
plitude  but  also  upon  possible  distortion  of  the 
wave  shape  by  cross -acceleration,  etc. 

Current  calibration  methods  subject  the 
transducer  to  a  vibration  of  a  certain  amplitude 
and  frequency  (usually  produced  by  a  shake 
table).  The  amplitude  and  frequency  are  meas¬ 
ured  as  accurately  as  practicable,  and  the  peak 
acceleration  is  computed  from  the  basic  re¬ 
lationship: 

a  -  A  . 

From  the  peak  acceleration,  other  values  like 
rms  or  average  acceleration  can,  of  course,  be 
readily  computed— always  assuming  perfect 
sinusoidal  motion.  These  values  are  then  com¬ 
pared  with  the  peak,  rms  or  average  electric 
signal  generated  by  the  transducer,  thus  de¬ 
termining  its  calibration  value. 

For  people  experienced  in  this  art  it  is 
readily  evident  why  such  a  method  is  limited  to 
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an  accuracy  of  one  or  two  percent  at  the  very 
best.  At  low  frequencies  it  is  nearly  impossible 
to  obtain  pure  sinusoidal  motion.  At  higher  fre¬ 
quencies  displacements  become  very  small,  of 
the  order  of  a  few  thousandths  of  an  inch,  re¬ 
quiring  displacement  measurernents  down  to 
microinches  in  order  to  get  better  than  one  per¬ 
cent  accuracy  for  this  value  alone.  Many  fur¬ 
ther  sources  of  error  plague  this  procedure, 
such  as  spurious  signals  resulting  from  bending 
of  the  mounting  base  (which  induces  stresses 
in  the  instrument)  and  cross  accelerations  which 
may  generate  sizeable  signals.  In  addition,  vi¬ 
brations  of  cable  and  connector  can  generate 
appreciable  noise  signal. 

It  is  felt  that  the  techniques  described  in 
this  paper  will  advance  the  state-of-the-art  of 
accelerometer  calibration.  These  techniques, 
developed  and  thoroughly  tested  over  a  period 
of  years,  can  be  summarized  as  follows: 

Rather  than  basing  the  accelerometer  cali¬ 
bration  on  a  vibration  input  (which  is  difficult 
to  generate  in  pure  form  and  even  more  difficult 
to  measure  accurately),  a  high  precision  static 
method  is  used— similar  to  the  calibration 
method  used  for  a  pressure  gage,  voltmeter  or 
any  type  of  dc  instrument.  The  calibration 
value  is  then  transferred  from  this  "Reference 
Standard"  over  a  "Transfer  Standard"  onto  the 
instrument  being  calibrated.  To  effect  this 
transfer,  two  instruments  are  subjected  to  the 
same  vibration  and  their  outputs  are  compared. 
The  vibration  is  only  used  as  a  means  of  gen¬ 
erating  a  signal;  it  need  not  be  purely  sinusoidal 
nor  need  its  amplitude  or  frequency  be  precisely 
known. 

The  first  of  these  "static"  techniques  is 
the  Static  Loading  Method.  This  approach  uses 
a  quartz  accelerometer  featuring  near-dc 
response.  Quartz  has  the  advantage  of  high 
stability,  very  low  thermal  sensitivity,  near 
perfect  linearity  and  high  frequency  response. 
Because  of  its  high  electrical  insulation  and  the 
absence  of  any  pyroelectric  effect,  quartz  trans¬ 
ducers  can  be  used  for  short-term  static  meas¬ 
urements,  Time  constants  of  the  order  of  sev¬ 
eral  days  can  be  easily  attained. 


Fig.  1.  Static  load¬ 
ing  calibration 


CONNECTOR 


Fig.  2.  Quartz  accelerom¬ 
eter 


divided  by  the  seismic  mass  of  the  accelerom¬ 
eter  (determined  on  an  analytical  balance  before 
assembly),  the  equivalent  static  acceleration  is 
computed  in  g*s. 

Weights  can  easily  be  applied  to  produce 
equivalent  acceleration-levels  to  several  thou¬ 
sand  g's.  This  calibration  can  be  repeated  many 
times  (applying  weights  in  different  sequences) 
to  achieve  a  good  indication  of  linearity,  re¬ 
peatability,  resolution,  aging,  temperature  effects, 
and  so  forth.  An  acceptable  instrument  will  show 
a  resolution  and  repeatability  of  well  within  0.1 
percent.  Linearity  values  will,  in  general,  lie 
between  0.1  percent  and  0.5  percent. 


The  accelerometer  element,  attached  to  its 
base  but  without  its  housing,  is  mounted  on  the 
test  fixture  as  shown  in  Fig.  1  (a  cross-section 
of  an  assembled  unit  is  shown  in  Fig.  2).  Cer¬ 
tified  weights  are  placed  on  the  platform- 
applying  a  well  defined  force  while  eliminating 
lateral  motion.  The  element,  coupled  to  a 
charge  amplifier  adjusted  to  a  unity  transfer 
characteristic,  yields  a  signal  proportional  to 
the  applied  force.  When  the  applied  force  is 


The  static  loading  method  provides  excellent 
data  on  the  accelerometer^s  performance:  es¬ 
pecially  its  linearity  and  response  to  high  g- 
levels.  However,  it  is  not  recommended  for  ab¬ 
solute  calibration.  The  application  of  weights 
on  the  seismic  mass  induces  stresses  which  are 
not  identical  to  those  experienced  when  the  ac¬ 
celerometer  is  subjected  to  actual  acceleration. 
These  different  stresses  may  result  in  a  very 
slight  change  in  the  response  of  the  sensing 
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element.  Nevertheless,  this  method  is  still 
capable  of  yielding  absolute  calibration  values 
better  than  1  percent. 

The  second  new  technique,  Impact- Force 
Shock  Calibration,  involves  two  complete  and 
separate  systems  (Fig.  3).  An  accelerometer 
riding  a  falling  carriage  impacts  against  a  force 
transducer  target  (statically  calibrated  with 
NBS  traceable  weights).  The  sensitivity  of  the 
force  transducer  divided  by  the  total  weight  of 
the  objects  impacting  against  it  is  ’’dialed"  on 
its  associated  charge  amplifier.  Thus,  the 
reading  on  its  associated  peak  indicator  is  a 
measure  of  the  peak  deceleration  experienced 
by  the  accelerometer  and  carriage  (force  di¬ 
vided  by  mass  equals  g’s  of  acceleration). 

Under  repeated  shocks,  the  amplitude  of  the 
acceleration  signal  is  adjusted  until  it  equals 
the  force/mass  signal  amplitude.  Finally,  the 


dynamic,  high  g-level  calibration  is  easily  ac¬ 
complished  with  this  technique. 

The  last,  and  most  precise  technique,  in¬ 
volves  vibration  comparison  with  a  statically 
calibrated,  force-balance  servo  accelerometer. 

High  precision  servo  accelerometers  have 
been  used  for  many  years  in  inertial  guidance 
systems  and  in  other  applications  requiring  the 
utmost  in  performance.  These  instruments  are 
usually  calibrated  on  a  precision  optical  tilt 
table  with  a  resolution  of  the  order  of  one 
second  of  arc.  Calibration  is  effected  by  direct 
reference  to  earth's  gravitational  field,  thus 
making  the  instrument  a  primary  standard. 
Stability  and  resolution  of  a  good  servo  accel¬ 
erometer  are  of  the  order  of  several  micro-g's 
(or,  better  than  one  part  in  a  hundred  thousand). 
Linearity  is  normally  better  than  0,01  percent. 


Fig.  3.  Impact-force  shock  calibrator 


Fig.  4.  Acceleration  and  force/ 
mass  osc illoscope  traces  super¬ 
imposed  at  different  g-levels 


accelerometer  sensitivity  appears  on  the  pre¬ 
cision  dial  of  its  associated  charge  amplifier. 

The  application  of  certified  weights  to  the 
target  transducer  produces  a  charge  output 
which  in  turn  permits  static  calibration.  Over¬ 
all  calibration  accuracy  of  such  a  unit  is  be¬ 
tween  0.5  and  1  percent— with  consideration 
given  to  possible  errors  from  side  mounting, 
mounting  distortion,  etc. 

Although  the  Impact- Force  Method  fur¬ 
nishes  an  absolute  calibration  of  only  one  or 
two  percent  (at  present),  it  provides  valuable 
performance  data  on  linearity  and  repeatability 
under  shock  conditions.  (The  use  of  a  dual¬ 
trace  storage  oscilloscope  verifies  the  moment- 
to -moment  coincidence  of  the  acceleration  and 
force/mass  signals— see  Fig.  4).  Moreover, 


Such  an  instrument  would  therefore  seem  to  be 
the  ideal  primary  acceleration  standard.  Servo 
accelerometers,  however,  have  not  been  utilized 
for  accelerometer  calibration  in  the  past  for 
the  following  reason:  a  normal  servo  acceler¬ 
ometer  is  merely  a  low  frequency,  dc  type  in¬ 
strument  with  a  frequency  response  flat  to  only 
a  few  cycles  per  second.  This  is  well  below  the 
operating  range  of  a  standard  ceramic  acceler¬ 
ometer. 

Two  recent  developments  have  now  changed 
this  picture  completely.  The  first  is  the  advent 
of  miniature,  rugged,  high  frequency  servo  ac¬ 
celerometers  with  resonant  frequencies  of  sev¬ 
eral  thousand  cycles.  The  frequency  response 
of  such  units  can  be  made  flat  well  within  1 
percent  up  to  100  cps  or  more.  At  10  cps  the 
deviation  from  true  static  response  is  0.1  percent. 
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Fig.  5.  Calibration  of  transfer 
standard  via  servo  accelerometer 


The  second  important  development  in  vibra¬ 
tion  calibration  is  the  use  of  quartz  accelerom¬ 
eters  as  transfer  standards.  Since  the  frequency 
response  of  a  quartz  instrument  is  flat  down  to 
practically  dc,  there  is  a  wide  overlap  in  the 
frequency  response  of  the  two  units  so  that  they 
can  be  compared  easily.  Figure  5  shows  a  typi¬ 
cal  arrangement  for  calibration  transfer  from 
the  primary  standard  servo  accelerometer  to  the 
test  unit.  It  uses  any  commercial  shake  table  to 
which  the  transfer  standard  is  rigidly  mounted. 

In  order  to  be  able  to  exploit  the  range  below 
about  10  or  20  cps,  however,  a  special,  large 
amplitude,  low  frequency  shake  table  has  to  be 
used. 


the  ranges  of  from  0  to  20  g^s  and  from  0  to  50 
cps,  frequency  and  amplitude  errors  from  the 
servo  accelerometer  begin  to  be  noticeable. 

The  application  of  the  techniques  described 
thus  far  yields  an  accelerometer  reference 
standard.  The  Static  Loading  Method  gives  an 
equivalent  high  g-level  calibration,  but  at  zero 
cycles  per  second.  The  Impact-Force  Method 
gives  relatively  high  g-level  calibration  for 
equivalent  frequencies  of  about  one  thousand 
cps  (equivalent  frequencies  of  about  12,000  cps 
can  be  obtained  with  special  techniques).  Finally, 
the  servo  accelerometer  provides  an  especially 
precise  calibration  at  low  levels  of  frequency 
and  amplitude. 

The  focal  point  now  becomes  the  actual 
transfer  of  the  calibration  values  obtained  from 


Fig.  7.  Precision  back- 
to-back  calibration  of 
piezoelectric  acceler¬ 
ometers 


the  described  static  methods  to  the  transfer 
standard  and  then  to  any  commercial  piezoelec¬ 
tric  vibration  transducer. 


Vibration  comparison  of  the  quartz  accel¬ 
erometer  with  the  servo  accelerometer  yields 
an  absolute  calibration  value  that  is  good  to 
about  0.1  percent.  The  principal  .limitation  of 
this  method  is  the  nature  of  the  servo  acceler¬ 
ometer:  comparison  is  limited  to  relatively 
low  amplitudes  and  low  frequencies.  Outside 


Fig.  6.  Precision  back-to-back  vibration 
calibrator 


A  typical  system  for  laboratory  calibration 
is  illustrated  in  Fig.  6.  It  consists  of  an  inexpen¬ 
sive  shake  table  to  drive  the  quartz  transfer 
standard  and  an  electronics  accessory  box  con¬ 
taining  the  associated  charge  amplifiers,  ac 
meter  and  a  selector  switch.  The  transfer 
standard  is  a  high  quality  quartz  accelerometer 
selected  for  low  transverse  sensitivity.  It  con¬ 
sists  of  a  sensing  element  (seismic  mass  plus 
quartz  stack)  inverted  under  the  top  end  of  a 
very  sturdy  cylindrical  housing  with  heavy  walls 
and  heavy  rugged  end  plates  (Fig.  7).  The  sens¬ 
ing  element  is  mounted  on  the  upper  end  plate 
where  the  standard  or  test  unit  will  be  mounted 
so  that  close  mechanical  coupling  is  achieved. 

One  charge  amplifier  is  permanently  con¬ 
nected  to  the  transfer  standard.  Except  for  the 
"on-off”  switch,  there  are  no  controls  on  the 
panel  because  the  amplifier  characteristics 
have  been  carefully  tailored  and  adjusted  to  fit 
the  transfer  unit  used  (they  should  not  be 
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changed!).  The  output  of  the  system  is  set  to 
10.00  mv/g  over  its  entire  useful  amplitude  and 
frequency  range.  The  second  charge  amplifier 
features  a  range  selector  switch  and  a  ten-turn 
calibration  potentiometers  with  a  three  digit 
dial.  The  output  of  this  unit  is  adjusted  to  match 
the  signal  from  the  transfer  standard.  The  out¬ 
put  of  either  charge  amplifier  can  be  connected 
to  the  ac  meter  by  means  of  the  selector  switch. 

The  quartz  transfer  unit  can  now  be  cali¬ 
brated  in  amplitude  and  frequency  by  use  of  the 
following  procedure: 

1.  Amplitude  Verification:  The  primary 
standard,  a  miniature  servo  accelerometer,  is 
carefully  mounted  on  top  of  the  transfer  stand¬ 
ard  (Fig.  5).  Its  output,  which  has  been  adjusted 
to  10.00  mv/g  on  a  precision  tilt  table,  is  con¬ 
nected  to  the  selector  switch  in  place  of  the  out¬ 
put  of  the  second  charge  amplifier.  A  vibration 
of  any  suitable  frequency  and  amplitude  is  ap¬ 
plied.  The  outputs  of  primary  standard  and 
transfer  standard  are  compared  by  alternately 
switching  to  the  meter  and  comparing  the  read¬ 
ings,  or  by  operating  in  a  differential  mode.  The 
transfer  charge  amplifier  is  adjusted  permanently 
after  the  difference  between  the  outputs  is  re¬ 
duced  to  zero.  By  mounting  a  statically  cali¬ 
brated  quartz  unit  in  place  of  the  servo  unit,  the 
amplitude  linearity  of  the  transfer  standard  over 
any  desired  range  can  be  checked  (the  range  is 
limited  only  by  the  capability  of  the  shaker). 
Linearity  and  stability  should  prove  consistent 
within  0.1  percent  over  the  entire  amplitude 
range  if  a  high  quality  unit  is  used  as  the  trans¬ 
fer  standard. 

2.  Frequency  Response  Verification:  Be¬ 
cause  of  the  high  stability  and  excellent  resolu¬ 
tion  of  the  quartz  standard,  the  aforementioned 
method  allows  precision  adjustment  of  the  trans¬ 
fer  standard  of  the  order  of  0.1  percent.  It  can 
only  be  done,  however,  for  rather  low  frequen¬ 
cies  (10  to  50  cps).  For  higher  frequencies,  the 
resonance  of  the  quartz  accelerometer  increases 
the  signal  output.  At  10  kc,  for  instance,  an 
overshoot  error  of  about  6-1/4  percent  must  be 
expected.  At  one  kc,  however,  this  error  is  only 
one  one  hundredth  of  this  value,  and  the  accel¬ 
erometer  can  be  considered  correct  within  its 
0.1  percent  specification. 

There  is  no  way  of  measuring  the  frequency 
deviation  for  higher  frequencies.  In  order  to 
check  for  any  possible  ’^bump”  on  the  frequency 
curve,  an  accelerometer  of  different  dimensions 
with  substantially  higher  or  lower  resonant  fre¬ 
quency  is  mounted  on  the  transfer  standard. 

The  outputs  of  the  two  units  over  the  complete 
frequency  range  are  then  carefully  compared. 


Any  minor  resonance  of  either  accelerometer 
will  show  up  very  conspicuously  as  a  sudden 
deviation  between  the  two  outputs.  Normally,  a 
filter  network  designed  and  tested  to  compensate 
for  the  frequency  deviation  of  the  transfer  stand¬ 
ard  is  incorporated  into  its  associated  charge 
amplifier,  thus  limiting  frequency  deviation  to 
approximately  1  percent  over  the  entire  range  — 
up  to  10  kc. 

Having  calibrated  the  transfer  standard, 
routine  calibration  proceeds  like  the  standard 
back  to  back  technique.  The  test  accelerometer 
is  mounted  on  top  of  the  transfer  standard  or 
working  unit  (as  shown  in  Fig.  6).  Its  output  is 
connected  to  the  second  charge  amplifier  and  the 
vibrator  is  activated.  By  turning  the  calibrate 
dial,  the  two  outputs  can  easily  be  made  equal 
or  their  difference  reduced  to  zero  as  indicated 
on  the  ac  meter.  The  calibration  factor  of  the 
unknown  accelerometer  unit  can  now  be  read  in 
absolute  units,  picocoulombs/g. 

It  is  not  easy  to  give  a  good  estimate  of  the 
combined  error  band  for  the  techniques  described. 
The  major  sources  of  error  derive  from:  the 
quality  of  the  accelerometers  used,  their  sta¬ 
bility,  linearity  and  hysteresis,  the  side  sensi¬ 
tivity,  and  the  strain  sensitivity.  Accuracy  will 
also  depend  on  the  noise  quality  of  the  cable  used, 
on  the  tightness  of  the  connector,  and  upon  the 
method  used  to  suspend  the  cables  from  the  vi¬ 
brating  accelerometers.  Also,  failure  to  lap 
mating  accelerometer  surfaces  (then  applying  a 
thin  film  of  silicone  grease)  and  to  apply  the 
recommended  mounting  torque  will  degrade  cali¬ 
bration  accuracy. 

The  collective  experience  of  the  Kistler  In¬ 
strument  Corporation  indicates  that  a  careful 
operator,  calibrating  a  high  quality  quartz  ac¬ 
celerometer,  using  the  best  cables  available  to¬ 
day,  and  applying  great  care  in  mounting  the  ac¬ 
celerometer  and  in  running  the  cable,  can  achieve 
consistent  and  repeated  calibration  in  the  order 


Fig.  8.  Calibration 
correlation 


53 


of  0.1  percent  with  the  technique  described. 

Under  such  conditions,  the  absolute  value  ob¬ 
tained  for  the  accelerometer  sensitivity  should 
be  well  within  1  percent  in  the  lower  and 
medium  frequency  range  to,  perhaps,  2,000  cps. 

Under  ideal  laboratory  conditions,  the 
Impact-Force,  Static  Loading  and  combined 
vibration  calibration  techniques  have  been 

+  + 


applied  to  a  single  unit  providing  a  correlation 
deviation  of  less  than  0.8  percent.  Figure  8 
graphically  illustrates  the  results.  This  re¬ 
markable' correlation  strengthens  our  confi¬ 
dence  in  the  static  techniques  described  in 
this  paper  and  increases  our  desire  to  see  a 
wider  use  of  these  techniques  so  as  to  be  better 
able  to  evaluate  their  performance  and  capa¬ 
bilities. 

+ 
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OMNIDIRECTIONAL  ACCELERATION  SENSOR 


A,  J.  Buschman,  Jr. 
Harry  Diamond  Laboratories 
Washingtonj  D.  C. 


An  acceleration  sensor  that  is  independent  of  the  direction  of  the  accel¬ 
eration  vector  has  been  developed  for  NASA  for  use  in  selection  of  a 
site  for  a  manned  lunar  landing.  This  is  accomplished  by  employing  a 
tri-axial  accelerometer  and  a  computer  whose  output  is  the  square  root 
of  the  sum  of  the  squares  of  three  orthogonal^  acceleration-time  signa¬ 
tures.  The  circuitry  operates  from  a  20-v  power  supply  drawing  10  ma 
and  has  a  dynamic  range  of  1000.  The  tri-axial  accelerometer,  com¬ 
puter,  power  supply,  and  telemetry  can  be  packaged  in  a  3 -in.  diameter 
sphere. 


INTRODUCTION 

Accurate  information  on  the  surface  struc¬ 
ture  of  the  earth's  moon  for  use  in  designing 
lunar  landing  vehicles  and  site  selection  can  be 
obtained  by  analyzing  the  acceleration -time  (a-t) 
history  of  an  impacting  projectile.  Comparison 
of  a-t  signatures  with  those  obtained  experimen¬ 
tally  on  known  earth  materials  will  provide  val¬ 
uable  information.  A  controlled  lunar  impact 
would  be  complex  and  expensive;  therefore, 
methods  have  been  sought  to  obtain  an  omni¬ 
directional  acceleration  sensor  to  be  employed 
in  a  free-fall  trajectory.  Harry  Diamond  Lab¬ 
oratories  (HDL),  under  Defense  Purchase  Re¬ 
quest  L-3 1,945  with  the  Langley  Research  Cen¬ 
ter  of  NASA,  is  developing  the  omnidirectional 
acceleration  sensor. 

References  (1),  (2),  and  (3)  present  several 
methods  considered  in  detail  as  potential  omni¬ 
directional  acceleration  sensors  capable  of  ful- 
fillir^  the  following  requirements: 

L  Shock:  40  to  40,000  g. 

2.  Frequency  ResfK>nse:  Half  sine  pulse 
from  250-iUs  to  250-ms  duration. 

3.  Accuracy:  ±5  percent  from  40  to  4000 g; 
±10  percent  from  4000  to  40,000  g. 

4.  Size:  Complete  package  including  sen¬ 
sor,  power  supply,  and  telemetry  to  be  contained 
in  a  3  in.  sphere;  2  in.  maximum  for  sensor. 

5.  Power  Supply:  20  v,  10  ma  for  sensor. 


This  paper  presents  the  more  significant 
portions  of  the  method  that  computes  the  square 
root  of  the  sum  of  the  squares  (SRSS)  of  three 
orthogonal,  unidirectional,  accelerometer  a-t 
signatures.  In  this  way  the  instantaneous  mag¬ 
nitude  of  the  resultant  is  obtained,  producing  an 
acceleration  sensor  free  of  directional  sensi¬ 
tivity.  The  design  of  the  total  circuitry  em¬ 
ployed  and  the  data  obtained  are  presented  in 
Ref.  (3). 


COMPUTER  SYSTEM 

Figures  1  and  2  show  block  and  schematic 
diagrams  of  the  complete  computer.  The  sys¬ 
tem  is  basically  simple,  and  can  be  set  up  to 
perform  satisfactorily  in  the  laboratory  with 
only  the  resistor  computer  portion,  provided 
low  impedance  sources  of  sufficient  amplitude 
are  available  to  drive  the  computer.  The  sys¬ 
tem  becomes  more  complex  in  this  application 
due  to  both  the  nature  of  the  triaxial  accelerom¬ 
eter,  which  is  a  high  impedance  charge  genera¬ 
tor  with  bidirectional  response,  and  the  dynamic 
range  of  1000,  from  4  mv  to  4  v. 

The  high  impedance  amplifier  is  a  unity- 
gain  impedance  matching  circuit,  capable  of 
driving  the  rectifier.  The  rectifier  satisfies 
the  resistor  computer  requirement  that  inputs 
be  of  like  polarity  over  the  range  of  4  mv  to  4v. 
The  emitter  follower  provides  impedance  match¬ 
ing  to  the  peak  follower.  The  output  of  the  re¬ 
sistor  computer  consists  of  three  signals,  the 
largest  of  which  is  proportional  to  the  SRSS,  and 
must  be  selected  from  the  others.  This  is 
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Fig»  1.  Block  diagram  of  SRSS  computer  system 


accomplished  by  the  peak  follower  down  to  4  mv. 
The  scaling  amplifier  has  a  gain  capable  of  re¬ 
moving  the  proportionality  constant  introduced 
by  the  resistor  computer,  so  that  its  output  is 
the  SRSS  of  two  of  the  input  a-t  signatures.  The 
process  is  repeated  to  obtain  the  resultant  of 
the  three  a-t  signatures. 

Ryan  (2)  presents  a  resistor  computer  ca¬ 
pable  of  obtaining  the  resultant  of  three  inputs 
directly.  This  system,  however,  results  in 
slightly  lower  accuracy  for  a  given  number  of 
computer  components. 


RESISTOR  COMPUTER 

The  heart  of  the  SRSS  computer,  as  pre¬ 
sented  in  Fig.  1,  is  the  resistor  computer, 
which  was  first  presented  by  Stern  and  Lerner 
(4)  and  extended  by  Ryan  (2)  to  include  three 
inputs.  The  resistor  computer  is  a  piecewise - 
linear  passive  network  requiring  no  power  sup¬ 
ply,  being  driven  by  the  input  signals.. 

The  square  of  the  resultant  of  two  orthog¬ 
onal  unknowns  is 

. 

Geometrically,  this  is  a  right  circular  cone 
with  its  apex  angle  of  45  degrees  at  the  origin. 
This  cone  can  be  approximated  by  an  n -sided, 
inscribed  pyramid.  The  desired  accuracy  can 
be  obtained  by  increasing  n  to  any  reasonable 
value. 


Consider  the  intersection  of  the  cone  and 
inscribed  pyramid  with  the  plane  z  =  a.  This 
is  a  circle  with  an  inscribed  regular  polygon. 
Since  the  apex  angle  of  the  cone  is  45  degrees, 
the  radius  of  this  circle  is  equal  to  the  distance 
above  the  origin  in  the  xy  plane;  r  =  a.  For 
the  present,  consider  only  this  circle  and  in¬ 
scribed  polygon  with  n  sides.  For  the  computer 
in  this  application,  n  =  12.  To  simplify  the 
derivation,  only  the  first  quadrant  will  be  con¬ 
sidered.  in  this  case  there  are  three  sides  of 
the  polygon,  representing  the  first  quadrant. 
These  planes  can  be  represented  by 

+  hy^Y;  k  .  1.2,3. 

The  coefficients  of  x  and  y  necessary  to 
represent  the  planes  are  derived  by  Ryan  (2) 
and  Stern  and  Lerner  (4),  and  are  shown  to  be 

I’xk  "  cos  (2k  -  1)  , 
hy^  "  sin (2k  -  1)  . 

Substituting  into  the  expression  for  the 
planes  yields 

a,  -  cos  (2k  -  1)  X 

+  sin  ~(2k  -  1)  Y  ,  k  -  1,2,3  . 

These  linear  relationships  can  be  realized 
by  simple  resistor  networks;  the  derivation  is 
included  by  Ryan  in  Ref.  (2). 
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Fig.  3*  Linear  resistive  network 
for  two  inputs 


Figure  3  presents  the  resistor  network  ca¬ 
pable  of  providing  at  the  junction  of  the  three 
resistors,  when  the  resistances  are  in  the  cor¬ 
rect  ratio  determined  by  the  coefficients  of  X 
and  Y  in  the  equation  representating  They 
are: 

77 

COS  - 

Ri  =  - - - -  R  , 

cos  —  (  2k  -  1) 
n  ^  ^ 

71 


sin  (  2k  -  1) 

77 


7 - IN.  .■ 

x/T-  co,s^(2k-l)  ■  sin^(2k-l) 

The  function  of  R3  is  to  adjust  the  loss  in¬ 
curred  through  resistive  network  addition  to  a 
convenient  value.  In  the  network  considered 
here,  representing  three  planes  in  the  first 
quadrant,  this  value  is  2  The  scaling  am¬ 

plifier  employed  has  a  gain  of  2  restoring 
the  output  to  the  correct  value. 

Since  there  are  three  planes  representing 
the  first  quadrant,  three  networks  in  parallel 
are  required,  as  shown  in  Fig.  4.  The  values 
of  ,  and  are  selected  to  present  the 

desired  input  impedance  required  by  the  signal 
sources.  There  will  be  three  outputs  from  this 
network,  a^  ,  ,  It  can  be  visualized  geo¬ 

metrically  that  the  plane  containing  the  correct 
output  will  always  be  higher  than  the  others, 
since  the  pyramid  is  inscribed  in  a  concave  up¬ 
wards  cone.  Therefore,  the  correct  output  will 
be  greater  than  the  others.  This  can  be  verified 
readily  by  inserting  values  for  X  and  y  into  the 
equations  presented  in  Fig.  3, 

The  correct  output  can  be  selected  by  di¬ 
odes,  when  signal  levels  are  high  enough  to  al¬ 
low  for  the  diode  losses.  In  the  SRSS  system, 
diodes  are  avoided  in  favor  of  the  peak  follower. 


0(1=  l//^(  0.  9659  X+0.2588Y) 
(0,7071  X+0.7071  Y) 
a^=l/\/^(0.2  588  X+0.9659Y) 

Fig.  4.  Resistor  computer, 
schematic  diagram 


which  is  also  employed  in  the  low-level  rec¬ 
tifier  developed  for  this  system. 

LOW-LEVEL  PULSE  RECTIFIER 

The  output  of  the  high  input,  low  output  im¬ 
pedance,  unity-gain  amplifier  can  be  either  pos¬ 
itive  or  negative,  depending  on  the  orientation 
of  the  accelerometer  upon  impact.  To  supply 
the  resistor  computer  with  absolute  values,  a 
four-stage  rectifier  is  employed.  The  first 
three  states  are  conventional,  consisting  of  an 
emitter  follower,  an  inverter,  and  another 
emitter  follower.  In  this  way  the  signal  is 
available  in  both  polarities,  regardless  of  the 
initial  polarity.  To  accomplish  the  rectifica¬ 
tion,  the  positive  value  must  be  selected  so  that 
the  presence  of  the  negative  value  does  not  in¬ 
troduce  errors.  This  is  accomplished  by  a  com¬ 
parator  circuit  that  selects  the  more  positive 
input.  This  circuit  has  been  extended  to  select 
the  most  positive  of  as  many  as  four  positive 
inputs. 

Figure  5  presents  the  comparator  circuit 
developed  by  Marcus,  etal  (3).  The  most  sig¬ 
nificant  portion  of  this  circuit  is  the  inclusion 
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+20 

VOLTS 


Fig.  5.  Comparator,  schematic  diagram 


of  the  two  2N3251  transistors.  The  circuit 
would  function  without  errors  down  to  approxi¬ 
mately  40  mv  without  the  2N3251's.  As  the  base 
current  in  the  2N2925  decreases  below  l/ia,  the 
base-emitter  junction  impedance  increases  rap¬ 
idly.  The  base-emitter  impedance  is  in  series 
with  the  emitter  resistor  that  develops  the  out¬ 
put  of  the  circuit.  Increasing  base -emitter 
junction  resistance  has  the  effect  of  dividing 
the  output  between  the  junction  impedance  and 
the  emitter  resistor. 

The  2N3251  serves  as  a  current  amplifier, 
supplementing  the  emitter  current  of  the2N2925. 
The  collector  resistor  of  the  2N2925  biases  the 
2N3251  to  conduct.  As  current  amplifiers  with 
a  beta  of  greater  than  100,  small  collector  cur¬ 
rent  changes  in  the  2N2925  are  compensated, 
keeping  the  quiescent  base  current  of  the  2N2925 
constant  during  signal  processing.  The  signal 
current  is  supplied  by  the  2N3251,  so  that  the 
base-emitter  voltage  of  the  2N2925  remains 
constant.  This  keeps  the  base-emitter  junction 
impedance  constant  at  a  low  value,  compared 
with  the  10-kohm  emitter  resistor  for  input 
signals  down  to  4  mv.  The  base-emitter  junc¬ 
tion  impedance  is  kept  at  a  low  level  by  operat¬ 
ing  at  a  quiescent  collector  current  of  100  /la. 
The  operating  point  of  the  2N3251  is  stabilized 
by  its  emitter  resistor,  while  current  gain  is 
increased  by  the  bypass  capacitor. 


CONCLUSIONS 

The  resistor  computer  has  the  potential  of 
attaining  the  following  accuracy  for  a  given 
number  of  resistor  networks: 

Network  Max  deviation  (%) 

1  ±25 

2  ±7.3 

3  ±3.4 

4  ±1.9 

5  ±1.2 

Other  sources  of  error  are  the  frequency 
response  of  the  system  creating  losses,  which 
are  frequency  dependent  and  most  critical  at  the 
low  levels  (250-ms  pulse  duration),  and  the 
cross  axis  sensitivity  of  the  acceleration  sen¬ 
sors.  The  system  is  currently  being  developed 
to  reduce  frequency  dependent  components  by 
dc  coupling  where  possible.  Special  acceler¬ 
ometers  can  reduce  the  cross  axis  sensitivity 
to  a  workable  level.  At  present,  component 
changes  during  shock  appear  to  be  the  greatest 
source  of  spurious  and  erroneous  signals. 
Components  must  be  selected  that  are  stable 
during  high-energy  shocks. 
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EFFECTIVE  USE  OF  ACCELEROMETERS 
AS  CALIBRATION  STANDARDS 


D.  R.  Workman 

Lockheed  Missiles  and  Space  Company 
Sunnyvale,  California 


The  paper  covers  in  detail  the  methods  used  in  obtaining  maximum 
certainty  with  a  conventional  back-to-back  calibration  setup*  Items 
discussed  include:  use  and  reduction  of  NBS  calibration  data  and  de¬ 
termination  of  best  curve  response;  verification  of  calibration  systems 
using  electrical,  resonance,  and  absolute  determination  tests;  and 
typical  calibration  mounts  with  their  associated  errors.  Calibration 
data  will  be  shown  with  an  analysis  of  the  expected  system  certainty. 


INTRODUCTION 

In  the  field  of  shock  and  vibration  measure¬ 
ment,  the  common  technique  for  piezoelectric 
accelerometer  calibration  is  the  back-to-back 
comparison  (Fig.  1).  While  the  theory  of  this 
technique  is  well  known,  less  is  said  regarding 
problems  encountered  in  its  use. 

In  application,  ratio  comparison  has  vari¬ 
ables  which,  if  uncorrected,  will  provide  the 
user  with  erroneous  data.  If  any  degree  of  cer¬ 
tainty  is  to  be  placed  on  measurements,  the  user 
must  have  a  firm  knowledge  of  system  operation. 

The  standard  used  is  another  accelerometer 
system  which  must  be  calibrated  by  some  tech¬ 
nique  to  ensure  its  operating  characteristics. 
While  basic  sensitivity  is  easily  tested  at  low 
frequencies,  overall  response  over  the  intended 
use  range  is  more  difficult  to  ascertain.  Gen¬ 
erally  an  accelerometer/amplifier  system  is 


periodically  calibrated  at  the  National  Bureau 
of  Standards  (NBS)  for  this  purpose.  In  order 
to  use  this  information,  techniques  must  be  de¬ 
veloped  for  valid  transfers. 

The  calibration  fixture  presents  its  own 
problems.  Not  only  does  it  introduce  errors, 
but  its  configuration  must  be  adaptable  to  all 
units.  If  adaptor  blocks  are  used,  additional  un¬ 
certainties  are  introduced  into  the  measurement. 
At  the  present  time  no  universal  fixture  can  be 
purchased  which  will  test  all  of  the  configura¬ 
tions  encountered. 

These  problems  confront  the  facility  which 
attempts  to  organize  an  effective  calibration 
program.  In  most  cases  solutions  are  obtained 
only  by  research  and  application  of  trial  and 
error  technology. 

This  paper  deals  with  the  approach  of  the 
Primary  Standards  Laboratory  (PSL)  of  Lockheed 
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Fig.  1*  Basic  back-to-back  calibration 
setup  for  accelerometers 
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Missiles  &  Space  Co.  (LMSC)  to  these  problems 
and  the  techniques  and  fixtures  which  have 
evolved. 


CALIBRATION  REQUIREMENTS 

At  LMSC,  approximately  1800  routine  cali¬ 
brations  are  performed  each  year.  Due  to  this 
high  workload,  the  only  practical  method  for 
calibration  is  the  back-to-back  technique.  While 
speed  is  important,  the  critical  needs  of  the 
missile  industry  dictate  the  necessity  for  accu¬ 
racy  comparable  to  absolute  determination 
methods. 

Accelerometers  are  tested  on  a  six-month 
recall  basis  with  the  following  information  sup¬ 
plied  to  the  user: 

1.  Leakage  resistance  (megohms) 

2.  Capacitance  (picofarads) 

3.  Sensitivity  (Peak  mv,  rms,  mv,  Peak 
PCB/Peak  g  @  5  peak  g,  100  Hz) 

4.  Frequency  response  (%  deviations  20  to 
4000  Hz) 

5.  Dynamic  linearity  (%  deviation  1-100  peak) 


CALIBRATION  SYSTEM 

A  picture  of  the  PSL  calibration  system  is 
shown  in  Fig.  2  with  a  block  diagram  in  Fig.  3. 
From  an  operational  standpoint,  it  is  a  conven¬ 
tional  servo  controlled  vibration  system  with 
the  exception  of  the  Model  G-lOO  Accelerometer 
Calibrator  (2)  which  is  a  PSL  design  instrument. 


PIEZOELECTRIC  ACCELEROMETER 
STANDARDS 

Four  standard  accelerometer  systems  are 
maintained  to  support  the  calibration  function. 
The  systems  and  their  uses  are: 

1.  Reference  Standard  (Ref.  Std.).  Endevco 
2242C/2614.  System  periodically  tested  at  NBS. 

2.  Comparison  Standard  (Comp.  Std.).  Kist- 
ler  808K2/561.  Special  calibration  accelerom¬ 
eter. 

3.  Working  Standard  (Work  Std.).  Endevco 
2242/2614.  Unit  installed  in  general  purpose 
calibration  fixture. 

4.  Auxilliary  Standard  (Aux.  Std.).  En¬ 
devco  2221C/2614.  Adjustable  standard  for 
special  tests. 


Fig.  2.  PSL  accelerometer  calibration  system 


Fig.  3.  Simplified  block  diagram  of  PSL 
accelerometer  calibration  system 


UTILIZATION  OF  NBS 
CALIBRATION 


Rf 


f^ 


(2) 


The  system  calibrated  by  NBS  is  tested  for 
absolute  sensitivity  over  the  range  of  10  to 
10,000  Hz  at  27  frequencies  with  output  stated 
in  peak  mv/peak  g. 

The  calibration  data  are  reduced  to  a  form 
compatible  with  local  test  requirements,  which 
are:  basic  sensitivity  at  5  peak  g's/100  Hz  and^ 
frequency  response  deviations  (%).  Sensitivity 
is  taken  directly  from  the  report  and  the  re¬ 
sponse  computed  by  the  formula: 


where 


Rf  =  best  curve  response  at  frequency 
(f)  in  percent, 

AE  std  =  mean  deviation  in  percent, 

f  2  =  mean  test  frequency  squared  (Hz), 
f  2  =  test  frequency  squared  (Hz). 


AE  std  =  (  1  -  100% 


A  plot  of  an  actual  NBS  calibration,  reduced  in 
(1)  this  manner,  is  shown  in  Fig.  4. 


where 

AE  std  =  percent  change  in  sensitivity  at 
test  frequency  (f) 


A  form  of  Eq.  (2)  provides  a  convenient 
means  of  determining  the  indicated  mounted 
resonant  frequency  (fn).  Resonance  can  be  de 
ter  mined  by  the  formula: 


E  std  =  sensitivity  at  reference  frequency 


fn 


10 


2 

std 


(3) 


Ef  =  sensitivity  at  test  frequency  (f) 

Since  data  given  by  NBS  represent  the  re¬ 
sults  of  individual  measurements,  a  normal 
scattering  is  indicated.  For  standardization 
purposes,  it  is  desirable  to  treat  this  informa¬ 
tion  as  a  curve  function.  The  "best  curve"  re¬ 
sponse  is  determined  by  using  a  least  square 
fit  based  on  Eq.  (1),  Sec.  3.4,  Ref.  (1).  Using 
data  obtained  with  Eq.  (1),  best  curve  response 
is  determined  by  the  formula: 


VERIFICATION  OF  NBS 
CALIBRATION 

Because  the  Ref.  Std.  is  not  a  passive  sys¬ 
tem,  it  is  subject  to  change.  To  maintain  cer¬ 
tainty,  periodic  verification  tests  in  the  follow¬ 
ing  three  categories  are  performed: 

1.  Electronics, 

2.  Frequency  Response, 

3.  Absolute  Sensitivity. 
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Fig.  4.  Reference  standard  response  determined 
from  NBS  data 


ELECTRONICS  TESTS 

Tests  are  performed  on  the  amplifier  to  de¬ 
termine  gain  and  frequency  response.  While  gain 
is  not  important  from  a  system  standpoint,  knowl¬ 
edge  of  this  parameter  is  necessary  as  a  tie-down 
when  a  sensitivity  shift  occurs.  The  general  test 
setup  is  shown  in  Fig.  5.  Since  tests  are  performed 
hy  PSL  on  a  regular  basis,  the  required  cir¬ 
cuitry  has  been  built  into  an  amplifier  test  set 
(LMSC  Model  200)  which  conveniently  tests  the 
necessary  functions  on  voltage  and  charge  am¬ 
plifiers.  A  picture  of  this  instrument  in  an  am¬ 
plifier  test  setup  is  shown  in  Fig.  6. 


Using  the  setup  shown  in  Fig.  5,  voltage 
amplifier  gain  at  the  reference  frequency  is 
determined  as  follows:  When  X  =  STD 

A  =  R  ( A  <  1)  ,  (4) 

A  -  -i(A>l)  ,  (5) 

where 

A  =  Amplification  ratio, 

R  =  Divider  indication. 


Fig.  5.  Basic  amplifier  test  setup 
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Fig.  6.  Amplifier  test  setup 


For  verification,  the  coupling  capacitance 
(Cs)  is  adjusted  to  the  exact  value  of  the  accel¬ 
erometer  and  the  actual  cable  is  used.  Indicated 
gain  will  be  lower  than  nominal  because  of  the 
voltage  divider  effect  between  the  impedance  of 
the  coupling  capacitor  and  amplifier  input  plus 
cable.  This  setup  simulates  a  charge  generator 
with  the  same  characteristics  as  the  system 
accelerometer.  This  circuit  is  the  electrical 
equivalent  of  the  use  system,  therefore,  an  ex¬ 
act  simulation  of  frequency  response  can  be 
obtained.  This  is  especially  valuable  at  low 
frequencies  where  the  system  time  constant  is 
the  primary  limiting  factor.  Frequency  re¬ 
sponse  is  determined  as  follows;  When  X  = 

STD 


An  additional  test  for  gain  linearity  is  per¬ 
formed  with  this  configuration.  The  PSL  system 
is  adjusted  for  approximately  10  rms  mv/peak  g, 
and  is  used  from  1  to  100  peak  g's.  In  use,  the 
system  output  varies  from  0.01  to  1  v  rms.  Us¬ 
ing  the  basic  output  level  as  reference  (5  peak 
g^s  =  50  rms  mv)  linearity  is  determined  as  fol¬ 
lows:  When  X  =  STD 


where 


R  .  E  test  =  divider  ratio  at  test  output. 


AAf  =  amplifier  response  deviation 

(%), 

R  @  f  ref  =  divider  ratio  at  reference 
frequency, 

R  @  f  test  =  divider  ratio  at  test  frequency. 


ACCELEROMETER  FREQUENCY 
RESPONSE 

System  low  frequency  response  is  a  func¬ 
tion  of  electronics,  hence  the  predominate  char¬ 
acteristic  determining  high  frequency  response 
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is  the  accelerometer  mounted  resonant  fre¬ 
quency,  Since  the  piezoelectric  accelerometer 
is,  by  definition,  a  virtually  undamped  single - 
degree -of-freedom  instrument,  the  sensitivity 
normally  increases  as  frequency  increases- 

While  PSL  has  the  capability  for  absolute 
sensitivity  determination  using  a  Fizeau  inter¬ 
ferometer,  verification  tests  performed  in  this 
manner  would  be  a  repeat  of  tests  already  per¬ 
formed  at  NBS.  Instead  of  absolute  measure¬ 
ments,  the  mounted  resonant  frequency  and 
damping  ratio  are  determined  and  the  theoret¬ 
ical  response  calculated. 

Two  methods  are  used  for  resonance  deter¬ 
mination,  the  drop  ball  shock  test,  and  a  high 
frequency  shaker  (1  and  3), 

The  drop  ball  test  is  performed  with  an 
Endevco  Model  2965  Shock  Calibrator  (Fig.  7). 

A  steel  ball  is  dropped  on  an  undamped  steel 
anvil  on  which  the  test  accelerometer  is  mounted. 
The  test  unit  will  register  a  high  initial  shock 
pulse  and  then  ’’ring”  at  its  resonant  frequency. 
This  ringing  is  viewed  on  a  storage  oscilloscope 
and  the  frequency  is  determined  from  the  period 
of  one  cycle. 

The  second  method,  using  sinusoidal  exci¬ 
tation,  is  shown  in  Fig.  8.  The  source  is  an 


oscillator-driven  Endevco  2225  accelerometer 
with  a  piece  of  stainless  steel  0.5  in.  long  be¬ 
tween  it  and  the  unit  under  test.  The  2225  has 
a  nominal  80kHz  resonance  and  is  an  ideal 
driver  for  this  test.  This  system  is  simple, 
and  it  has  proven  to  be  reliable  and  has  fewer 
extraneous  resonances  than  the  crystal  stack 
or  high  frequency  shakers  which  have  been 
tested. 

In  operation,  the  oscillator  frequency  is  ad¬ 
justed  until  the  test  unit  indicates  maximum 
output  on  the  VTVM.  The  oscillator  frequency, 
as  measured  on  the  counter,  is  the  test  unit 
resonant  frequency.  The  setup  also  provides  a 
quick  method  for  determining  damping  ratio. 

The  procedure  is: 

1.  With  the  oscillator  adjusted  for  test  unit 
resonance  ( fn)  adjust  the  oscillator  amplitude 
until  full  scale  is  noted  on  a  convenient  VTVM 
range. 

2.  Without  changing  oscillator  level,  lower 
the  oscillator  frequency  until  0.5  VTVM  scale  is 
noted  and  measure  the  oscillator  frequency  ( fy), 

3.  Damping  ratio  (c/Cc)  can  then  be  com¬ 
puted  by  the  formula: 


Fig.  7.  Shock  calibrator  for  determining 
accelerometer  resonance 


Fig.  8.  Simple  sinusoidal  test  setup  for 
resonance  determination 


C  1  /4(  fy/fn)  2-1  -  >/3  [4(  fy/  fn)  ^  -  l]  (10) 
Cc  ~  V  2 

The  above  Equation  was  derived  from  Eqs.  (10) 
and  (11),  Section  4,  Ref.  (1), 

There  are  many  errors  in  the  method  of 
determining  damping  ratio,  the  most  obvious 
being  that  the  applied  acceleration  is  not  con¬ 
stant  around  resonance.  As  the  order  of  mag¬ 
nitude  of  the  damping  ratio  rather  than  its  ac¬ 
tual  value  is  desired,  this  method  is  more  than 
adequate  for  verifying  that  the  ratio  is  less  than 
0.1.  For  example,  if  the  damping  ratio  is  less 
than  0.1  and  the  maximum  use  frequency  on  a 
pickup  is  0.3  of  resonance,  the  maximum  error 
in  response  calculation,  ignoring  damping  ratio, 
would  be  less  than  0.25  percent. 

Agreement  between  shock  and  sinusoidal 
methods  of  determining  resonance  has  been 
found  to  be  within  ±10  percent. 


A  plot  of  Ref.  Std.  response  determined 
from  electronics  and  resonance  tests  is  shown 
in  Fig.  9.  A  comparison  between  the  NBS  data 
best  curve  and  calculated  response  is  shown  in 
Fig.  10a.  For  the  purpose  of  comparison,  the 
NBS  curve  is  shown  as  the  zero  ordinate.  For 
the  intended  use  range  of  20  to  4000  Hz,  the 
maximum  deviation  between  the  two  curves  is 
0.2  percent. 

An  additional  series  of  verification  tests 
are  performed  against  the  Comp.  Std.  system 
(Fig.  11),  While  limited  in  configuration,  the 
Kistler  system  represents  an  almost  perfect 
back-to-back  comparison.  Tests  are  performed 
over  the  range  of  10  to  10,000  Hz  with  the  re¬ 
sults  shown  in  Fig.  10b. 

For  frequencies  below  the  normal  0.2  of 
resonance  use  range,  the  agreement  between 
the  various  test  methods  is  surprisingly  close, 
the  maximum  deviation  being  less  than  0.6 
percent. 


To  determine  the  theoretical  response  from 
measured  resonance,  calculations  are  made 
from: 


Rf 


\  1  -  (f/fn)^/ 


100%  , 


(11) 


where 


Rf  =  calculated  response  at  frequency 
(f)  in  percent, 

(f/fn)  =  ratio  of  test  (f)  to  resonant  fre¬ 
quency  (fn). 


ABSOLUTE  SENSITIVITY  TESTS 

One  passive  test,  capacitance  measure¬ 
ment,  is  performed  on  the  Ref.  Std.  accelerom¬ 
eter,  With  the  accelerometer  used  with  a  volt¬ 
age  amplifier,  the  sensitivity  is  directly  related 
to  its  capacitance  (e=  q/c),  and  any  capacitance 
shift  would  directly  affect  the  output. 

Absolute  sensitivity  and  linearity  of  the 
Ref.  Std.  system  are  determined  using  a  high 
resolution  microscope  by  the  optical  displace¬ 
ment  technique.  Accuracy  obtained  with  this  . 
method  is  approximately  ±0.5  percent.  PSL  is 
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Fig.  9.  Reference  standard  response  determined 
by  verification  tests 


FREQUENCY  (KHz) 

Fig.  10.  Comparison  of  NBS  calibration  and 
verification  tests 

setting  up  to  perform  reciprocity  calibration  (4)  of  an  aluminum  frame  which  supfKDrts  a  thin 
which  should  provide  an  increased  confidence  stainless  steel  tie-plate.  The  accelerometer  to 

level.  be  tested  is  mounted  on  a  1  oz  adaptor  which  is 

connected  to  the  top  of  the  tie-plate.  Adaptors, 
including  blank  units  for  glue -on,  have  been 

CALIBRATION  MOUNTS  made  for  all  stud  configurations.  Surface 

roughness  is  held  to  less  than  63  micro  inches 
The  PSL  calibration  mount  (Fig.  12)  is  de-  rms  and  a  thin  film  of  silicone  grease  is  used 

signed  to  calibrate  all  configuration  accelerom-  between  mounting  surfaces.  Mounting  torque 

eters  except  tri-axial units.  The  mount  consists  for  connecting  the  adaptors  to  the  mount  is  50 
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Fig.  11.  Kistler  accelerometer  setup 
for  comparison  tests 


Fig.  13.  PSF  calibration  mount  and  cable 
support  frame  attached  to  shaker 


Fig.  12,  PSL.  calibration  mount 


Fig.  14.  Tri-axial  accelerometer 
comparison  mount 


in.  lbs.  While  this  mount  has  the  disadvantage 
of  an  extra  connecting  surface  and  added  mass, 
its  advantage  is  that  all  accelerometers  are 
tested  on  an  identical  mount  configuration. 

The  calibration  mount,  attached  to  the 
shaker,  is  shown  in  Fig.  13.  The  metal  fixture 
surrounding  the  mount  is  used  for  cable  posi¬ 
tioning  and  tie-down. 

Tri-axial  accelerometers  are  tested  on  the 
mount  shown  in  Fig.  14.  This  unit  was  designed 
by  Endevco  and  made  at  LMSC.  Additional  units 
have  been  built  for  testing  other  manufacturers^ 
accelerometers.  The  small  metal  blocks  shown 
are  used  for  balancing  the  opposite  side  of  the 


mount  when  extra  accelerometers  are  not  avail¬ 
able  for  use  as  counterbalances. 

WORKING  STANDARD  CALIBRATION 

To  obtain  a  direct  readout  system,  the 
Work.  Std.  accelerometer  and  amplifier  are  ad¬ 
justed  for  an  exact  10  rms  mv/peak  g  sensitiv¬ 
ity  and  flat  response  over  the  range  of  intended 
use.  To  accomplish  this,  the  Work.  Std.  is  in¬ 
stalled  in  the  comparison  mount,  and  the  Ref. 

Std.  connected  as  though  it  were  a  device  under 
test.  The  system  is  set  into  motion  at  the  basic 
sensitivity  frequency  and  the  Work.  Std.  ad¬ 
justed  with  amplifier  gain  until  the  ratio  between 
the  two  indicates  the  NBS  calibrated  sensitivity. 
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The  outputs  are  then  compared  over  the  fre¬ 
quency  range,  and  the  Work.  Std.  amplifier  fre¬ 
quency  response  adjusted  until  the  difference 
between  them  coincides  with  the  best  curve  re¬ 
sponse.  This  provides  a  theoretically  perfect 
calibration  with  a  1  oz  pickup. 

An  effect,  which  is  sometimes  disregarded 
at  the  low  basic  sensitivity  determination  fre¬ 
quency,  is  the  error  caused  by  the  standard  and 
unknowns  not  having  the  same  mass.  This  is 
commonly  known  as  the  '’mass  loading”  error. 

At  basic  sensitivity  determination  frequen¬ 
cies  this  situation  is  expressed  by  the  equation: 

Ax  _  ks  -  msw^  (12) 

kx  -  mxw^ 

where 

Ax/ As  =  ratio  of  test  to  standard  accelera¬ 
tion, 

’  s  -  kx  =  spring  stiffness, 
ms  =  standard  mass, 
mx  =  test  unit  mass. 

The  PSL  mount  has  been  evaluated  for  this 
effect  with  the  setup  shown  in  Fig.  15.  A  series 
of  tests  were  run  by  turning  the  Comp.  Std.  up¬ 
side  down  and  adding  mass  to  vary  its  case 
weight.  The  mount  corrections  resulting  from 
these  tests  are  shown  in  Fig.  16. 

At  high  frequencies,  errors  will  be  encoun¬ 
tered  which  will  tend  to  indicate  a  premature 


DEV(R) 


Fig.  16.  PSL/  comparison  mount 
loading  error 


rise  if  the  test  unit  is  heavier  than  the  standard 
(4,5)  or  decay  if  the  test  unit  is  lighter.  The 
PSL  mount  was  evaluated  for  this  effect  using  a 
configuration  similar  to  that  shown  in  Fig.  15. 
Results  of  these  tests  are  shown  in  Fig.  17.  The 
maximum  error  for  pickups  weighing  from  0.5 
to  2  oz  was  1  percent.  The  mass  loading  errors 
are  taken  into  consideration  as  a  part  of  the 
normal  calibration. 


The  tri-axial  fixtures  were  adjusted  and 
analyzed  in  a  manner  similar  to  that  indicated 
for  the  Work.  Std.,  with  the  exception  that  the 
upper  frequency  limit  is  2  kHz. 


Fig.  15.  Mass  loading  test  setup 
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Fig,  17,  PSL  comparison  mounting  loading 
errors  at  high  frequencies 
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Fig,  18.  Typical  calibration  performed 
with  PST/TMSC  system 


SYSTEM  PERFORMANCE 

As  previously  stated,  a  calibration  system 
is  only  as  good  as  its  ability  to  test  the  various 
types  of  test  units.  A  series  of  actual  calibra¬ 
tions  performed  on  various  units  is  shown  in 
Fig.  18.  The  curves  represent  the  manufac¬ 
turers  stated  theoretical  response  with  the  points 
representing  actual  measurements. 

Below  100  Hz,  deviations  in  response  are 
predominately  traceable  to  the  cable.  As  PSL 
amplifier  impedances  are  high,  normal  devia¬ 
tions  due  to  system  time  constant  are  less  than 
0.5  percent  down  to  10  Hz.  The  cable  effects 
fall  into  two  general  categories:  cable  noise 
and  motion  distortion. 

The  cable  noise  results  from  the  mechan¬ 
ical  distortion  of  the  cable  due  to  the  high  dis¬ 
placements  at  low  frequencies.  This  noise  is 
especially  troublesome  on  low  sensitivity  accel¬ 
erometers  where  it  is  possible  for  the  cable 
to  give  a  larger  signal  than  the  accelerometer. 
This  effect  is  indicated  by  an  apparent  increase 
in  test  unit  sensitivity.  The  normal  cure  for 
this  trouble  is  to  tie  the  cable  to  a  solid  frame 
to  keep  to  a  minimum  the  amount  of  cable 
undergoing  motion. 

The  seond  effect  of  motion  distortion  is 
often  caused  by  the  cure  for  the  first  problem, 
that  is,  the  cable  pulling  the  fixture  and  accel¬ 
erometers  under  high  displacements.  Indication 


of  this  problem  can  be  either  an  apparent  in¬ 
crease  or  decrease  in  sensitivity  depending  on 
cable  configuration. 

To  the  best  of  the  writer^s  knowledge,  no 
presently  manufactured  accelerometer  exhibits 
characteristics  at  low  frequencies  other  than 
that  determined  by  the  system  time  constant. 

All  other  deviations  can  be  traced  directly  to  the 
cable  and  can  be  corrected  or  compensated.  The 
best  general  configuration  found  for  calibration 
is  that  shown  in  Fig.  13.  The  cable  is  mounted 
on  the  support  frame  with  a  loose  loop  to  de¬ 
crease  lateral  tension  with  the  length  of  vibrat¬ 
ing  cable  kept  at  a  minimum. 

Agreement  on  sensitivity  between  NBS, 
manufacturers,  and  the  PSL  system  is  generally 
very  close.  The  deviations  usually  are  less 
than  0,5  percent  which  is  very  good  considering 
that  most  agencies  claim  an  accuracy  in  the 
region  of  1  percent. 

The  overall  capability  of  the  PSL  system  is 
shown  in  Table  1. 


CONCLUSIONS 

Experience  has  indicated  that  with  a  proper 
understanding  of  system  operation  and  varia¬ 
bles,  it  is  possible  to  obtain  a  high  accuracy 
calibration  with  a  conventional  back-to-back 
test  configuration. 
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TABLE  1 

Analysis  of  Capability  of  PSL/LMSC  Calibration  System 


Measurement  (Hz) 

Error  (%) 

Work  Std.  transfer 

Sensitivity  &  linearity 

NBS  calibrated  Ref.  Std.  2-10  g  (100) 

1.0 

Allowable  deviation 

.1 

Optical  verification  20-100  g  (100) 

1.0-.5 

Frequency  response 

NBS  calibrated  Ref.  Std.  (10-900)/(1000-10000) 

LO/2.0 

Allowable  deviation 

.2/.4 

Calibration  fixture 

"Mass  loading"  (100) 

.2a 

Relative  motion  (1000-4000) 

.4^ 

System 

G-lOO  calibrator  gain  &  lin.  (100)/response  (20-4000) 

.1/.15 

"X"  amplifier  gain  &  lin.  (100)/response  (20-4000) 

.2/.2 

External  capacitance 

.25*^ 

Environmental  effects  (temp.,  acoustic,  misc.  in  lab.  controlled  environment) 

.25 

Estimated  error 

Sensitivity  &  linearity  (100) 

1.5^" 

Frequency  response  (20-900) 

1.1^" 

(1000-4000) 

U 

CM 

CM* 

^Error  shown  is  after  correction. 

^Estimated  error  based  on  effects  of  variables  on  500  pf  accelerometer. 
^Determined  from  rms  of  individual  errors. 


The  summary  of  this  situation  is  evidenced 
by  the  fact  that  calibration  data  are  more  indica¬ 
tive  of  theoretical  accelerometer  operation  with 
each  successive  improvement  in  the  calibration 
system. 
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MEASUREMENT  OF  ACCELEROMETER 
TRANSVERSE  SENSITIVITY 


D.  W.  Rockwell  and  J,  D.  Ramboz 
Metrology  Engineering  Center 
Bureau  of  Kaval  Weapons  Representative 
Pomona,  California 


Accelerometer  transverse  sensitivity  is  reviewed  in  concept,  com¬ 
monly  used  measurement  methods  are  discussed,  and  new  measure¬ 
ment  techniques  are  proposed.  Methods  presently  employed  for  the 
measurement  of  transverse  sensitivity  rely  on  the  relatively  pure  uni¬ 
lateral  motion  available  at  low  frequencies.  Acceptable  motion  is  dif¬ 
ficult  to  achieve  at  higher  frequencies.  Because  accelerometers  are 
used  at  frequencies  up  to  1  0  kHz  or  higher,  it  is  important  that  the  fre¬ 
quency  response  be  known  throughout  the  range. 

Several  unique  techniques  of  transverse  sensitivity  measurement  are 
presented.  These  techniques  do  not  depend  upon  the  availability  of  pure 
unilateral  motion,  but  employ  methods  of  accounting  for  the  vector 
components  of  the  accelerometer  output  due  to  lateral  motion.  The 
proposed  techniques  have  the  advantage  of  not  being  limited  to  a  single 
frequency.  Preliminary  tests  have  produced  useful  data  at  frequencies 
up  to  2500  Hz*  Future  refinements  in  fixtures,  accelerometers,  and 
techniques  should  produce  acceptable  results  at  much  higher  frequen¬ 
cies.  A  special  transducer  has  been  fabricated  with  a  low  transverse 
sensitivity  on  a  specified  axis  over  a  wide  frequency  range,  i.e,,  less 
than  0.1  percent  from  40  Hz  to  10  00  Hz,  and  less  than  1  percent  to 
8000  Hz.  The  theories  presented  are  not  limited  to  piezoelectric  ac¬ 
celerometers,  but  apply  to  other  transducers  which  respond  to  com¬ 
posite  vector  stimuli. 


INTRODUCTION 

Ideally,  an  accelerometer  should  respond 
only  to  acceleration  along  its  sensitive  axis. 
However,  in  practice,  accelerometers  exhibit  a 
transverse  sensitivity  in  directions  other  than 
the  sensitive  axis.  This  transverse  sensitivity 
contributes  an  output  error  signal  which  can  be 
significant  in  stringent  vibration  specifica¬ 
tions  (1). 

At  present,  transverse  sensitivity  measure¬ 
ments  are  usually  performed  at  a  single  fre¬ 
quency  in  the  range  of  10  to  150  Hz.  The  meas¬ 
urement  techniques  commonly  used  rely  on  the 
availability  of  nearly  pure  unilateral  motion  in 
order  to  obtain  accurate  results.  Vibratory 
motion  can  be  generated  with  very  small  lateral 
components  at  low  frequencies,  but  it  becomes 
extremely  difficult  to  generate  pure  motion  at 
higher  frequencies.  Since  accelerometers  are 
generally  used  at  frequencies  up  to  10  kHz,  low 
frequency  measurements  of  transverse  sensi¬ 
tivity  do  not  provide  complete  information.  The 


effect  of  frequency  on  the  transverse  sensitivity 
response  of  common  piezoelectric  accelerome¬ 
ters  has  often  been  questioned  (1-4),  but  very 
little  data  has  been  published  (5,6). 

Several  new  techniques  for  the  measure¬ 
ment  of  transverse  sensitivity  are  presented  in 
this  paper.  These  techniques  do  not  depend  on 
the  availability  of  single  degree  of  freedom 
motion,  but  employ  methods  of  compensating 
for  vector  components  of  the  accelerometer 
output  due  to  lateral  motion.  In  theory,  these 
techniques  are  not  restricted  to  single  or  low 
frequencies.  Limitations  and  advantages  of  each 
proposed  method  are  discussed,  and  prelimi¬ 
nary  data  are  presented  for  frequencies  up  to 
2500  Hz. 

A  transverse  compensated  accelerometer 
has  been  fabricated  with  a  controlled  axis  of 
minimum  transverse  sensitivity.  This  acceler¬ 
ometer  is  useful  for  the  measurement  of  trans¬ 
verse  motion  of  electrodynamic  shakers,  and 
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for  the  evaluation  of  transverse  sensitivity  of 
unknown  accelerometers. 


SYMBOLS 

a  =  instantaneous  acceleration 

=  maximum  value  of  instantaneous 
transverse  acceleration 

=  peak  amplitude  of  sinusoidal  ac¬ 
celeration  on  the  transverse  X 
axis 

Ay  =  peak  amplitude  of  sinusoidal  ac¬ 
celeration  on  the  transverse  Y 
axis 


S  =  mechanical  angle  between  the  true 
sensitive  axis  and  the  axis  per¬ 
pendicular  to  the  mounting  surface 

(9  =  an  arbitrary  mechanical  angle  in 
the  X-Y  plane,  which  denotes  the 
rotational  displacement  of  the 
maximum  lateral  acceleration 

-  phase  angle  of  test  accelerometer 
sinusoidal  output  with  respect  to  a 
reference  accelerometer  output 

0  =  angular  deviation  from  true  per¬ 
pendicularity  between  the  mount¬ 
ing  surface  of  the  laterally 
mounted  transducer  and  the  mount¬ 
ing  surface  of  the  shaker. 


A^  =  peak  amplitude  of  sinusoidal  ac¬ 
celeration  on  the  major  Z  axis  DEFINITION  AND  DISCUSSION 


B,H,K  =  amplifier  constants 

gg  =  acceleration  of  standard  gravity 
q  ^  instantaneous  charge 

=  generalized  instantaneous  trans¬ 
ducer  output  for  transverse  exci¬ 
tation 

=  reference  accelerometer  sensi¬ 
tivity 

^  maximum  value  of  accelerometer 
transverse  sensitivity 

=  transverse  accelerometer  sensi¬ 
tivity  in  the  X  direction 

Sy  =  transverse  accelerometer  sensi¬ 
tivity  in  the  Y  direction 

=  axial  accelerometer  sensitivity 

TAR  =  transverse  acceleration  ratio 

TSR  =  transverse  sensitivity  ratio 

X,Y  ^  orthogonal  coordinates  denoting 
the  transverse  acceleration  of  a 
shaker,  or  the  transverse  sensi¬ 
tivity  of  an  accelerometer 

Z  =  coordinate  denoting  the  axial  ac¬ 
celeration  of  a  shaker,  or  the 
sensitivity  of  an  accelerometer 

y  =  phase  angle  of  transverse  sinus¬ 
oidal  acceleration  with  reference 
to  axial  acceleration 


The  effect  of  transducer  response  to  trans¬ 
verse  excitation  has  been  described  and  defined 
by  most  authors  writing  on  the  subject.  Al¬ 
though  all  are  discussing  the  same  effect,  dif¬ 
ferent  definitions  have  been  employed  at  the 
authors*  choice.  In  addition,  this  same  effect 
has  been  identified  by  such  names  as  cross¬ 
axis  sensitivity,  cross-talk,  lateral  sensitivity, 
transverse  sensitivity,  transverse  sensitivity 
ratio,  orthogonal  sensitivity,  and  other  hybrid 
combinations  of  similar  terms. 

In  strict  use  of,  and  in  agreement  with,  the 
existing  definitions  of  transducer  sensitivity, 
the  transverse  sensitivity  is  herein  expressed 
in  units  of  transducer  output  per  unit  transverse 
mechanical  input.  Hence, 

(instantaneous  output) 
t  (instantaneous  acceleration)  ’ 

where  is  the  transverse  sensitivity  factor, 
is  the  transducer  output  when  excited  with  a 
pure  transverse  acceleration,  (By  divid¬ 
ing  by  standard  gravity  g  ,,  s,.  may  be  ex¬ 
pressed  in  terms  of  output/g.")  The  transverse 
sensitivity  ratio  is  defined  by  one  of  several 
commonly  accepted  descriptions.  Assuming 
the  transducer  output  was  voltage,  then  the 
transverse  sensitivity  ratio  would  be  expressed 
as 


S  (mv/unit  transverse  acceleration) 

TSR  =  _L- _ ; _ _ _ i  ,  (2) 

Sj,  (mv/unit  axial  accelerat ion) 

where  TSR  is  the  transverse  sensitivity  ratio, 
and  is  the  axial  sensitivity  factor.  From 
the  relationship  expressed  by  Eq.  (2)  above,  the 
TSR  has  units  of  axial  acceleration  per 
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transverse  acceleration.  Accounting  for  stand¬ 
ard  gravity,  the  TSR  may  be  expressed  in  terms 
of  R/g.  Also  shown  by  Eq.  (2),  the  magnitude 
of  the  TSR  is  independent  of  the  parameter  of 
transducer  output,  that  is,  voltage,  charge, 
current,  etc. 

It  is  most  common  to  multiply  the  TSR 
value  by  100,  and  express  the  results  in  terms 
of  a  percentage  of  the  axial  value.  This  may 
be  accomplished  by  simply  multiplying  Eq,  (2) 
by  100,  or 

TSR%  =  -^  X  100  .  (3) 

z 

The  TSR  has  also  been  defined  in  terms  of 
an  equivalent  mechanical  angle,  s ,  between  the 
true  sensitive  axis  and  the  z  axis  perpendicular 
to  the  transducer's  mounting  surface  (7).  Fig¬ 
ure  1  shows  this  angle  S.  The  TSR  is  numeri¬ 
cally  equal  to  the  tangent  of  the  angle  s ,  or 


TSR  =  tan  8  , 

(4a) 

lim  TSR  =  0  . 

(4b) 

S  0 


Z-AXIS  -  SENSITIVE  DIRECTION 


Fig.  1.  The  true  sensitive  axis 
and  the  perpendicular  axis  di¬ 
rectional  difference 


The  angle  S  should  ideally  be  zero.  How¬ 
ever,  practical  physical  limitations  do  not  per¬ 
mit  the  manufacturing  of  perfect  transducers, 
and  some  small  angle  will  always  exist.  In 
reality,  S  is  a  composite  angle  resulting  from 
several  possible  causes,  depending  on  the  con¬ 
struction  of  the  individual  transducer.  A 


mechanical  measurement  of  this  angle  is  im¬ 
possible  to  perform.  It  can,  however,  be  eval¬ 
uated  by  electro- mechanical  techniques  and 
measurements.  There  are  very  few  times  when 
this  angle  has  to  be  known  as  such.  Usually  the 
TSR  is  measured  and  the  angle  determined  by 
the  relationship, 

S  =  tan-‘  (TSR)  .  (5) 

The  definition  which  shall  be  used  in  this 
paper  agrees  with  the  American  Standards  As¬ 
sociation's  S2. 2-1959  (8)  and  is  essentially 
stated  as:  "The  transverse  sensitivity  ratio  is 
the  output  of  a  pickup  when  oriented  with  its 
sensitive  axis  transverse  to  the  direction  of  the 
input  divided  by  the  output  when  the  sensitive 
axis  is  aligned  in  the  direction  of  the  same  in¬ 
put."  This  has  previously  been  expressed  in 
Eq.  (2). 


CAUSES  AND  EFFECTS 

Probably  the  largest  single  contributing 
factor  to  transverse  sensitivity  is  the  inability 
to  align  the  sensitive  axis  perfectly  with  re¬ 
spect  to  a  mounting  surface.  This  is  illustrated 
in  Fig.  1  for  a  typical  piezoelectric  accelerom¬ 
eter.  From  Eq.  (4)  it  can  be  determined  that  a 
defect  angle,  S ,  of  10  milliradians  (0.57  de¬ 
grees)  will  produce  a  TSR  of  1  percent,  and 
likewise,  an  angle  of  1  milliradian  (0.057  de¬ 
grees)  will  result  in  a  TSR  of  0.1  percent.  For 
a  typical  piezoelectric  accelerometer  with  a 
0.5  in.  diameter  base,  a  misalignment  of  ap¬ 
proximately  0.005  in.  will  introduce  a  TSR  of  1 
percent.  For  miniature  "cement-on"  type  ac¬ 
celerometers  having  a  base  diameter  of  about 
0.20  in.,  a  1  percent  TSR  would  be  caused  by  a 
misalignment  of  only  0.002  in.  Therefore,  as¬ 
sembly  tolerances  are  very  important,  if  the 
TSR  is  to  be  kept  low,  i.e.,  in  the  order  of  a 
few  percent. 

In  certain  transducers,  the  transverse 
sensitivity  can  be  caused  by  additional  defects. 
For  example,  in  a  compression  type  piezoelec¬ 
tric  accelerometer,  the  lateral  shear  forces 
set  up  within  the  structure,  when  excited  trans¬ 
versely,  may  contribute  to  an  output.  This  is 
illustrated  in  Fig.  2.  If  a  dynamic  unbalance 
exists  within  the  inertial  mass,  a  transverse 
excitation  can  cause  a  rocking  motion,  which 
will  couple  into  the  sensitive  axis  of  the  trans¬ 
ducing  element,  thus  producing  an  undesirable 
output.  One  may  think  that  these  effects  are 
small,  and  indeed  they  generally  are,  but  even 
1/200  the  vertical  force  caused  by  such  a  rock¬ 
ing  motion  could  generate  a  TSR  of  0.5  percent. 
Other  defects  such  as  inhomogeneity  of  the 
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MOTION 


Fig,  2.  A  compression  type  accelerometer 
showing  transverse  shear  force 


transducing  elements,  dynamically  unbalanced 
structures,  lateral  resonances,  lateral  case 
strains,  etc.,  undoubtedly  contribute  to  the  total 
transverse  defects  (9). 


VECTOR  PROPERTIES  OF  MOTION 
AND  SENSITIVITY 

In  order  to  understand  the  complexity  of 
performing  accurate  and  meaningful  transverse 
motion  measurements,  the  vector  nature  of  the 
problem  must  be  examined. 

In  the  following  discussion,  sinusoidal  mo¬ 
tion  at  a  single  frequency  is  considered.  Im¬ 
agine  a  body  which  is  free  to  move  in  two  di¬ 
rections  simultaneously.  Figure  3  shows  an 
example  of  two  orthogonal  sinusoidal  motions, 

M  and  N,  of  different  amplitudes  and  phase, 
applied  to  the  bcxiy.  At  time  the  body  be¬ 
gins  to  rotate  clockwise  from  point  toward 
the  point  Pj  ,  At  time  the  body  reaches 
point  p^.  The  process  continues  around  the 
ellipse  until  at  time  and  point  pg,  the  proc¬ 
ess  begins  to  repeat  itself. 

A  vector  diagram  of  the  orthogonal  motions 
can  be  shown  for  point  Pj,  for  example.  Fig¬ 
ure  4(a)  indicates  the  directions  and  instanta¬ 
neous  magnitudes  m  and  n,  which  define  mo¬ 
tions  M  and  N  at  time  t  ^ .  This  may  be 
correlated  with  Fig.  3.  Figure  4(b)  shows  the 
general  vector  diagram  of  the  two  sinusoidal 
motions  having  peak  amplitudes  M  and  N,  and 
their  vector  sum  of  L.  In  vector  notation, 

M  +  N  L  ,  (6) 


Expressed  in  terms  of  sinusoidal  quantities, 

M  sin  -t-  N  sin  a)t  -  L  sin  .  (7) 

It  is  interesting  and  significant  to  note 
from  Eq.  (7)  that  two  sinusoidal  quantities  of 
the  same  frequency  and  of  different  magnitudes 
and  phase,  when  added,  produce  a  third  sinus¬ 
oidal  quantity  of  yet  a  different  magnitude  and 
phase,  but  of  the  same  frequency.  Several  of 
the  measurement  techniques  to  be  discussed 
depend  upon  this  relationship. 

In  the  prior  example,  rectilinear  motion  in 
two  directions  was  assumed.  In  practice,  mo¬ 
tions  occur  rectilinear ly  in  three  orthogonal 
directions,  as  well  as  rotationally  about  these 
axes  as  shown  by  Fig.  5.  The  mechanical  Lis- 
sajous  figure  which  was  shown  by  Fig.  3  will  be 
changed  when  motion  in  the  third  orthogonal 
direction  is  applied.  This  third  input  will  tilt 
the  plane  of  the  ellipse  in  and  out  of  the  plane 
of  the  paper. 

The  acceleration  vectors  for  a  sinusoidal 
acceleration  generator  (i.e.,  a  shaker)  are 
shown  in  Fig.  6. 

The  axial  acceleration  is  perpendicular 
to  the  table  surface.  Accelerations  and  A^ 
are  the  transverse  components.'"  Acceleration 
is  the  maximum  transverse  acceleration  at 
a  mechanical  angle  B  from  the  x  axis  refer¬ 
ence.  Acceleration  A  is  the  maximum  axial 

m 

value  displaced  at  an  angle  cr  from  the  perpen¬ 
dicular  axis. 

Ideally,  A^ ,  Ay,  A^,  and  a  should  be  zero, 
which  represents  a  perfect  vibration  exciter 
with  respect  to  transverse  motions. 

The  following  relationships  describe  the 
respective  vectors: 

=  A^  sin  (a)t  t  (9^^)  ,  (8a) 

(8c) 


A^  =  A^  sec  6*  =  Ay  esc  &  ,  (9b) 


'^These  components  are  sometimes  referred  to 
as  trunnion  and  cross -trunnion  components, 
when  referenced  to  certain  electrodynamic 
vibration  exciters. 
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A,„  = 


A  sec  o  . 


(10) 

The  transverse  acceleration  ratio  is  de¬ 
fined  by 

A 

TAR  -  tan  a  .  (11) 

z 

Figure  7  shows  a  similar  group  of  sensi¬ 
tivity  vectors  describing  the  parameters  of  an 
accelerometer.  The  sensitivity  vector  was 
previously  defined  as  the  axial  or  normal  sen¬ 
sitivity  factor  of  the  accelerometer,  and 
Sy  are  the  orthogonal  components  of  the  trans¬ 
verse  sensitivity  factor,  s^.  The  angle  $  is 
the  rotational  angle  about  the  2  axis  between 
the  maximum  value  of  transverse  sensitivity 
and  the  X  axis.  The  following  relationships  de¬ 
scribe  the  vector  diagram  of  Fig.  7: 

St  =  (12) 

TSR  =  -^  =  tan  S  ,  (13) 

Z 

A  polar  diagram  of  the  transverse  sensi¬ 
tivity  ratio  is  shown  in  Fig.  8.  The  angle  6  was 
arbitrarily  chosen.  Ideally,  the  two  lobes  should 
be  symmetrical,  and  pass  through  zero  orthog¬ 
onally  to  the  direction  of  maximum  transverse 
output.  The  foregoing  vector  definitions  and 
concepts  will  be  used  throughout  this  paper. 


Fig.  7.  Sensitivity 
vectors  of  a  typi¬ 
cal  piezoelectric 
accelerometer 


COMMON  MEASUREMENT  EQUIP¬ 
MENT  AND  TECHNIQUES 

A  variety  of  techniques  for  the  measure¬ 
ment  of  the  transverse  sensitivity  ratio  exist 
throughout  government  and  industrial  labora¬ 
tories.  All  the  techniques  thus  far  examined  do 
rely  to  some  extent  on  assumptions  of  pure 
rectilinear  motion  in  one  direction  only.  The 
resulting  measurement  error  from  this  as¬ 
sumption  depends  on  the  particular  technique 
and  the  relative  values  and  phases  of  the  accel¬ 
erometer  transverse  sensitivity  ratio  {TSR),and 
shaker  transverse  acceleration  ratio  (tar). 


180' 


Fig.  8.  Ideal  polar  plot  of  the  transverse  sensitivity 
of  a  piezoelectric  accelerometer 
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Resonant  Beam 

A  frequency  may  be  chosen  for  an  electro¬ 
dynamic  shaker  where  the  TAR  is  relatively 
low.  The  shaker  is  then  used  to  drive  a  reso¬ 
nant  beam  to  enhance  the  purity  of  motion  even 
more.  Figure  9  shows  a  typical  setup  for  use 
on  a  MB  C-1  or  C-11  shaker  at  about  150  Hz 
(2).  With  the  accelerometers  mounted  as 
shown,  the  acceleration  level  is  run  up  to  about 
5  to  10  g  peak  and  the  output  of  the  test  accel¬ 
erometer  measured.  From  this  datum,  an  ap¬ 
proximate  value  of  the  TSR  can  be  obtained  as 
previously  shown  by  Eq.  (2)  or  (3).  The  fixture 
has  provisions  for  rotating  the  test  accelerom¬ 
eter  about  its  sensitive  axis,  thus  providing  in¬ 
formation  concerning  the  direction  of  the  mini¬ 
mum  and  maximum  TSR,  This  technique  has 
the  limitation  of  being  useful  only  at  a  single 
frequency  (i.e.,  beam  resonance),  and  the  as¬ 
sumption  of  pure  motion  can  cause  an  error. 

A  sinusoid  will  be  generated  if  the  output 
is  plotted  while  the  test  accelerometer  is  ro¬ 
tated,  say  30  degrees,  about  the  sensitive  axis. 
This  is  shown  in  Fig.  10.  The  lower  half-cycle 
will  fold  over  as  shown  graphically  by  the 
solid  line,  since  most  instruments  used  to 
measure  the  output  indicate  magnitude  only.  It 
is  common  practice  to  take  the  peak-to-peak 
values  (in  this  example  and  deter¬ 

mine  the  average  or  single  peak  value,  and  call 
this  the  transverse  sensitivity  ratio.  As  shown 


by  Fig.  10,  the  ^'zero  magnitude”  line  is  offset 
from  the  ”one-half  of  peak-to-peak”  value  line. 
This  is  the  result  of  a  component  of  shaker 
motion  in  the  sensitive  direction  of  the  accel¬ 
erometer.  Figures  11  and  12  show  the  vector 
relationship  for  a  typical  measurement. 

The  vectors  SyA^  of  Figs.  11(b)  and  12(b), 
respectively,  contain  the  wanted  transverse 
component,  .  However,  these  vectors  are 
not  measured  in  real  practice,  but  rather 
measurement  is  made  of  the  vector  sum 
and  ,  which  also  contains  the  components 
s^Ay,  as  illustrated.  It  can  be  appreciated  that 
even  a  very  small  amount  of  transverse  motion, 
Ay,  in  the  direction  of  the  accelerometer  sen¬ 
sitive  axis,  can  contribute  significant  dif¬ 
ferences  between  and  (which  should 
be  equal),  or  any  other  ”180  degree-pairs”  of 
measurements.  It  should  be  emphasized  and 
simply  stated  that  TSR  measurements  involve 
vector  quantities.  If  the  TAR  approaches  the 
TSR  in  magnitude,  accurate  measurements  can¬ 
not  be  obtained  by  scalar  or  magnitude  meas¬ 
urements  only.  The  phase  relationships  must 
be  known  or  evaluated.  It  is  for  this  reason 
that  measurement  discrepancies  exist  in  many 
common  techniques.  Figure  13  shows  a  typical 
polar  plot  of  the  sinusoid  of  Fig.  10.  Note  that 
the  offset  of  the  zero- magnitude  line  causes 
the  lobes  to  be  nonsymmetrical 

For  the  resonant  beam  method  as  shown 
by  Fig.  9,  this  problem  does  not  generally 
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Fig.  9.  A  center -clamped  resonant  beam  for 
improving  the  transverse  acceleration  ratio 
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Fig.  10,  Accelerometer  transverse  output  as  a  function  of  mechanical 
rotation  about  its  sensitive  axis  plotted  in  30  degree  increments 


A, 


Fig.  11,  Acceleration,  sensitivity,  and  transducer 
output  vectors  for  the  60  degree  position 
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Fig.  12.  Acceleratioi] ,  sensitivity,  and  transducer 
output  vectors  tor  the  240  degree  position 


180” 


Fig.  13.  Typical,  but  erroneous  polar 
plot  of  TSR,  data  from  Fig.  10 


become  significant  until  TSR's  of  less  than 
about  3  percent  are  involved.  This,  of  course, 
finally  depends  on  the  TAR  of  the  shaker. 


Resonant  Carriage 

A  similar,  but  slightly  different  approach 
from  the  resonant  beam  technique,  is  that  of 
the  resonant  carriage,  A  spring-mass  system 
as  shown  by  Fig.  14  is  driven  at  its  resonant 
frequency,  typically  around  90  to  100  Hz.  The 
flexures  are  arranged  in  such  a  manner  as  to 


have  very  high  compliance  in  the  driven  direc¬ 
tion,  X,  moderately  low  in  the  orthogonal  trans¬ 
verse  direction,  Y,  and  very  low  in  the  vertical 
axis,  Z.  By  operating  the  spring-mass  system 
at  resonance,  and  by  making  the  necessary  ad¬ 
justments,  relatively  pure  linear  motion  can  be 
obtained.  The  test  accelerometer  can  be  ro¬ 
tated  about  its  sensitive  axis  by  removing  the 
screws  which  attach  the  mounting  fixture  to  the 
carriage.  Axial  motion  is  measured  by  an  ac¬ 
celerometer  mounted  in  the  direction  of  motion. 
This  system  is  limited  to  a  single  operational 
frequency  (i.e.,  carriage  resonance),  and  some 
problems  occur  when  transducers  with  ex¬ 
tremely,  small  TSR's  (i.e.,  0.25  percenter  less) 
are  tested,  unless  great  care  is  taken.  The 
measurement  technique  is  very  similar  to  that 
previously  discussed  concerning  the  resonant 
beam  equipment,  and  can  suffer  from  the  same 
errors.  It  is  felt  that  in  this  respect,  the  car¬ 
riage  arrangement  is  somewhat  better,  because 
of  the  ability  to  adjust  the  motion  in  a  limited 
manner. 


Shaker  Decoupling  and  Lateral 
Inertial  Equipment 

Figure  15  shows  a  side  view  of  an  arrange¬ 
ment  reported  (3)  to  yield  TAR's  of  less  than  1 
percent  from  50  to  500  Hz,  and  less  than  2  per¬ 
cent  from  20  to  1000  Hz.  The  shaker  is  sup¬ 
ported  as  shown,  thin  bars  being  used  to  help 
support  the  shaker  weight.  The  driving  rod  is 
"necked’’  down  to  decouple  lateral  motions  from 
the  shaker  by  providing  a  large  lateral  compli¬ 
ance,  and  rather  low  axial  compliance.  The 
high  transverse  inertia  of  the  vibrating  table, 
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Fig,  14,  Resonant  carriage  employed  to 
generate  nearly  pure  transverse  motion 


Fig,  15,  Arrangement  showing  a  decoupled  vibration 
generator  and  inertial  vibrator  table 


together  with  the  decoupled  shaker,  tend  to  act 
as  a  mechanical  filter  above  its  spring- mass 
resonance  (reported  to  be  approximately  10  Hz) 
Other  similar  arrangements  have  been  used  to 
extend  useful  frequency  ranges  to  10  kHz. 

This  equipment  has  the  advantage  of  not 
being  limited  to  a  single  frequency,  as  were  the 
two  previously  discussed  schemes;  however, 
transverse  motion  in  the  order  of  1  percent  or 
so  still  exists,  and  therefore  can  produce  er¬ 
rors,  if  vector  solutions  are  not  employed. 


Anchored  Beam 

Figure  16  shows  an  arrangement  where  a 
relatively  long  beam  is  anchored  at  one  end, 
and  the  other  driven  by  a  small  shaker.  It  is 
very  stiff  in  the  horizontal  direction,  yet  rela¬ 
tively  easy  to  drive  vertically  at  the  free  end. 
The  fact  that  the  free  end  is  describing  an  arc 
usually  generates  a  negligible  amount  of  trans¬ 
verse  motion.  For  example,  if  the  free  end  of 
an  18-in.  beam  were  driven  at  5  g  peak  at  100 
Hz,  the  TAR  of  the  rod  is  approximately  0.003 
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Fig.  16.  Radius  arm  equipment  used  to  generate  transverse  motion 


percent.  Errors  due  to  anchor  motion,  ma^ 
chined  angles,  etc.,  will  contribute  more  than 
this  amount.  This  system  can  be  driven  at  dif¬ 
ferent  frequencies,  and  like  the  previous  equip¬ 
ment,  does  not  generate  ideally  pure  motion. 

Low  Frequency  Long  Stroke 
Equipment 

Long-stroke  low-frequency  mechanical 
shakers  may  be  employed  to  generate  rather 
pure  transverse  motion  (2).  They  generally 
operate  at  a  frequency  of  about  11-20  Hz.  The 
moving  carriage  is  motor  driven  through  an 
eccentric  arrangement,  to  provide  a  long  stroke 
(i.e.,  in  the  order  of  an  inch  or  so).  By  very 
careful  control  of  the  guide  and  carriage  bear¬ 
ings,  vertical  motion  can  be  controlled  to  a 
fairly  low  value,  typically  less  than  about  0.2 
percent.  For  most  accelerometers  to  be  tested 
which  have  TSR’s  of  2-5  percent,  the  effects  of 
the  shaker  TAR  can  be  neglected.  A  serious 
problem  which  can  arise  is  that  of  cable  whip, 
which  can  generate  erroneous  signals  due  to 
the  cable  noise  itself  and  accelerometer  case 
coupled  effects.  It  has  been  found  that  many 
common  accelerometers  yield  very  significant 
outputs  due  to  these  two  effects,  sometimes  2 
or  3  times  the  actual  TSr,  This  system  also  is 
limited  to  a  low  and  usually  single  frequency. 


VECTOR  MEASUREMENT 
METHODS 

The  following  sections  discuss  several 
methods  of  measuring  accelerometer  transverse 
sensitivity  which  account  for  impure  motion. 

In  all  cases,  vector  solutions  are  employed. 


Phase  Magnitude  Technique  with 
Axial  Rotation 

This  technique  makes  use  of  one  set  of  am¬ 
plitude  and  phase  measurement  data  for  each  of 
two  transducer  mounting  positions.  The  two 
positions  differ  in  that  one  position  of  the  ac¬ 
celerometer  is  rotated  180  degrees  about  its 
sensitive  axis  with  respect  to  the  other.  This 
technique  has  some  advantages  and  some  dis¬ 
advantages  over  the  end-to-end  rotation  tech¬ 
nique  which  will  be  discussed  following  this 
section. 

With  the  test  accelerometer  mounted  in  the 
first  position,  as  shown  in  Fig.  17(a)  (the  sec¬ 
ond  position  is  shown  in  Fig.  17(b))  and  the  fix¬ 
ture  vibrated  at  a  frequency  of  the  output 

voltage  (through  a  charge  amplifier  gain  )  is 
expressed  by  Eq.  (14),  The  output  of  the  refer¬ 
ence  accelerometer  is  expressed  by  Eq.  (15). 

^oi  ^  \_^zK  +  Xx)  -  sin  a)t 

+  SyAy  sin  ,  (14) 

'"r  =  -r  /^)J  .  (l5) 

The  angle  7^  in  Eq.  (15)  is  generally  zero.  It 
is  convenient,  however,  to  use  the  more  general 
case,  which  could  exist  if  there  is  a  phase  dif¬ 
ference  between  the  two  transducers. 

The  instrumentation  of  Fig.  18  is  utilized 
to  measure  the  amplitudes  of  and  and 
the  phase  angle  {(p^)  between  the  sinusoidal 
outputs.  The  voltage  vectors  are  shown  in  Fig. 
19(a),  where  the  magnitudes  and  phase  angles 
are  arbitrarily  chosen. 
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Fig.  17,  Phase  magnitude  technique 
with  axial  rotation,  (a)  position  1, 
(b)  position  2 


The  test  accelerometer  is  then  rotated  180 
degrees  about  its  sensitive  axis  and  vibrated  at 
the  same  level  as  before.  The  second  position 
and  the  associated  motion  and  sensitivity  vec¬ 
tors  are  shown  in  Fig.  17(b).  The  transducer 
output  for  the  second  position  is  expressed  by 
Eq.  (16): 

''o2  =  sin  (oJt+  y^)  +  sin  a;t 

-  SyAy  sin  (<u)t  +  7y)j  .  (16) 

The  amplitude  and  phase  of  the  test  trans¬ 
ducer  output  are  again  measured.  A  vector 
diagram  of  the  test  accelerometer  output  volt¬ 
age  v^2  phase  angle  4-,^  are  again  arbitrarily 
chosen  to  represent  a  typical  measurement,  and 
are  shown  by  Fig.  19(b), 


If  (16)  is  subtracted  from  , 

Eq.  (14),  the  difference  is  v  .  as  shown 
inEq.  (17).  ^  ^  ^ 

''oCi-2)  =  sin  +  SyAy  sin  {c<.t  +  7y)j. 

(17) 

This  subtraction  is  illustrated  on  the  vector 
diagram  of  Fig.  20.  The  difference  vector 
obtained  from  the  measured 
voltages  and  phase  relationships  by  graphical 
solution,  as  shown  in  Fig.  20,  or  by  calculation 
from  the  relationship  of  Eq.  (18): 

V  -  i 

0(1-2)  -  2 

(18) 

Considering  the  two  terms  of  Eq.  (17),  it  is 
seen  that  the  output  voltage  is  a  function  of  the 
transverse  sensitivities  and  the  major  and 
transverse  accelerations.  The  TSR  can  be  cal¬ 
culated  from  Eq,  (19): 

TSR  =  .  (19) 

The  graphical  solution  as  shown  in  Fig.  20  is 
generally  easier  than  the  mathematic  solution 
of  Eq.  (18). 

At  present,  only  preliminary  laboratory 
data  have  been  obtained  by  use  of  this  technique. 
Data  obtained  on  an  Endevco  2213M5  piezoelec¬ 
tric  accelerometer  indicated  the  TSR  to  be 
nearly  flat  up  to  2500  Hz  (within  ±20  percent). 

The  test  fixture  is  critical  and  must  be 
fabricated  with  the  accelerometer  mounting 
surface  perpendicular  to  the  mounting  surface 
of  the  shaker.  Any  deviation,  vS  from  this 
perpendicularity  results  in  an  error  in  TSR  of 
tan  20.  The  large  fixture  shown  in  Fig.  21  has 
a  tan  20  error  of  0.0003.  Other  fixtures  are 
also  shown. 

Principal  advantages  of  the  phase  magni¬ 
tude  technique  with  axial  rotation  are: 

1.  The  technique  is  independent  of  fre¬ 
quency. 

2.  Motion  does  not  have  to  be  identical  in 
magnitude  or  phase  at  different  points  in  the 
fixture. 

3.  The  shaker  does  not  have  to  generate 
"pure^’  motion. 

Principal  disadvantages  of  this  technique 

are: 
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Fig.  18.  Block  diagram  of  instrumentation 
used  with  phase  magnitude  technique 


1.  Transverse  motion  in  the  third  (y)  di¬ 
rection  must  be  in  the  order  of  or  less  than  5 
percent  of  the  major  axis  motion  z. 

2.  The  test  fixture  must  have  a  mounting 
surface  for  the  test  accelerometer  which  is 
perpendicular  to  the  shaker  mounting  surface 
within  very  close  tolerances. 


Phase  Magnitude  Technique  with 
End-to-End  Rotation 

This  technique  is  very  similar  in  concept 
to  the  phase- magnitude  method  discussed  above 
which  used  axial  rotation.  Two  sets  of  meas¬ 
urements  are  required.  The  test  accelerometer 
is  mounted  as  shown  in  Fig.  17(a),  and  voltage 
magnitude  and  phase  angle  are  measured.  Next 
the  entire  test  fixture  is  rotated  180  degrees, 
so  that  the  test  accelerometer  is  now  on  the 
left  side  of  Fig.  17(a)  in  such  a  way  that  vector 
is  pointing  left,  is  {K)inting  tock,  and 
is  still  pointing  down.  The  first  equation  for 
the  output  voltage,  v^j,  is  the  same  as  Eq.  (14), 
since  the  identical  relative  position  and  the 
same  equipment  are  used.  The  second  voltage 
measurement,  is  shown  by  Eq,  (20).  When 


Eqs.  (14)  and  (20)  are  summed,  i.e.,  + 

Eq.  (21)  results. 

^2  =  [-S^A^  sin  sin  .*>t 

-SyAj,  sin  (a)t+7y)j  ,  (20) 

''o(l+2)  =  2Hj  [- S^A^  sin  c^t]  .  (21) 

Figures  22(a)  and  22(b)  show  the  voltage 
vectors  where  the  phase  and  magnitudes  have 
been  arbitrarily  chosen,  but  represent  typical 
measurements.  An  algebraic  solution  may  be 
obtained  from  Eq.  (22),  which  is  similar  to  Eqs, 
(18)  and  (19): 

Sx  =  ^  IVo2l'  +  2|VoJ|V„,l  cos 

(22) 

In  the  axial  rotation  method,  it  was  neces¬ 
sary  to  assume  that  the  output  components 
were  small,  and  generally,  this  is  valid,  since 
the  TAR  (i.e.,  A^/aJ  may  be  less  than  0.05  and 
the  TSR  (i.e.,  s^/s  J  may  be  less  than  0.05; 
thus,  the  product  would  be  less  than  0.0025. 

This  would  be  a  worst  case  condition.  In  this 
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Fig,  19.  Vector  relationship  of  voltages  generated 
in  phase  magnitude  technique  with  axial  rotation, 
(a)  position  1,  (b)  position  Z 


end-to-end  technique,  the  first  measurement 
has  a  +SyAy  component,  and  the  second  has  a 
-SyAy  term,  thus  assuming  that  A  has  not 
changed  between  measurements,  mis  product 
sums  to  zero.  This  is  the  principal  advantage 
of  the  end-to-end  rotation  technique;  that  is  to 
say,  if  the  shaker  motion  is  repeatable,  the  Y 
axis  motion  does  not  enter  the  measurement 
results.  Tests  have  shown  the  validity  of  the 
assumption  that  the  shaker  motion  and  phasing 
is  repeatable,  so  long  as  balanced  loads  are 
employed. 


Magnetic  Tape  Recorder  Instrumentation 

The  two  preceding  techniques  utilize  the 
addition  or  subtraction  of  two  sinusoidal  signals 


obtained  from  the  same  transducer  at  different 
times  for  the  measurement  of  transverse  sen¬ 
sitivity.  In  the  previous  discussions,  an  opera¬ 
tion  is  performed  at  each  point  by  calculation 
or  by  graphical  means.  In  theory  it  is  possible 
to  perform  this  addition  or  subtraction  elec¬ 
tronically  with  the  aid  of  a  high  quality,  multi¬ 
channel,  magnetic  tape  recorder. 

A  sinusoidal  signal  must  first  be  recorded 
on  a  control  channel  of  the  magnetic  tape,  while 
the  frequency  is  slowly  swept  over  the  desired 
spectrum.  The  control  channel  is  then  played 
back,  and  the  signal  used  to  drive  the  shaker 
while  the  output  from  the  test  transducer  is 
recorded  on  a  second  channel.  The  accelerom¬ 
eter  is  then  repositioned  by  rotating  it  either 
180  degrees  axially  or  end-to-end,  depending 
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Fig.  20.  Vector  subtraction  —  graphical  solution 


T' 


Fig.  21.  Test  fixtures 


on  which  technique  is  used.  The  control  chan¬ 
nel  is  played  back  a  second  time  and  used  to 
drive  the  system  again,  while  the  transducer 
output  is  recorded  on  a  third  channel.  Recorder 
channels  2  and  3  now  contain  the  sinusoidal  out¬ 
puts  of  the  test  transducer  when  mounted  in  the 
hvo  positions.  These  outputs  are  phase  related 
to  the  driving  signal,  and  thus  to  each  other. 
When  channels  2  and  3  are  played  back  simul¬ 
taneously,  the  two  signals  can  be  combined 
electronically  to  produce  the  instantaneous  sum 
or  difference  required.  The  result  of  an  instan¬ 
taneous  difference  as  required  with  the  axial 
rotation  technique,  is  a  sinusoidal  voltage  shown 
by  Eq.  (17).  Similarly,  for  end-to-end  rotation, 


the  instantaneous  sum  is  represented  by  the 
sinusoidal  voltage  of  Eq.  (21).  This  ac  voltage 
can  be  transformed  by  an  ac  to  dc  converter 
and  recorded  on  an  X-Y  recorder.  By  adjusting 
the  ac  to  dc  converter  gain  and/or  the  recorder 
sensitivity  to  account  for  the  constants  and  ac¬ 
celeration  level,  the  output  can  be  plotted  di¬ 
rectly  in  terms  of  transverse  sensitivity  versus 
frequency.  The  output  can  also  be  plotted  as 
TSR  by  including  the  value  of  in  the  constants, 
and  adjusting  the  ac  to  dc  converter  gain  and/or 
the  recorder  sensitivity  accordingly. 

This  method  of  performing  the  arithmetic 
electronically  can  save  a  great  deal  of  time, 
and  provides  transverse  sensitivity  information 
continuously  over  the  entire  frequency  range. 
This  analog  data  reduction  technique  is  thus  for 
only  a  proposed  instrumentation  approach,  and 
has  not  been  verified  in  the  laboratory,  because 
of  lack  of  a  suitable  magnetic  tape  recorder. 
Foreseeable  problems  which  might  exist  are 
static  and  dynamic  skew  of  the  record  and  play¬ 
back  heads,  and  repeatability  of  the  phase  rela¬ 
tionship  between  the  power  amplifier  input  and 
the  transducer  output. 


TRANSVERSE  COMPENSATED  AC¬ 
CELEROMETER  AND  TECHNIQUE 

Accelerometer 

An  accelerometer  has  been  developed  which 
has  a  low  transverse  sensitivity  in  a  specified 
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Fig.  Z2.  Vector  relationship  of  voltages  generated 
in  phase  magnitude  technique  with  end-to-end  rota¬ 
tion,  (a)  position  1,  (b)  position  2 


direction  over  the  frequency  range  from  20  to 
10,000  Hz.  It  is  useful  for  the  measurement  of 
transverse  motion  of  electrodynamic  shakers, 
and  can  be  employed  as  a  tool  in  the  measure- 
ment  of  the  transverse  sensitivity  of  unknown 
accelerometers,  as  discussed  in  the  next  sec¬ 
tion.  The  transducer  was  fabricated  from  two 
commercially  available  piezoelectric  acceler¬ 
ometers  and  a  precision  stainless  steel  fixture. 
In  principle,  it  utilizes  the  fact  that  the  trans¬ 
verse  sensitivity  of  an  accelerometer  is  a  func¬ 
tion  of  the  angular  rotation  about  its  sensitive 
axis.  As  such,  one  accelerometer  is  rotated  so 
that  its  transverse  output  is  equal  and  opposite 
to  that  of  the  other.  The  technique  and  theory 
is  outlined  in  the  four  steps  below: 


1.  Two  accelerometers  of  the  same  type 
but  with  opposite  axial  polarities  are  employed."' 
The  axial  sensitivities  are  normalized  by  in¬ 
serting  series  capacitance  in  the  more  sensi¬ 
tive  transducer  and  adjusting  it  until  both 
accelerometers  have  the  same  charge  sensi¬ 
tivity.  In  the  unit  developed,  the  accelerometer 
sensitivities  j  within  ±0.2  percent. 

For  the  remainder  of  this  discussion,  the  nor¬ 
malizing  capacitor  is  considered  to  be  an 
integral  part  of  accelerometer  number  1,  and 


'‘'Endevco  Models  2221D  and  X222iD,  the  ''X’* 
designating  reverse  polarity.  Available  only 
on  special  order. 
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all  sensitivities  affected  are  designated  with  a 
prime  (e.g.,  s' ^ )  to  indicate  the  change  d\ie  to 
normalization. 


2.  The  two  accelerometers  can  be  adj\isted 
for  equal  sensitivity  in  the  X-transverse  direc¬ 
tion  after  being  mounted  on  the  precision  fix¬ 
ture  shown  in  Fig.  23  (a  reference  accelerome¬ 
ter  is  mounted  on  top  the  block).  Figure  24 
shows  the  various  components  of  sinusoidal 
acceleration  and  the  accelerometer  sensitivity 
vectors.  The  charge  output  of  accelerometers 
1  and  2  is  expressed  by  Eqs.  (23)  and  (24),  re¬ 
spectively: 

t  Syj  Ay  sin  (ojt  +  yy),  (23) 


+  ^y2^y  +  ^y)-  (24) 


Fig.  23.  Transverse  compensated  ac¬ 
celerometer,  fixture,  and  transducers 


With  the  accelerometers  connected  as 
shown  in  the  block  diagram  of  Fig.  25,  the  out¬ 
put  of  the  differential  amplifier  is  expressed 
by  Eq.  (25): 

%  ==  “[^1  -  ■  (25) 

An  operating  frequency  should  be  chosen 
where  the  shaker  has  less  than  1  percent  trans¬ 
verse  motion,  so  that  >>  A^  and  A^  »  Ay. 


Fig.  24.  Sensitivity  equalization 
in  the  transverse  direction 


As  a  result  of  this  inequality,  and  because 
Ki  ^  ^z2  (f^om  step  (1)  above),  Eq.  (25)  can  be 
expressed  as 


H  A^  sin  o;tj  .  (26) 

The  x-direction  sensitivities  can  be  varied 
by  rotating  the  accelerometers  about  their  sen¬ 
sitive,  Z,  axes  until  the  voltage  monitored  on 
the  wave  analyzer  is  minimized,  at  which  point 
^xi  =  ^x2>  shown  by  Eq.  (26).  An  intuitive 
understanding  can  be  obtained  from  Fig,  24  by 
observing  that  if  each  vector  of  transducer 
number  1  is  equal  to  the  respective  vectors  of 
transducer  number  2,  the  outputs  from  both 
transducers  are  equal  in  magnitude  and  phase. 

In  practice,  the  equalization  of  all  three  vector 
pairs  may  not  be  possible,  because  Sy  is  re¬ 
lated  to  S^,  as  shown  in  Eq,  (12).  As  mentioned 
above,  the  effect  of  Sy  is  negligible  because  of 
the  low  value  of  the  product  SyAy,  so  that  the 
transducer  outputs  are  nearly  equal,  regardless 
of  the  Y  components,  and  the  equalization  of  the 
sensitivities  may  be  accomplished. 

3.  To  determine  the  effectiveness  of  the 
compensation  and  the  frequency  dependency  of 
the  accelerometer  pair,  the  instrumentation 
shown  in  Fig.  25  is  utilized,  and  the  frequency 
slowly  swept  from  40  to  10,000  Hz.  The  re¬ 
sults  shown  by  the  curve  of  Fig.  26  indicates 
the  effectiveness  of  the  compensation  for  the 
transducer  developed.  The  deviation  from  the 
idealistic  zero  output  results  from  a  combina¬ 
tion  of  Y  axis  motion  and  inequality  of  the  two 
X  axes  and  the  two  z  axes  sensitivities  over 
the  frequency  range.  There  are  other  possible 
contributing  factors,  such  as  angular 
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accelerations  and  relative  motion  between  the 
two  accelerometers.  However,  in  view  of  the 
relatively  small  error  component  present,  the 
assumption  that  these  effects  are  small  ap¬ 
pears  valid  to  approximately  2  kHz. 

4.  To  obtain  a  transverse  compensated 
accelerometer,  it  is  necessary  that  the  sensi¬ 
tivity  vectors  be  combined  in  a  manner  such 
that  the  vectors  add  and  the  vectors  sub¬ 
tract  or  cancel.  This  is  accomplished  by  ro¬ 
tating  one  of  the  accelerometers  180  degrees 
about  its  sensitive  axis,  and  combining  the  two 
transducer  outputs  by  charge  summation  of  the 
parallel  outputs,  as  illustrated  in  Figs.  27  and 
28.  The  result  is  a  transverse  compensated 
accelerometer  with  sensitivities  described  by 
Eqs.  (27),  (28),  and  (29): 


s  = 

z 

(27) 

s  - 

X 

(28) 

Sy-- 

®y2  ■  ®yl  ■ 

(29) 

The  value  of  in  Eq.  (28)  deviates  from 
zero  by  an  error  component  resulting  from  im¬ 
perfect  X-axis  compensation.  This  component 
consists  of  the  error  shown  in  Fig.  27  and  an 
additional  error  which  results  from  the  180  de¬ 
gree  axial  rotation.  The  magnitude  of  this  ro¬ 
tational  error,  in  terms  of  TSR,  is  equal  to 
tan  where  0  is  the  angular  deviation  from 
true  perpendicularity  between  the  mounting  sur¬ 
face  of  the  transducer  being  rotated  and  the 
mounting  surface  of  the  shaker.  The  fixture 
used  for  the  transverse  compensated 


A* 


Fig.  27,  Vector  relationships  of  trans¬ 
verse  compensated  accelerom€iter 


TRANSVERSE  COMPENSATED 
ACCELEROMETER 


'1 


Fig.  28,  Transverse  compensated 
accelerometer  charge  summation 


accelerometer  has  a  y'  of  approximately  0.012 
degree,  resulting  in  a  tan  2v^  error  in  TSR  of 
approximately  0.0004. 

Combining  the  error  component  of  Fig.  26 
and  the  tan  2S  error,  the  predicted  XSR  is 

<0.001  from  40  to  1000  Hz 
<0.01  from  1000  to  8000  Hz 
<0.015  from  8000  to  10,000  Hz. 

In  an  effort  to  confirm  the  predicted  TSR, 
further  testing  has  been  initiated.  A  complete 
evaluation  has  not  been  performed,  but  prelim¬ 
inary  data  indicate  the  TSR  <  0.002  from  40  to 
2300  Hz.  The  chief  advantage  of  the  transverse 
compensated  accelerometer  is  the  knowledge  of 
its  frequency  response  over  the  range  from  40 
to  10,000  Hz,  as  shown  by  the  curve  of  Fig.  26. 
This  curve  does  not  necessarily  imply  that  the 
transverse  sensitivity  of  either  accelerometer 
is  flat  over  the  frequency  range.  It  does,  how¬ 
ever,  show  that  the  two  transducers  have  the 
same  frequency  response  within  the  error  com¬ 
ponent  shown. 


Technique 

This  technique  requires  the  use  of  an  ac¬ 
celerometer  which  has  a  very  low  transverse 
sensitivity  over  the  test  frequency  range.  The 
transverse  compensated  accelerometer  dis¬ 
cussed  earlier  meets  the  requirements,  and  is 
used  to  cancel  that  portion  of  the  test  trans¬ 
ducer  output  due  to  unwanted  shaker  transverse 
motion.  The  following  paragraphs  describe  the 
implementation  of  this  technique. 

The  test  transducer  to  be  measured  and  the 
compensated  accelerometer  are  mounted  with 
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sensitive  axes  (s^^)  aligned  with  the  accelera¬ 
tion  axis  and  are  instrumented  as  shown 

in  Fig.  29.  The  charge  amplifier  outputs  (v^ 
and  v^)  can  be  equalized  by  adjusting  the  gains, 
and  B^,  while  vibrating  both  accelerometers 
at  the  same  level.  They  are  adjusted  until  the 
outputs  are  equal,  as  evidenced  by  the  differen¬ 
tial  amplifier  output  approaching  zero 
within  the  limit  of  system  noise  and  relative 
phase  difference.  It  is  important  to  notice  that 
the  differential  amplifier  is  producing  an  output 
which  is  the  difference  of  the  instantaneous 
values  of  the  inputs  v^.  and  For  a  zero 
output,  and  must  be  equal  in  amplitude 
and  phase.  Therefore,  it  is  necessary  that  the 
two  charge  amplifiers  have  near  equal  phase 
characteristics  over  the  frequency  range  of  in¬ 
terest.  For  the  equalization  process,  a  fre¬ 
quency  should  be  chosen  where  the  transverse 
motion  of  the  shaker  is  low  (in  the  order  of  1 
percent  or  less).  It  is  emphasized  that  the 
transverse  motion  need  not  be  this  low  at  all 
frequencies,  just  at  the  frequency  of  axial  sen¬ 
sitivity  equalization.  Because  is  much 
greater  than  or  ,  and  since  =  v^,  the 
transducer  sensitivities  are  related  by  Eq.  (30), 

=  (30) 

The  test  and  the  compensating  transducers 
are  then  remounted  for  vibration  along  the 
transverse  X  axis,  as  shown  in  Fig.  30.  As 
shown,  the  compensated  accelerometer  has  its 
sensitive  axis  in  line  with  that  of  the  test 


accelerometer.  Since  the  compensated  unit  has 
practically  no  transverse  output  in  its  vertical 
direction  (i.e.,  less  than  0,1  percent),  it  essen¬ 
tially  measures  the  shaker^s  lateral  motion. 

This  same  motion  is  the  source  of  error  in  the 
test  unit.  By  instantaneous  differencing  the 
outputs  of  both  transducers  (as  shown  by  Fig. 

31),  the  shaker’s  lateral  defect  is  vectorially 
subtracted  from  the  output  of  the  test  acceler¬ 
ometer.  Voltage,  ,  is  proportional  to  the 
TSR  of  the  test  accelerometer.  The  instrumen¬ 
tation  system  of  Fig.  31  can  be  utilized  to  pro¬ 
vide  an  automatic  plot  of  the  vector  difference 
output  between  the  test  transducer  and  the 
compensated  accelerometer.  The  output  is 
shown  by  Eq.  (31),  where  the  sensitivity  vectors 
have  been  previously  defined: 

''o  =  "  sin  (cat  +  r^) 

-  sin  CL)t 

+  +  .  (31) 

The  voltage,  v^,  is  proportional  to  the 
rms  value  of  the  instantaneous  voltage  repre¬ 
sented  by  the  term  in  the  brackets.  The  wave 
analyzer  is  used  for  its  very  narrow  band  width 
centered  about  the  oscillator  frequency,  thus 
minimizing  noise,  pick-up,  distortion,  etc.  The 
equality  of  the  equation  eliminates 

the  first  term  in  the  brackets  of  Eq,  (31),  and 
the  result  is  shown  in  Eq.  (32): 


s 


Fig.  29.  Block  diagram  of  axial  sensitivity  equalization  instrumentation 
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be  neglected,  and  the  result  expressed  by 
Eq.  (33): 


Fig.  30.  Test  setup  using  transverse 
compensated  accelerometer 

''o  -  [-  sin  wt 

^  (Syt  Bt  -  B^)  Ay  sin  (a,t  +  7y)]  .  (32) 

For  many  conditions  of  operation,  the 
second  term  in  the  brackets  of  Eq.  (32)  can 


Vq  Bj.  sin  cot  .  (33) 

The  assumption  that  this  term  can  be  neg¬ 
lected  is  valid  when  the  transverse  motion  in 
the  Y  direction  is  insignificant.  Generally 
speaking,  the  Y  axis  components  may  be  neg¬ 
lected,  if  the  transverse  acceleration  is 
less  than  10  percent  of  A^.  This  places  a  re¬ 
striction  on  the  transverse  motion  character¬ 
istics  of  the  shaker  which  is  far  more  liberal 
(by  about  an  order  or  two  of  magnitude)  than 
that  imposed  by  conventional  methods  assuming 
unilateral  motion.  Equation  (34)  shows  that  the 
wave  analyzer  output,  v^^.,  contains  the  desired 
transverse  sensitivity  information 

Vw  ^  (34) 

If  the  transducer  is  vibrated  at  a  constant 
known  level  of  sinusoidal  acceleration  (A  J  as 
the  frequency  is  swept  over  the  range,  a  volt¬ 
age  can  be  plotted  on  an  X-Y  recorder  which  is 
proportional  to  (transverse  sensitivity  of 
the  test  transducer  in  the  X  direction).  The 
combined  constants  of  Eq.  (34)  are  easily  de¬ 
termined  by  a  system  measurement.  This  is 
most  easily  accomplished  after  the  2-axis 
sensitivity  equalization,  but  while  the  acceler¬ 
ometer  is  still  mounted  with  its  sensitive  axis 
aligned  with  the  shaker  axis..  In  this  position, 
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Fig.  31,  Block  diagram  of  transverse  sensitivity  measurement  instrumentation 
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the  circuit  of  Fig.  31  is  utilized,  but  with  the 
compensating  accelerometer  disconnected. 

The  Y-axis  recorder  input  is  then  expressed  by 
Eq.  (35).  In  accordance  with  common  practice 
when  performing  sensitive  axis  measurements, 
the  products  of  transverse  motion  and  sensitiv¬ 
ity  are  neglected.  If  the  transducer  is  vibrated 
at  the  same  acceleration  level  usM  for  trans¬ 
verse  measurement,  the  output  voltage  rep¬ 
resents  100  percent  TSR. 

v:  =  .  (35) 

Dividing  Eq.  (34)  by  Eq.  (35)  yields  the  rela¬ 
tionship  in  Eq.  (36),  which  gives  a  voltage  ratio 
that  is  equal  to  the  TSR: 

I:?:-  =  =  TSR.  (36) 

It  should  be  noticed  that  the  usually  trou¬ 
blesome  product,  discussed  earlier,  has 
been  eliminated  from  the  results.  There  is  the 
restriction  on  the  Y  direction  transverse  mo¬ 
tion  previously  mentioned;  however,  it  is  rela¬ 
tively  liberal,  and  can  be  met  by  most  good 
shakers  with  the  exception  of  a  few  resonant 
points.  Another  assumption  is  that  both  the  test 
and  the  compensating  accelerometers  experi¬ 
ence  the  same  motion.  This  is  not  necessarily 
true  as  mechanical  resonances  are  approached, 
or  if  angular  acceleration  is  present.  The  va¬ 
lidity  of  this  assumption  depends  to  a  great  ex¬ 
tent  upon  the  test  fixture,  accelerometers,  and 
shaker  used. 

As  is  frequently  the  case  in  vibration  work, 
one  of  the  major  problems  is  the  test  fixture. 
The  fixture  needed  for  this  technique  has  sev¬ 
eral  requirements  which  complicate  its  design: 

1.  The  fixture  must  provide  for  rotating 
the  test  accelerometer  about  its  sensitive  axis 
to  determine  the  transverse  sensitivity  as  a 
function  of  angular  rotation. 

2.  The  fixture  must  have  an  accelerometer 
mounting  surface  perpendicular  to  the  shaker 
mounting  surface.*^  Any  deviations  from  this 
perpendicularity  results  in  an  error  in  the 
measured  TSR  equal  to  tan  ^ . 

3.  As  a  unique  requirement,  the  fixture 
must  provide  for  mounting  the  compensating 


^Some  shakers  generate  motion  parallel  to  the 
mounting  surface,  such  as  the  ITT  Model  ST- 
100,  or  the  MicroGee  Models  70ZL»  7Z8L,  and 
738L,  If  this  is  the  case,  the  fixture  must  be 
parallel  to  the  shaker's  mounting  surface. 


accelerometer  with  its  sensitive  axis  and 
transverse  axis  aligned  with  the  test  acceler¬ 
ometers  respective  axis. 

4.  The  motions  must  be  the  same  in  mag¬ 
nitude  and  phase  at  both  transducers.  It  is  es¬ 
pecially  important  that  dynamic  mass  unbalance 
does  not  cause  rocking  motion,  and  that  reso¬ 
nant  frequencies  be  as  high  as  possible. 

The  fixtures  used  with  this  experiment 
were  previously  shown  in  Fig.  21,  Stainless 
steel  (5144F)  was  used  to  increase  resonant 
frequencies  and  minimize  deformation.  The 
maximum  value  of  tan  ^  error  component  for 
any  of  the  fixtures  is  less  than  0,0004.  The 
fixtures  shown  produced  good  results  up  to 
about  1000  to  1500  Hz,  above  which  the  motion 
of  the  two  transducers  appears  to  differ.  A 
different  concept  in  fixturing  and/or  choice  of 
accelerometers  will  be  required  for  a  second 
generation  system  capable  of  higher  frequency 
measurements.  A  test  fixture  with  an  integral 
accelerometer  might  provide  a  partial  solution. 
Examples  of  test  data  obtained  by  this  technique 
are  shown  in  Figs.  32(a)  and  32(b).  The  data  of 
Fig.  32(a)  were  obtained  from  a  Clevite  2E5 
compression  type  piezoelectric  "cement  on" 
accelerometer.  The  data  shown  in  Fig.  32(b) 
were  obtained  on  an  Endevco  221 5C  compres¬ 
sion  type  piezoelectric  accelerometer.  Above 
1000  Hz,  the  transverse  sensitivity  curves 
rapidly  become  unreliable.  Both  of  the  curves 
have  perturbations  which  may  be  attributed  to 
angular  accelerations  and  Y-axis  transverse 
motion,  as  well  as  accelerometer,  connector, 
and  cable  resonances.  In  particular,  note  the 
large  changes  in  Fig.  32(b)  at  the  lower  fre¬ 
quencies.  Cable  effects  become  very  significant 
in  this  region  and  below.  Two  different  electro- 
dynamic  shakers  were  used  to  obtain  the  data 
shown.  These  results  indicate  that  for  the  two 
accelerometers  tested,  the  frequency  response 
was  nearly  flat  (i.e.,  ±20  percent  of  the  "mid¬ 
band"  TSR)  from  about  60  to  800  Hz. 

One  of  the  chief  advantages  of  this  tech¬ 
nique  is  the  ability  to  sweep  frequency  and 
avoid  laborious  and  discontinuous  point -by- 
point  data.  In  theory,  the  technique  is  useful 
throughout  the  frequency  range,  providing  the 
transverse  motion  is  on  the  order  of  10  percent 
or  less.  At  present,  test  fixture  and  acceler¬ 
ometer  problems  have  been  encountered  that 
prevent  reliable  test  data  from  being  taken 
above  about  1  kHz. 

SUMMARY 

The  basic  concepts  of  accelerometer 
transverse  sensitivity  measurements  were 
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(a) 


(b) 


Fig»  32.  Frequency  response  of 
transverse  sensitivity  ratio 


discussed,  and  several  techniques  were  pre¬ 
sented  which  account  for  undesired  components 
of  motion.  Their  respective  advantages,  short- 
comings,  and  frequency  dependency  were  dis¬ 
cussed.  In  all  cases,  where  accurate  measure¬ 
ments  are  required,  the  vector  nature  of  the 
problem  must  be  examined.  In  theory,  the 
techniques  are  independent  of  frequency.  How¬ 
ever,  practical  electronic  equipment  and  fixture 
limitations  impose  certain  restrictions  on  the 
frequency  range  as  a  whole.  Narrow  band  fil¬ 
ters  are  required  for  suitable  measurements 
because  the  signal  level  from  high  quality  ac¬ 
celerometers  is  extremely  small  when  vibrated 
transversely.  Say,  for  example,  that  a  trans¬ 
ducer  has  an  axial  sensitivity  of  10  mv/g,  a 
maximum  tsr  of  1  percent,  and  the  accelera¬ 
tion  was  10  g.  The  maximum  output  voltage 
from  the  pickup  (assuming  pure  motion)  would 
be  (10  mv/g)  (10  g)  (1  percent)  =  1  mv. 


When  the  transducer  is  rotated  in  such  a 
way  that  the  axis  of  maximum  transverse  sen¬ 
sitivity  is  not  aligned  with  the  direction  of  ac¬ 
celeration,  the  output  varies  with  the  cosine  of 
the  rotational  angle.  Thus,  when  the  signal 
levels  are  typically  less  than  system  noise 
levels,  it  is  essential  that  narrow  band  tech¬ 
niques  be  employed.  This  immediately  limits 
the  low  frequency  end,  since  the  bandwidth  of 
the  filter  becomes  more  the  limiting  factor  as 
zero  frequency  is  approached.  At  higher  fre¬ 
quencies,  the  flexural  stiffness,  cable,  connec¬ 
tor,  and  fixture  problems  appear  as  limits. 

Measurements  as  low  as  14  Hz,  and  as 
high  as  10  kHz,  were  performed;  however,  be¬ 
cause  of  the  mentioned  problems  (and  undoubt¬ 
edly  more),  it  is  felt  that  reliable  results  were 
obtained  over  a  frequency  range  from  about  40 
to  2500  Hz,  depending  on  the  particular  fixture, 
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accelerometers,  cable  arrangement,  etc.  Fur¬ 
ther  refinements  are  expected  to  permit  meas¬ 
urements  at  much  higher  frequencies. 

Data  taken  as  a  function  of  frequency  on 
several  piezoelectric  accelerometers  indicate 
a  frequency  response  flat  to  within  ±20  percent 
as  an  arbitrary  figure.  The  deviations  from 
the  ideally  flat  response  are  not  all  explained 
at  this  time,  and  are  certainly  insufficient  to 
permit  stating  with  absolute  certainty  that  the 
T  S  R  is  or  is  not  frequency  dependent.  It  is  felt, 
however,  as  the  measurement  confidence 


increases  af  the  higher  and  lower  frequencies, 
deviations  will  be  noted. 
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FIRST  OCCURRENCE  PROBABILITIES  FOR  EXTREME 
RANDOM  VIBRATION  AMPLITUDES 


Cory  L.  Gray 

Measurement  Analysis  Corporation 
IjOs  Angeles,  California 


The  problem  of  a  failure  caused  by  the  first  occurrence  of  a  statisti¬ 
cally  rare,  extreme  vibration  amplitude  is  investigated  theoretically 
and  partially  verified  by  experiments  Such  failures  might  be  associated 
with  the  exceedance  of  an  ultimate  strength,  a  preload,  or  an  allowable 
deflection.  Although  an  exact  solution  to  the  problem  is  unknown,  equa¬ 
tions  which  form  theoretical  bounds  are  presented.  These  equations 
answer  the  questions:  How  many  times  can  a  particular  random  vibra¬ 
tion  be  sampled  for  specific  time  periods  before  a  critical  amplitude 
will  be  observed?  Or,  given  an  observation  period,  what  is  the  maxi¬ 
mum  amplitude  that  will  be  reached  during  that  time  with  specified 
probability?  The  theoretical  results  are  shown  to  compare  favorably 
with  analog  computer  data  for  the  special  case  of  simple,  mechanical 
oscillator  response.  Finally,  it  is  shown  how  the  analysis  can  be  ap¬ 
plied  to  practical  engineering  problems. 


INTRODUCTION 

Many  engineering  designs  are  governed  by 
criteria  specifying  some  critical  level  or  am- 
plitude  which,  if  exceeded,  will  produce  unac¬ 
ceptable  results.  These  results  might  include 
an  intolerable  malfunction,  or  complete  failure 
of  the  system.  Some  common  examples  of  such 
critical  amplitudes  include:  (a)  the  yield  or 
ultimate  strength  of  material,  (b)  the  force 
needed  to  overcome  a  required  preload,  and 
(3)  excursions  of  shock -mounted  components 
which  equal  the  allowed  clearances.  If  the  phe¬ 
nomenon  of  interest  is  random  in  nature,  the 
design  criteria  must  be  expressed  in  probabi¬ 
listic  terms.  Often  In  the  past,  this  has  been 
done  by  assuming  a  particular  amplitude  dis¬ 
tribution  of  the  phenomenon,  usually  Gaussian, 
and  selecting  some  multiple  of  the  standard 
deviation  amplitude,  which  is  statistically  un¬ 
likely  to  occur  very  often.  The  multiple  most 
often  selected  seems  to  be  three  staindard  de¬ 
viations,  or  3cr,  For  normally  distributed  data, 
this  would  amount  to  a  critical  level,  occurring 
approximately  three-tenths  of  one  percent  of 
the  time.  However,  since  even  the  first  occur¬ 
rence  of  such  a  critical  amplitude  extreme  may 
constitute  complete  failure,  a  better  way  of 
specifying  probabilities  is  needed.  Such  a  spec¬ 
ification  woxild  include  the  effect  of  time  of  ob¬ 
servation  of  the  phenomenon.  This  is  required, 
as  most  random  probability  distributions  imply 


that  arbitrarily  large  amplitudes  will  be  ob¬ 
served,  if  the  period  of  observation  is  infinite. 

As  developed  in  this  paper,  the  meaning  of 
the  probability -time  relationship  can  be  illus¬ 
trated  by  the  question:  How  many  times  on  the 
average  can  a  particular  random  vibration  x(  t) 
be  sampled  for  time  periods  T  before  the  am¬ 
plitude  will  be  observed  to  equal  or  exceed  the 
level  X  =  a?  Or,  conversely:  How  high  an  am¬ 
plitude  (a)  would  be  reached  in  time  T  with 
probability  P a)  ?  Exact  answers  to  these 
questions  are  unknown.  It  is  possible,  however, 
to  establish  conservative  theoretical  bounds  on 
the  probability,  which  will  have  practical  appli¬ 
cation  to  engineering  problems.  In  the  follow¬ 
ing  development,  the  only  initial  assumptions 
are  that  the  vibration  under  investigation  is 
random  and  stationary. 


ANALYSIS  OF  EXTREME  AMPLI¬ 
TUDE  PROBABILITIES 

The  range  of  amplitudes  to  be  discussed 
here  includes  only  those  rare  extremes  which 
are  usually  ignored  as  being  too  improbable. 
Nominally,  the  range  extends  upward  from  3a. 

The  first  occurrence  of  a  pre-selected 
amplitude  (a)  experienced  by  a  random  vibra¬ 
tion  x(t),  7  seconds  after  an  arbitrary  starting 
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X. 


Fig. 1.  First  occurrence 
of  a  given  vibration  am¬ 
plitude,  following  an  ar¬ 
bitrary  starting  time 


time  tg ,  is  illustrated  by  Fig.  1.  Note  that 
x(  t)  may  exceed  the  amplitude  (a)  after  the 
first  level  crossing.  Thus  it  is  not  simply  peak 
value  statistics  which  are  needed  to  describe 
this  failure  mechanism.  It  is  desired  to  esti¬ 
mate  the  minimum  time  of  observation,  before 
x(t)  reaches  failure  amplitude.  To  do  this,  it 
is  necessary  to  know  the  statistical  distribution 
of  the  times  to  a  first-level  crossing  occurrence. 
This  information  is  not  available  in  exact  ana¬ 
lytical  form  for  the  general  case.  Therefore, 
certain  simplifying  assumptions  must  be  made 
in  order  to  continue  the  analysis.  First,  as 7 
sume  that  each  exceedance  of  a  given  level  is 
an  independent  event,  which  is  not  related  to 
previous  exceedances  of  that  level.  Then  the 
elapsed  time,  r,  from  an  arbitrary  starting 
time  tg  to  the  first  exceedance  of  the  level  (a), 
is  a  random  variable  having  an  exponential, 
probability  density  function 

PgC  r)  =  .  (1) 

This  is  the  first  crossing  probability  density 
function  for  a  Poisson  process,  and  is  shown  as 
the  curve  of  Fig.  2. 

If  the  Poisson  process  is  accepted  as  a 
model  for  extreme  amplitude  occurrences  of 
random  vibration,  then  the  probability  that  the 
variable  x(t)  will  equal  or  exceed  level  (a)  in 
time  T  is  obtained  by  integrating  Eq.  (1)  from 
0  to  T,  The  resulting  probability  term  can  be 
expressed  as  Pj(^)  and  would  have  the  form 

PT<a)  (2) 

where  X  in  this  case  would  be  the  average  or 
expected  number  of  crossings  of  the  level  (a) 
with  positive  slope  per  unit  time,  N^. 

Substituting  this  in  Eq.  (2)  above. 


-NIT 


(3) 


TIME  TO  FIRST  OCCURRENCE  -  T 


Fig.  2.  Probability  density  function  for 
the  time  to  a  first  occurrence  of  x  -  a, 
based  on  independence  of  events 


For  small  values  of  probability  P^a),  Eq. 
(3)  is  approximated  by  Eq.  (4), 

Pt(  a)  =  N+T  .  (4) 

If  the  vibration  is  symmetrically  distrib¬ 
uted  about  zero  mean,  and  both  positive  and 
negative  extremes  are  included  as  independent 
events. 


Pj(a)  -  2N^T  .  (5) 

The  simple  expression  in  Eq.  (5)  has  been 
shown  in  Ref.  1  to  constitute  an  upper  bound  on 
the  probability  of  crossing  a  positive  or  nega¬ 
tive  extreme  value  (a)  in  time  T,  regardless  of 
the  assumption  of  independence  of  crossing  oc¬ 
currences.  This  is  a  highly  significant  proof, 
as  it  shows  that  any  correlation  between  succes¬ 
sive  extremes  will  tend  to  decrease  the  prob¬ 
ability  of  such  extremes  occurring  in  specific 
time  periods.  Equation  (5)  can  then  be  modified 
to  reflect  this  bounding  condition: 


P^Ca)  <  2N;T  , 


(6a) 


T 


PjC  a) 

2n: 


(6b) 


Equation  (6)  ignores  the  remote  probability 
that  x(t)  will  be  above  level  (a)  at  time  tg. 
This  probability  can  be  added  directly  to  the 
right-hand  side  of  Eq.  (6a),  if  it  becomes  sig- 
nificiant.  For  the  present  analysis,  however, 
the  amplitudes  being  considered  are  extreme, 
and  this  instantaneous  probability  will  usixally 
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be  very  small  compared  to  N^T.  The  importance 
of  Eq.  (6)  is  that  although  an  exact  analysis  of 
extreme  values  for  engineering  problems  may 
not  be  possible,  at  least  some  problems  can  be 
bounded. 


where  o-  is  the  rms  value  of  x(t)  and  Q  is  irr 
times  the  expected  frequency  with  which  x(t) 
crosses  zero  with  positive  slope  Nj .  For 
Gaussian  vibration  with  known  power  spectrum 
G(  f),  ri  is  given  by  Ref.  3  as 


The  main  difficulty  in  applying  Eq.  (6)  to 
practical  prcA)lems  involves  the  determination 
of  the  expected  number  of  crossings  of  the  level 
(a)  in  unit  time.  may  be  evaluated  either 
experimentally  or  analytically.  The  former 
method  can  be  approached  from  the  standpoint 
of  two  different  measured  quantities,  both  of 
which  are  difficult  to  obtain.  The  analytical 
method  requires  prior  knowledge  of  the  joint 
distribution  of  x(t)  and  its  time  derivative 

x(t). 

The  value  of  can  be  measured  directly 
from  sampled  vibration  data  by  setting  a  thresh¬ 
old  counter  at  various  amplitude  levels,  and 
averaging  the  counts  indicating  positive  level 
crossings  having  positive  slope  over  the  sample 
length.  The  obvious  shortcoming  of  this  ap¬ 
proach  is  that  several  occurrence  of  the  highest 
level  of  interest  must  actually  appear  in  the 
data  sample,  in  order  to  average  effectively. 
This  would  normally  require  sample  lengths 
which  are  impractically  long.  The  same  draw¬ 
back  applies  to  the  measurement  of  another 
function,  which  can  be  used  to  derive  This 
is  the  joint  probability  density  of  the  vibration 
amplitude  and  its  time  derivative  P(x,x).  By 
selecting  the  particular  amplitude  of  interest, 
the  conditional  probability  density  function  for 
the  time  derivative  at  that  amplitude  can  be 
substituted  in  the  following  expression  from 
Ref.  2,  to  obtain  the  average  rate  of  crossing 
for  positive  amplitudes  with  positive  slope: 


n  =  27rNj 


^rj 


f^GCf)  df 


G(f)  df 


(9) 


The  term  a.  in  Eq.  (9)  is  the  rms  value  of 
the  time  derivative  of  x(t).  Substituting  Eq.  (8), 
with  X  evaluated  at  (a),  into  Eq.  (7)  and  inte¬ 
grating  produces 


(10) 


Substituting  this  in  turn  into  Eq.  (6a)  gives 
the  probability  relationship 


P^a)  (11) 


which  is  valid  for  extreme  amplitude  of  Gaus¬ 
sian  vibration  that  are  greater  than  about  three 
.times  the  rms  value.  Since  x  is  a  random  var¬ 
iable,  x/(T  is  also,  and  may  be  substituted  in 
Eq.  (11)  to  obtain 


P^(K)  <  ^  exp 


(12) 


K  -- 


xp(  a,  x)  dx  . 


The  parameter  K  may  be  called  a  dimen¬ 
sionless  extreme  value.  Written  another  way, 
(*7)  Eq.  (12)  states 


Although  employing  measured  data  to  eval¬ 
uate  Eq.  (7)  may  be  impractical,  the  required 
probability  function  may  be  idealized  with  an 
analytical  form.  The  only  really  applicable 
form  which  has  been  solved  is  for  stationary 
Gaussian  vibration  with  zero  mean  value. 
Therefore,  an  analytical  approach  to  the  evalua¬ 
tion  of  N^,  for  most  cases,  requires  an  assump¬ 
tion  of  data  normality. 

The  joint  probability  density  function  for  a 
Gaussian  random  variable  x(t)  and  its  time 
derivative  x(  t )  is  given  in  Ref,  3  as 


p(x,  x) 


CTCp 


2'rrcr^ 


/'jii  + 

\  2cr^  / 


(8) 


nr  >  TrP^(K)  exp  .  (13) 

Three  bounding  cases  of  Eq.  (13)  are  plotted 
in  Fig.  3  as  K  versus  ilT,  with  P^(K)  as  a  pa¬ 
rameter. 

Equations  (12)  and  (13)  are  both  very  simple, 
easy-to-use  relationships.  Having  selected  a 
time  period,  the  upper  probability  of  exceeding 
given  levels  can  be  readily  calculated  from  Eq. 
(12).  Conversely,  for  a  given  probability,  the 
minimum  time  to  reach  an  arbitrary  level  is 
obtainable  using  Eq.  (13).  So  long  as  the  Gaus¬ 
sian  assumption  is  made,  all  that  is  required 
for  solution  of  a  problem  is  the  zero  crossing 
rate,  the  power  spectrum  of  the  vibration,  or 
the  rms  values  of  x(  t )  and  its  time  derivative. 
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DIMENSIONLESS  TiME-'IlJ 


Fig.  3.  Maximum  amplitude  likely  to 
occur  during  a  period  of  observation, 
with  three  levels  of  probability 


COMPARISON  WITH  EXPERI¬ 
MENTAL  RESULTS 

Experimental  verification  of  the  theories 
presented  above  has  been  reported  in  Ref.  4  for 
the  special  case  of  a  simple,  mechanical  oscil¬ 
lator.  Data  were  obtained  using  an  analog  com¬ 
puter.  The  velocity  response  of  a  narrow  band 
(lightly  damped)  mechanical  oscillator  analog, 
driven  by  a  random  forcing  function,  was  ob¬ 
served  for  periods  of  time  varying  in  duration 
from  0.1  to  100  sec.  The  resonant  frequency  of 
the  oscillator,  f^,  was  2000  rad/sec  or  318  cps. 
System  damping  was  varied  over  the  range  1  to 
10  percent  of  critical.  The  maximum  positive 
and  negative  velocity  amplitudes  for  each  of 
100  trials  at  each  condition  were  recorded. 
Sample  distributions  of  these  values  as  multi¬ 
ples  of  the  rms  velocity  were  plotted,  and  mean 
curves  were  drawn  through  the  data.  Points 
were  then  taken  from  these  mean  sample  dis¬ 
tributions  at  various  levels  of  probability. 

In  order  to  compare  Eq.  (13)  to  these  data, 
it  is  only  necessary  to  evaluate  n  and  substi¬ 
tute  the  proper  value  of  probability  P.p(K).  In 
Eq.  (9),  0  was  defined  as  2n  times  the  number 
of  zero  crossings  with  positive  slope  in  unit 
time.  For  a  lightly  damped,  mechanical  oscil¬ 
lator,  the  number  of  zero  crossings  with  posi¬ 
tive  slope  is  equal  to  the  frequency  of  oscilla¬ 
tion  Therefore,  substituting  0  =  in 
Eq.  (13),  and  rearranging  terms, 

fnT  >.  exp  .  (14) 


to  10^  10^  10^  10^  10^ 


DIMENSIONLESS  TIME  -  T 

Fig.  4.  Comparison  of  analysis  and  analog 
computed  data  for  the  case  of  a  simple, 
mechanical  oscillator ,  with  5  percent  prob¬ 
ability  of  exceedance 


Figure  4  illustrates  the  desired  compari¬ 
son  for  a  5  percent  probability  of  exceeding  the 
dimensionless  extreme  amplitude  K  in  a  dimen¬ 
sionless  time  of  observation  f^T. 

The  continuous  curve  represents  the  bound¬ 
ing  condition  of  Eq.  (14),  and  the  data  points  are 
from  the  analog  study.  Vertical  scatter  in  the 
data  points  reflect  the  influence  of  system  damp¬ 
ing  variation,  with  the  lowest  amplitudes  gener¬ 
ally  corresponding  to  the  least  damping.  Two 
significant  points  are  brought  out  by  Fig.  4:  (a) 
the  Poisson  assumption  of  independence  does 
actually  amount  to  a  bound  on  the  minimum  ob¬ 
servation  time  (or  total  number  of  cycles  f^T), 
prior  to  a  level  exceedance,  and  (b)  as  the  num¬ 
ber  of  cycles  increases,  and  the  value  of  ex¬ 
tremes  gets  higher,  extreme  amplitude  occur¬ 
rences  actually  become  independent,  and  the 
curve  becomes  a  very  good  prediction  tool.  The 
data  from  Ref.  4  show  that  these  general  ob¬ 
servations  have  held  true  for  a  wide  range  of 
system  damping  coefficients  and  exceedance 
probabilities. 


APPUCATION 

At  this  point,  it  is  worthwhile  to  review  the 
assumptions  of  the  development,  in  order  to 
understand  its  applications.  The  vibration  en¬ 
vironment  under  consideration  was  specified  to 
be  random  and  stationary.  Occurrences  of  ex¬ 
treme  amplitudes  were  assumed  to  be  independ¬ 
ent  of  similar  events  in  either  the  past  or  fu¬ 
ture.  The  development  was  restricted  to  small 
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probabilities  of  exceeding  any  given  amplitude, 
and  both  positive  and  negative  extremes  were 
considered  to  occur  independently.  In  order  to 
perform  the  analysis  without  measured  prob¬ 
ability  data,  the  vibration  was  assumed  Gaus¬ 
sian,  and  extreme  amplitudes  were  considered 
to  be  greater  than  three  times  the  rms  vibration 
level. 

These  simplifying  assumptions  would  ap¬ 
pear  to  impose  severe  limitations  on  the  appli¬ 
cation  of  extreme  value,  prediction  techniques 
to  practical  problems.  However,  with  good  en¬ 
gineering  judgment,  some  problem  areas  can  at 
least  be  bounded.  For  example,  vehicle  vibra¬ 
tion  during  the  launch  phase  of  a  missile  would 
not  be  considered  stationary,  yet  it  may  be  im¬ 
portant  to  estimate  the  maximum  probability  of 
a  given  amplitude  extreme.  For  this  application, 
a  Gaussian  assumption  would  be  reasonable,  as 
actual  deviations  in  amplitude  distribution  would 
usually  tend  toward  a  conservative,  or  lower, 
probability  result  than  calculated  using  the 
Gaussian  assumption.  The  assumption  of  inde¬ 
pendence  of  extreme  amplitude  occurrences 
would  also  tend  toward  a  conservative  result, 
as  real  vibration  data  generally  exhibit  a  de¬ 
gree  of  time  correlation  between  extremes.  In 
the  range  below  four  times  the  rms  amplitude, 
the  grouping  of  extremes  renders  the  independ¬ 
ence  assumption  quite  conservative,  as  was 
demonstrated  by  the  analog  computer  study 
results  of  Ref.  4  shown  in  Fig.  4. 

To  obtain  the  necessary  parameters  for  an 
analysis  of  the  missile  launch  vibration  prob¬ 
lem,  the  short  time,  averaged  rms  vibration¬ 
time  history  of  concern  should  be  recorded. 
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Then,  n  in  Eq.  (9)  may  be  evaluated  by  making 
any  of  three  measurements,  (a)  zero  crossing 
count,  (b)  rms  value  of  x(t) ,  or  (c)  power  spec¬ 
trum  of  x(t).  If  is  used,  the  maximum 
value,  likely  to  occur  at  liftoff  or  transonic 
flight,  should  be  divided  by  the  maximum  value 
of  a  the  rms  of  x(t).  To  use  power  spectral 
data,  compute  the  time -averaged,  power  spec¬ 
trum  over  a  period  which  includes  the  maximum 
rms  vibration.  Absolute  spectral  values  are  not 
relevant  to  the  computation  of  n,  as  the  denom¬ 
inator  of  Eq.  (9)  is  a  normalizing  factor.  Treat¬ 
ing  the  worst  case  vibration  as  if  it  were  sta¬ 
tionary,  Eq.  (12)  or  Eq.  (13)  can  then  be  employed 
to  predict  extreme  amplitude  behavior  in  a 
highly  conservative  manner  for  this  nonstation¬ 
ary  environment. 

As  a  numerical  example,  assume  a  space¬ 
craft  part  responds  at  a  single  vibration  fre¬ 
quency  =  100  cps.  Further,  assume  that  the 
maximum  rms  vibration  during  the  worst  part 
of  the  launch  phase,  lasting  5  sec,  has  been  es¬ 
timated,  and  a  failure  criterion  has  been  estab¬ 
lished  at  4.5  times  this  rms  level.  Determine 
the  maximum  probability  of  failure  of  the  part. 

Substituting  the  given  parameter  values  into 
Eq.  (12)  with  0=  2  77(  100), 

20  .  25 

Pt(4.5)  <  2(100) 5  e  ^ 

<  0, 036  . 

This  result  indicates  that  on  the  average,  fail¬ 
ure  of  the  part  from  vibration  will  occur  on  fewer 
than  one  in  twenty-eight  launches  of  the  spacecraft. 
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DISCUSSION 


Mr.  Burgwin  (Honeywell  Inc,):  In  a  prac¬ 
tical  sense,  you  did  not  mention  anything  about 
the  limitation  that  your  test  equipment  would 
put  on  this.  If  you  have  a  shaker  that  can  shake 


so  many  pounds,  a  top  limit  is  put  on  what  you 
get  in  the  probability.  I  might  say  though,  be¬ 
fore  we  get  into  this,  that  at  Honeywell  we  have 
done  very  much  the  same  thing  that  you  did  and 
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we  have  some  experimental  confirmation.  I  did 
some  rapid  checking  and  it  agrees  well  with  what 
you  have  said.  In  actual  vibration  testing,  how¬ 
ever,  you  are  limited  by  the  amount  of  power 
you  can  put  into  it.  This,  of  course,  is  multi¬ 
plied  by  the  Q  of  the  resonance  and  you  are  lim¬ 
ited  in  the  sigma  that  you  can  get,  although  we 
have  seen  some  peaks  up  as  high  as  10  sigma  in 
a  relatively  short  time. 

Mr.  Gray:  This  would  often  be  the  case 
with  acceleration  because  you  have  the  opposite 
effect.  If  you  have  a  hard  spring  or  nonlinear 
excursions,  this  will  have  the  opposite  effect 
and  will  tend  to  increase  the  tails  of  the  accel¬ 
eration  distribution.  I  limited  what  I  was  saying 
to  stresses  or  excursions.  Nonlinear  effects 
are  generally  stiffening  effects  with  higher  am¬ 
plitudes.  This  will  have  the  tendency  to  limit 
stresses  and  excursions,  but  it  will,  as  you  say, 
Increase  the  accelerations  on  the  tails. 

Mr.  Burgwin:  Without  getting  into  this,  we 
feel  that  the  chance  of  getting  a  3  sigma  pe^  is 


fairly  small.  But,  if  you  have  a  resonant  fre¬ 
quency  of  100  cps,  you  can  get  a  4  sigma  peak 
as  often  as  once  a  second.  1  think  that  agrees 
with  your  curve  pretty  closely. 

Mr,  Gray:  That  would  not  agree  with  a 
Gaussian  distribution.  You  have  to  specify  a 
probability. 

Mr.  Burgwin:  Well,  this  comes  from  a 
probability. 

Mr,  Gray:  Are  you  saying  that  on  the  aver¬ 
age  they  occur  about  once  a  second? 

Mr.  Burgwin:  Yes.  This  agrees  with  your 
curve  quite  well.  Assume  a  particular  body  that 
has  a  resonant  frequency  of  100  cps.  When  you 
figure  the  probability  I  think  you  get  a  little  less 
than  a  4  sigma  peak  once  a  second.  We  have 
actually  experienced  this.  On  a  piece  of  equip¬ 
ment  that  resonated  at  a  little  over  100  cps  we 
were  getting  approximately  a  4  sigma  peak  about 
once  a  second, 

+ 
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SIGNAL  DETECTION  USING  IMPULSE  CROSSCORRELATION 


S.  W.  Marshall,  Texas  Instruments,  Inc. 
and 

A.  C.  Keller,  White  Sands  Missile  Range 


A  system  has  been  developed  and  fabricated  which  displays  the  cross - 
correlation  function  of  an  arbitrary  signal  with  a  periodic  signal  of 
selectable  frequency.  Based  on  the  theory  that  the  crosscorrelation 
function  of  an  extremely  noisy  signal  with  a  noise-free  periodic  signal 
contains  no  noise,  and  using  the  sampling  property  of  the  Dirac  delta 
function,  the  relation 


1 


S(t)  S(t+'r  -  nTg  ) 


has  been  physically  implemented. 

Requiring  a  knowledge  only  of  the  fundamental  frequency  of  the  signal 
of  interest  (as  obtained  through  autocorrelation  spectrum  analysis  or 
other  a  priori  information)  the  exact  waveshape  of  any  periodic  signal 
may  be  recovered  from  a  total  noisy  signal.  Features  of  the  system 
include  frequency  response  from  2  cps  to  100  kc  and  signal  to  noise 
enhancement  of  up  to  53  db. 


INTRODUCTION 

In  communication  theory  and  many  other 
fields  involving  the  processing  of  random  data, 
one  of  the  classical  problems  has  been  the  de¬ 
tection  of  a  periodic  signal  masked  by  random 
noise.  Many  techniques  have  been  implemented 
in  the  past  to  detect  the  desired  signal  including 
coherent  integration,  spectrum  analysis,  auto¬ 
correlation,  and  statistical  tests  for  random¬ 
ness.  Each  of  these  methods  has  one  or  more 
unique  features  to  recommend  it,  such  as  ver¬ 
satility,  speed,  wideband  spectrum  information, 
or  statistical  accuracy.  However,  none  of  the 
aforementioned  methods  are  capable  of  recov¬ 
ering  an  entire  periodic  waveform  with  com¬ 
plete  phasing  and  amplitudes  preserved  through 
an  efficient  implementation. 

Perhaps  the  most  widely  understood  method 
of  extracting  a  signal  from  noise  is  by  autocor- 
r elating  it  with  itself.  Although  noise  will  be 
present  in  the  final  autocorrelation  function,  it 
will  tend  to  decrease  with  increasing  time  de¬ 
lay  between  signals  revealing  the  desired  peri¬ 
odicity.  In  an  analog  situation,  the  advantages 
of  autocorrelation  are  often  overshadowed  by 
the  practical  difficulty  of  developing  accurate 
time  delays  between  signals  over  a  wide  range 


of  lag  times.  This  problem  is  also  encountered 
in  the  cros  sc  or  relating  of  two  arbitrary  signals 
with  each  other.  In  the  method  which  shall  be 
developed  below,  many  of  the  advantages  of 
correlation  techniques  are  preserved,  including 
an  additional  advantage  unique  to  this  method, 
while  the  problem  of  time  delay  generation  is 
transformed  into  a  simple  phase  advancement. 

The  three  topics  to  be  presented  are;  the 
mathematical  derivation  of  a  unit  impulse 
crosscorrelation  function,  the  design  of  a  sys¬ 
tem  to  perform  the  required  mathematical  op¬ 
erations,  and  several  examples  of  the  applica¬ 
tion  of  this  system  to  extremely  noisy  signals, 

THEORY 

Crosscorrelation  may  be  considered  as  a 
measure  of  the  coherence  of  one  signal  with 
another.  In  communications  systems  dealing 
with  periodic  signals,  crosscorrelation  has  been 
used  to  improve  signal  to  noise  ratios.  The 
crosscorrelation  function  (c?>j2(^))  periodic 
signals  is  defined  as 

-T/2 

012(r)  -  Y  ^l(t)  + 

J.  T/  2 
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where  f(t)  and  g(t)  are  periodic  signals  of 
period  ,  and  r  is  a  shift  in  time.  It  is  ap¬ 
parent  that  is  the  time  average  value 

over  one  peric^  of  the  product  f(t)  x  g(t  +  r). 
Since  the  time  average  value  of  a  periodic  func¬ 
tion  averaged  over  one  period  is  the  same  as 
the  time  average  value  averaged  over  two, 
three  or  n  periods,  we  can  redefine  the  cross - 
correlation  function  as 

-T/  2 

0fg(T)  =  lim  Y  e(tfr)dt  (2) 

T  -♦  00  J  '  T  /  2 


Combining  Eqs.  (2)  and  (3)  yields 


>T/  2 


=  .Urn  Y 

T  CO 


[S(  t )  +  n(  t  )]  g(  t  r  r)  dt 


=  lim  Y 
T 


f  1  im  Y 

T  -»  ® 


S( t)  g( t  i  t)  dt 


n(  t )  g(  t  +  r)  dt 


(6) 


without  changing 

Equation  (2)  is  also  useful  in  determining 
whether  or  not  two  random  variables  f(t)  and 
g(t)  are  related.  For  two  independently  gener¬ 
ated  random  variables,  crosscorrelation  results 
in  a  constant  which  is  the  product  of  the  indi¬ 
vidual  mean  values  of  the  two  variables.  These 
variables  are  then  said  to  be  incoherent  and  if 
either  one  has  a  zero  mean  the  crosscorrelation 
function  is  zero  everywhere.  If  0fg(T)  is  non¬ 
zero  there  is  then  good  reason  to  believe  that 
f(t)  andg(t)  are  related. 

Since  Eq.  (2)  is  good  for  both  periodic  and 
random  signals,  it  may  be  used  to  advantage 
when  crosscorrelating  a  pericwlic  signal  masked 
in  random  noise  with  another  periodic  signal. 

Let  g(t)  be  a  periodic  noise-free  local  signal 
of  period  and  let 

f(t)  =  S(t)  +  n(T)  (3) 

where  S(t)  is  a  periodic  signal  of  period 
which  is  buried  in  independent  noise  n(t).  A 
necessary  requirement  is 

I  im  Y  n(t)dt  =  constant.  (^) 

T  33  J-  T/  2 

For  simplicity  in  this  presentation,  the  con¬ 
stant  in  Eq.  (4)  is  set  equal  to  zero;  that  is  the 
average  value  of  the  random  noise  superim¬ 
posed  on  the  signal  is  made  to  be  zero. 


lim  Y  I  n(t)dt  =  0  or  n(  t )  =  0  (5) 

T  -»  05  J-  T/  2 

where  the  overbar  indicates  average  value. 
Equation  (5)  restricts  n(  t )  from  having  a  direct 
current  term,  which  is  not  unusual  in  capacitor - 
coupled  equipment. 


=  +  </>ng(r)  , 

0fg(T)  =  S(t)  g(t  +  T)  +  n(t)  g(t  +  T)  . 

Since  n(t)  and  g(t)  are  independent  and  since 

n(t)  .  0 


=  S(t)  g(t  +  T)  +  n(t)  g(tt  T) 

=  S(t)  g(t  +  T)  (7) 

or  going  back  to  the  integral  form: 

=  lim  Y  S(t)  g(t  +  7)dt.  (8) 

T  -*  az  J-  T/  2 

Using  the  definition  of  crosscorrelation,  Eq.  (8) 
becomes 


or  =  0  '  (®) 

Equation  (9)  states  the  important  result 
that  the  crosscorrelation  function  of  a 

noisy  signal  with  a  noise-free  reference  signal 
contains  no  noise.  Practically,  the  integrations 
cannot  be  carried  on  for  an  infinite  length  of 
time  and  O  'I'  usual  procedure  is 

to  tolerate  a  certain  amount  of  noise  in  in 

exchange  for  obtaining  (r)  in  a  finite  length 
of  time.  For  this  reason  the  crosscorrelation 
function  becomes 

/T  J  /  2 

f(t  )  g(t  +  t)  dt  ,  (10) 

T  1  /  2 

where  is  the  length  of  time  necessary  for 
1 

^  n(t)  g(t  +  r)  dt 

to  become  small  compared  with  , 
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CROSSCORRELATION  USING 
PULSE  TECHNIQUES 


but  cos  (-X)  =  cos  (X)  and  sin  (-X)  -  -  sin(x) 
SO  that 


So  far,  the  only  requirement  on  g(t)  is 
that  it  be  periodic.  Now  let 

E(t  +  T)  -  8(t^T-nT^,),  (11) 

where  +  r  -  nT^^)  is  a  periodic  Dirac  delta 
function  or  unit  impulse  function.  This  function 
is  defined  by 


CD 

S(nTg-T)=  [SmCos  (noigT)-  b_^sin(ni&.'DT)] 

m=  1 


ro 

m-  1 


and  finally, 


S(  t  4  T  “  riTg  )dt 


1 

0 


-t<t<€  (12) 

e  <  t  <  -  6 . 


Another  well-known  relationship  for  the  Dirac 
delta  function  is 


f(t)  S(t+T-nTp)dt  =  fCnlg-r);  -e<t<e  (13) 
-0  €<t<-€. 

The  crosscorrelation  of  a  noisy  signal  with 
a  unit  impulse  can  be  found  by  combining  Eqs. 
(10),  (11),  and  (13); 


-  4>^^(r)  =  j- 


S(t)  S(t-t  T-nT„)dt, 
(14) 


(t)  =  -=-  S(nT^  "  t)  ;  N  ~  No.  of  pulses  in  Tj. 


Since  S(nTQ  -  r)  is  a  periodic  function,  it 
may  be  represented  by  a  Fourier  series: 


00 

S(nT„  -  -r)  ^  [a_^  cos  mo)„(nT„  -  t) 

in  =  1 


1  sin  ir!a)jj(nTQ  -  r)]  , 

(15) 


S(nTQ  -  r)  =  ^  cos  ( 2mnn  - 

tn=  1 


S(nT„-T)  =  S(r)  .  (18) 

Going  back  to  Eq.  (14),  the  crosscorrelation 
becomes 


T 

"  '^sgC'’-)  =  -T  ’  N  s  ^  .  (19) 

Equation  (19)  states  that  the  crosscorrela¬ 
tion  function  for  the  unit  impulse  crosscorrela¬ 
tion  has  the  same  form  as  the  original  periodic 
signal  S(  t),  except  for  a  slow  down  in  time. 

As  an  example,  if  S(t)  is  a  square  wave,  0fg(r) 
is  also  a  square  wave.  For  crosscorrelation 
with  functions,  other  than  a  periodic  delta  func¬ 
tion,  Eq.  (19)  does  not  necessarily  hold. 

It  is  important  to  note  that  by  using  the 
impulse  correlation  technique  developed  above, 
the  entire  periodic  waveform  is  recovered  from 
the  total  noisy  signal.  Thus,  if  a  pulse  train  or 
any  other  nonsinusoidal  periodic  signal  is  pres¬ 
ent  in  noise  it  can  be  recovered  exactly.  This 
must  be  contrasted  with  crosscorrelation  using, 
for  instance,  a  sinusoid.  In  this  case  only 
sinusoidal  (harmonic)  information  would  be  re¬ 
covered  since  if  the  sampling  property  of  the 
Dirac  delta  function  is  not  exploited,  a  cross- 
correlation  can  produce  only  those  signals 
which  are  mutually  present  in  both  signals. 


Another  way  of  viewing  the  above  develop¬ 
ment  is  as  follows. 


^  sin  (27rnin  -  mcj^r)]  . 

The  277 mn  terms  add  nothing  to  the  Fourier  se¬ 
ries  since  they  just  represent  >nn  revolutions 
about  the  origin.  Equation  (15)  then  becomes 

€D 

SCntj-T)  = 

m*  1 

+  sin  (-  -)] ,  (16) 


It  is  desired  to  recover  a  periodic  wave¬ 
form  completely  including  all  unknown  harmonic 
components.  To  do  this  through  crosscorrela¬ 
tion  requires  the  use  of  a  reference  signal 
which  contains  all  frequencies,  since  the  com¬ 
plete  harmonics  of  the  periodicity  are  unknown 
and  the  output  of  the  crosscorrelation  process 
contains  only  those  signals  which  are  present  in 
tK>th  functions  being  correlated.  Fortunately 
the  delta  function  qualifies  as  the  ideal  refer¬ 
ence  signal  for  this  purpose. 
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EXAMPLE 

Crosscorrelate  f(t)  cos  0:^1 +  n(t)  with 

g(t)  -  S(t-  nTp), 

^fg(^)  -  ^  r  cjQt5(t  +  T- nTQ)dt 

^  1/  2 

1  1*^  1  /  2 

+  Y"  5(  t  +  T  -  nTp  )dt  .  (20) 

^  T 

For  Tj  large  enough 

ip  I  ^  n(t)  S(t  +  T- nTo)dt  2  0,  (21) 

'  ^/2 

and 

1  2 

cos  a.«QtS(t  +  r-  nT^)dt  ,  (22) 

'‘^1/  2 

N 

^^cos  aj^(nT^  -t) 

or 

0fg(^)  ~^cos  (2Trn-a)oT)  .  (23) 

*  1 

Since  2rrn  does  not  add  anything  and  since 
cos(-X)  =  cos  (X)  Eq.  (23)  becomes 

g('^)  -  ^  t:os  a;pT  ,  (24) 

but  N,  which  is  the  total  number  of  pulses  oc¬ 
curring  in  time  Tj ,  is  given  by 

(25) 

Equation  (24)  now  becomes, 

2^  COS  .  (26) 

&  1  Q 

It  is  apparent  that  the  crosscorrelation  function 
is  indeed  the  same  as  the  original  signal  and 
independent  of  the  averaging  time  Tj .  This 
example  is  represented  in  Fig.  1. 


DEVELOPMENT  OF  THE  UNIT 

IMPULSE  CROSSCORRELATOR  (IJIC) 

A  system  which  will  perform  unit  impulse 
crosscorrelation  must  be  able  to:  (a)  generate 


pulses  approximating  unit  impulses  at  the 
proper  repetition  rate,  (b)  sweep  these  pulses 
past  the  input  signal  in  a  manner  corresponding 
to  increasing  7 ,  (c)  multiply  the  swept  pulses 
by  the  input  signal,  and  (4)  form  the  time  aver¬ 
age  value  of  this  product  (see  Fig.  2). 

Since  the  system  under  consideration  is 
required  only  to  extract  periodicities  from 
noise  and  assuming  that  the  fundamental  period 
(Tq)  of  the  desired  signal  has  been  previously 
ascertained,  the  repetition  rate  required  of  the 
unit  impulses  is  then  uniquely  determined. 

The  impulses  are  derived  from  a  sinus¬ 
oidal  reference  of  period  which  is  applied  to 
a  Schmitt  trigger  (Fig.  3).  The  Schmitt  trigger 
is  adjusted  to  provide  a  fast  rise  time  positive 
step  for  each  positive  going  zero  crossover  of 
the  reference  sinusoid.  The  step  output  of  the 
Schmitt  trigger  is  then  applied  simultaneously 
to  a  string  of  decade  counters  and  to  a  dual 
one-shot  multivibrator.  The  dual  one-shot 
produces  a  negative  3  ^sec  erase  pulse.  The 
positive  going  trailing  edge  of  this  pulse  then 
generates  a  3  ^sec  sample  pulse.  Erase  and 
sample  pulses  are  applied  to  a  sample  and  hold 
circuit  (Fig.  4),  the  third  input  of  which  is  the 
noisy  signal  under  analysis. 

The  multiplication  process  is  simple  for 
unit  impulse  crosscorrelation.  Because  of  the 
sampling  property  of  the  Dirac  delta  function 
the  input  signal  must  only  be  multiplied  by  zero 
or  one.  This  is  accomplished  by  sampling  the 
input  signal  during  the  3  ^sec  sample  pulse  in¬ 
terval.  The  value  of  the  signal  during  the  sam¬ 
pling  interval  is  held  in  a  storage  capacitor 
until  the  next  sampling  pulse.  The  holding  cir¬ 
cuit  eliminates  the  l/T^  coefficient  from  the 
crosscorrelation  function  and  produces  a  flat 
frequency  response. 

The  cathode  follower  coupled  output  of  the 
holding  circuit  is  then  integrated  using  a  Phil- 
brick  P65  operational  amplifier  as  a  standard 
averaging  circuit.  This  summing  integrator 
has  a  discharge  time  constant  equal  to  the 
charge  time  constant.  A  six  position  switch 
permits  time  constant  selection  of  0.01,  0.1, 

0.5,  1.0,  5.0  or  10.0  sec. 

The  process  of  sweeping  impulses  past  the 
input  signal  as  a  function  of  increasing  r  is 
converted  to  one  of  providing  linear  phase  vari¬ 
ation  in  the  UIC.  Prior  to  sample  and  erase 
pulse  generation,  the  reference  sinusoid  (rJ  is 
converted  into  40  discrete  increments  in  phase 
as  follows: 

R,  is  first  introduced  to  a  pair  of  wideband 
phase  shifters  producing  two  output  sinusoids 
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Fig,  1.  Graphical  interpretation  of  cross  correlation 
using  unit  impulse  techniques 


which  differ  in  phase  by  exactly  90  degrees. 
These  0°  and  90°  outputs  drive  two  split  load 
phase  inverters  which  provide  0°,  90°,  180°  and 
270°  reference  outputs.  The  reference  outputs 
are  adjusted  for  equal  amplitude  and  applied  to 
the  four  quadrants  respectively,  of  a  40  position 
stepping  switch  to  which  have  been  connected 
40  one  thousand  ohm,  1  percent  resistors  (Fig. 
5).  This  provides  a  rotating  current  in  the  di¬ 
rection  of  leading  phase  around  the  stepping 
switch.  Each  time  the  stepping  switch  steps, 
the  phase  of  the  reference  output  sinusoid  moves 
ahead  approximately  9°  with  respect  to  , 

The  volt^e  output  of  the  stepping  switch  will 
thus  vary  from  maximum  at  0°,  90°,  180°  and 
270°  to  0.707  maximum  at  45°,  135°,  225°  and 
315°. 


For  example,  the  first  quadrant  is  shown 
in  Fig.  6.  Summing  voltages  around  the  periph¬ 
ery  yields 


10  Ri  +  cos  cjt  , 

(27) 

— - —  (sin  oit  -  cos  cut)  , 
(lOR)  ^  ^ 

(28) 

where  i  is  the  current  through  the  resistor 
string.  Similarly  the  potential  of  the  wiper  (v) 
is  given  by 

V  =  sin  Cut  -  n  Ri  ,  (29) 

where  n  is  the  number  of  1  k  ohm  resistors 
from  the  0°  reference  to  an  arbitrary  wiper 
position.  We  then  have 
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Fig.  2.  Block  diagram,  unit  impulse  crosscorrelator  (UIC) 


Fig»  5.  Stepping  phase  shifter 


V  =  sin  CL>t  -  ^  (  sin  a;t  -  cos  ait  )  ,  (30) 

( 1  -  n)  .  n  /oi \ 

V  =  - — sin  a?t  +  Yq 

From  the  table  in  Fig.  6,  we  may  note  that 
the  maximum  phase  error  introduced  is  thus 
approximately  four  percent  in  any  given  quad¬ 
rant.  The  effective  time  delay  resolution  (Ar) 
for  the  stepping  phase  shifter  is 

Ar  =  ^  -L  (32) 

40  40 f  ’ 

and  the  stepping  rate  (s.r.)  is 


O .  IN  .  '  .  .  .  , 

No.  of  samples  per  point 

where  F  and  are  the  frequency  and  pericKl 
respectively,  of  the  reference  sinusoid. 

The  rate  at  which  the  stepping  switch  is 
actuated  is  a  function  of  the  number  of  samples 
which  are  to  be  taken  and  averaged  at  each  of 
the  40  discrete  phase  points.  This  in  turn  de¬ 
pends  on  the  noise  to  signal  ratio  of  the  data, 
the  averaging  time  constant  selected  and  the 
time  available  for  analysis. 


The  positive  going  output  of  the  Schmitt 
trigger  which  is  driven  by  positive  zero  cross¬ 
ings  of  the  phase  shifted  reference  signal,  is 
used  to  derive  the  erase  and  sample  pulses  and 
is  also  connected  to  a  string  of  four  decade 
counters.  These  counters  are  used  to  count  up 
the  periods  of  the  reference  signal  and  provide 
options  of  1,  10,  100,  1,000  or  10,000  samples 
per  point  of  phase,  (It  should  be  noted  here 
that  although  100  kc  logic  has  been  used  in  this 
system  and  the  system  has  been  operated  to 
120  kc,  counting  rates  up  to  10,000  only  have 
been  employed.  Although  this  produces  10 
plotter  points  per  second  at  a  100  kc  reference 
rate,  which  is  extremely  hard  on  plotters  and 
furnishes  little  signal  enhancement,  the  system 
is  mainly  intended  for  use  below  10  kc.  The 
simple  expediency  of  adding  one  or  two  addi¬ 
tional  decade  counters  to  the  present  configura¬ 
tion  would  assure  effective  enhancement  at 
rates  in  excess  of  100  kc.) 

The  selected  output  of  the  samples  per 
point  switch  is  then  shaped  and  used  to  drive 
both  the  X-axis  integrator  and  the  stepping 
switch  of  the  phase  shifter.  The  pen-lift  feature 
of  a  standard  X-Y  recorder  has  also  been  in¬ 
cluded  in  the  system  so  that  either  continuous 
or  point  plotting  of  the  recovered  signal  is 
possible. 
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Fig.  6.  Sample  quadrant  of  phase  shifter  with 
actual  and  theoretical  phasors  developed 


The  system  which  has  been  fabricated  at 
White  Sands  Missile  Range  is  shown  in  Figs.  7 
through  10. 


APPLICATION  OF  SYSTEM  TO 
NOISY  SIGNALS 

The  UIC  has  been  applied  to  the  detection 
of  many  types  of  periodicities  masked  by  ran¬ 
dom  noise.  Figures  11  through  13  demonstrate 
the  recovery  of  square,  triangle  and  sine  waves 
respectively,  which  were  initially  of  a  rms 
value  20  db  below  the  rms  value  of  superim¬ 
posed  20  kc  Gaussian  noise.  Figure  14  shows  a 
sinusoid  recovered  from  40  db  below  an  added 
noise  component.  The  total  enhancement  in 
this  case  is  at  least  50  db.  Figures  15  and  16 
display  fundamental  and  third  harmonic  combi¬ 
nations  which  were  plotted  by  tuning  to  the  fun¬ 
damental  component.  Note  that  although  the 
spectrum  and  autocorrelation  display  for  each 
of  these  signals  is  identical,  the  slight  change 
in  phasing  of  the  components  produces  radically 
different  total  signals  which  are  quite  conven¬ 
iently  detected  through  impulse  crosscorrela¬ 
tion.  The  same  third  harmonic  composite  was 
then  detected  using  impulses  tuned  to  the  third 
harmonic.  This  is  displayed  in  Fig.  17  which 
indicates  the  selective  filtering  accomplished 
tlmough  ^'harmonic  tuning."  Here  only  the  third 
harmonic  has  been  recovered  revealing  another 
characteristic  of  unit  impulse  crosscorrelation. 
Namely,  that  all  harmonics  of  a  rate  equal  to 
or  higher  than  the  reference  frequency  ,  will 
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Fig.  7,  Front  view,  UIC 
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Fig.  11.  Recovered  square  wave  20  db  N/S,  different  time  constants 
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Fig.  12.  Recovered  triangle  wave  20  db  N/S,  different  tinne  constants 
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Fig.  13.  Recovered  sine  wave  20  db  N/S 


be  recovered;  while  all  harmonics  of  frequency 
lower  than  ,  wiU  be  discarded*  The  effective 
filtering  accomplished  through  this  technique  is 
analogous  to  the  ’’lock-in-bandwidth"  of  the 
system  which  has  a  selectivity  of  approximately 
1  cps  at  any  frequency. 

Figure  18  shows  the  application  of  the  UIC 
to  an  unsymmetrical  pulse  train.  The  40  re¬ 
covered  points  correspond  to  the  40  positions 
of  the  stepping  phase  shifter. 

Finally,  in  Fig.  19,  is  shown  the  recovery 
of  a  1/40  duty  cycle  pulse  train  which  was  initi¬ 
ally  22  db  below  the  rms  value  of  superimposed 
noise.  Note  that  with  the  UIC,  since  there  are 
40  points  in  phase  investigated  per  cycle,  pulse 
trains  with  duty  cycles  less  than  l/40  would  be 


recovered  only  intermittently.  However,  if  one 
were  willing  to  provide  enough  steps,  then  the¬ 
oretically,  any  duty  cycle  pulse  train  is  recov¬ 
erable. 


CONCLUSIONS 

Based  on  the  fact  that  the  cross  cor  relation 
function  of  an  extremely  noisy  signal  with  a 
noise- free  periodic  signal  contains  no  noise  and 
using  the  sampling  property  of  the  Dirac  delta 
function  the  relation 
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Fig*  17.  Recovered  fifth  harmonic 


Fig.  19.  Recovered  pulse  train  duty  cycle  =  1/40;  N/S  =  22  db 


118 


has  been  physically  implemented.  It  has  been 
shown  that  given  only  the  approximate  spectral 
location  of  the  fundamental  of  the  periodic 
waveform  of  interest,  the  entire  periodic  wave¬ 
form  can  be  recovered  for  display  purposes. 
This  is  in  direct  contrast  with  filtering  and  co¬ 
herent  integration  where  only  spectrum  compo¬ 
nents  are  recovered  individually;  autocorrela¬ 
tion  where  following  suitable  time  delay 
generation  the  correlation  function  of  the 
periodicity  is  recovered;  or  statistical  tests 
where  only  qualitative  information  concerning 
a  signal  is  revealed. 

The  system  which  has  been  designed  and 
built  to  perform  the  mathematics  involved  in 
Eq.  (1)  features  extremely  low  cost  and  oper¬ 


ates  from  2  cps  to  100  kc  with  an  average  sig¬ 
nal  to  noise  enhancement  of  52  db.  In  addition 
to  displaying  the  entire  periodic  waveform, 
extremely  selective  high  pass  filtering  can  also 
be  performed  using  the  unit  impulse  technique. 

This  technique  represents  an  extremely 
powerful  tool  for  use  in  signal  processing.  The 
method  of  unit  impulse  crosscorrelation  or 
variations  thereof  is  the  only  technique  which 
has  been  shown  to  date,  to  be  capable  of  recov¬ 
ering  complete  periodic  waveforms  from  an 
otherwise  incoherent  signal.  In  this  light  it  is 
hoped  that  further  developments  in  high  speed 
sampling  and  commutation  will  only  tend  to  in¬ 
crease  the  practical  usefulness  of  this  strong 
analytic  concept. 
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DISCUSSION 


Mr.  Lyon  (Bolt  Beranek  &  Newman):  Can 
you  tell  us  what  the  bandwidth  of  the  noise  was 
on  the  experiment  that  you  described  at  50  db 
enhancement? 

Mr.  Keller:  In  the  cases  shown,  the  band¬ 
width  of  the  noise  implied  was  approximately 
20  kc. 


* 


Mr.  Lyon:  What  was  the  frequency  of  the 
signal  ? 

Mr.  Keller:  The  system  has  operated  from 
2  cycles  to  120  kc,  so  the  signal  was  in  one  of 
those  ranges.  Most  of  the  signals  I  showed  were 
approximately  5  kc  in  fundamental.  The  system 
has  recovered  10  kc  square  waves  exactly,  with 
about  53  db  signal  to  noise  enhancement. 
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A  MEANS  TO  REDUCE  RANDOM  VIBRATION 
ANALYSIS  TIME 


N.  Bahringer  and  R.  W.  Lochner,  Jr. 
Honeywell,  Inc. 

St.  Petersburg,  Florida 


This  paper  presents  results  of  an  investigation  to  evaluate  several 
techniques  by  means  of  which  appreciable  time  savings  could  be  real¬ 
ized  during  the  analysis  of  random  vibration  test  data.  These  savings 
can  be  accomplished  without  sacrifice  of  statistical  accuracy.  The  time 
required  to  perform  a  typical  analog,  sweep-type,  spectrum  analysis 
and  the  attendant  accuracy  were  used  as  baselines  for  comparison. 

Initial  reductions  of  analysis  time  were  achieved  by  performing  step 
analyses  by  use  of  an  analog  analyzer,  which  provided  true  integration 
in  lieu  of  sweep  analyses  that  provide  RC  averaging.  A  time  saving  of 
4  to  1  was  realized. 

Additional  significant  reductions  of  analysis  time  were  achieved  by 
manipulating  tape  recorder  speeds.  Random  vibration  data  were  re¬ 
corded  on  magnetic  tape  at  slow  speed  and  played  back  at  a  faster 
speed.  An  analysis  filter  was  selected  that  enabled  the  reduction  of 
analysis  time  by  a  factor  of  8  to  1,  without  loss  of  statistical  accuracy. 

A  combination  of  the  two  techniques,  step  analysis  and  tape  speed 
changing,  provided  reductions  of  analysis  time  on  the  order  of  32  to  1. 


INTRODUCTION 

The  determination  of  power  spectral-density 
(PSD)  information  from  vibration  data  is  a  time- 
consuming  task  because  PSD  is  measured  by 
time  averaging,  and  these  measurements  must 
be  obtained  from  long  data  sample  records  to 
be  highly  accurate.  While  time  averaging  makes 
analog  analysis  techniques  particularly  lengthy, 
most  facilities  are  now  using  these  techniques 
because  they  may  be  performed  with  relatively 
inexpensive  equipment.  Power  spectral -density 
analysis  time  can  be  significantly  reduced  by 
utilizing  high  speed  analog  to  digital  converters 
and  a  digital  computer.  Unfortunately,  such  an 
installation  is  very  expensive. 

This  paper  presents  the  results  of  a  study 
at  Honeywell  Aero-Florida,  to  investigate  var¬ 
ious  means  by  which  the  time  required  to  per¬ 
form  analog  PSD  analysis  might  be  significantly 
reduced.  A  derivation  of  the  PSD  function,  the 
statistical  relationships  involved  in  the  meas¬ 
urement  of  this  function,  and  the  requirements 
for  proper  analysis  resolution  can  be  found  in 
Ref.  (l)and(2).  No  attempt  will  be  made  to  de¬ 
rive  or  prove  these  relationships  in  this  paper. 


PROBLEM 

This  study  was  undertaken  in  conjunction 
with  an  inertial  measurement  unit  development 
program.  An  inertial  measurement  unit  (IMU), 
or  stable  platform,  is  the  sensing  unit  of  an 
inertial  guidance  system.  Because  the  platform 
senses  dynamic  Inputs,  the  dynamic  response 
characteristics  of  this  unit  should  be  completely 
defined.  The  IMU  was  subjected  to  a  series  of 
random  vibration  test  exfxisures,  and  the  re¬ 
sponse  at  various  critical  locations  was  recorded 
on  magnetic  tape  for  analysis. 

The  basic  parameters  of  the  data  acquisition/ 
analysis  problem  were  fixed.  There  were  six 
test  exposures,  30  sec  duration  each.  Ten 
transducer  signals  were  recorded  during  each 
exposure.  Design  analysis  had  indicated  the 
presence  of  a  resonance  (f  j.)  between  100  cps 
and  150  cps,  with  a  quality  factor  (q)  of  ap¬ 
proximately  12.  The  characteristics  of  this 
resonance  were  such  thay  they  could  adversely 
affect  the  performance  of  the  IMU  during  ex¬ 
posure  to  vibration.  Because  platform  reso¬ 
nance  was  of  prime  importance,  the  PSD  analy¬ 
sis  was  made  between  20  and  200  cps,  to 


121 


accurately  define  the  dynamic  response  of  the 
IMU. 

The  data  acquisition/analysis  instrumenta¬ 
tion  at  the  Honeywell -Aero  environmental  fa¬ 
cility  included  a  fourteen -channel  magnetic  tape 
recorder  with  continuous  loop  capabilities,  as 
well  as  record/playback  functions  at  standard 
Inter-Range  Instrumentation  Group  (IRIG) 
speeds  between  1-7/8  ips  and  60  ips.  A  spec¬ 
trum  analyzer  was  available  with  several  data 
filters  and  time  constants,  and  the  capability  of 
performing  sweep  analyses  (RC  average)  or 
step  analyses  (true  integration).  Prior  to  this 
study  and  to  the  acquisition  of  the  analyzer, 

PSD  analyses  were  obtained  from  the  analyzer 
portion  of  the  random  vibration  control  console, 
or  through  the  use  of  a  tracking  filter,  sweep 
oscillator,  and  a  log  converter.  The  console 
analyzer  incorporated  80  fixed  25-cps  bandwidth 
filters,  which  provided  adequate  analyses  for 
equalization  of  the  broad  band  spectrum,  but 
provided  insufficient  resolution  to  define  any¬ 
thing  as  narrow  as  platform  resonance.  There¬ 
fore,  the  tracking  filter  was  used  for  analyses 
in  the  area  of  platform  resonance  because  it  had 
a  very  narrow  bandwidth  and  good  resolution. 
The  time  required  to  perform  each  analysis, 
however,  was  in  excess  of  one  and  one -half 
hours.  The  following  discussion  presents  the 
parameters  to  be  considered  in  a  PSD  analysis, 
and  illustrates  the  time  dependence  of  an  accu¬ 
rate  analysis. 


DISCUSSION  OF  ANALYSIS 
PARAMETERS 

Bandwidth 

Selection  of  the  proper  analysis  bandwidth 
was  the  first  consideration  in  establishing  the 
analysis  parameters.  Proper  resolution  was 
essential  for  adequate  definition  of  the  shape  of 
resonance. 

The  proper  analysis  bandwidth,  B,  in  cps, 
was  determined  as  follows  (1): 


(1) 


f ^  =  resonant  frequency,  in  cps,  and 
Q  =  quality  factor. 

Substituting  the  anticipated  platform  values: 

^  8.4  cps  , 

and 

B  ^  =  2.1  cps  . 


That  is  to  say,  the  maximum  practical 
bandwidth  which  could  be  used  to  define  the 
platform  resonance  was  two  cps.  Therefore, 
a  two -cps  filter  was  used  in  all  platform  PSD 
analyses. 


Standard  Error 


The  second  analysis  parameter  to  be  con¬ 
sidered  was  that  of  the  minimum  standard  error 
(e),  which  is  defined  as  (1): 


where  T  =  the  record  length  (T^)  in  seconds. 

The  standard  error  defines  a  confidence 
interval  for  the  true  value  of  the  PSD  fvinction, 
based  upon  a  measured  value  of  PSD.  As  the 
standard  error  is  reduced,  the  interval,  or 
range,  of  the  true  PSD  function  decreases. 
Equation  (2)  is  presented  graphically  in  Fig.  1, 
and  indicates  that  small  standard  errors  are 
associated  with  large  BT  products.  However, 
little  reduction  in  the  standard  error  results 
from  selecting  a  BT  product  of  more  than  ap¬ 
proximately  100.  The  practical  lower  limit  for 
the  BT  product  is  about  50,  because  of  the  ex¬ 
ponential  increase  in  standard  error  with  the 
decreasing  BT  product. 

By  substitution  of  the  selected  values  for  B 
and  T  in  Eq.  (2),  the  minimum  standard  error 
was: 


where  is  the  resonance  half -power  band¬ 
width,  in  cps,  which  is  defined  as 


^  -  _ —  “  , - -  -  0,13  or  13  percent. 

VBT  ^2(30) 


Br 


where 


This  was  compatible  with  instrumentation 
error  and  the  intended  end  use  of  the  data; 
however,  any  significant  increase  was  deemed 
imde  sir  able. 
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Fig.  1.  Standard  error  versus  BT  product 
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Averaging  Time  Constant 

The  PSD  function  is  a  time -averaged  func¬ 
tion-  Time  averaging  may  be  achieved  by  RC 
averaging,  or  by  a  true  averaging  (integration) 
process.  The  tracking  filter  performed  a  sweep 
analysis  with  RC  averaging.  Therefore,  selec¬ 
tion  of  the  proper  RC  time  constant  (k)  was 
essential  to  an  accurate  analysis  . 

The  standard  error  defined  by  Eq.  (2)  can 
only  be  approached  as  the  RC  time  constant  of 
the  averaging  circuit  approaches  infinity,  be¬ 
cause  an  RC  circuit  never  fully  responds  to  an 
input.  Thus,  the  standard  error  of  a  measure¬ 
ment  obtained  by  RC  averaging  will  always  be 
greater  than  the  minimum  value  indicated  by 
Eq.  (2). 

This  equation  can 


be  expressed  as; 


>/Bt7 


(3) 


where 


(4) 


and  K  ^  RC. 

The  coefficient,  c  ,  is  always  greater  than 
unity  and  is  the  factor  by  which  the  standard 
error  is  increased  over  the  minimum  standard 
error.  Values  of  for  several  T/K  ratios 
are  presented  in  Table  1. 


TABLE  1 

Values  of  Coefficient  for  Uncertainty 
Expression  (1) 


T/K 

Co 

T,/K 

Co 

0 

1.00 

3.0 

1.28 

0.5 

1.01 

4.0 

1.44 

1.0 

1.04 

5.0 

1.59 

2.0 

1.14 
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Selection  of  an  RC  time  constant  much 
larger  than  the  record  length  is  necessary  to 
minimize  the  standard  error*  Values  for  the 
time  constant  K  between  T^.  and  r^/2  will  nor¬ 
mally  provide  a  good  compromise  between  the 
inconsistent  requirements  of  a  minimum  stand¬ 
ard  error  and  a  fast  analysis.  When  a  range  of 
70  db  is  presented  on  an  analysis  plot,  the  dif¬ 
ference  between  a  plot  obtained  with  K  =  and 
a  plot  obtained  with  K  =  T^/2  could  never  be  re¬ 
solved.  However,  if  precision  analysis  is  re¬ 
quired,  with  use  of  an  expanded  scale,  the  addi¬ 
tional  error  could  become  significant.  Because 
this  difference  is  small,  an  RC  time  constant 
equal  to  T^/2  was  used  for  the  majority  of  the 
sweep  analyses  conducted  at  Honeywell. 

Once  the  time  constant  has  been  selected, 
the  actual  standard  error  can  be  determined, 
and  the  determination  of  sweep  rate  and  analy¬ 
sis  time  is  straightforward. 


Tj.  ~  ^  “  5400  sec  or  90  min. 

The  time  required  for  all  60  analyses  then 
was  60  X  1.5  =  90  hours. 

Ninety  hours  for  data  analysis  alone  is  an 
overwhelming  requirement,  and  with  several 
such  tests  conducted  each  week,  the  analysis 
time  required  soon  exceeded  the  calendar  time 
available. 

From  the  above  discussion,  it  is  apparent 
that  any  attempt  in  the  selection  of  the  analysis 
parameters  to  decrease  the  time  required  for  a 
sweep  analysis  would  result  in  only  a  modest 
time  savings.  This  time  savings  would  also  re¬ 
sult  in  either  an  increase  in  the  standard  error, 
a  loss  of  resolution,  a  reduction  in  circuit  re¬ 
sponse,  or  a  combination  of  these. 


£  =  ^  =  0.147  or  14.7  percent, 

v/5t;  y/2(W) 

Sweep  Rate 

The  required  sweep  rate  (r^,)  in  cps  is 
given  by  (1): 

Rs  ^ 

or 


STEP  ANALYSIS  (TRUE  INTEGRATION) 

Time  averaging  by  true  integration  was  then 
investigated.  Compared  to  RC  averaging,  it  of¬ 
fered  some  definite  advantages.  For  true  in¬ 
tegration,  the  integration  time  was  set  equal 
to  Tj..  The  bandwidth  requirements  for  proper 
resolution  are  independent  of  the  analysis 
method,  of  the  bt  product  of  the  analysis  was 
the  same  in  both  cases.  The  standard  error  was 
then  given  by  Eq.  (2),  which  was  equivalent  to 
the  minimum  standard  error  obtainable  by  an 
infinitely  long  RC  averaging  time  constant.  The 
sweep  rate  for  true  integration  (1): 


10 


A 

4K 


(5) 


(6) 


whichever  is  smaller. 

By  substitution  of  the  selected  values  for  B 
and  K,  the  required  sweep  rate  was: 


R 


s 


0.033  cps. 


This  was  twice  the  necessary  RC  averaging 
sweep  rate.  The  required  analysis  time  was 
thus  reduced  to  45  minutes  per  analysis  with  a 
slight  reduction  in  the  standard  error.  The  re¬ 
duction  in  standard  error  was  certainly  desira¬ 
ble.  However,  an  additional  reduction  in  analy¬ 
sis  time  was  also  desired. 


Analysis  Time 

The  time  (T^)  in  seconds,  required  to 
make  a  complete  PSD  analysis,  was  then  (1): 


where  f  was  the  frequency  range  of  the  analy¬ 
sis  in  cps: 


TAPE  RECORDER  SPEED 

The  record/playback  process  was  investi¬ 
gated  next  to  determine  what  time  savings  might 
result  from  possible  changes  in  its  use.  One  func¬ 
tion  of  the  tape  machine  is  to  record  the  vibration 
dataforthe  PSDanalysis.  The  recorded  length  of 
tape  contains  the  complete  vibration  time  history. 
Any  means  which  presents  this  data  sample  to 
the  analyzer  faster,  without  a  loss  in  resolution 
or  accuracy,  will  also  reduce  analysis  time. 
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This  can  be  accomplished  by  increasing  the 
tape  playback  speed,  which  decreases  the  record 
length  in  seconds.  Referring  again  to  Fig.  1, 
unless  the  analysis  filter  bandwidth  is  increased 
proportional  to  the  tape  speed  increase,  the 
standard  error  increases  exponentially  with  the 
smaller  BT  product. 

Considering  the  characteristics  of  the  plat¬ 
form  resonance  (f  ^  and  q),  it  might  appear  that 
a  serious  loss  in  resolution  would  be  introduced 
by  this  increase  in  bandwidth.  The  increased 
tape  speed,  however,  increases  the  frequency 
spectrum  of  the  data  proportionally,  preserving 
the  original  resolution  of  the  data.  This  is 
readily  apparent  in  the  case  of  a  direct  record¬ 
ing  of  periodic  data  of  a  constant  frequency.  A 
100-cps  sine  signal,  played  back  at  a  speed  10 
times  faster  than  that  at  which  it  was  recorded, 
will  become  a  1  Kc  sine  signal  of  the  same 
amplitude. 

The  advantages  of  FM  techniques  in  tape 
recording  and  playback  of  vibration  data  make 
it  the  accepted  method  of  recording.  An  ex¬ 
amination  of  the  equation  for  the  frequency 
modulated  signal  recorded  on  tape  shows  that 
the  frequency  spectrum  of  the  data  is  increased 
in  proportion  to  the  increase  in  playback  speed 
in  the  same  manner  as  direct  recording.  The 
general  equation  for  the  FM  signal  can  be  de¬ 
rived  and  shown  to  be  (2); 

a  ^  A  sin  ^2T^Ft  t  sin  2rT{t^  ,  (9) 

where 

a  =  analog  current  or  voltage 
A  =  amplitude  of  the  carrier 
F  =  unmodulated  carrier  frequency 

af  =  peak  frequency  deviation 
f  =  modulation  or  data  frequency. 

A  random  signal,  of  course,  is  composed 
of  many  frequency  components.  Hence  the 
random  modulating  signal  can  be  expressed  in 
terms  of  all  of  its  frequency  components  in 
Eq.  (9).  While  the  magnitude  of  f,  AF,  and  f 
are  all  increased  in  proportion  to  the  increase 
in  playback  speed,  the  coefficients  A  and  AF/f 
remain  constant.  The  amplitude  characteris¬ 
tics  are  unaffected  by  the  speedup  process. 
Therefore,  resolution  is  maintained  because 
the  ratio  B/B  >  4  is  unchanged. 


SINGLE  FREQUENCY  COMPONENT 
EVALUATION 

A  simple  test  was  conducted  to  evaluate  the 
equivalence  of  the  increased  frequency  spectrum 
analysis  compared  to  analysis  by  normal  meth¬ 
ods.  A  one -volt  100-cps  sine  signal  from  a 
battery  powered  oscillator  was  analyzed  ’’on 
line,*’  and  simultaneously  recorded  on  tape  at 
7-1/2  ips,  A  five-cps  filter  and  a  30-sec  inte¬ 
gration  time  (bT  =  150)  were  used  in  a  step  spec¬ 
trum  analysis. 

The  spectrum  analysis  was  intended  to  show 
the  harmonic  content  of  the  oscillator  output, 
the  noise  level  of  the  analyzer,  and  distortion 
introduced  by  the  analyzer.  This  analysis, 

Fig.  (2a),  was  the  basis  for  further  comparison. 

The  data  record  was  then  made  into  a  30 
sec  tape  loop  at  7-1/2  ips,  and  the  analysis  re¬ 
peated  under  the  same  conditions.  A  compari¬ 
son  of  this  analysis,  Fig.  (2b)  to  the  ”on  line’* 
analysis,  demonstrates  good  reproduction  of  the 
data  with  an  expected  slight  increase  in  noise 
level  and  some  harmonic  distortion  caused  by 
the  tape  record/playback  process  in  the  -60  db 
region. 

The  tape  loop  was  then  played  back  at  60 
ips.  This  produced  a  reduction  in  record  length 
of  8  to  1,  requiring  a  coresponding  increase 
in  analysis  bandwidth 

With  the  bandwidths  available,  the  closest 
bandwidth  ratio  increase  was  10  to  1.  This,  of 
course,  does  increase  the  BT  product,  decreas¬ 
ing  the  standard  error  and  resolution  slightly. 

A  spectrum  analysis.  Fig.  (2c)  was  obtained. 
Little  or  no  change  can  be  seen  in  the  amplitude 
characteristics  of  the  data  (one  volt  100  cps  and 
its  harmonics).  The  noise  level  and  harmonic 
distortion  induced  by  the  tape  recorder  are  still 
low  (-50  to  -60  db).  Note,  however,  the  increase 
in  the  data  frequency  spectrum  by  a  factor  of 
eight. 

Obviously,  the  advantages  of  step  analysis 
(true  integration)  over  sweep  analysis  (RC  aver¬ 
aging)  would  accrue  regardless  of  the  playback 
speed  of  the  data  sampled.  Using  this  technique 
in  PSD  step  analyses  of  the  IMU,  the  required 
sweep  rate  was: 

B  20 

Rg  ^  ^  6,67  cps/ sec  , 

where  B  was  increased  from  2  to  20  cps  and 
T^,  which  was  set  equal  to  t,.,  was  reduced 
from  30  to  3  seconds. 
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(c)  SPECTRUM  ANALYSIS  OF  1  VOLT,  100  CPS  SINE  SIGNAL  AT  60  IPS 


Fig.  2.  Sine  signal  spectrum  analysis  at 
various  playback  speeds 


The  analysis  time, 


represents  a  reduction  of  25  to  1  over  the  orig¬ 
inal  requirement.  A  slight  decrease  in  the 
standard  error  also  resulted. 


e  -  -  =  - -  "  0.129  or  12.9  percent. 

VSt  v^20(3) 

An  examination  of  Fig.  3  demonstrates  the 
equivalence  of  the  analysis  by  either  method. 
The  solid  curve  was  obtained  in  ninety  minutes 
by  RC  averaging.  The  points  (circled  for  clar¬ 
ity)  represent  a  step  analysis  of  the  same  data 
sample  played  back  at  60  ips  and  was  obtained 
in  3.6  minutes. 


COMMENTS  AND  CONCLUSIONS 

There  are  means  available  to  significantly 
reduce  analog  PSD  analysis  time  requirements. 
Implementation  of  these  means  is  not  a  difficult 
problem,  and  several  stages  of  time  savings  are 
available. 

One  means  of  reducing  analysis  time  is 
that  of  step  analysis,  or  the  use  of  true  integra¬ 
tion.  A  4  to  1  time  savings  is  possible  when 
step  analysis  is  compared  to  the  sweep  analysis 
with  K=  T^.  Even  if  the  sweep  time  constant  is 
reduced  to  a  minimum  acceptable  value  (K  ^ 
T^/2),  a  2  to  1  time  savings  may  be  realized  by 
using  step  analysis.  In  this  case,  there  is  also 
an  approximate  14  percent  reduction  in  the 
standard  error. 
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FREgUENCY  (CPS)  STEP  ANALYSIS 

Fig.  3.  Comparison  of  PSD  analyses  of  IMU  vibration  response 


However,  a  more  significant  time  savings 
results  from  the  tape  speed  change  technique. 
The  practical  limitations  of  magnetic  tape  re¬ 
corders  maximize  this  ratio  at  8  to  1,  and  4  to  1 
may  be  common.  This  time  savings  can  be 
realized  in  either  sweep  or  step  analysis.  A 
maximum  time  savings  of  32  to  1  (and  a  slight 
reduction  in  statistical  error)  can  be  realized 
by  using  both  tape  speed  change  and  step  analy¬ 
sis  techniques  in  place  of  the  standard  RC  av¬ 
eraging  sweep  analysis. 


SOME  PRACTICAL  CONSIDERATIONS 

True  Integration  Versus 
RC  Averaging 

The  analysis  requirements  of  any  particu¬ 
lar  program  or  facility  determine  the  optimum 
extent  to  which  analysis  time  savings  can  be 
achieved.  An  analyzer  that  will  perform  true 
integration  and  produce  a  step  plot  is  quite  ex¬ 
pensive,  compared  to  a  simple  RC  averaging 
analyzer,  because  extensive  logic  and  timing 
circuits  are  required  in  the  step  analyzer. 

However,  the  analyzer  with  true  integration 
does  offer  a  possible  4  to  1  time  savings  with  a 
slight  increase  in  accuracy  over  RC  analysis. 

It  is  also  the  only  type  of  analyzer  that  can, 


synchronize  the  integration  start  time  with  a 
particular  point  in  the  data  sample.  This  is  of 
particular  value  when  the  data  is  nonstationary. 


Tape  Speed  Changes 

The  requirements  of  the  tape  recorder  also 
make  it  an  expensive  piece  of  equipment  re¬ 
quired  for  high  speed  analysis.  It  must,  of 
course,  be  capable  of  recording  at  7-1/2  ips 
and  reproducing  at  60  ips,  with  the  necessary 
frequency  response.  This  usually  means  the 
addition  of  high  density  or  extended-range  sig¬ 
nal  electronics.  It  might  appear  advantageous 
to  increase  the  playback  speed  to  120  ips  for  a 
maximum  record  length  reduction  of  16  to  1. 

The  dynamics  of  the  tape  loop  become  the  limit¬ 
ing  factor  at  this  speed,  and  loop  length  may  be 
limited.  Seven  and  one-half  ips  is  the  minimum 
possible  recording  speed  for  vibration  data, 
even  with  high  density  signal  electronics,  as¬ 
suming  a  required  spectrum  of  2,500  cps. 

There  is  also  a  slight  inconsistency  or  in¬ 
compatibility  between  tape  recorders  and  ana¬ 
lyzers.  The  tape  recorder  speeds  make  possi¬ 
ble  time  reductions  of  2  to  1,  4  to  1,  8  to  1,  etc., 
while  the  bandwidths  and  time  intervals  avail¬ 
able  in  the  analyzer  are  often  multiples  of  dec¬ 
imals  and  decades.  This  results  in  a  possible 
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speed  increase  of  8  to  1,  while  the  normal  com-  of  the  equipment.  Time  savings  in  data  analysis 

patible  filter  bandwidth  ratio  is  10  to  1,  requir-  and  reduction  in  testing  program  delays  can 

ing  a  large  range  of  filter  bandwidths  and  time  offset  the  cost  of  the  necessary  equipment  very 

constants  in  the  analyzer  for  optimum  use  of  rapidly.  If  current  or  future  testing  programs 

the  time  reduction  process.  The  upper  fre-  require  high  volumes  of  accurate  vibration  data 

quency  response  limit  of  the  analyzer  must  also  analyses,  implementation  of  this  rapid  analysis 
be  high  enough  to  accommodate  the  increased  method  should  certainly  be  considered, 

data  spectrum.  All  of  this  increases  the  cost 
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A  CONTINUOUS  FREQUENCY  CONSTANT  Q 


SHOCK  SPECTRU/W  ANALYZER* 

G.  W.  Painter  and  H.  J.  Parry 
Lockheed -California  Company 
Burbank,  California 


In  a  previous  paper  (1),  the  authors  described  a  method  for  producing 
complex  shock  transients  with  prescribed  shock  spectra.  As  a  part  of 
that  work,  it  was  found  necessary  to  develop  a  special  analyzer  for 
quick  readout  of  the  shock  spectrum.  The  analyzer  has  several  unique 
and  interesting  features  which  make  it  a  valuable  laboratory  instru¬ 
ment  whenever  shock  spectra  must  be  determined.  It  may  be  used  to 
analyze  either  complex  transients  or  classical  transients  such  as  half 
sine  or  sawtooth  pulses.  In  particular,  the  analyzer  can  maintain  con¬ 
stant  values  of  Q  while  the  frequency  is  continuously  variable  from  0 
to  2000  cps.  In  addition,  it  can  be  used  to  simulate  force -excited  or 
base -excited  single -degree -of-freedom  systems  for  broadband  random 
or  sinusoidal  analyses. 

This  paper  describes  the  essential  circuitry  and  design  principles  of 
the  analyzer  and  presents  typical  performance  data. 


INTRODUCTION 

Determination  of  shock  spectra  of  motion 
transients  has  been  accomplished  by  a  variety 
of  methods.  These  have  ranged  from  the  use  of 
simple  mechanical  reed  gages  to  analog  and 
digital  computers.  Since  the  shock  spectrum 
analyzer  which  will  be  described  in  this  paper 
can  be  considered  to  be  a  special  purpose  ana¬ 
log  computer,  it  will  be  useful  to  consider  the 
merits  of  related  analog  shock  spectrum  ana¬ 
lyzers. 

There  are  two  types  of  electrical  analog 
computers  which  have  been  used  for  the  deter¬ 
mination  of  shock  spectra.  The  first  type,  gen¬ 
erally  referred  to  as  a  direct  analog  computer, 
incorporates  inductors,  capacitors,  and  resis¬ 
tors  to  provide  a  direct  simulation  of  the  ele¬ 
ments  that  comprise  a  base-excited  single¬ 
degree -of-freedom  mechanical  oscillator,  A 
second  type,  called  an  indirect  analog  computer, 
uses  dc  amplifiers  with  appropriately  chosen 
input  and  feedback  impedances  to  perform  the 
operations  of  addition,  integration,  multiplica¬ 
tion,  and  sign  inversion  which  are  required  to 
solve  the  second  order  differential  equation  as¬ 
sociated  with  simple  mechanical  oscillators. 


The  primary  advantage  of  the  direct  analog 
computer  is  its  inherent  simplicity.  For  exam¬ 
ple,  only  three  passive  elements  are  required 
to  simulate  a  damped  resonator.  Important 
disadvantages  include: 

1.  Large  and  expensive  passive  elements 
to  simulate  low  frequency  oscillators. 

2.  The  limited  practicable  simulation  range 
of  oscillator  natural  frequencies  by  using  vari¬ 
able  passive  elements. 

3.  Purely  reactive  elements  cannot  be  ob¬ 
tained.  This  results  in  the  necessity  of  using 
active  elements  to  provide  "negative”  resist¬ 
ance  when  it  is  required  to  simulate  simple  os¬ 
cillators  having  low  damping. 

The  indirect  analog  method  is  inherently 
more  complex  but  has  the  advantage  of  greater 
flexibility.  Once  the  operational  amplifiers 
have  been  arranged  to  simulate  a  single-degree- 
of-freedom  system,  natural  frequency  and 
damping  can  be  readily  adjusted  over  a  wide 
range.  If  the  signal  representing  the  motion 
transient  whose  shock  spectrum  is  desired  can 
be  reproduced  repeatedly,  the  analyzer  can  be 
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set  at  any  frequency  within  its  operating  range, 
thereby  providing  the  shock  spectrum  over  the 
frequency  range  of  interest. 

Independent  changes  in  the  natural  fre¬ 
quency  and  the  damping  of  the  simulated  me¬ 
chanical  oscillators  are  accomplished  by  adjust¬ 
ing  at  least  two  of  the  impedances  in  the  analog 
computer.  In  particular,  if  one  varies  an  im¬ 
pedance  that  changes  the  natural  frequency,  it 
will  also  be  necessary  to  change  a  second  im¬ 
pedance  in  order  to  keep  the  Q  of  the  oscillator 
at  a  constant  value.  The  necessity  of  making 
two  impedance  adjustments  for  each,  frequency 
at  which  the  spectrum  is  to  be  evaluated  can  be 
very  time  consuming  and  makes  it  impracti¬ 
cable  to  automate  the  measurement  procedure. 
The  shock  spectrum  analyzer  to  be  described 
has  the  capability  of  allowing  the  natural  fre¬ 
quency  of  the  simulated  oscillator  to  be  easily 
changed  while  Q  remains  constant.  It  is  unique 
in  that  the  impedance  changes  required  to  pro¬ 
vide  the  above  performance  are  accomplished 
by  the  adjustment  of  a  single  external  control. 

The  following  sections  present  a  brief  re¬ 
view  of  the  shock  spectrum  concept,  a  discus¬ 
sion  of  the  standard  approach  to  the  determina¬ 
tion  of  shock  spectra  with  an  indirect  analog 
computer,  a  description  of  a  design  innovation 
which  greatly  improves  the  efficiency  of  analog 
shock  spectrum  analyzers,  and  a  discussion  of 
the  performance  characteristics  of  an  analyzer 
that  incorporates  the  referenced  improved  de¬ 
sign  features. 


THE  SHOCK  SPECTRUM 

The  shock  spectrum  concept  is  based  upon 
the  maximum  motional  response  of  the  system 
shown  in  Fig.  1.  A  hypothetical  simple  oscilla¬ 
tor  whose  mass,  spring  constant,  and  damping 
coefficient  are  represented  by  m,  k  and  c  re¬ 
spectively  is  one  of  an  infinite  set  of  such  os¬ 
cillators  whose  natural  frequencies  cover  the 
spectrum  range  of  interest.  The  transient 
whose  shock  spectrum  is  to  be  determined  is 
represented  by  the  motion,  u,  of  the  base.  In 
general  this  excitation  transient  can  be  given 
as  a  displacement,  a  velocity,  or  an  accelera¬ 
tion.  One  may  be  interested  in  a  variety  of 
types  of  shock  spectra.  These  include  spectra 
based  on  the  absolute  motion  of  the  mass,  as 
well  as  relative  motion  between  the  mass  and 
the  base.  Spectra  can  be  obtained  in  terms  of 
displacement,  velocity,  or  acceleration  based 
upon  the  maximum  motion  of  the  mass:  (a)  dur¬ 
ing  the  time  the  excitation  transients  exists 
(primary  spectra),  (b)  after  the  excitation  tran¬ 
sient  has  ceased  (residual  spectra),  or  (c)  upon 


the  maximum  motion  irrespective  of  when  it 
occurs  (total  spectra).  Furthermore,  the  spec¬ 
trum  may  be  based  upon  the  response  of  either 
damped  or  undamped  oscillators.  In  the  follow¬ 
ing  analysis,  attention  will  be  directed  toward 
the  determination  of  total  acceleration  spectra 
based  on  the  response  of  damped  oscillators 
(although  the  computer  is  capable  of  measuring 
any  of  the  three  types  of  spectra  mentioned 
above). 


Fig.  1.  Hypothetical 
simple  oscillator 


The  equation  of  motion  for  the  damped  sim¬ 
ple  oscillator  shown  in  Fig.  1  is: 

tnX  +  c(X“U)  t  k(X-  U)  r  0  ,  (1-A) 

or 

..  c  •  ‘  k 

X  +  —  (X  -  U)  f  —  (X  -  U)  =  0. 
m  m 

Let 


and 

c  1 
"  2Q  ' 

where 

=  critical  damping  coefficient, 

=  natural  frequency, 

Q  =  quality  factor. 

Therefore 

X  +  \  -U)  +  a;^^(X-U)  0  ,  (1-B) 

X  +  (X-  U)  t  (X-  U)  =  0  .  (1-c) 

Let  z  ~  (X-U)  =  relative  displacement.  Then 
X  =  Z  +  ii,  and 
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Z  +  u  +  ^  Z  +  0)^2  2  =  0  . 

STANDARD  AND  IMPROVED  METHODS 
FOR  OBTAINING  SHOCK  SPECTRA 
ON  AN  ANALOG  COMPUTER 

In  computer  modeling,  it  is  desirable  to 
arrange  Eq.  (1-D)  in  the  form 

Z  =  -u  -  —  Z  -  a;  2  Z  . 

Q 

A  computer  block  diagram  for  solving  the 
above  equation  is  shown  in  Fig.  2  where  the  op¬ 
erations  of  addition,  integration,  and  multipli¬ 
cation  by  a  constant  are  indicated  by  blocks 
designated  A,  J,  and  C  respectively.  A  more 
detailed  representation  of  the  computer  network 
is  given  in  Fig.  3  which  indicates  the  compo¬ 
nents  associated  with  the  various  computer  op¬ 
erations.  The  ratio  of  the  output  to  input  volt¬ 
ages  for  any  operational  amplifier  having  a 
feedback  impedance,  Z^,  and  an  input  imped¬ 
ance,  Z.  ,  can  be  shown  to  be  -Z^/Z..  For  ex¬ 
ample,  if  the  input  impedance  is  a  resistance, 

R,  and  the  feedback  impedance  a  capacitance,  c 


j  coRC  ’  RC  J  ■ 

If  the  input  and  feedback  impedances  are  re¬ 
sistances 


Operation  No.  1  in  Fig.  2  accomplishes  an  inte¬ 
gration  of  Z,  an  algebraic  sign  inversion  and 
multiplication  by  the  constant,  i/R^C^.  A  sec¬ 
ond  integration,  sign  inversion,  and  multiplica¬ 
tion  occurs  at  operation  No.  2.  Operation  No.  3 
involves  a  sign  inversion  and  multiplication  by 
a  constant  while  at  No.  4,  when  a  simple  poten¬ 
tiometer  is  used,  a  multiplication  by  a  constant 
is  accomplished  without  a  sign  change.  Letting 
the  l/RC  values  at  (1)  and  (2)  be  represented  by 
and  A 2  respectively  and  the  constants  at  (3) 
and  (4)  by  A3  and  A^,  the  operations  at  the  four 
locations  become 

®7t  ®  A.  ®  ».■ 

By  following  the  inner  loop  (1  and  3)  and  the 
outer  loop  (1,  2  and  4)  one  obtains  the  following 
equations: 


••  A1A3 

Z  !  ^  -  A.  A,  Z  , 
j6J  13 

(2-A) 

A,  A3, 

(2-B) 

..  A,  A. 

’1—  A.  =  A.  A,  A,  Z, 

JCJ  JCd  12  4 

(3 -A) 

Ai  A2  A^  . 

(3-B) 

Equations  2  and  3  when  combined  give 


^2^4 
AiA/  ‘ 


(4) 


-X 


Fig.  2.  Symbolic  computer  arrangement 
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^ 

JW  '  Q 


Fig,  3.  Computer  component  arrangement 


It  is  common  practice  to  consider  the  opera¬ 
tions  at  (3)  and  (4)  to  be  analogous  to  the  damp¬ 
ing  coefficient  and  spring  rate  respectively.  In 
the  determination  of  damped  shock  spectra,  it 
is  required  that  the  Q  of  the  simple  oscillator 
remain  constant  while  the  natural  frequency  is 
varied.  The  usual  procedure  in  obtaining  shock 
spectra  is  to  vary  the  natural  frequency  by 
changing  the  value  of  .  Equation  (4)  shows 
that  when  alone  is  changed,  Q  will  also 
change.  In  the  standard  procedure  Q  is  re- 
turned  to  the  value  desired  by  changing  A^. 
Equation  (3-B)  shows  that  a  change  in  A3  has 
no  effect  on  the  natural  frequency,  . 

Equation  (3-B)  and  Eq.  (4)  show  that  the 
response  characteristics  of  the  oscillator  de¬ 
pend  not  only  upon  A3  and  A^ ,  but  also  upon  Aj 
and  A^.  These  equations  indicate  methods 
which  will  allow  Q  to  remain  constant  as  is 
varied.  For  instance,  can  be  varied  by 
changing  A,.,  A 2  and  A^  singly  or  in  combina¬ 
tion  as  is  suggested  by  Eq.  (3-B).  From  Eq.  (4) 
it  can  be  seen  that  if  either  or  both  of  the  ratios 
A2/AJ  or  A^/Aj  are  maintained  at  a  constant 
value  while  A^  remains  unchanged,  Q  will  re¬ 
main  constant. 

The  above  considerations  suggest  methods 
for  designing  an  improved  shock  spectrum  ana¬ 
lyzer.  For  example  A2/A^  can  be  held  to  a  con¬ 
stant  value  by  having  the  variable  resistances 
R2  and  Rj  ganged  to  a  common  shaft.  An  alter¬ 
nate,  and  equally  suitable  method  for  holding  Q 
constant  as  is  varied,  is  to  gang  and  r^ 
to  a  common  shaft.  A  third  method  involves 
ganging  variable  capacitors  in  the  integrators 
and  varying  them  simultaneously  so  as  to  main¬ 
tain  A2/Aj  at  a  constant  value.  In  fact,  any 
method  which  will  allow  the  ratio  on  the  right 
side  of  Eq.  (4)  to  remain  constant  as  is  var¬ 
ied  will  provide  the  desired  results. 


PERFORMANCE  CHARACTERISTICS 
OF  SHOCK  SPECTRUM  ANALYZER 

Two  shock  spectrum  analyzers  incorporat¬ 
ing  the  design  features  discussed  in  the  preced¬ 
ing  section  have  been  fabricated  and  have  been 
in  use  for  approximately  two  years.  A  photo¬ 
graph  of  the  first  analyzer  constructed  is  shown 
in  Fig.  4.  An  improved  analyzer,  using  solid 
state  operational  amplifiers,  is  shown  in  Fig.  5. 


Fig.  4.  Prototype  analyzer 


Fig.  5.  Improved  analyzer  using  solid 
state  circuitry 


Both  of  the  analyzers  shown  can  perform  a 
real  time  shock  spectrum  analysis  over  a  fre¬ 
quency  range  of  0-2000  cps  with  selectable  val¬ 
ues  of  Q  ranging  from  1  to  50.  Commercially 
available  versions  of  the  analyzer  have  extended 
the  frequency  range  to  4000  cps  by  careful 
preservation  of  phase  linearity. 

Two  methods  have  been  used  to  check  the 
accuracy  of  the  analyzer.  The  first  method  in¬ 
volved  the  determination  of  the  transfer  func¬ 
tion  of  the  oscillator  at  various  settings  of  nat¬ 
ural  frequency  and  Q.  Examples  of  transfer 
functions  measured  with  the  Q  control  set  at  10 
and  50  are  given  in  Figs.  6  and  7  respectively. 

It  can  be  seen  that  Q  remains  constant  within 
±1  db  over  the  frequency  range  of  interest.  The 
second  method  involved  a  comparison  of  shock 
spectra  obtained  with  the  analyzer  and  with  a 
digital  computer  for  the  same  complex  tran¬ 
sients.  Two  of  the  transients  and  associated 
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Fig*  6.  Transfer  function  of  analyzer  (g  =  10) 


Fig.  7.  Transfer  function  of  analyzer  (Q  =  50) 


shock  spectra  are  shown  in  Fig.  8.  It  can  be 
seen  that  the  agreement  between  analog  and 
digitally  derived  spectra  is  within  a  few  percent 
over  the  frequency  range  explored. 


SUMMARY 

The  use  of  the  analyzer  permits  the  analy¬ 
sis  of  complex  shock  transients  in  the  labora¬ 
tory  during  test  setup.  This  allows  the  shock 
spectrum  to  be  determined  in  much  the  same 
way  as  a  random  spectrum  without  the  neces¬ 
sity  of  having  to  use  a  digital  computer. 

The  analyzer  can  be  used  to  measure  the  spec¬ 
trum  at  any  frequency  within  its  operating 
range.  This  feature  is  particularly  desirable 
in  the  analysis  of  complex  transients  whose 
spectral  pattern  can  be  quite  jagged. 


FREQUENCY  -  CPS 


Fig,  8,  Comparison  of  spectra 
obtained  with  the  shock  spectrum 
analyzer  and  a  digital  computer 
(Q  =  10) 
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The  analyzer  output  can  be  delivered  either 
to  an  oscilloscope  or  to  a  peak  reading  volt¬ 
meter.  The  instrument  can  also  be  used  in 


conjunction  with  an  X-Y  recorder,  thereby  allow 
ing  an  automatic  plotting  of  the  shock  spectrum 
to  be  obtained. 
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DISCUSSION 


Dr.  Morrow  (Aerospace  Corp«):  Have  you 
considered  adding  any  extra  features  to  this,  or 
any  additional  simple  manipulations  so  that  one 
could  obtain  at  least  part  of  a  Fourier  spectrum 
at  the  same  time?  This  is  a  little  more  funda¬ 
mental  and  many  people  may  prefer  to  work 
from  this  on  occasion. 

Mr.  Painter:  Yes,  this  could  possibly  be 
done.  The  main  problem  one  runs  into  is  that 
of  getting  an  exact  zero  damping,  or  something 
very  close  to  it.  I  believe  the  absolute  value  of 
the  Fourier  spectrum  is  equal  to  the  residual, 
undamped  spectrum.  If  one  could  have  a  very 
high  Q  and  read  the  system  that  persists  after 
the  transient  is  over,  this  would  be  one  way  of 
getting  the  Fourier  spectrum. 

Mr.  Zell  (Picatinny  Arsenal):  As  a  com¬ 
mercial  unit  in  the  continuous  frequency  mode, 
do  you  have  a  direct  readout  of  the  frequency 
being  set? 


Mr.  Painter:  Yes,  auxiliary  equipment  has 
been  developed  so  that  one  can  actually  plot  the 
spectrum  versus  frequency.  There  is  also  a 
peak  reading  voltmeter.  One  can  use  either  an 
oscilloscope,  which  we  used,  or  a  peak  reading 
voltmeter,  which  is  somewhat  more  convenient 
for  this  purpose.  There  is  a  method  now  for 
obtaining  an  automatic  plotting  of  the  shock 
spectrum.  One,  of  course,  has  to  repeat  the 
transient  over  and  over  again  as  you  sweep 
along. 

Mr.  Othmer  (Sandia  Corp.):  Had  you  con- 
sidered  nonlinear  springs  or  damping  in  any  of 
your  considerations? 

Mr.  Painter:  No.  We  were  dealing  strictly 
with  conventional  shock  spectrum  analysis.  I 
believe  there  is  a  paper  being  given  on  the  last 
day  in  the  shock  session  that  refers  to  nonlinear 
effects,  at  least  as  far  as  the  synthesis  proce¬ 
dure  is  concerned,  and  he  may  touch  upon  that. 

* 
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SLOPE  ERROR  OF  POWER  SPECTRAL 
DENSITY  MEASUREMENTS 


Robert  L.  Gordon 
Pratt  and  Whitney  Aircraft 
East  Hartford,  Connecticut 


In  analog  power  spectral  density  analyzers,  the  spectral  density  at  a 
particular  frequency  is  obtained  by  measuring  the  power  in  a  bandpass 
filter  and  dividing  the  value  obtained  by  the  filter  bandwidth.  The  re¬ 
sulting  density  value  is  assumed  to  be  equal  to  the  density  at  the  filter 
center  frequency.  This  density  (or  average  power)  is,  in  general,  un¬ 
equal  to  the  actual  powder  at  the  center  frequency  except  for  straight 
line  spectral  density  functions.  An  expression  for  this  error  is  devel¬ 
oped  for  the  case  in  which  the  true  spectral  density  is  a  function  of 
frequency  raised  to  a  power. 


INTRODUCTION 

In  the  analysis  of  power  spectrum,  an  error 
in  the  maximum  and  minimum  values  of  the 
power  spectral  density  curve  is  introduced  when 
the  bandwidth  of  the  analyzer  filter  is  larger 
than  the  bandwidth  of  the  response  spectrum 
being  analyzed-  An  expression  for  this  error, 
called  '’blurring  error,"  has  been  developed  and 
documented  by  W.  R.  Forlifer  (1).  Analyzers 
employing  bandpass  filters  to  measure  the  power 
spectrum  introduce  error  into  the  measurement 
of  the  power  on  the  response  slopes  as  well  as 
the  pe^s  and  notches.  Definition  and  evaluation 
of  this  "slope  error"  are  the  subjects  of  this 
paper. 

The  average  value  of  any  straight  line  seg¬ 
ment  of  a  function  (plotted  on  Cartesian  coordi¬ 
nates)  occurs  midway  between  the  two  end 
points.  Most  power  spectrum  analyzers  employ 
one  or  more  bandpass  filters  to  measure  the 
average  value  of  a  density  function  within  its 
passband  and  display  this  value  at  the  center 
frequency  of  the  filter.  This  analysis  is  correct 
for  straight  line  functions.  However,  it  is  only 
an  approximation  when  the  function  is  a  curved 
line;  i.e,,  y  -  The  difference  between 

the  true  and  the  approximate  plotted  values,  will 
be  called  the  "slope  error"  and  will  be  shown  to 
be  identical  to  the  statistical  bias  of  a  power 
spectral  density  estimate  which  is  given  in  sec¬ 
tion  4.8,2  of  Ref,  2. 

This  article  will  show  that  although  the 
slope  error  is  usually  less  significant  than  the 
more  widely  used  blurring  error  and  the  random 


process  "statistical  error,"  there  are  special 
situations  in  which  the  slope  error  may  be 
more  significant,  namely:  (1)  at  very  low  fre¬ 
quencies,  (2)  in  the  analysis  of  lightly  damped 
structures,  and  (3)  when  using  low  Q  filters. 


DEVELOPMENT  OF  ERROR 
EXPRESSION 

An  idealized  rectangular  filter  is  used  to 
develop  the  error  term  and  a  series  approxi¬ 
mation  is  made  to  simplify  the  resulting  ex¬ 
pression.  Although  an  idealized  filter  is  used, 
the  results  may  be  extended  to  other  filters 
when  the  noise  bandwidth  (3)  is  used  and  the 
filter  shape  is  symmetrical.  Most  linear  physi¬ 
cal  systems  may  be  approximated  by  linear 
differential  equations  of  order  n.  Therefore, 
the  resulting  power  spectral  density  may  be 
sectionally  represented  by  an  equation  of  the 
following  form: 

Sa  =  (1) 

where 

Sg  =  actual  power  spectral  density, 

c  =  constant, 

f  =  frequency  in  cps,  and 

n  =  slope  of  Sg  on  log-log  coordinates 
[linear  ordinate  distance/linear 
abscissa  distance]. 
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The  above  curve  of  spectral  density  will 
appear  on  log- log  paper  as  a  straight  line  hav¬ 
ing  a  sJ  >pe  n,  and  as  a  power  curve  on  linear 
coordinates  as  in  Fig.  1.  The  filter,  also  shown 
in  Fig.  1,  will  be  defined  as 


Knowing  that  the  filter  quality  factor  q  is  de¬ 
fined  as: 


Q 


(5) 


H(f) 

H(f) 


0  ,  -  B/2  >  f  >  +  B/2 

1  ,  -  B/2  <  f  <  +  B/2 


(2) 


where 


and  putting 


k  =  n  +  1  , 


Eq.  (4)  becomes 


(6) 


H(f)  =  value  of  filter  transfer  function, 
=  filter  center  frequency,  and 
B  =  filter  bandwidth. 


For  k  :|:  0, 


=  cf. 


k-I 


jj. 

2Q  I 


{■  -  .if] 


(7) 


Fig.  1.  Schematic  of  spectrum  analysis  process 


The  power  spectral  density  is  usually  ob¬ 
tained  by  measuring  the  energy  in  the  filter 
(shown  as  a  cross-hatched  area  in  Fig,  1)  which 
is  then  divided  by  the  bandwidth.  The  resulting 
level  is  then  assumed  to  be  the  power  spectral 
density  at  f  This  is  done  mathematically  as 
follows: 


Since  0  <  1/2Q  <  1  for  filters  with  q*s  greater 
than  1/2,  the  expression  inside  the  brackets 
may  be  expanded  in  a  power  series  so  Eq.  (7) 
becomes,  to  a  first  order  approximation: 


(k-  l)(k-  2)  ^ 
24Q^ 


k  +  0.  (8) 


S 


m 


,  +  D/  2 

-  B/  2 


c/df 


(3) 


where  =  measured  power  spectral  density. 
For  n  ij:  -1  Eq.  (3)  becomes 


Now  defining  an  error  term  as  follows: 


S 


e 


(9) 


where  =  relative  error  in  power  spectral 
density  at  and  using  Eqs.  (8)  and  (1),  the 
error  term  is  as  follows: 


c 

6(11+  1) 


[ff  +-Tr‘  - 

.  (4) 

^  ,  (k-l)(k-2) 

s  %  - - 

2/ 

\  2)  j 

24Q^ 

k  4  0  .  (10) 
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Using  a  power  series  representation  of 


Fig.  Z.  Slope  error  for  various  Q  filters 


Eq.  (12)  becomes 


S 


m 


(13) 


and  using  Eq.  (9),  Eq.  (13)  becomes,  to  a  first 
order  approximation: 


s 


which  is  equivalent  to  Eq.  (10)  with  k  =  o.  So 
we  may  write: 


(k-  l>(k-  2) 

24 


(  all  k  )  . 


(14) 


By  substitution  of  Eq.  (6)  into  Eq.  (14),  the 
error  term  is  obtained  in  terms  of  the  slope  n, 
and  is 


s 


24  Q2 


(15) 


Curves  of  percent  error  versus  n  for 
three  values  of  filter  Q  are  shown  in  Fig.  2. 


A  slightly  more  useful  form  of  Eq.  (15)  is 
obtained  by  substitution  of  Eq.  (5),  and  is 


S 


e 


-  n) 

24 


(16) 


Curves  of  error  versus  frequency  are  ob¬ 
tained  in  Fig.  3  for  three  fixed  bandwidths  and 
a  slope  n  -  -2,  which  is  commonly  found  in 
second  order  systems. 

In  section  4.8.2  of  Ref.  2  an  analysis  of 
bias  for  a  similar  system  (idealized  rectangu¬ 
lar  filter)  indicates  the  bias  term  to  be 

b  [S.(f.T.B)]  I  s;(f)|  (17) 

where 

b  [  ]  =  statistical  bias  of  term  in  brackets, 

E  [  ]  =  expected  value  of  quantity  in 
brackets, 

B  =  bandwidth  of  an  idealized  filter, 

T  =  time  in  seconds. 


I  5  10  50  100  500  1000 

FREQUENCY  cps 

Fig.  3.  Slope  error  for  various  bandwidths 
with  slope  =  -Z  or  43 
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s^(  f )  =  actual  spectral  density, 
f  =  frequency  in  cps,  and 
=  estimate  of  spectral  density. 


If  S^(f)  =  cf"  as  in  Eq.  (1),  then 

S"(f)  =  c(n^-  n)  .  (18) 

Using  the  relationships  of  Eq.  (5)  and  Eq.  (18), 
Eq.  (17)  becomes 

|b[S^(f,T,B')]  I  %  cf  "  .  (19) 

Since 

ib[S^(f,T,B)]  I  =  |E[S,(f,T,B)]  -  S,(f)i,  (20) 

and 

S,(f)  =  S,  ,  E[S,(f.T,B)]  -  S„  . 


then 

|b[S^(f,T,B)]  I  -  |S„-  Sj  .  (21) 

Thus,  it  is  evident  from  Eq.  (9)  that  the 
bias  is  equal  to  S^S^,  or  the  absolute  value  of 
the  slope  error. 


CONCLUSIONS 

While  it  is  evident  from  Fig.  2  that  the 
slope  error  is  small  for  small  n  and  large  Q 
and  is  generally  much  less  than  normal  statis¬ 
tical  and  blurring  errors,  it  is  worthy  to  note 
from  Fig.  3  that  a  significant  error  may  be 
present  at  low  frequencies  for  fixed  bandwidth 
systems.  If  analyses  of  lightly  damped  struc¬ 
tures  are  made,  large  positive  and  negative 
slopes  are  encountered  near  the  resonant 
frequency  and  the  error  will  be  large.  The 
error  at  the  resonant  frequency  is  the  blur¬ 
ring  error,  described  in  Ref.  2,  and  may  be 
avoided  by  observing  the  bandwidth  criteria 
mentioned  therein. 
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DISCUSSION 


Mr.  Lessem  (USA  Engineer  Waterways 
Experiment  Station):  Suppose  you  analyze  data 
at  a  higher  frequency  than  that  at  which  it  was 
recorded,  either  for  purposes  of  saving  time  as 
was  implied  in  an  earlier  paper,  or  for  purposes 
of  getting  the  data  within  the  frequency  capabili¬ 
ties  of  your  analysis  system,  what  implications 
are  there  for  this  low  frequency  error  due  to 
the  bandwidth? 

Mr.  Gordon:  As  I  understand  it,  you  ask 
what  effect  a  frequency  translation  in  the  anal¬ 
ysis  process  will  have  on  this  type  of  analysis. 

If  there  is  a  system  which  heterodynes  an  in¬ 
coming  signal  up  to  a  higher  frequency  so  that 
a  bandpass  filter,  such  as  a  crystal  filter,  can 
handle  it,  and  if  this  system  is  viewed  as  a 

4e 


black  box  or  a  passive  device,  it  has  certain 
characteristics.  It  will  only  pass  frequencies 
in  the  audio  range,  therefore  when  it  is  viewed 
as  an  end-to-end  system  the  error  would  be 
applicable.  For  example,  if  this  were  a  50  cps 
filter  centered  at  100  cps,  it  would  pass  fre¬ 
quencies  between  50  and  150  cps  even  though  it 
was  actually  internally  operating  at  100  kc. 

This  error  would  still  be  applicable  for  that 
type  of  instrument.  Also,  a  time  compression 
technique  is  used  in  which  the  frequency  range 
is  multiplied  and  a  wider  filter  is  used;  the 
question  of  the  resolution  in  the  initial  data 
range  remains.  For  example,  if  with  a  10  to  1 
time  compression  and  a  100  cps  filter,  this 
would  be  equal  to  a  10  cps  filter  in  the  audio 
range.  The  same  type  of  slope  error  would  exist. 
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THE  EFFECTS  OF  PHASE  ERRORS  UPON  THE 
MEASUREMENT  OF  RANDOM  PROCESSES 


Ronald  D.  Kelly 

Measurement  Analysis  Corporation 
Los  Angeles,  California 


Within  the  past  year  there  has  been  an  increasing  interest  in  the  effects 
of  phase  errors  on  the  measurement  of  random  processes.  Phase  er¬ 
rors  can  occur  in  transducers,  signal  conditioners,  transmission  lines, 
telemetry  units,  and  tape  recorders.  These  phase  errors  can  be  either 
static  or  dynamic  in  nature.  If  measurement  of  certain  properties  of 
the  data  is  to  be  made  accurately,  these  errors  must  be  confined  within 
acceptable  bounds,  or  compensated  for  in  the  data  reduction  process. 

Those  types  of  analyses  that  are  not  affected  by  static  phase  errors  in 
the  measurement  system,  such  as  ordinary  power  spectral  density  and 
autocorrelation  analyses,  are  briefly  treated  to  demonstrate  why  they 
are  not  affected.  In  addition,  the  inaccuracies  in  these  analyses  from 
dynamic  phase  errors  are  discussed. 

It  is  the  primary  purpose  of  this  paper,  however,  to  examine  those 
types  of  analyses  that  are  affected  by  phase  errors,  such  as  cross - 
spectral  density  and  cross-correlation.  The  resultant  inaccuracies  in 
the  reduced  data  are  presented  for  several  typical  kinds  of  phase  er¬ 
rors,  so  that  the  phase  characteristics  of  practical  measurement  sys¬ 
tems  can  be  quantitatively  related  to  the  accuracy  of  the  reduced  data. 


INTRODUCTION 

The  demands  placed  upon  environmental 
measurements  are  constantly  becoming  more 
stringent.  For  example,  the  requirements  for 
cross-correlation  and  cross-spectral  density 
measurements  of  environments  have  rapidly 
increased.  These  measurements  are  required 
to  define  such  things  as  the  spatial  distribution, 
over  a  structure,  of  the  dynamic  pressure  fluc¬ 
tuations  from  a  turbulent  boundary  layer,  the 
convection  velocity  characteristics  of  a  turbu¬ 
lent  flow,  the  energy  transmission  paths  be¬ 
tween  two  points,  the  frequency  response  func¬ 
tions  of  complicated  structures,  etc.  It  is  the 
purpose  of  this  paper  to  examine  the  inaccu¬ 
racies  resulting  in  cross-correlation  and 
cross-spectral  density  analyses  from  typical 
phase  errors  in  the  measurement  equipment. 

These  phase  errors  occur  in  every  part  of 
the  measuring  system,  in  the  transducers,  the 
signal  conditioners,  the  transmission  lines,  the 
telemetry  units,  the  tape  recorders,  the  A/D  con¬ 
verters,  the  analyzers,  and  the  print-out  de¬ 
vices.  These  phase  errors  can  be  either  static 
or  dynamic  (time -varying)  in  character.  To 


ensure  that  the  environment  is  measured  accu¬ 
rately,  these  errors  must  be  confined  to  accept¬ 
able  bounds,  or  compensated  for  in  the  data  re¬ 
duction  process.  The  following  discussions 
provide  guidelines  for  evaluating  the  severity 
of  different  types  of  phase  errors  and  for  error 
compensation  techniques. 


ORDINARY  SPECTRAL  DENSITY 
AND  AUTOCORRELATION 
ANALYSES 

In  ordinary  spectral  density  and  autocorre¬ 
lation  analyses,  the  phase  errors  must  be  split 
into  the  static  and  dynamic  components  and  dis¬ 
cussed  separately.  The  static  phase  errors 
introduce  no  inaccuracies  into  the  measurement 
process,  while  the  dynamic  phase  errors  do. 

Static  Phase  Errors 

For  the  first  case,  assume  that  the  meas¬ 
uring  circuit  has  a  constant  time  delay  error  r. 
This  type  of  error  is  encountered  in  every  in¬ 
strument  in  the  measuring  chain,  since  they  all 
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have  finite  bandwidths.  Of  course,  restrictions 
must  be  placed  on  the  frequency  bandwidth  over 
which  the  constant  time  delay  approximation  is 
valid  for  each  individual  instrument*  In  general, 
those  instruments  having  the  narrowest  band- 
widths  will  cause  the  greatest  time  delay.  For 
example,  assume  that  the  response  of  the  trans¬ 
ducer  can  be  approximated  by  a  simple  niechan- 
ical  oscillator.  The  phase  factor  for  this  trans- 
ducer  can  be  written  as  (1) 


where 

<p(f)  =  the  phase  factor, 
i  =  the  damping  ratio. 


Let  the  measured  signal  be 

x'"(  t)  =:  X(t  +  Ty  )  , 

where  is  the  time  delay  in  the  measuring 
circuitry.  The  measured  autocorrelation  func¬ 
tion  is  now 

T 

Rjj(t)  t:;  Jim  r  X^(x)  x"^(t+T)dt 

T-»  a, 


f  =  the  frequency  in  cps  of  the  meas¬ 
ured  data,  and 

=  the  undamped  natural  frequency  in 
cps  of  the  transducer. 

Equation  (1)  can  be  expanded  in  series 
form: 


=  R,(t) 

Since  the  process  being  analyzed  is  sta¬ 
tionary  and  ergodic,  no  error  is  introduced  into 
the  autocorrelation  function  by  computing  from 
(-T  +  Tq)  to  (T  +  ),  instead  of  from  (-T)  to  (t). 

Because  the  ordinary  spectral  density  is  the 
Fourier  transform  (Wiener -Khintchine  Theo¬ 
rem  (2))  of  the  autocorrelation  function,  it  can 
be  seen  that  the  constant  time  delay  error  also 
introduces  no  error  in  the  spectral  density 
analysis. 

Next  consider  the  case  of  a  phase  shift  that 
is  independent  of  frequency: 

(p  ~  k  ,  (6) 

where  k  =  a  constant. 


If  the  restrictions  f  <  0. 1  and  ^  <  1.0  are 
applied,  then 


The  true  spectral  density  (the  two-sided 
form  being  used  for  simplicity)  is 


S,(f)  - 


x(t)  e" 


The  time  delay,  ,  is  a  constant  under  these 
restrictions,  since 

2vf  ^Trf„  ■  (3) 

The  autocorrelation  function  is  defined  as 


1  r 

Rjj(r)  “  lim  —  x(l)  x(ttr)dt.  (4) 


X 


2  ?/  f  t 


(7) 


where 

S^(f)  =  the  two-sided  ordinary  spectral 
density  function,  and 
x(t)  =  the  data  signal. 

Let  the  measured  signal  be 

x"^(t)  r-  x(tl-k/277f)  .  (8) 
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Then  the  measured  spectral  density  becomes 

Ft 

S^(f)  =  iim  ^  r  x(  t  +  k/277f )  e  '  ^ 

T  nc.  T 

”  T  ~ 

X  r  x(  t  +  k/277f )  dt  .  (.9) 

<  T 


u  -  t  + 

k/27Tf  , 

du  =  dt  . 

T+k/27rf 

J 

x(u)  e  ^ 

_  -T+k/27rf 

T+k/27rf 

f 

x(u)  e'^ 

T+k/  2Tr  f 

(^)  (i^) 

2T 

T+k  /  277  f 

J 

x(u)  e 

_  -  T+k/  277 

f 

T  +  k/atTf 

f 

x(u)  e 

_-T+k/  277 

f 

j  27?  f(u-k/  3TTf) 


=  s,(f).  (11) 

Since  the  measured  spectral  density  equals 
the  true  spectral  density,  it  can  also  be  stated 
through  the  Wiener  Khintchine  Theorem  that  a 
constant  phase  error  will  not  cause  any  error 
in  the  measured  autocorrelation  function. 


the  true  spectral  density.  (The  fact  that  g(f) 
results  in  a  new  constant  for  each  value  of  f 
does  not  influence  the  result,  since  a  new  value 
of  S^(  f)  is  computed  for  each  value  of  f .) 
Again,  this  means  that  there  will  be  no  error 
in  the  autocorrelation  function  due  to  a  static 
phase  error. 


Dynamic  Phase  Errors 

Dynamic  phase  errors  occur  in  the  mag¬ 
netic  tape  recorder  from  nonuniform  velocity 
of  the  magnetic  tape  over  the  record  and  repro¬ 
duce  heads.  Let  an  arbitrary  function  of  time, 
h(t),  represent  the  dynamic  phase  error.  Then 
the  measured  data  has  the  form 

x"’(t)  =  x[t+h(t)]  .  (14) 

The  measured  autocorrelation  function  is 

T 

^  2f  r  x"’(t)  X^t  +  t)  dt  (15a) 

T 


r  x[t 


+  h(t  )]  x[t +T  + h(  t +T)jdt  .  (15b) 


(R(t)  represents  an  estimate  of  the 

limiting  value  obtained  as  Because  h(t) 

is  small  (0.25  to  1  percent),  Eq.  (15b)  can  be 
approximated  by  letting 

x[t  +  h(t)]  x(t)  h(t)  k(t)  ,  (16) 

x[t  +  T+  h(t  +  T)]  x(t  +  T) 

+  h(t-l-T)  x(t  +  T),  (17) 

where  only  the  first  two  terms  of  the  Taylor 
series  expansion  are  used,  and  the  dot  repre¬ 
sents  a  time  derivative  (x(t)  =  dlx(t)]/dt). 

(See  Ref,  (3).)  Then 


The  above  result  can  be  extended  to  cover 
the  general  case  where  the  phase  angle  be¬ 
comes  some  arbitrary  function  of  frequency, 

^(f)=B(f)-  (12) 

The  substitution  becomes 

g(  f) 

u  =  t  +  - —  and  du  =  dt  .  (13) 

2ttt 

Since  the  operation  in  Eq.  (9)  is  essentially 
a  narrowband  filtering  operation,  g(  fg)  is  a 
constant  in  the  narrow  frequency  band  about  f  ^ , 
Hence,  the  measured  spectral  density  equals 


T 

1  r  r 

R^(^)  ^  [x(t)  +  h(t)  x(t)] 

-  T 

X  [x(t+T)  +  h(t  +  T)  x(t  +  T)]dt 
1  ^ 

^  J*  x(t  +  r)dt 


h(t  +  T)  x(t)  x(t  +  T)dt 
-  T 

(18) 

(Cont.) 
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'  Jr  j  x(t  f7)  h(t)dt 


+  ^  f  x(  t  )  x(  t +t)  h(  t)  h(  t -Vr)  dt .  (18) 

If  we  repeat  our  measurement  many  times,  we 
can  find  the  expected  value  of  the  measured 
correlation  function 


sinusoidal,  and  results  from  rotational  unbal¬ 
ances.  The  second  type  of  flutter  can  be  ap¬ 
proximated  by  a  white  Gaussian,  bandlimited, 
random  noise.  Examination  of  Eqs.  (21)  and 
(22),  when  h(t)  has  a  sinusoidal  form,  reveals 
that  in  taking  the  expected  value  of  these  equa¬ 
tions,  one  would  expect  them  to  go  to  zero, 
since  the  phase  angle  of  the  sinusoid  is  an  un¬ 
known  random  variable  and  is  uniformly  dis¬ 
tributed  about  zero.  Thus,  for  the  magnetic 
tape  recorder 


=[r  Rx^'^)]  ' 


r^(t)  Rx('^)  -  Rx('^)  ‘  (24) 


Separating  out  the  individual  components  of  Eq. 
(18),  one  finds 


E 


x( t )  x( t )  x( t  f  T )dt 


(20) 


Davies  (4)  shows  that  for  a  sinusoidal  data 
signal  modulated  by  one  sinusoidal  flutter  com¬ 
ponent,  when  frequency  modulation  recording 
is  used,  the  dynamic  phase  error  is 

h(t)  =  sin  2T7f3t  .  (25) 


and  since  x(t  )  and  h(t)  are  independent  and 
stationary. 


T  n 

I  x(t)  i(t  +  T)  h(t  +  T)dt 

-  T 


where 

b  =  the  peak  flutter  amplitude,  and 
£3  =  the  flutter  frequency. 


2T 


t  +  T)dt 


(when  h( t  \  r)  is 
de  t  ermini st ic ) 


Obviously,  the  lower  the  value  of  b  and  the 
higher  the  value  of  £3,  the  less  will  the  meas¬ 
ured  autocorrelation  function  vary  from  the  true 
autocorrelation  function. 


=  0  (when  h(t  +  r)  is  random  with  zero  mean)  (21) 

where  the  prime  denotes  a  derivative  with  re¬ 
spect  to  7 , 


To  determine  the  effect  of  dynamic  phase 
errors  on  the  spectral  density  function,  the 
Fourier  transform  of  the  measured  autocorre 
latlon  function  is  taken: 


(r'(0 


d[R(T)]\ 

dr  / 


R,(t) 


-  j  Stt  f  r 

e  ^ 


d7 


x(  t  +  t)  h(t)  dt 


(T) 


-K(r) 

2T 


h(  t  -  T)dt 

-  T  -  T 


( when  h( t  -  r)  is 
deterministic) 


s=S^(f)-  j  R;(t)Rj,(t)  (26) 


-  0  (when  h(  t  -  r)  is  random  with  zero  mean)  (22) 


E 


^  r  x(  t  )  i(  t  +  t) 


h(t)  h(  t  +  T)dt 


Thus,  the  measured  spectral  density  also 
has  a  bias  error  dependent  upon  the  second  de¬ 
rivative  of  the  data  correlation  function  and  upon 
the  correlation  function  of  the  dynamic  phase  error. 


=  Rh('')  •  (23) 

With  a  magnetic  tape  recorder,  two  types 
of  dynamic  phase  errors  occur  from  flutter. 
The  first  type  of  flutter  is  approximately 


CROSS-CORRELATION  AND  CROSS- 
SPECTRAL  DENSITY  MEASUREMENTS 

In  the  measurement  of  cross-correlation  or 
cross- spectral  density  functions,  both  static  and 
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dynamic  phase  errors  contribute  to  inaccura¬ 
cies.  In  the  following  sections,  typical  types  of 
phase  errors  will  be  examined  to  demonstrate 
the  inaccuracies  that  they  cause. 


Constant  Time  Delay  Error 

The  true  cross-correlation  function  is  de¬ 
fined  as 

T 

^  ^  f  X(t)  y(t  +  r)  dt.  (27) 

Let  a  constant  time  delay  error,  be  intro¬ 
duced  into  y(t)  relative  to  x(t).  This  could  be 
from  using  transducers  with  different  natural 
frequencies,  as  one  example, 

ym(t)  =  y(t  +  Tjj)  ,  (28) 

The  measured  cross-correlation  function  be¬ 
comes 

T 

m  1  r 

x(t)  y(t  + T(,  +  t)  dt 

T  -*  <»  X 

=  Rxy(^+  ^fl)  - 

which  means  that  the  correlation  function  has 
been  shifted  along  the  r  axis  by  an  amount  , 
This  error  can  be  compensated  easily  if  we 
know  Tjj  accurately. 

To  see  the  effect  of  a  constant  time  delay 
error  on  the  cross  spectrum,  let  us  take  the 
Fourier  transform  of  the  measured  cross¬ 
correlation  function 

-  05 

00 

=  f  Rxy(^  +  ^o)  (29) 

-  05 

Making  the  substitution  u  =  ^  ~ 

obtains 


and  imaginary  part  (quad spectrum),  or  the 
magnitude  and  phase  factor  of  the  cross  spec¬ 
trum 

S,y(f)  -  C^y(f)  -  jQ,,(f) 

-  |S,y(f)l  (31) 

where 

Cj^y(f)  =  the  cospectrum, 

Qj^y(  f)  =  the  quadspectrum,  and 

0xy(  O  =  the  phase  factor. 

It  can  be  shown  that  a  constant  time  delay  phase 
error  will  result  in  the  following  measured 
values: 

^xy(  f )  =  Cxy(  f )  [cos  2nfTg  +  (  sin  Tjrfr^  )  f  ^  . 

(33) 

<?xy(0  =  QxyCO  [cos  2r7fro  -  (sin  27rfro)^Q— . 

(34) 

|s”y(f^l  =  l^xyCOl  .  (35) 

<^xy(f)  =  0xy(f)  -  .  (36) 


Constant  Percentage  Time 
Delay  Error 

A  constant  percentage  time  delay  error  can 
occur  in  the  correlation  analyzer,  if  the  time 
delay  mechanism  or  the  readout  is  improperly 
calibrated.  The  measured  value  of  the  delayed 
signal  is 

y'"(  t  +  r)  =  y(  t  +  kr)  , 

where  k  =  a  constant.  The  measured  cross¬ 
correlation  function  with  this  type  of  phase 
error  is 


Sxv(f)  -  c 


j  27TfT„ 


m 

J 


e‘  ^  du 


j  2nfT 


(30) 


®xy(^) 


lim 
T  ^  00 


± 

2T 


T 

J'  x(  t)  y(  t  4  kr)  dt  . 


Let 


The  cross  spectrum  is  frequently  com¬ 
puted  by  measuring  its  real  part  (cospectrum) 
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u  =  kr 


(37) 

(Cont.) 


T 

u  -  lim  {  x(t)  y(t  +  u)dt 

T  oi  j 


and  a  r  axis  expansion  in  the  cross -correlation 
function  analysis. 


-R  (u)=R  (kr) 

xyv  y  xy'  ' 


(37) 


The  measured  cross-spectral  density 
function  resulting  when  there  is  a  constant  per¬ 
centage  time  delay  type  of  error  is 


-  00 


Let 


J 


r)  e 


-  j  21T  fT 


Constant  Frequency  Offset  Error 

Constant  frequency  offset  errors  can  occur 
in  heterodyne  portions  of  the  measuring  cir¬ 
cuit,  or  in  the  frequency  spectrum  analyzer 
readout.  For  example,  assume  that  there  is  a 
5  cps  offset  error.  Then  the  true  data  at  100, 
500,  and  2000  cps  is  plotted  at  95,  495,  and 
1995  cps,  respectively.  The  measured  spectral 
density  is 


Sxy(f)  =  f>0. 

C^f)  =  ;  f<0. 


(40) 


u  kr  and  du  =  kdr 


®xy(f)=-^j'  R,y(u) 


-  j  2tt(  f  /k  )u 


du 


-^S^y(f/k). 


(38) 


Thus,  it  can  be  seen  that  there  is  a  scale 
factor  introduced,  as  well  as  an  expansion  of 
the  frequency  axis. 


Constant  Percentage  Frequency 
Error 


where  is  the  frequency  offset  error.  This 
error  in  the  cross-spectral  density  can  be 
easily  corrected  if  is  known  accurately. 

When  computing  the  effect  of  a  frequency 
offset  error  on  cross-correlation  analysis,  the 
Fourier  transform  of  the  cross  spectrum  must 
be  separated  into  two  parts,  because  the  positive 
frequency  portion  of  the  cross  spectrum  is  being 
translated  in  an  opposite  direction  to  the  nega¬ 
tive  portion: 


0 

’^xyC'^)  =  ( 


Sxy(^+  fo) 


Constant  percentage  frequency  errors  occur 
when  the  magnetic  tape  speed  during  reproduce 
differs  from  the  recording  speed,  or  when  the 
frequency  axis  of  the  spectral  analyzer  is  im¬ 
properly  calibrated.  By  analogy  to  Eq.  (37), 

=  Sxy(kf) 

where  k  is  a  constant  (the  frequency  calibra¬ 
tion  error). 


Let 

and 

thfen 


-(f+f^)rv;  dv=-df 
f  -  f Q  =  u  r  dii  =  df  , 


The  cross-correlation  function  measured 
with  a  constant  percentage  frequency  error  is 


f 


du 


®xy(-^)  =  J  S,^(kf) 


xy' 


Y^xyC^/k)  , 


(39) 


SO  that  the  constant  percentage  frequency  type 
of  phase  error  introduces  a  scale  factor  error 


(X) 

=  /  Sxy(-V)  e 


j  27t(  -  V-  fjj  )r 


dv 


J  Sxy(^0  e  "  du, 
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and  since 


0 


S 


xy 


(-V) 


j  27t(  -  V-  )t 

e  dv 


0  , 


From  Eq.  (41),  it  can  be  seen  that  the  ef¬ 
fect  of  a  constant  frequency  offset  error  on  the 
cross-correlation  analysis  is  to  introduce  a 
cosine  multiplication  of  the  true  correlation 
function  plus  a  bias  error. 


and 


Constant  Phase  Shift  Error 


r 

-  fn 


j27T(u  +  fo)T 

e  du 


0  , 


Kxy(0  = 


CD 

-j27Tf(,T  J 


-  j  2Trvr 


dv 


Next  consider  the  case  where  the  measured 
signal  y(t)  is  shifted  by  a  constant  number  of 
degrees  with  respect  to  the  measured  signal 
x(t).  This  error  most  frequently  occurs  in  the 
phase  mismatch  of  cross-spectral  density  ana¬ 
lyzers.  From  Eqs.  (6)  and  (8), 


=  S,y(u) 


du 


-  [cos  -  j  sin  277'fQT]  I  xy('') 

*^0 


yf .b(^)  =  yf ,b(^  +  . 

where  ^(t)  =  the  data  signal  passed  through 
a  bandpass  filter  of  bandwidth  B  and  center  fre¬ 
quency  f. 

The  cospectrum  can  be  defined  as 


+  jQ^y(v)]  [cos  27TVT  -  j  sin  Irrvr]  dv 


+  [cos  277fQT+  j  sin  277fQT] 


/ 


[C^y(u) 


T 

Cxy(f)  =  li"'  2ff  f  ,  (42) 

T  ^  00  7 

B  0 

and  similarly,  the  quadspectrum  can  be  defined 
as 


-  jQxy(u)]  [cos  27TUT  +  j  sin  277Ut]  du  . 

Inspection  of  the  above  equation  reveals 
that  the  two  terms  are  complex  conjugates  of 
the  form  A*  +  A  or  (a-jb)+  (a+ jb).  There¬ 
fore,  the  measured  cross-correlation  function 
is  equal  to  twice  the  real  part  of  either  term. 

R^y(r)  =  2  Re  [A] 

00 

3  [2  cos  2TTi^T]  r  [C^y(u)  cos  277UT 

*^0 


2BT  f  yf,B  2TTi)  * 

T  00  *^.7 


The  measured  cospectrum  becomes 

^xyCn  =  ^  r  y  (t  +  2ni)  * 

T  00  •'.7 

B  -►  0 

Removing  the  bandwidth  limiting  process,  an 
estimate  of  the  cospectrum  is  obtained. 


+  Q^y(u)  sin  277Ut]  du 

00 

-  [2  sin  Tjri^r]  f  [C^y(u)  sin  27Tur 

0 

-  Q^y(u)  cos  277Tjt]  du 


c”  (f) 


lim 

T  ^  00 


1 

2BT 


dt 


2 

B 


xy, f ,B 


(44) 


=  Ky(^)  COS  2jTi^r 


CD 

[2  sin  J 

0 


X  [C^y(u)  sin277ur~  Q^y(u)  cos  277ur]du.  (41) 


where  ^xy,  f  cross-correlation 

evaluated  at  V  -  4>^/2ni^  obtained  when  both 
x(t)  and  y(t)  are  passed  through  narrow  band¬ 
pass  filters  of  bandwidth  B  and  center  fre¬ 
quency  f. 
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Similarly,  an  estimate  of  the  measured 
quadspectrum  is  obtained: 


L^xy,  f  ,B 


(45) 


^xy^fo)  =  ^an-*  [tan  (-*„)]J 

and  if  q  >  1,  as  is  the  normal  case, 
'^xyCo)  =  -*0  ■ 


The  true  phase  factor  is 


'Pxy(  0 


,  ‘^xy(0 

Cxy(f)  ' 


and  the  measured  phase  factor  is 


As  expected,  the  phase  factor  is  in  error  by  an 
amount  should  have  been  zero, 

since  we  assumed  y(t)  =  x(t).] 

Now  the  effect  of  a  constant  phase  error  on 
the  magnitude  of  the  cross- spectral  density 
will  be  determined. 


CxvCO 


Sxy(f)|  =  {[C.f.B(f)]  +  } 


To  evaluate  Eq.  (46),  it  is  necessary  to  as¬ 
sume  some  specific  form  for  the  correlation 
function.  Assume  that  single-tuned  filters  are 
used  to  compute  the  cross  spectrum  and  to 
simplify  the  calculations  assume  that  y(t)  =  x(t). 
Then,  from  Ref.  3, 


^xy.  f  .B 


^xy, f ,B 


Assume,  as  before,  that  x(t)  =  y(t)  and  the 
analysis  filters  are  of  the  single -tuned  variety. 


*^xy,  f  .d(^)  =  f 

where 


^x, f ,B 


(0) 


B2 


<3i  /4  7rq  [ 


^oJ 


2b  =  the  half  power  bandwidth  of  the  filter, 
fg  =  the  center  frequency  of  the  filter, 


^xv(fo)  =  t--* 


The  of  the  filter  is  fo/2b,  hence 


r  -ko 


If  00  <  tt/2  and  q  >  1, 


Sxy(f)| 


Therefore, 


^x.f,B^^)  r  5  ^  1 

- — -  +  sin%] 


*^x,  f  ,b(^) 
B 


=  l^xyCO  • 


(48) 
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Thus,  as  one  would  intuitively  expect,  a 
constant  phase  error  does  not  cause  an  inac¬ 
curacy  in  the  magnitude  of  the  cross  spectrum. 
The  measured  co-  and  quadspectra  are: 


s”y(f)  =  S^y(f)  :  f<0.  (57b) 

The  measured  cross-correlation  function  is 
written  as  follows: 


fcos  0^  (f) 

^  Q  /fN  - U. - 


(49) 


Qxv<0ns  rf)  sin0^^(f) 


Qxycn 


sin  0xy(f) 
.sin  0xyC  0. 


(50) 


The  inaccuracy  in  the  cross-correlation 
function  can  be  found  by  transforming  the  cross 
spectrum.  The  transform  must  be  divided  into 
two  parts  at  f  equal  to  zero,  since  the  constant 
phase  error  causes  the  phase  factor  for  positive 
frequencies  to  be  translated  in  the  opposite  di¬ 
rection  to  the  phase  factor  for  negative  frequen¬ 
cies.  This  can  be  seen  from  the  symmetry 
properties  of  the  cross  spectrum  (5). 


<y(r)  .  r  S,y(f) 

Let  u  =  -f  in  the  second  integral,  and  du  =  -df, 
then 


0 

I 


‘  r  c  /  \  '  i  1 

-  ^  1  ^ 


-  C 

*^0 


=  e  ”  '  S^y(f)  df 

''n 


Cxy(-f)  =  C,y(f)  .  (51) 

=  -0,y(f)  ■  (52) 

Since 


+ 


du 


=  A+  AV 


0(f) 


tan“^ 


OxyCf) 


■^xyC-f)  ^  -'^xy(f)  • 


(53) 


where  A*  =  the  complex  conjugate  of  A.  There¬ 
fore, 


RxyC^) 


2  Re 


j  277  f  r 

e 


df 


Let  the  measured  phase  factor  at  positive  fre¬ 
quencies  be: 

0xy(  =  ‘^xyC  +  ^^0  ’  (^^) 

then  the  phase  factor  at  negative  frequencies  is: 


^^yCf)  =  </>xy(f)  -  ^0  ■  (55) 

and  the  cross  spectrum  can  be  written 


S^yff)  =  |S,y(f)i 

f  )tdo  , 

f  > 

0 

(56a) 

=  |Sxy(f)l 

f  < 

0, 

(56b) 

or 

s'"  (f)  =  e''*’"  S 

xy'^  f  xy 

(f)  ; 

f  > 

0 

(57a) 

=  2  Re 


(cos  0^  + 


(Cxy(f) 


-  j05fy(f)(cos  2TTfr  +  j  sin  277fT)  df) 


=  cos  -  2  sin  j" 

0 


^  [^xyC  f )  sin  ^TTfr  -  0^y(  f)  cos  ^rrfr]  df  . 

(58) 


It  can  be  seen  that  the  constant  phase  error 
causes  the  measured  cross-correlation  function 
to  be  equal  to  the  true  value  multiplied  by  a 
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0(f)  =  -  tan' '  L^TTfRC]  . 


(62) 


cosine  term  plus  a  bias  error.  Notice  that  this 
result  is  very  similar  to  that  in  Eq.  (41). 


Frequency  Dependent  Phase  Errors 

A  general  expression  can  be  obtained  for 
the  inaccuracies  caused  by  frequency  depend¬ 
ent  phase  errors.  For  cross-spectral  meas¬ 
urements 


Sxy(f)  =  S_(f) 


-)!*=„(  f) 


(59) 


where  05(f)  =  the  frequency  dependent  phase 
error. 

For  the  cross-correlation  measurements, 


j  277  f  T 
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df 
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J  S^yCn  df  . 


Let  u  -  -f,  du  =  -df  in  the  second  integral, 
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m 

xy 


Sxy(f) 
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^xy(-“) 


■  j SnUT 


From  Eq.  (59), 


Sxy(^) 


SxyCO 


-  j  [  ta  n  ^  (  277  f  RC)  ] 


(63) 


if  f  is  restricted  to  a  range  where  A(f)  i. 

To  compute  the  inaccuracy  in  the  cross - 
correlation  function,  let  A(f)  be  restricted  as 
follows: 


1.0  >  A(f)  >  0.98  . 

From  Eq.  (61),  we  find  the  highest  permissible 
frequency, 


^  "  27tRC  ’ 

and  from  Eq.  (62),  the  maximum  phase  shift  is 
found  to  be 


^(f,  )  =  -0.2  . 


R^y(r)  ^  2  Re 


j  [277  fT- tan*  ^(27TfKC)] 

)e  df 


From  Eq.  (60), 

□D 

0 

The  arc  tan  can  be  expanded  as  follows 


.  _l 

tan  ^  X  =  X  -  - + - 

3  5  7 


cc 

=  f 


[277  f  t  +  (  f  }] 


df 


+  r  S„y(-U) 
^0 


-  j  [2ti  UT-  «J>Q  (  -  Vl)] 

e  "  du 


A+  A*" 


r  2  Re 


j  L277fT+(^>„(  f)] 
e  ^ 


df 


.  (60) 


and  since  for  the  highest  frequency  of  operation, 
t«n->(0.2)  . 

O  J  / 

0. 2  , 

we  can  write 

-  tan^^  (2TTfRC)  ^  -  2^fRC  . 

Therefore, 


As  an  example,  consider  the  case  where 
the  y(t)  signal  is  passed  through  an  RC  lowpass 
filter,  while  the  x(t)  signal  is  not: 


x'"(t)  =  x(t)  » 

y"'(t)  =  y(t)  A(f)  , 

A(f)  =  ■  .  ^  =  , 

/l  +  (  277fRC)^ 


(61) 


R„y(T)  %  2  Re 


/  S^y(f)  df 


Kxy(^-RC) 


which  is  the  same  result  as  for  a  constant  time 
delay  type  of  phase  error.  This  is  to  be  ex¬ 
pected,  since  the  maximum  frequency  was  re¬ 
stricted  to  a  range  in  which  0(f)  is  linear. 
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Dynamic  Phase  Errors 

The  most  severe  dynamic  phase  errors  in 
the  measurement  system  occur  in  the  magnetic 
tape  recording  process.  These  errors  are 
caused  by  the  nonuniform  velocity  of  the  tape 
and  motion  of  one  tape  track  relative  to  an¬ 
other.  Dynamic  skew,  differential  flutter,  and 
differential  head  stack  vibration  are  sources 
of  this  relative  motion  (6).  This  error  is  com¬ 
monly  called  dynamic  Interchannel  Time  Delay 
Error  (ITDE).  The  measured  values  of  x(t) 
and  y(t)  are: 


x"'(t)  =  x[t  f  g(t)]  , 

(64) 

y'"(t)  =  y[t  +  h(t)]  . 

(65) 

The  estimate  of  the  measured  cross-correlation 
function  then  becomes 

T 

R™  (t)  =  ^  x[tfg(t)]  y[t  f  T  f  h(t  +  7  )]  dt  . 

(66) 

Following  the  development  for  the  effects 
of  dynamic  phase  errors  on  autocorrelation 
analyses,  x[t  g(t)J  and  y( t  +  r  ^  h( t  +  r)]  are 
approximated  by  the  first  two  terms  of  a  Taylor 
series. 

x[t4  g(t)]  ^  x(t)  \  g(t)  k(t)  , 
y  [  t  +  T  +  h(  t  +  r)  J  y(  t  +  r)  +  h(  t  +  r)  y(  t  +  r)  , 

T 

R^yC'^)  ^  ^  f  [x(t)  +  g(t)  x(t)][y(t  +  T) 

4  T 

+  h(  t  +  r)  y(t  +  r)]  dt 
T 

^  ^  r  [x(  t)]  [y(  t  +  r)J  dt 

-  T 

+  ^  J  g(t)  i(t)  y(t  +  r)  dt 


+  ^  r  h(t  +  T)  x(t)  y(t  +  T)dt 


+  ^J  g(  t)  h(  t  +  7)  x(  t)  y(  t  +  r)  dt  . 


Since  x(t)  and  y(t)  are  independent  of  g(t) 
and  h(  t ) ,  and  all  four  are  stationary, 

(As  shown  previously,  the  middle  two  terms 
vanish  for  the  dynamic  phase  error  functions 
typical  of  magnetic  tape  recorders.)  Thus, 
the  measured  cross-correlation  function  is 
equal  to  the  true  cross-correlation  function 
plus  a  bias  term.  This  bias  term  is  the 
product  of  the  second  derivative  of  the  cross¬ 
correlation  function  of  the  data  and  the  cross¬ 
correlation  function  of  the  dynamic  phase 
error  signals. 

The  effect  of  these  dynamic  phase  er¬ 
rors  on  cross-spectral  density  analyses  can 
be  determined  by  taking  the  Fourier  trans¬ 
form  of  the  measured  cross-correlation 
function: 


Sxy(f)  =  /  Kxy(-') 

-  QQ 


^  f  [Rxy(-)  -  K^yCO 

-  CO 


S,y(f)  -  r  E^yCr)  R^j,(r) 

-cf>  (68) 

This  measured  cross-spectrum  is  then 
equal  to  the  true  cross  spectrum,  plus  a  bias 
error  that  also  depends  on  the  second  deriva¬ 
tive  of  the  cross -correlation  function  of  the 
data  and  the  cross-correlation  function  of  the 
dynamic  phase  errors. 
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UTILIZATION  OF  A  DIGITAL  COMPUTER  FOR 
ON-LINE  ACQUISITION  AND  ANALYSIS  OF 
ACOUSTIC  AND  VIBRATION  DATA 
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An  analysis  requirement  of  unprecedented  magnitude  results  from  the 
large  numbers  of  transducers  needed  to  measure  an  increasing  number 
of  experimental  variables  during  flight  environment  measurement  and 
laboratory  environment  simulation  test  programs.  An  analog/digital 
data  system  was  developed  to  acquire  either  random  or  sinusoidal 
sweep  test  data  from  a  large  number  of  data  channels  within  the  real¬ 
time  duration  of  the  test,  and  to  store  these  data  on  digital  magnetic 
tape  for  later  analysis  and  reduction.  Techniques  were  also  developed 
and  programmed  in  conjunction  with  this  system,  for  acquiring  and 
analyzing  random  data  or  sinusoidal  sweep  data.  The  unique  technique 
developed  for  the  acquisition  and  analysis  of  sinusoidal  sweep  (or  step) 
data  preserves  the  response  amplitude  and  relative  phase  angle  char¬ 
acteristics  of  each  channel  in  a  way  such  that  a  variety  of  interchannel 
relationships  can  be  established  accurately.  Input  and  transfer  func¬ 
tions  throughout  the  force  generating  system  and  the  vehicle  structural 
system  can  be  obtained  easily  and  interrelated,  even  though  the  data 
are  taken  at  different  times.  This  technique  is  summarized.  Examples 
of  input  force  amplitudes  vs  frequency,  and  force-to-acceleration 
transfer  function  amplitudes  vs  frequency,  obtained  from  the  sinusoidal 
sweep  analysis  computer  program,  are  included.  Wherever  possible, 
analog  analyses  are  included  for  comparison.  Examples  of  these  same 
functions  condensed  into  one-third  octave  band  average  values  of  their 
mean  square  amplitudes  are  also  presented. 


INTRODUCTION 

Reliability  testing  of  present  and  future 
aerospace  vehicles  is  complicated  by  the  in¬ 
crease  in  their  size  and  complexity  and  the 
accompanying  increase  in  the  dynamic  environ¬ 
ments  of  toese  vehicles.  Further  complications 
are  presented  by  concurrent  increases  in  reli¬ 
ability  requirements,  which  result  in  higher 
densities  of  measurement  points  and  higher 
accuracy  limitations  on  dynamic  response  data. 
Unfortunately,  the  attainment  of  a  high  degree 
of  reliability  usually  results  in  an  overdesigned 
and  overweighted  vehicle.  Space  missions, 
which  are  becoming  exceedingly  complex  and 
lengthy,  impose  stringent  requirements  on 
weight-limited  aerospace  vehicle  systems  and 
structures.  Consequently,  flight  environment 
measurement  programs  and  laboratory  envi¬ 
ronment  simulation  programs  of  unprecedented 
magnitudes  are  required  to  ensure  mission 
success. 


The  extensive  nature  of  these  test  pro¬ 
grams,  which  involve  large  numbers  of  trans¬ 
ducers  to  measure  an  Increasing  number  of 
experimental  variables,  results  in  data  analysis 
requirements  of  formidable  proportions.  Con¬ 
ventional  analog  analysis  techniques  prove  ex¬ 
cessively  cumbersome,  time-consuming,  and 
expensive  for  this  task.  Therefore,  a  unique, 
high-speed,  hybrid  analog/digital  data  acquisi¬ 
tion  and  analysis  system  was  developed,  which 
could  handle  the  necessary  volumes  of  data,  as 
well  as  provide  an  extensive  repertoire  of  anal¬ 
ysis  methods  and  techniques  to  cover  the  broad 
spectrum  of  dynamic  environmental  data  forms. 
This  system  can  be  utilized  to  acquire  and  ana¬ 
lyze  both  flight  environmental  data  and  labora¬ 
tory  test  data,  including: 

1.  Fluctuating  or  steady- state  pressure 
data. 

2.  Structural  vibration  or  acceleration  data. 
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3.  Dynamic  strain  data. 

4,  Dynamic  force  data. 

These  may  be  acquired  from  wide-band  random 
excitation,  sinusoidal  sweep  (or  step)  excitation, 
or  sinusoidal  resonance  dwell  excitation. 

Laboratory  simulation  of  these  environ¬ 
ments,  which  is  accomplished  by  combinations 
of  acoustic,  mechanical,  and  aerodynamic  ex¬ 
citation  facilities,  is  used  to  experimentally 
test  vehicles,  vehicle  structural  components, 
and  equipment.  Microphones,  accelerometers, 
strain  gauges,  and  force  gauges  are  the  trans¬ 
ducers  used  to  provide  dynamic  data  of  excita¬ 
tion  and  response  level  measurements  during 
actual  vehicle  flights,  and  during  tests  which 
simulate  flight  environments.  In  general,  me¬ 
chanical  excitation  sources  are  localized  forces 
acting  at  fixed  points  on  the  structure,  while 
acoustic  and  aerodynamic  excitation  sources 
produce  pressure  disturbances  over  Large  areas 
of  the  structure.  These  sources  may  couple 
with  various  structural  elements  of  the  vehicle 
in  such  a  way  as  to  alter  the  effectiveness  of 
the  excitation  sources,  or  produce  apparent 
secondary  sources  within  the  structure.  Thus, 
the  effect  of  interaction  between  two  or  more 
sources  or  corresponding  responses  is  a  basic 
characteristic  of  the  experimental  results. 

A  growing  interest  in  the  joint  properties 
between  two  measurement  points  has  arisen 
from  increased  vehicle  size  and  the  necessity 
to  evaluate  the  relationships  between  relatively 
remote  sections  of  large  vehicles.  Knowledge 
of  the  dynamic  relationships  between  measure¬ 
ment  points  greatly  enhances  the  evaluation  of 
vehicle  performance  and  reliability. 

A  reasonably  detailed  description  of  an 
acoustic  field  and/or  the  vibration  of  a  struc¬ 
ture  can  be  obtained  from  an  analysis  of  random 
response  data.  A  statistical  description  of  the 
amplitude  characteristics  of  the  vibration  data 
is  obtained  from  a  determination  of  the  ampli¬ 
tude  probability  density  function.  An  evaluation 
of  the  autocorrelation  function  yields  a  statis¬ 
tical  description  of  the  time  correlation  char¬ 
acteristics  of  the  data.  A  statistical  descrip¬ 
tion  of  the  frequency  composition  of  the  random 
data  is  determined  by  the  power  spectral 
density  function.  Furthermore,  if  data  are 
obtained  from  two  or  more  vibration  responses 
simultaneously,  several  joint  properties  can  be 
evaluated.  These  joint  properties  include:  (a) 
joint  amplitude  probability  density  functions, 

(b)  crosscorrelation  functions,  (c)  cross-power 
spectral  density  functions,  and  (d)  several 
transfer  functions.  All  of  this  information  can 


be  used  to  describe  the  vibration  characteris¬ 
tics  of  a  structure  excited  by  random  forces 
within  statistical  accuracies. 

On  the  other  hand,  a  detailed  description  of 
structural  vibration  can  be  obtained  from  sinus¬ 
oidal  response  data.  The  response  amplitude 
can  be  accurately  determined  at  the  sinusoidal 
excitation  frequency.  And,  if  the  data  from  two 
or  more  vibration  responses  are  obtained  si¬ 
multaneously,  then  the  relative  amplitude  and 
relative  phase  angle  relationships  between  each 
pair  of  measurement  points  can  be  obtained. 

Joint  relationships  which  can  be  obtained  in¬ 
clude:  (a)  transmissibilities,  (b)  force-to- 
acceleration  input  and  transfer  functions,  (c) 
acceleration-to-acceleration  input  and  transfer 
functions,  (d)  input  and  transfer  impedance 
functions,  and  (e)  spatial  correlation  functions. 
These  joint  properties  are  obtained  with  deter¬ 
ministic  accuracies,  rather  than  with  statistical 
accuracies. 

An  analog  to  digital  data  system  requires  a 
minimum  of  two  synchronized  (simultaneous 
sampling)  analog-to-digital  conversion  channels 
to  satisfy  the  above  requirements.  Three  fac¬ 
tors  need  to  be  considered  in  the  design  of  a 
general  purpose  hybrid  analog/digital  data  sys¬ 
tem,  in  addition  to  the  normal  system  hardware 
and  software  (programs)  requirements.  These 
factors  relate  the  system  to  the  three  primary 
data  processing  tasks  which  the  system  must 
be  able  to  handle: 

1.  The  first  factor  to  be  considered  in¬ 
volves  the  basic  problem  of  acquiring  a  large 
number  of  data  channels  on-line  within  the  real 
time  duration  of  the  test  while,  at  the  same  time, 
preserving  the  amplitude  and  phase  character¬ 
istics  of  each  data  signal  and  the  interchannel 
relationships  among  the  entire  collection  of 
data  signals.  These  data  must  be  stored  for 
later  retrieval,  analysis,  and  reduction. 

2.  Retrieval  of  the  data  and  the  required 
analysis  of  the  data,  to  obtain  the  desired  basic 
raw  information  about  each  data  channel  and 
about  certain  of  its  inter  channel  (joint)  relation¬ 
ships  with  the  other  data  channels,  comprise 
the  second  factor. 

3.  The  most  important  application  of  the 
system  is  the  evaluation  and  reduction  of  the 
large  mass  of  basic  raw  information  obtained 
from  the  test  response  data.  This  library  of 
detailed  information  must  be  evaluated,  com¬ 
pared,  manipulated,  and  condensed  into  several 
presentation  forms  for  engineering  and  man¬ 
agement  review.  Empirical  correlation  (1)  of 
the  excitation  environment  and  detailed 
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structural  parameters  with  the  vibration  re¬ 
sponse  of  the  structural  system  provides  a 
method  for  evaluating  and  effectively  condens¬ 
ing  the  test  results,  for  example. 

The  use  of  an  analog/digital  data  system 
will  relieve  the  engineering  staff  of  the  redun¬ 
dant,  inadequate,  and  sometimes  erroneous, 
task  of  performing  data  reduction  by  hand.  A 
considerable  saving  in  decision  reaction  time 
is  thus  obtained. 


ANALOG/DIGITAL  DATA  SYSTEM 

The  analog  to  digital  data  system  is  capa¬ 
ble  of  acquiring  test  data  in  real-time  directly 
on-line  to  a  CDC  3200  computer  system  which 
formats  and  records  the  data  on  digital  mag¬ 
netic  tape.  The  system  is  capable  of  acquiring 
(in  real-time)  sinusoidal  and  random  signals  in 
the  frequency  range  from  dc  to  10,000  cps, 
nominally,  and,  with  somewhat  decreasing  ac¬ 
curacy,  up  to  25,000  cps.  Analysis  of  the  data 
can  be  carried  out  by  several  methods  to  ex¬ 
amine  spectral,  amplitude,  or  statistical  prop¬ 
erties,  with  the  results  presented  in  graphical 
or  tabular  form. 

The  analog/digital  data  system  comprises 
two  distinct  subsystems  (following  the  conven¬ 
tional  analog  instrumentation)  (a)  the  analog  to 
digital  data  conversion  system,  and  (b)  the  dig¬ 
ital  computer  system.  Both  systems  are  re¬ 
quired  for  data  acquisition;  however,  only  the 
digital  computer  system  is  needed  for  data 


analysis  and  data  presentation  (plotting  and/or 
printing). 

These  two  systems  and  their  operations 
during  data  acquisition  and  analysis  will  be  de¬ 
scribed  in  more  detail  in  this  section. 


Data  Conversion  System 

The  data  conversion  system  is  used  on-line 
to  convert  analog  signals  received  during  a  test 
from  two  channels  at  a  time  to  two  twelve-bit 
binary  words,  which  are  passed  on  to  the  CDC 
3200  computer  system.  Six  units  comprise  the 
data  conversion  system,  as  shown  in  Fig.  1. 
With  the  following  units,  the  system  can  sample 
up  to  128  data  channels,  or  64  pairs  of  data 
channels,  in  specified  addressable/sequential 
modes: 

1.  128-channel  patch  panel. 

2.  64-channel  multiplexer  A, 

3.  64-channel  multiplexer  B. 

4.  Analog-to-digital  converter  A* 

5.  Analog-to-digital  converter  B. 

6.  Control  and  interface  logic. 

Characteristics  of  the  analog  signals  ac¬ 
ceptable  to  the  system  are: 


Max.  Conversion  Rater  50,000  1  2  bit  samples/second/channe  I 

Max,  Sampling  Aperture:  100  ronoseconds 

Note:  two  channels  must  be  sompled  simultoneously  to  establish  relative  phase-match 


Fig.  1.  Schematic  of  on-line  analog  to  digital  dual  channel  data  conversion  system 
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1.  Signal  input  level  ±1  volt  with  peaks  up 
to  ±3  volts. 

2.  Source  resistance  less  than  1000  ohms. 

3.  Frequency  range  up  to  10,000  cps  (nom¬ 
inally)  or  up  to  25,000  cps  with  reduced  accu¬ 
racy  (sharp  low-pass  cutoff  at  25,000  cps). 


Digital  Computer  System 

A  Control  Data  Corporation  CDC  3200  dig¬ 
ital  computer  comprises  the  basic  system  for 
controlling  the  on-line  real-time  data  acquisi¬ 
tion  operation,  storing  the  acquired  digital  data, 
analyzing  the  data  subsequent  to  the  test,  and 
presenting  the  results  in  printed  and/or  graph¬ 
ical  form.  The  initial  system  configuration 
shown  in  Fig.  2  has  the  following  components: 

1.  Magnetic  core  storage  module  with 
16,384  24-bit  words  and  a  memory  cycle  time 
of  1.25  /isec  per  24-bit  word. 

2.  Central  processing  unit  with  two  12-bit 
input/output  communication  channels. 

3.  Console  and  input/output  typewriter. 


4.  Four  digital  m^netic  tape  recorders, 
each  of  which  has  a  maximum  transfer  rate  of 
60,000  6-bit  characters  per  sec  (15,000  words 
per  sec). 

5.  High  speed  card  reader,  which  reads 
1200  80-column  punched  cards  per  minute. 

6.  High  speed  line  printer,  which  prints 
1000  132-column  lines  per  minute. 

7.  Calcomp  incremental  X-Y  plotter,  which 
plots  up  to  300  points  per  sec,  0.01  in.  apart  in 
both  the  X-  and  Y-directions. 

8.  Data  conversion  system  with  24-bit 
input/output  communication  channel. 

This  system  is  capable  of  being  expanded 
to  include: 

1.  Up  to  32,768  words  of  magnetic  core 
storage. 

2.  Floating  point  hardware. 

3.  Up  to  eight  input/output  communication 
channels. 


Fig.  2.  Analog  digital  data  system 
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4.  Up  to  sixty-four  digital  magnetic  tape 
recorders  with  speeds  of  60,000,  83,400, 

120,000,  or  240,000  characters  per  sec. 

5.  Several  types  of  mass- memory  units. 

6.  High-speed  oscilloscope/35  mm  camera 
plotter  at  speeds  up  to  30  frames  per  sec. 

7.  Data  conversion  systems  with  24-bit 
sampling  rates  (2-12-bit  systems)  up  to  250,000 
samples  per  sec  and  even  up  to  1,000,000  sam¬ 
ples  per  sec;  however,  this  rate  requires  spe¬ 
cial  equipment  and  handling. 

Some  of  the  outstanding  features  of  the 
system  for  data  handling  are: 

1.  True  high-speed  buffering  capability. 

2.  Extremely  fast  24-bit  fixed  point  arith¬ 
metic  (2.5  ^xsec  24-bit  add;  12  ^sec  24-bit 
multiply;  12  jisec  24-bit  divide)  with  48-bit 
arithmetic  also. 

3.  Extremely  fast  and  reliable  digital  mag¬ 
netic  tape  recorders  with  forward  and  back¬ 
ward  read  capability. 

4.  Basic  24-bit  word  size  and  ease  of  inter¬ 
facing  24-bit  communication  channel. 


Data  Acquisition  —  General  Operation 

Accuracy  in  obtaining  the  statistical  trans¬ 
fer  relationships  between  any  two  measured 
structural  responses  requires  that  two  data 
channels  be  sampled  simultaneously  to  avoid 
interchannel  phase  mismatch  errors.  The  ana¬ 
log  to  digital  subsystem  was  designed  to  pre¬ 
serve  this  accuracy.  Also,  analog  data  which 
has  been  previously  recorded  on  analog  tape 
channels  can  be  played  back  to  the  system  and 
subsequently  sampled  and  analyzed  accordingly. 

However,  as  indicated  above,  any  inter¬ 
channel  phase  mismatch,  which  might  exist  as 
a  result  of  record  and  playback  instrumenta¬ 
tion,  will  introduce  an  inherent  error  in  the 
joint  relationships  between  each  subject  chan¬ 
nel  pair. 

Therefore,  the  key  operation  in  digitizing 
and  storing  the  analog  test  data  is  principally 
one  of  precise  timing  and  control.  The  com¬ 
puter  program,  which  has  complete  control 
over  the  entire  process,  generates  the  neces¬ 
sary  timing  and  control  binary  signal  codes  and 
transmits  them  to  particular  data  system 


components  in  time  to  initiate  that  component's 
responsible  function  within  the  overall  opera¬ 
tion. 

The  major  components  of  this  data  acqui¬ 
sition  system  are:  (a)  the  analog  signal  source 
transducer,  (b)  analog  signal  conditioning  in¬ 
strumentation,  (c)  analog  sample  multiplexer, 

(d)  analog  Sample  and  hold  amplifier,  (e)  analog 
sample-to-digital  sample  converter,  (f)  digital 
computer  communication  channel,  with  digital 
sample  input  register  and  analog  system  con¬ 
troller,  (g)  digital  computer  system  with  digital 
sample  core  memory  storage  buffers,  and  (h) 
digital  magnetic  tape  recording  transports  for 
digital  sample  storage  and  transport  controller. 
The  operation  of  each  of  these  components  is 
discussed,  in  detail,  in  the  following. 

The  analog  signal  source  transducer  gen¬ 
erates  a  time-varying  electrical  signal  in  re¬ 
sponse  to  a  mechanical  disturbance  imposed 
upon  the  transducer.  This  electrical  analog 
signal  is  sent  through  a  signal  conditioning  in¬ 
strumentation  channel,  which  scales  the  signal 
amplitude  to  within  a  specified  amplitude  limit. 

Each  source  transducer's  analog  signal 
channel  is  connected  to  a  multichannel  multi¬ 
plexer  which,  on  command  from  the  computer, 
selects  an  input  analog  signal  channel  and  takes 
a  time  sample  of  the  analog  signal  amplitude 
by  switching  itself  on  and  then  off.  This  rela¬ 
tively  short  analog  sample  is,  in  turn,  sampled 
by  the  very  narrow  time  aperture  of  the  sample- 
and- hold  amplifier.  It  is  this  analog  sample 
(pulse)  which  is  to  be  converted  to  digital  binary 
form. 

The  analog  sample  pulse  is  held  by  the 
sample-and-hold  amplifier  until  the  analog- to- 
digital  converter  has  converted  it  by  successive 
approximation  to  a  digital  sample  consisting  of 
its  sign  and  absolute  magnitude  in  binary  for¬ 
mat.  The  digital  binary  sample  is  then  assem¬ 
bled  in  parallel  on  an  input  register  in  the  dig¬ 
ital  computer's  communication  channel. 

A  patch  panel  is  provided  with  1 30  dual- 
wired  jacks  for  patching  analog  input  signals 
and  start/stop  control  signals  into  the  system. 
Two  jacks  are  provided  for  each  channel  for 
flexibility  in  patching  in  the  analog  input  signal 
lines.  All  signal  jacks  are  wired  as  short  cir¬ 
cuits  when  not  in  use. 

The  multiplexers  are  Texas  Instruments, 
Inc.,  Model  845E03,  with  64  differential'^  input 


*Field  change  from  delivered  single -ended  in¬ 
put  channels  to  avoid  grounding  problems. 
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channels  each  (expandable  to  160).  They  are 
solid-state  time -division  multiplexers  offering 
accurate,  high-speed  bipolar  switching.  Accu¬ 
racy  is  ±0.02  percent  of  full  scale,  at  the  max¬ 
imum  50,000  channels  per  sec  sampling  rate. 
The  units  are  programmable  in  either  address¬ 
able  or  sequential  modes.  The  two  sixty- four 
channel  addressable- sequential  multiplexers 
provide  the  ability  to  select  predetermined 
channel  pairs,  thus  providing  the  capability  to 
analyze  up  to  128  single  channels,  and  to  ana¬ 
lyze  up  to  64  X  64  two-channel  relationships 
among  these  128  channels.  The  two  selected 
channels  are  then  sampled  and  converted  to 
digital  form  (11  binary  bits  +  sign)  simultane¬ 
ously  until  the  desired  record  length  is  obtained. 
This  process  is  completed  in  a  period  of  time 
of  one  to  five  minutes  for  a  64 -channel  system, 
the  exact  time  being  a  function  of  the  bandwidth. 

For  low  sinusoidal  frequencies  or  random 
inputs  with  a  low  cut-off  frequency,  advantage 
can  be  taken  of  the  fact  that  the  required  data 
sampling  rate  is  low  and,  therefore,  many  chan¬ 
nel  pairs  can  be  sequentially  sampled  within 
the  same  period.  Figure  3  illustrates  the  rela¬ 
tion  between  maximum  signal  frequency  per 
channel,  number  of  channels,  and  desired  num¬ 
ber  of  samples  per  cycle  for  the  maximum 
50,000  channels  per  sec  rate.  The  channel 
sampling  rate  of  the  multiplexers  means  that 
any  subgroup  of  channels  from  one  to  sixty- 
four  can  be  sequentially  sampled  at  a  rate  of 


50,000  samples  per  sec  by  repeated  successive 
switching  between  the  channels  of  the  subgroup. 
Figure  4  illustrates  the  importance  of  source 
resistance  on  percentage  of  channel  crosstalk 
relative  to  the  full  scale  input  level.  Figure  5 
shows  the  importance  of  source  resistance  on 
the  multiplexer  settling  time  (the  time  for  the 
sampled  output  to  reach  within  ±10  percent  of 
its  final  value). 

Two  Texas  Instrument,  Inc.,  Model  846- 
DIA-03D  high  speed  analog- to -digital  convert¬ 
ers  are  used  in  the  system.  The  analog-to- 
digital  converters  have  built-in  sample-and-hold 
amplifiers.  The  maximum  overall  conversion 
rate  per  channel  is  60,000  12-bit  samples  per 
sec  with  an  accuracy  of  ±0.05  percent  of  full 
scale  at  this  rate.  The  converters  are  succes¬ 
sive  approximation,  feedback  voltage  encoders, 
utilizing  a  built-in  precision  reference,  and  an 
integral  sample-and-hold  circuit  with  a  100 
nanosecond  aperture.  Figure  6  contains  an 
illustration  of  the  error  due  to  aperture  time 
as  a  function  of  signal  frequency.  Thus,  the 
analog  to  digital  converters  are  capable  of  dig¬ 
itizing  the  analog  samples  received  from  the 
multiplexers  at  the  rate  of  60,000  conversions 
per  sec  with  an  amplitude  resolution  of  one  part 
in  2048  to  within  0.1  percent  (66  db  dynamic 
range). 

The  control  unit  interfaces  the  data  con¬ 
version  system  to  the  CDC  3200  computer 


Number  of  Channels 

Fig.  3.  Relation  between  maximum  signal  frequency 
per  channel,  number  of  channels,  and  desired  number 
of  samples  per  cycle  (shown  for  a  multiplexer  channel 
switching  rate  of  50,000  samples  per  sec) 
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Fig.  4.  The  effect  of  source  resistance 
on  multiplexer  channel  crosstalk 


system's  24-bit  input/output  communication 
channel.  The  computer  treats  the  data  conver¬ 
sion  system  as  a  peripheral  device  with  input 
and  output  capabilities.  The  control  unit  con¬ 
trols  the  operation  and  timing  of  the  multiplex¬ 
ers  and  converters,  as  well  as  the  transfer  of 
the  digitized  data. 

The  data  conversion  system  operates  as  a 
dual  channel  analog-to-digital  conversion  sys¬ 
tem.  Two  analog  signals  (available  from  the 
patch  panel  via  the  multiplexers)  are  digitized 
simultaneously  into  two  12-bit  binary  words, 
assembled  into  a  24-bit  word  and  transferred 
to  the  computer  input/output  channel. 


The  analog-to-digital  system  controller, 
which  keeps  precise  timing  control  of  all  the 
above  processes,  signals  the  computer  central 
processor  that  the  input  register  of  the  com¬ 
munication  channel  is  loaded  with  a  digital 
sample,  and  either  awaits  further  instructions, 
or  automatically  returns  to  repeat  the  sampling 
process  in  accordance  with  a  predetermined 
sampling  rate.  The  computer's  central  proces¬ 
sor  transfers  the  sample  from  the  input  register 
to  a  location  within  an  allocated  core  memory 
buffer  block  upon  receipt  of  the  signal  from  the 
controller.  The  entire  sampling  procedure  is 
repeated,  filling  the  core  memory  buffer  block 
IcKations  sequentially  until  the  buffer  block  is 


Source  Resiitance^  ohms 


Fig,  5.  The  effect  of  source  resistance  on 
multiplexer  settling  time  (shown  for  two 
values  of  load  capacitance) 
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Fig,  6.  Maximum  error  due  to  aperture  time 
as  a  function  of  sample  data  frequency 


full.  At  this  time,  the  operation  is  transferred 
to  core  memory  locations  in  a  second  buffer 
block  without  interrupting  the  flow  of  sampled 
data.  At  the  same  time,  the  magnetic  tape 
transport  controller  Is  instructed  to  sequen¬ 
tially  transfer  the  entire  first  buffer  block  onto 
digital  magnetic  tape,  for  storage  with  proper 
identifications  added  to  the  transferred  data 
records  where  needed  for  later  retrieval.  This 
* 'flip- flop”  procedure  is  repeated  for  the  two 
buffer  blocks  until  all  of  the  desired  data  have 
been  recorded. 

Once  all  of  the  data  desired  have  been  re¬ 
corded  on  digital  magnetic  tape,  the  test  may 
cease.  The  data  are  now  ready  for  retrieval, 
analysis,  and  reduction. 


Data  Analysis  Capabilities  (Summary) 

In  the  analysis  of  random  data,  the  experi¬ 
menter  must  choose  the  desired  frequency 
range,  filter  bandwidth,  and  statistical  accur 
racy.  These  choices  affect  the  sampling  rate, 
number  of  time  lags,  and  total  number  of  sam¬ 
ples  required.  These  parameters,  in  turn,  de¬ 
termine  the  recording  and  analysis  time  re¬ 
quired  per  channel.  The  random  data  analysis 
capabilities  of  the  computer  facility  are  sum¬ 
marized  in  Table  1.  The  quantities  which  are 


presently  available  from  the  random  data  anal¬ 
ysis  computer  program  include:  (a)  sample 
mean  value,  (b)  sample  variance,  (c)  estimated 
autocorrelation  function,  and  (d)  estimated 
spectral  density  function.  Additional  functions 
which  will  be  available  from  the  analysis  pro¬ 
gram  in  the  near  future  include:  (a)  amplitude 
probability  density  function,  (b)  amplitude  prob¬ 
ability  distribution  function,  (c)  skewness  and 
kurtosis  of  the  data  sample  (d)  estimated 
crosscorrelation  function,  (e)  estimated  cross - 
spectral  density  function,  and  (f)  joint  probabil¬ 
ity  density  function. 

The  analysis  of  sinusoidal  sweep  data  re¬ 
quires  the  experimenter  to  choose  the  maxi¬ 
mum  expected  response  amplitude  dynamic 
magnification  factor  Q ,  the  desired  frequency 
range,  and  the  resolution  accuracy  requirement. 
These  choices  affect  the  sweep  rate  and  data 
sampling  requirement.  Table  1  summarizes 
the  sine  sweep  data  analysis  capabilities  of  the 
computer  facility.  The  sinusoidal  sweep  data 
analysis  program  includes  computation  of  the 
following  quantities:  (a)  frequency  of  source 
signal,  (b)  amplitude  of  source  and  response 
signals,  (c)  relative  phase  between  any  pair  of 
selected  signals,  and  (d)  transmissibility  (or 
transfer  function  amplitude)  between  any  pair 
of  selected  signals.  The  analysis  method  auto¬ 
matically  rejects  harmonic  response  signals. 
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TABLE  1 

Data  Analysis  Capability 


Random  Noise 

Available 

1  April  1966 

Present 

Capability 

Example 

Frequency  range 

0  - 10,000  cps 

5  -  2000  cps 

5  -  500  cps 

Number  of  data  points/channel 

Unlimited 

9000 

9000 

Maximum  number  of  lags 

Relatively  unlimited 

1000 

250 

Minimum  filter  bandwidth 

Variable 

Variable 

10  cps 

Number  of  degrees  of  freedom 

Var  iable 

Variable 

72 

Number  of  channels 

192 

128 

60 

Data  input 

Analog  or  digital 

Analog 

Analog 

Data  output 

Digital  magnetic  tape, 
X-Y  plotter  and/or 
line  printer 

Digital  magnetic  tape, 
X-Y  plotter  and/or 
line  printer 

X-Y  plotter 

Data  acquisition  time 

Variable 

Variable 

Approx.  1  min 

Sine  Sweep 

Frequency  range 

0  - 10,000  cps 

5  -  4000  cps 

5  -  500  cps 

Minimum  number  of  data 

5 

5 

5 

points  between  -3  db  points 
on  resonance  curves  with 

Q  -  50 

Sweep  rate 

Variable 

Variable 

One  octave/min 

Number  of  channels 

192 

64 

64 

Data  input 

Analf^  or  digital 

Analog 

Analog 

Data  output 

Digital  magnetic  tape, 
X-Y  plotter  and/or 
line  printer 

Digital  magnetic  tape, 
X-Y  plotter  and/or 
line  printer 

X-Y  plotter 

Data  acquisition  time 

Variable 

Variable 

Approx.  12  min 

Sampling  Accuracy  of  the  Data 
Conversion  System  (2) 

The  conversion  of  an  analog  signal  into 
digital  form  involves  quantization.  Each  quan¬ 
tum  or  increment  represents  the  smallest 
change  between  two  successive  analog  input 
values  that  produces  a  change  in  the  digital 
output.  The  process  of  quantizing  an  analog 
input  voltage  is  shown  in  Fig.  7,  where  the 
'T^est  fit”  is  obtained  by  using  eleven  equal  in¬ 
crements  (the  12th  increment  being  greater 
by  more  than  one-half  an  increment).  Thus,  if 
no  other  errors  are  present,  the  digital  output 
does  not  vary  from  the  actual  analog  input  by 
more  than  one-half  of  the  quantization  level. 
This  level  may  be  referred  to  as  the  analog 
value  of  the  least  significant  bit  of  the  analog- 
to-digital  converter. 


For  example,  in  an  analog-to-digital  con¬ 
verter  with  11 -bit  accuracy  and  a  full-scale 
analog  input  voltage  of  ±2.048  v,  the  inaccuracy 
due  to  the  quantization  error  of  one- half  the 
least  significant  bit  (LSB)  is  found  from  the 
following  equation  for  the  analc^  value  of  one 
digital  bit  (or  count): 


V 


c 


2. 048  volts 
2"  -  1  2047 


1 . 0005  mv  , 


(1) 


to  be 


-i- =  0.50025  mv  , 
2  ' 


where 

Vp  =  full  scale  input  voltage, 
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input  voltage 


Quanfitized  Voltage 


THIS  INCREMENT 
IS  GREATER  THAN 
1/2  OF  AN  “EQUAL" 
INCREMENT 


EQUAL  INCREMENTS 


Fig.  7.  Quantized  voltage  and  best  fit  of  equal  increments 


=  analog  value  of  1  count,  and 
n  =  number  of  bits  of  resolution. 

This  inaccuracy  is  independent  of  the  ac¬ 
tual  value  of  the  input  signal,  and  represents  a 
full  scale  accuracy  of  0.50025  mv/2.048  v  or 
0.025  percent  of  full  scale.  Figure  8  contains  a 
graph  of  the  normalized  error  (mv/v)  due  to 
quantization  level  (one-half  LSB)  vs  the  number 
of  bits  of  resolution. 

Analog-to- digital  converters  have  an  asso¬ 
ciated  '^window"  or  aperture  time,  which  pro¬ 
duces  an  additional  error.  An  aperture  time 
comprises  a  time-lag  uncertainty  and  a 
disconnect-time  uncertainty,  both  caused  by 
switch-control  jitter  and  finite  switch-operating 
time.  The  effect  of  aperture  time  produces  an 
amplitude  error  for  a  given  time,  during  which 
the  measurement  is  taken,  or,  alternatively,  a 
time  error  in  measuring  a  given  amplitude. 
Figure  9  illustrates  the  effect  of  the  uncertain¬ 
ties  that  comprise  the  aperture  time. 

Aperture  time  and  error  due  to  quantiza¬ 
tion  level  are  interrelated  for  rapidly  varying 
analog  input  voltages.  The  one-half  least  sig¬ 
nificant  bit  error  due  to  quantization  level  pre¬ 
scribes  a  maximum  rate  of  change  of  input 


voltage  to  a  given  analog-to-digital  converter. 
For  example,  consider  the  previously-cited 
example  with  the  11-bit  converter,  which  has  a 
100  nanosecond  aperture  time  limit.  Then  the 
maximum  rate- of- change  of  the  analog  input 
voltage  for  a  one-half  least  significant  bit  quan¬ 
tization  level  of  0.50025  millivolts  is  from 
Fig.  10,  0.50025  mv/lOO  nanoseconds  =  5.0025 
mv/jLtsec.  Figure  10  illustrates  this  example. 

The  maximum  voltage  error  AV  due  to 
aperture  time  occurs  on  a  sine  wave  as  it 
passes  through  zero  volts.  The  maximum  rela¬ 
tive  voltage  error  AV/Vp,  due  to  aperture  time 
is  a  function  of  frequency  f,  and  is  given 
by  the  equation: 


Irrf  t 


(2) 


Data  error  AV/Vp  is  shown  graphically  in  Fig.  6 
for  =  100  nanoseconds.  The  maximum  rate 
of  change  of  input  voltage  for  a  full  scale  input 
voltage  is  a  function  of  the  frequency  of  the 
sinusoidal  signal 


(3) 


Equation  (3)  is  shown  graphically  in  Fig.  11. 
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Fig.  8.  Normalized  error  due  to  quantization 
level  (one -half  LSB)  in  ipiillivolts  vs  number 
of  bits  resolution 


Fig.  9.  Illustrating  the 
effects  of  aperture  time 


AV  -  Amplitude  Uncertainty 

( Possible  Voltage  Error) 
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ACQUISITION  OF  RESPONSE  DATA 
FROM  SYSTEMS  EXCITED  BY 
SINUSOIDAL  FREQUENCY  SWEEP 
FORCES  OR  DISCRETE  FRE¬ 
QUENCY  STEP  FORCES 


Sweep  rates  are  generally  specified  in  units 
of  octaves  per  min;  thus,  if  S  denotes  the  sweep 
rate  in  octaves  per  min,  and  if  time  t  is  meas¬ 
ured  in  seconds,  then  the  relationship  between 
S  and  is 


The  following  discussion  outlines  the  pa¬ 
rameters  and  requirements  involved  in  the  on¬ 
line  real-time  acquisition  of  multiple  channels 
of  response  data  from  a  system  undergoing 
either  sinusoidal  frequency  sweep  force  exci¬ 
tation  at  a  constant  octave-band  frequency 
sweep  rate,  or  discrete  sinusoidal  force  exci¬ 
tation  at  a  constant  octave-band  frequency  step 
rate. 


Time  Variation  of  Frequency 

Sinusoidal  sweep  tests  are  generally  con¬ 
ducted  so  that  the  time  required  to  sweep 
through  one  octave  is  a  constant.  Let  t  ^  de¬ 
note  the  time  to  sweep  through  an  octave. 

Then,  if  the  sweep  test  begins  (t  =  o)  at  the 
frequency  ,  the  variation  of  frequency  with 
time  t  for  a  constant  octave-band  sweep  rate 
is  shown  graphically  in  Fig.  12.  Figure  12 
shows  that  t  j  is  the  time  required  to  sweep 
from  to  21^,  from  21^  to  41^,  and  from 
4fg  to  8fg ,  etc. 

The  curve  in  Fig.  12  is  given  by  the  equa¬ 
tion 


Stj  =  60  .  (5) 

Substituting  Eq.  (5)  for  in  Eq.  (4)  re¬ 
sults  in  the  following  equation  relating  fre¬ 
quency  with  time: 


Consider  two  arbitrary  frequencies  and 
where  The  time  in  seconds  re¬ 

quired  to  sweep  through  the  band  of  frequencies 
between  and  is  found  easily  from  the  ap¬ 
plication  of  Eq.  (6)  as  follows: 


or 


fu/fc 

f  /f. 


St  /60 
2  “ 


St,  /60 


f 


u 


/60 


(7) 


Taking  the  natural  logarithm  of  both  sides 
of  Eq.  (7),  and  rearranging,  gives  the  following 
expression  for  the  time  to  sweep  from  to 

^  tn  2 

The  relationship  between  the  frequencies 
and  and  the  times  and  are  graphically 
depicted  in  Fig.  12. 

If  a  step  oscillator  (frequency  synthesizer) 
is  used,  rather  than  a  sweep  oscillator,  to  fur¬ 
nish  the  excitation  control  signal,  then  each  dis¬ 
crete  frequency  step  has  a  deterministic  fre¬ 
quency  hence,  eliminating  a  slight  frequency 
error.  If  the  sinusoidal  stepping  rate  is  kept 
equal  to  the  sinusoidal  sweep  rate,  then  the  two 
methods  of  sinusoidal  excitation  can  be  inter¬ 
changed.  Thus,  in  the  following  discussion,  wher¬ 
ever  a  sinusoidal  frequency  sweep  is  used  or 
meant,  discrete  sinusoidal  frequency  step  exci¬ 
tation  can  be  also  used,  if  proper  attention  is 
paid  to  a  smooth  change  between  step  frequencies. 


Time  Required  to  Sweep  through  a 
Lightly  Damped  Resonance 


Fig,  12.  Variation  of  frequency  with  time 
for  a  constant  octave-band  sweep  rate 
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During  a  sine  sweep  test  of  a  linear 
system  having  a  resonance  at  frequency  f^ ,  the 


root- mean- square  (rms)  response  amplitude  of 
the  system  will  vary  in  a  manner  similar  to 
that  shown  in  Fig.  13.  For  convenience,  the 
response  amplitude  is  normalized  so  that  the 
amplitude  at  f  -  o  is  unity."''  The  largest  value 
of  the  rms  response  amplitude  occurs  at  the 
resonance  frequency  ,  and  is  equal  to  the 
resonant  dynamic  magnification  factor  Q  of  the 
system,  since  the  actual  resonant  amplitude  is 
Q  times  the  static  amplitude.  The  quantity  Q  is 
determined  by  the  damping  of  the  system  and, 
in  general,  is  given  by  the  equation 


frequency  -  Af/2,  and  the  upper  half-power 
point  occurs  at  the  frequency  +Af/  2.  From 

elementary  vibration  theory,  the  bandwidth  Af  of 
the  resonance  is  related  to  Q  (for  Q  >  i)  by  the 
equation 

Af  ^  f„/0  .  (10) 

Now,  the  time  r  required  to  sweep  through 
the  resonant  bandwidth  M  is  obtained  from 
Eq.  (8)  by  setting  t  =  -  Af/2, 

and  fg  f  Af/2,  so  that 


Q  =  1/2  C  ,  (9) 

where 

I  =  system  damping  ratio, 

c  =  system  damping  constant,  and 
^  critical  system  damping  constant. 


Sr  4n  2 
60 


f,  .  Af/2 
fo  -  Af/2 


(11) 


From  Eq,  (10),  however,  this  expression 
can  be  written  as 


Sr  4n  2  ,,  1  +  1/20 

- -  =  /f  n  - 

60  1  -  1/2Q 


(12) 


The  half  “power  points  indicated  in  Fig.  13 
define  the  bandwidth  Af  of  the  resonance,  where 
the  lower  half-power  point  occurs  at  the 


'■'In  this  sense,  the  response  amplitude  spectrum 
shown  in  Fig.  13  was  obtained  by  dividing  the 
actual  response  amplitude  by  the;  amplitude 
obtained  from  a  static  loading  of  the  system. 


For  most  structural  systems,  the  damping 
is  generally  very  small,  and  Q  will  almost  al¬ 
ways  have  values  which  exceed  10,  with  typical 
values  in  the  range  of  25  to  50.  The  argument 
of  the  logarithm  in  Eq,  (12)  is,  therefore,  very 
nearly  equal  to  unity,  and  the  left-hand  side  is 
nearly  equal  to  zero.  Applying  the  binomial 
expansion, 


Fig.  13.  Lightly  damped  resonant 
response  peak 
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[1  -  1/2Q]  ■*  1  +  1/20  , 

gives  the  approximate  expression  for  Eq.  (12), 

oo 

or 

tn  [1  .  l/OJ  .  (13) 

ou 

Now,  expanding  the  right-hand  side  of  Eq. 
(13)  in  a  Maclaurin  series  about  (1/Q)  -  Ogives 


and  at  its  sweep  response  frequency  f  j.  Fig¬ 
ure  14(b)  contains  curves  (3)  of  (a)  the  ratio  of 
the  peak  response  amplitudes  squared 
(yi  max/yo  half-pOWer 

bandwidths  (Afj/Af),  and  (c)  the  ratio  of  the  fre- 
quency  separation  of  the  peaks  and  the  band¬ 
width  (fj  -  Fq )/Af;  all  vs  the  parameter 
<df/dt)/(Af )  2  ^  where  df/dt  is  the  time  rate 
of  change  of  the  frequency  in  units  of  cps/sec. 

For  the  logarithmic  sweep  rate  s,  in  units 
of  octaves/min,  the  approximate  relation  be¬ 
tween  df/dt  and  s  is  given  by  the  equation 


[1  f  l/Q]  1/Q. 

Thus,  Eq.  (13)  reduces  to  the  form 


60 

SO  /n  2  * 


(14) 


Equation  (14)  expresses  the  time  r  required 
to  sweep  through  the  bandwidth  Af  of  a  lightly 
damped  resonance  at  a  constant  octave -band 
sweep  rate.  Note  that  the  time  decreases  as 
0  increases,  or  as  the  damping  decreases. 


The  number  of  response  cycles  n  occurring 
during  the  time  r  is  given  by  the  equation 

n  =  FqT  , 


or 


60  fp 
SO  In  2 


(15) 


For  example,  let  the  sweep  rate  S  be  equal 
to  0.87  octave  per  min,  and  let  0=  30.  Then, 
from  Eqs,  (14)  and  (15),  the  following  values 
are  obtained: 


T  ^  3.32  sec  , 
n  ~  3. 32 f^  cycles  . 

In  other  words,  it  takes  3.32  sec  to  sweep 
through  the  resonance  above  the  half-power  level, 
and  3,32  cycles  occur  within  this  time. 

The  response  of  a  linear  system  to  a  sweep 
frequency  input  will  be  nearly  identical  to  its 
steady-state  response,  provided  the  sweep  rate 
is  very  low.  As  the  sweep  rate  increases,  the 
frequency  f  ^  at  which  the  peak  amplitude  oc¬ 
curs  becomes  greater,  and  the  amplitude  at 
response  decreases.  Hence,  the  bandwidth  Af  j 
at  the  half-power  point  also  increases.  These 
effects  are  shown  in  Fig.  14(a)  for  the  peak  re¬ 
sponse  of  a  single  degree  of  freedom  system  at 
both  its  steady-state  resonance  frequency 


^  £  0.0116  Sf  .  (16) 

dt 

For  example,  if  the  desired  range  in  the 
square  of  peak  amplitude  ratio  is 

1.0  >  >  0.95  , 

then  from  Fig.  14(b),  it  is  seen  that 

—  <  0.5  (Af)^,  cps/sec  , 
d  t 

and  therefore,  from  Eq.  (16),  the  required  max¬ 
imum  sweep  rate  S  is 

S  <  43.21^/0^  octaves/min. 


Sampling  Requirements 

The  requirements  for  sampling  sinusoidal 
sweep  response  data  are  primarily  based  upon 
the  maximum  expected  0  of  the  system.  Once 
the  expected  maximum  value  of  Q  is  chosen, 
the  minimum  resonant  bandwidth  Af  is  deter¬ 
mined.  Now,  it  is  necessary  to  decide  upon  the 
resolution  needed  to  define  this  narrowest  ex¬ 
pected  response  peak  and  the  acceptable  error 
in  the  measured  amplitude.  Let  N  denote  the 
number  of  discrete  points  required  to  define  a 
response  peak  of  magnitude  o  above  the  half¬ 
power  level  O/VJ".  To  evaluate  the  error  in 
measuring  the  assumed  response  peak  at  a 
frequency  f  other  than  the  resonance  frequency 
fg,  consider  the  response  of  a  single  degree- 
of-freedom  system  to  a  unit  force,  as  shown  in 
Fig.  15.  For  a  high  0  system,  the  normalized 
displacement  response  B  is  given  by  the  equa¬ 
tion 


1 


(1- 


0^ 
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Fig.  14.  Effect  of  frequency  sweep  rate  on  response 
of  single-degree-of-freedom  system 


where  y  =  displacement  amplitude  and  a  - 
The  amplitude  error  e  at  a  frequency  i  i  is 


3  =  1  -  j^Q^(  1  -  a^) " 


^  (17) 


Assume,  as  a  worst  case,  that  there  are  N 
points  spaced  at  a  distance  Aa/(N“  l)  apart 
(where  Aa  =  i/q)  on  the  response  pealc  above 
the  half-power  level  Q/>/2.  The  error  I,  of 
the  frequency  ratio  a  with  respect  to  the  peak 
(a  -  i)  is  less  than  or  equal  to  one-half  the  dis¬ 
tance  between  points;  i.e., 


Then,  substituting  Eq.  (19)  into  Eq.  (17)  and 
ignoring  terms, 


1-  [q^  [1-  (1-  2S)]  ^  +  1-25} 


=  1  -  +  1  -  2S 


. =  1- 

(N-  1)2  [  2  (N-  1)2 


S  =  XAa/(N-  1)  =  .\/(N-  1)Q  . 


e  =  2\V(N-  1)2  . 


where  |\|  <  1/2. 


Assume  that  the  frequency  ratio  a  Is 


The  maximum  amplitude  error  in  the 
peak  will  occur  for  |x  |  =  1/2,  hence 


=  1/[2(N-  1)2]  . 
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Frequency  Ratio  f/f^ 

Fig.  15.  Response  of  a  lightly  damped 
single  degree -of -freedom  system 


For  example,  suppose  N  =  5  points  per  Aa, 
then  (N  -  1)  =  4 ,  and 


which  is  equivalent  to  about  3  percent  of  the 
actual  peak  value.  Thus,  for  five  points  the 
measured  peak  amplitude  is  within  ±3  percent 
of  the  actual  peak  amplitude.  Table  2  contains 
a  few  representative  examples  of  N  and  the 
associated  values  of  e 

max 

Thus,  it  is  seen  from  Table  2  that  a  mini¬ 
mum  of  three  points  (N  ^  3)  above  the  half¬ 
power  level  Q/>/2  is  required  to  determine  the 
response  peak  with  any  acceptable  accuracy 
(±12.5  percent).  Note  that  a  rapid  decrease  in 
the  maximum  error  is  experienced  as  N 
increases,  up  to  N  -  5.  For  values  of  N  >  5, 
the  decrease  in  gets  progressively  less. 
Therefore,  a  good  economical  choice  for  N  is 
5. 

For  a  constant  octave  sweep  rate  S,  the 
maximum  change  in  frequency  within  the  band¬ 
width  Af/N  is 

Sf  =  Af/T^  -  fj^/NQ  cps.  (22) 


TABLE  2 

Maximum  Error  Incurred  by  Measuring  Re¬ 
sponse  Amplitude  at  Frequency  Ratio  □.  /  i. 


No.  of  Points 
above 

Q/s/2,  N 

r 

Maximum 

Error 

*^max 

Maximum 

Error 

Range 

(%) 

2 

1/2 

±50 

3 

1/8 

xl2.5 

4 

1/18 

±  5.6 

5 

1/32 

±  3.1 

6 

1/50 

±  2.0 

7 

1/72 

±  1,4 

8 

1/98 

±  1.0 

9 

1/128 

±  0.78 

The  maximum  frequency  error  as¬ 

sociated  with  each  of  the  N  points  at  frequency 
fjj  is  given  by 
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-  il 

^  f  m  a  X  “  f 

'o 


(23) 


For  example,  let  N  -  5,  =  100  cps, 

Q  =  50,  then 


and 


5f  =  0,4  cps, 


or,  rather,  0.4  percent  of  the  frequency 
Table  3  contains  a  few  representative  values  of 
the  frequency  error  for  different  values 

of  N  and  Q. 


It  is  convenient  to  keep  the  sampling  rate 
constant  over  a  bandwidth,  such  as  an  octave, 
to  improve  the  efficiency  of  the  multiplexing 
and  sampling  process.  Now  since  the  frequency 
is  doubled  with  each  octave  increase  in  fre¬ 
quency,  it  is  easily  seen,  from  Fig.  16,  that  if 
the  minimum  sampling  rate  H  occurs  at  2f, 
then  the  minimum  number  of  cycles  n  must 
occur  at  f ,  if  the  sampling  rate  is  kept  con¬ 
stant  over  the  octave  from  f  to  For  ex¬ 
ample,  if  H  =  10  samples  per  cycle  at  2f  and 
n  =  2  cycles  at  f,  then,  at  f ,  two  cycles  are 
defined  with  twenty  samples  per  cycle,  and  at 
2f,  four  cycles  are  defined  with  ten  samples 
per  cycle.  Thus  each  response  point  within  the 
octave  is  defined  by  2Hn  =  40  total  samples. 


TABLE  3 

Sine  Sweep  Frequency  Error 


No.  of 
Points 
above 

Q/^/2,  N 

D.M.F. 

Q 

Maximum 

Error 

^  f  max 

Maximum 

Error 

(%) 

3 

25 

0.0132 

1.32 

3 

50 

0.0066 

0.66 

3 

100 

0.0033 

0.33 

5 

25 

0.008 

0.8 

5 

50 

0.004 

0.4 

5 

100 

0.002 

0.2 

7 

25 

0.00572 

0.572 

7 

50 

0.00286 

0.286 

1  7 

100 

0.00143 

0.143 

The  next  quantity  to  be  determined  is  the 
minimum  number  of  samples  H  required  per 
cycle  at  frequency  to  define  the  frequency, 
amplitude,  and  phase  characteristics  of  the  re¬ 
sponse  signals.  Associated  with  the  minimum 
sampling  rate  H  is  the  minimum  number  of 
cycles  n  required  to  define  the  response  am¬ 
plitude  at  frequency  For  example,  assume 
that  a  minimum  value  for  H  for  sinusoidal  data 
is  around  ten  samples  per  cycle.  When  com¬ 
paring  two  sinusoidal  signals,  the  maximum 
apparent  phase  difference  is  360  degrees,  or 
one  cycle,  hence,  a  minimum  of  two  cycles  is 
required  to  ensure  the  definition  of  at  least  one 
cycle  of  both  signals  relative  to  the  time  of 
occurrence  of  the  first  positive  maximum  of 
one  of  the  signals. 


Within  a  particular  octave,  the  required 
sampling  rate  s  per  data  signal  is  given  by  the 
equation 


s  -  2Hf  =  number  o f  samples  per  sec  per  channel. 

(24) 

If  the  maximum  system  sampling  rate  h  is 
divided  by  s ,  then  the  maximum  number  of 
channels  &  which  can  be  multiplexed  together 
within  the  given  octave  is  obtained.  Since  the 
sinusoidal  sweep  rate  s  is  a  constant,  it  is  de¬ 
sirable  to  multiplex  the  set  of  channels  to¬ 
gether  until  the  required  samples  for  each  of 
the  ^  channels  are  obtained,  and  then  switch  to 
the  next  set  of  S  channels,  etc.,  until  the  total 
number  of  data  channels  has  been  sampled,  in 
such  a  way  that  2Hn  samples  have  been  obtained 
for  each  data  signal  within  the  time  increment 

At  =  t/N  sec  ,  (25) 

where  At  is  the  time  increment  required  to 
sweep  the  bandwidth  Af/N,  and  r  is  given  by 
Eq.  (14). 

The  maximum  frequency  which  can  be 
sampled  depends  upon  the  maximum  system 
sampling  rate  h  and  the  specified  minimum 
sampling  rate  per  cycle  H. 

f„3x  =  hm .  (26) 

For  example,  if  h  =  50,000  samples  per 
sec,  and  H  =  10  samples  per  cycle,  then  = 
5000  cps.  Table  4  contains  a  chart  of  the  max¬ 
imum  number  of  channels  S  which  can  be  mul¬ 
tiplexed  together  in  each  octave  from  1  cps  to 
131,172  cps,  for  a  series  of  system  sampling 
rates  h  when  H  =  10  samples  per  cycle  at  the 
octave  upper  frequency 
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TABLE  4 

The  Maximum  Number  of  Channels  i)  which  can  be  Multiplexed  Together  for  a  Few  Sampling 
Rates  h  at  the  Octave  Upper  Frequencies  when  H  =  10  Samples/Cycle 


h 

Samples 
per  sec 

Upper  Frequency 

(cps) 

1 

2 

4 

8 

16 

32 

64 

128 

256 

512 

1024 

2048 

4096 

8192 

13684 

32768 

65536 

131172 

5120 

512 

256 

128 

64 

32 

16 

8 

4 

2 

1 

10240 

1024 

512 

256 

128 

64 

32 

16 

8 

4 

2 

1 

20480 

2048 

1024 

512 

256 

128 

64 

32 

16 

8 

4 

2 

1 

40960 

4096 

2048 

1024 

512 

256 

128 

64 

32 

16 

8 

4 

2 

1 

81920 

8192 

4096 

2048 

1024 

512 

256 

128 

64 

32 

16 

8 

4 

2 

1 

136840 

13684 

8192 

4096 

2048 

1024 

512 

256 

128 

64 

32 

16 

8 

4 

2 

1 

327680 

32768 

13684 

8192 

4096 

2048 

1024 

512 

256 

128 

64 

32 

16 

8 

4 

2 

1 

655360 

65536 

32768 

13684 

8192 

4096 

2048 

1024 

512 

256 

128 

64 

32 

16 

8 

4 

2 

1 

1311720 

131172 

65536 

32768 

16384 

8192 

4096 

2048 

1024 

512 

256 

128 

64 

32 

16 

8 

4 

2 

1 

Fig.  16.  Schematic  illustration  of  sampling  at  a  constant 
rate  of  s  samples/ sec  within  the  octave  f  cps  2f  cps 


The  resolution  accuracy  can  be  illustrated 
with  the  following  numerical  example:  let 

S  =  1.175  octaves/min, 

0  =  50, 


N  =  5  points  above  the  half-power  level, 

then 

r  =  1,47  sec  to  sweep  through  Af , 

Ar  =  0.294  sec  per  response  point, 

and 

60/SAr  =  173,9  points  per  octave. 


Thus,  it  is  seen  that  for  this  example, 
there  are  173,9  computed  response  amplitudes 
per  octave  and  they  are  1/173.9  octaves  apart. 

If  Q  =  100,  then  there  are  347  points  per  octave, 
etc. 


Reference  Signal 

All  of  the  requirements  which  are  neces¬ 
sary  to  acquire  sinusoidal  response  data  effi¬ 
ciently  have  been  defined.  However,  some  re¬ 
liable  method  is  required  for  preserving  the 
interchannel  phase  and  amplitude  relationships 
between  all  of  the  channels,  so  that  tlie  afore¬ 
mentioned  multiplexing  scheme  can  be  applied 
efficiently  and  accurately.  A  common  reference 


for  all  of  the  channels  is  automatically  provided 
by  sampling  the  actual  sweep  (or  step)  oscilla¬ 
tor  sinusoidal  signal  simultaneously  in  parallel 
with  each  data  channel.  Thus,  the  relative  phase 
angle  and  amplitude  relationship  at  frequency 
between  each  data  signal  and  the  reference 
signal  can  be  evaluated  for  each  set  of  2Hn 
samples.  These  relative  values  are  completely 
deterministic  for  both  the  equally  deterministic 
discrete  frequency  obtained  from  a  step  os¬ 
cillator,  and  the  assumed  discrete  frequency 
obtained  from  a  sweep  oscillator/- 


Minimum  System 

A  minimum  system  configuration  is  de¬ 
fined  as  one  having  at  least  two  parallel  syn¬ 
chronous  analog  to  digital  conversion  subsys¬ 
tems,  since  a  reference  sample  must  be  obtained 
with  each  data  sample.  Each  of  the  A/D  sub¬ 
systems  can  then  be  loaded  by  a  multichannel 
multiplexer,  which  can  be  program- controlled 
to  perform  the  multiplexing  schemes  described 
above.  The  number  of  data  channels  to  be  ac¬ 
quired,  the  maximum  frequency  to  be  analyzed, 
and  the  system  Q,  combine  to  define  the 


*As  pointed  out  previously,  this  assumption  that 
the  frequency  is  constant  has  a  slight  error 
associated  with  it;  however,  the  phase  and 
amplitude  relationships  obtained  from  each 
set  of  2Hn  samples  are  negligibly  affected  by 
this  error. 


170 


maximum  system  sampling  rate  h  (see  Table 4), 
the  required  octave-band  sweep  rate  or  step 
rate  S,  and  the  system  digital  magnetic  tape 
recording  speed. 

For  example,  if  128  channels  were  to  be 
analyzed  to  5000  cps  for  an  expected  Q  of,  say, 
100;  then,  the  minimum  system  sampling  rate 
h,  when  H  =  10  samples  per  cycle  at  5000  cps, 
is  h  =  50,000  12-bit  samples  per  sec,  the  sweep 
rate  s  is  about  one- sixth  octave  per  min,  and 
the  required  magnetic  tape  recording  speed  is 
alxjut  240,000  6-bit  characters  per  sec  (this 
includes  tape  gapping  time,  etc.). 


ANALYSIS  OF  SINUSOIDAL  SWEEP 
(OR  STEP)  RESPONSE  DATA 

Data  Retrieval 

Once  all  of  the  data  have  been  acquired, 
the  digital  data  samples  are  retrieved  by  a 
sorting  or  demultiplexing  operation,  which  sep¬ 
arates  and  arranges  the  samples  into  separate 
channel  records,  (Note  that  each  sampled  data 
channel,  and  the  particular  sampled  reference 
channel  which  was  sampled  with  it,  are  identi¬ 
fied  as  a  single  24-bit  sample  for  this  process.) 
The  first  part  of  the  demultiplexing  operation 
is  accomplished  during  the  acquisition  and  re¬ 
cording  operation.  That  is  to  say,  the  group  of 
S  channels  is  sequentially  multiplexed  until  2Hn 
samples  (24-bit  sample)  are  obtained  from  each 
channel  of  the  group.  Thus,  an  4x2Hn  matrix 
of  data  samples  is  formed  as  the  data  are  trans¬ 
ferred  into  the  computer  core  buffer  block  by 
columns  of  i  samples,  each  until  the  total  of 
2Hri  columns  are  filled.  This  process  is  re¬ 
peated  in  adjacent  matrix  blocks  of  i)x  2Hn  core 
locations  until  all  channels  have  been  sampled. 
Now,  if  the  data  are  transferred  into  digital 
magnetic  tape  records  by  rows  of  2Hn  samples, 
then  each  group  of  2Hn  data  samples  required 
to  compute  a  value  of  response  amplitude  and 
phase  is  isolated  for  each  channel. 

The  next  step  in  the  data  retrieval  process 
is  to  align  all  of  the  2Hn  data  sample  records 
by  channels  and  rerecord  these  on  tape.  The 
data  records  are  also  grouped  according  to  oc¬ 
taves.  This  octave  grouping  is  necessary  to 
obtain  the  time  interval  between  samples  for 
computing  frequency,  amplitude,  and  phase  cor¬ 
rectly;  i.e.,  if  h  -  50,000  samples  per  sec  and 
S  =  32  channels,  then  the  sampling  rate  per 
channel  s  within  this  octave  is  1562.5  samples 
per  sec,  and,  hence,  the  samples  are  1/562.5 
sec  apart. 


Data  Analysis 

The  objectives  of  the  analysis  program  are 
to  obtain  harmonic  distortion- free  response 
amplitudes  and  phase  angles  for  all  values  of 
the  frequency  f ,  for  all  channels  in  such  a 
manner  that  accurate  inter  channel  transfer 
function  evaluations  can  be  made.  The  simul¬ 
taneous  sampling  of  the  same  reference  chan¬ 
nel,  along  with  each  data  channel,  furnishes  the 
basic  means  for  the  accomplishment  of  these 
objectives. 

Of  course,  the  reference  channel  must 
contain  a  clean  sinusoidal  sweep  (or  step)  os¬ 
cillator  signal.  If  a  zero-mean  sinusoidal  sig¬ 
nal  of  frequency  is  crosscorrelated  with  a 
harmonically  distorted  sinusoidal  signal  of  the 
same  frequency  ,  then,  effectively,  the 
crosscorrelation  function  is  a  zero-mean  co¬ 
sine  function  of  frequency  ,  with  a  maximum 
amplitude  AK/2  and  a  relative  phase  angle 
between  the  reference  channel  and  the  data 
channel,  where  A  is  the  required  amplitude  of 
the  data  channel  and  r  is  the  amplitude  of  the 
reference  channel.  Note  that  the  amplitude 
values  and  relative  phase  angle  values  for  all 
of  the  channels  are  obtained  relative  to  the 
same  reference  channel.  Thus,  even  though 
each  channel  was  sampled  simultaneously  with 
the  reference  channel  at  different  times  with 
ifespect  to  the  other  channels,  the  relations  be¬ 
tween  all  possible  combinations  of  channel 
pairs  can  be  accurately  determined.  To  illus¬ 
trate  this  point,  consider  the  vector  diagram 
shown  in  Fig.  17,  which  shows  that  if  the  vec¬ 
tors  between  the  pairs  of  points  1  and  R,  2 
and  R,  and  3  and  r  are  known,  then  the  vectors 
between  all  pair  combinations  of  the  points  1,  2, 
and  3  are  determined. 

The  approximate  mean,  u,  of  the  N  ^  2Hn 
samples  of  the  reference  channel  r  .  is  obtained 
from  the  following  equation: 

.  i  f;  .  (27) 

i  -=  1 

The  approximate  mean  u  is  then  removed 
from  the  reference  signal  f.  by  subtracting 
from  each  sample  f . 

R.  =:  Tj  -  u  -  R  sin  (27Tfj^t.  f  C^.)  ,  (28) 

which  yields  the  sampled  reference  sinusoidal 
signal  Rj ,  with  zero  mean  value  and  ampli¬ 
tude  R. 
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Fig,  ‘17«  Schematic  of  vectors  obtainable 
when  vectors  Ri,  R2,  and  R3  are  known 


The  number  of  samples  per  cycle  H|,  and 
the  frequency  need  to  be  determined  from 
the  data,  hence,  three  consecutive  zero  cross¬ 
ings  of  the  samples  R.  are  interpolated,  and 
the  time  increment  between  the  first  and  third 
zero  crossings  represents  one  cycle.  Thus,  the 
frequency  can  be  computed  and  is  deter¬ 
mined  by: 


Therefore,  the  sample  autocorrelation 
function  r^^(r/s)  (where  r/s  :=  is  the  incre¬ 
mental  time  lag)  of  the  sampled  reference  sig¬ 
nal  R.  is 


H]^  ~  sample/cycle  , 


(29) 


where  =  the  frequency  in  cycles/sec  (cps). 


The  autocorrelation  function  r(r  )  of  a  si¬ 
nusoidal  signal  is  defined  as 


-T/  2 

r(r)  ~  Y  I  f(t+  r)dt  ,  (30) 

T/  2 

where  T  is  the  period  of  the  sinusoidal  and  r  is 
a  time  lag. 


-  ^  cos  +  (Au)2  ,  (31) 

where  r  =  0, 1,  2,  . . .  ,  <  N  -  and  in  particular 
’■rr(O)  =  ^  +  (Aa)2  ,  (32) 

where  R  is  the  amplitude  of  the  reference  sig¬ 
nal  and  All  is  any  residual  positive  or  negative 
mean  which  remains  due  to  the  finite  length  of 
the  data  record.  Compute  Tj^RCr/s)  until  a 
minimum  value  is  located  and  interpolated 
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(33) 
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’^RR(min)  “  2  ’ 

Hence, 

r  (0)r^,,(0)  -  .  (34) 

Thus,  the  amplitude  R  of  the  reference 
signal  is  known. 

Now,  to  find  the  amplitude  A  of  the  data 
signal,  it  is  necessary  to  first  subtract  the  ap¬ 
proximate  mean  a  from  each  sample  f .  of  the 
reference  signal  which  was  sampled  with  the 
harmonically  distorted  data  signal  A. ,  and  then 
compute  the  crosscorrelation  function  r^R(r/s) 
of  the  response  channel  with  the  almost  zero- 
mean  reference  signal. 


^Ar{s)  -  ^  H  +  r  ^0 

k  i=  1 

=  ^  cos  ^277fj^  Y  +  ^Ar) 

where 

r  =  0,1,2,  ...,<  N-H^, 

A  =  amplitude  of  the  response  signal 

^AR  =  relative  phase  angle  between  the 
response  signal  and  the  reference 
signal,  and 

a  =  sample  mean  value  of  the  response 
signal. 

Note  the  harmonic  distortion-free  sinus¬ 
oidal  crosscorrelation  function  rAR(^/^)- 
Again  there  can  be  a  residual  mean  value  due 
to  the  finite  sample  record  length.  Hence, 
evaluating,  as  in  Eqs.  (32)  and  (33),  the  first 
minimum  and  maximum  values  of  rAR(r/s) ,  and 
subtracting  the  minimum  value  from  the  maxi¬ 
mum  value,  such  as  in  Eq.  (34),  the  amplitude 
A  of  the  data  signal  can  be  obtained.  However, 
the  residual  mean  a  Au  is  usually  so  small  that 
it  can  be  neglected. 

Figure  18  illustrates  the  method  for  ob¬ 
taining  A  and  0ar  each  channel  at  frequency 
f  .  These  are  the  basic  data  needed  to  obtain 
the  required  input  and  transfer  functions  cL(f^) 
and  other  associated  relationships  discussed 
previously. 


The  only  special  technique  required  of  the 
computer  programs,  which  was  not  mentioned 
previously,  is  the  preparation  of  data  tapes  at 
appropriate  points  wi^in  the  data  processing 
procedure. 

Sinusoidal  sweep  (or  step)  data  processing 
comprises  three  computer  programs: 

1.  Data  acquisition  program. 

2.  Data  analysis  and  reduction  programs. 

3.  General  data  presentation  programs  — 
plotting  and  printing. 

Analysis  and  reduction  of  the  data  to  obtain 
all  of  the  available  information  require  the  fol¬ 
lowing  scheme  of  data  retrieval,  analysis  com¬ 
putations,  data  tape  preparations,  and  plotting 
options  (the  analysis  of  mechanical  impedance 
data  is  used  as  an  example): 

1.  Read  the  acquired  data  tape,  reassemble 
the  data  into  separate  channel  pairs,  and  write 
a  basic  raw  data  tape. 

2.  Read  the  basic  raw  data  tape  and  com¬ 
pute  acceleration  response  amplitudes 

(or  input  force  amplitudes  fj^)  1 )  and  rela- 
tive  phase  angles  (or  for  all 

data  channels  with  respect  to  the  respective 
reference  data  channel,  at  all  frequencies  f ^ . 

A  basic  reduced  data  tape  is  written  containing 
records  of  lA^KCf^)!,  and  (or  |F^p(f;^)|, 

0^R(fk) )  for  all  frequencies  for  all  data 
channels.  An  option  to  plot  |A^j^|  and  vs 
can  be  made  at  this  time. 

3.  Read  the  basic  reduced  data  tape  and 
compute  the  following  specified  force-to- 
acceleration  transfer  function  amplitudes  and 
phase  angles: 


also  compute  Af  =  fu  +  i-  incremental  band¬ 
width  in  cps. 

A  force  transfer  function  tape  is  written 
containing  records  of  |a^q(fk)l, 
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AUTO  CORREIATION 


CROSS  CORRELATION 


=  Abscissa  of  Consecutive  Zero  Crossings 
(Interpolated  Valves) 

f 

=  Frequency  of  Reference  CKannel 

R 

=  Amplitude  of  Reference  Signal 

A 

=  Amplitvcfe  of  Response  Signal 

=  Phase  Angle  of  Response  Signal 

<*> 

=  Phase  Angle  of  Re^onse  Signal  Relative 
to  Reference  Signal 

Fig.  18.  Calculation  of  amplitude  and  phase 


Afj^  and  for  all  for  all  response  data 
channels.  An  option  to  plot  )  I  and 

can  be  made  at  this  time. 

4.  Read  the  force  transfer  function  tape 
and  read  from  cards  the  values  of  fu^,  and 
which  describe  each  of  the  c  bandwidths  to 
be  used  for  obtaining  average  values  of  the 
transfer  functions,  and  compute  Af^  r-  ^ 

cth  bandwidth  in  cps,  and 


Plot  or  print  a  table  containing 

c 

5.  Read  the  force  transfer  function  tape 
and  compute  the  followingspecifiedacceleration- 
to- acceleration  transfer  function,  amplitudes 
and  phase  angles: 


)l  AC. 


f.  =  fr 


and 


174 


An  acceleration  transfer  function  tape  is 
written  containing  records  of  |  {?( f )  | ,  f^q  » 

/Sf^j  and  for  all  and  all  desired  data 
channel  pairs  q,  P.  An  option  to  plot  and 

P  made  at  this  time,  or,  option¬ 

ally,  the  following  spatial  correlation  function 
Rk(yq,  y  ^))  can  be  computed  and  plotted  vs  , 

\(yq>yO  =  ^qe(fk)]  ' 


Figure  19  contains  a  digital  X-Y  plot  of  the 
input  force  amplitude  |  f  ^ )  I ,  relative  phase 

angle  magnitude  1 f  |^ )  | ,  and  phase  angle 
sign  (±)  of  a  point  force  applied  at  point  m  on 
the  structure  with  respect  to  the  reference 
sweep  oscillator  signal  R  sin  aTTf.t.  An  ana¬ 
log  plot  of  the  input  force  amplitude  |FnjR(f,^)  | 
is  shown  in  Fig.  20  for  comparison.  Note  the 
similarity  and  obviously  better  resolution  of  the 
digital  plot.  Digital  one-third  octave  band  av¬ 
eraged  values  of  the  mean- square  input  farce 
amplitude 


6.  Read  the  acceleration  transfer  function 
tape  and  the  values  of  Fl  and  from 

cards,  and  then  compute  the  bandwidth  averaged 
values 


““  c  ^  r  =t 

'k  'L 

c 

”  cos  , 

where  Af  =  f  -  f,  * 

c  1.1  L 

c  c 

Plot  or  print  tables  of 


l]  Af 

are  plotted  at  the  one-third  octave  band  center 
frequencies  in  Fig.  21. 

Figure  22  contains  a  digital  X-Y  plot  of  the 
force- to- acceleration  transfer  function  ampli¬ 
tude  relative  phase  angle  magnitude 

,  and  phase  angle  sign  (±)  between 
force  input  point  m  and  acceleration  response 
point  q  on  a  structure.  Digital  one -third  octave 
band  averaged  values  of  the  mean- square, 
force- to- acceleration,  transfer  function  ampli¬ 
tude  plotted  at  the  one- third 

octave  band  center  frequencies  in  Fig.  23. 


{Rc-(yq’ye)}^f  fc  ■ 


Examples  of  Experimental  Data 

The  following  examples  represent  actual 
data  taken  from  experimental  measurements  of 
the  mechanical  impedance  of  the  complex  struc¬ 
ture  of  a  Saturn  I  Instrument  Unit  which  is  13  ft 
in  diameter.  A  point  input  force  was  applied  at, 
say,  point  n  through  an  impedance  head,  and 
the  input  force  signal,  input  acceleration  sig¬ 
nal,  q  response  acceleration  signals,  and,  of 
course,  the  sweep  oscillator  reference  signal 
were  acquired  in  real-time  by  the  on-line 
Analog/Digital  Data  System.  After  the  data 
were  acquired  and  the  particular  test  ceased, 
the  data  were  analyzed  and  the  input  force,  in¬ 
put  force-to-acceleration  transfer  function,  and 
force-to-acceleration  transfer  functions  be¬ 
tween  input  point  m  and  the  q  response  points 
were  determined  and  plotted  vs  the  frequencies 
fk  .  The  maximum  Q  of  the  structure  was  eval¬ 
uated  prior  to  the  test,  and  was  expected  to  be 
less  than  or  equal  to  about  100.  Thus,  as  seen 
in  a  previous  numerical  example,  the  resolution 
of  the  digital  plots  is  about  347  computed  points 
per  octave. 


DISCUSSION  AND  CONCLUSIONS 

A  unique  solution  to  the  data  analysis  re¬ 
quirements  of  modern  environmental  test  pro¬ 
grams  has  been  described.  The  key  points  of 
the  developments  contained  in  this  paper  are 
briefly  summarized  as  follows: 

1.  An  analog/digital  data  system  was  de¬ 
veloped  which  can  acquire  either  random  or 
sinusoidal  sweep  test  data  from  a  large  number 
of  channels  within  the  real  time  duration  of  the 
test  and  store  the  data  on  digital  magnetic  tape, 
for  later  analysis  and  reduction. 

2.  A  technique  for  acquiring  and  analyzing 
sinusoidal  sweep  test  data  in  such  a  way  that 
all  possible  interchannel  relationships  can  be 
accurately  established  is  summarized  herein. 
Thus,  input  and  transfer  functions  throughout 
the  force  generating  system  and  the  structural 
system  can  be  obtained  and  interrelated.  This 
technique  also  allows  the  interrelation  of  data 
taken  at  different  times  and  at  different  points 
on  the  structure. 

3.  A  carefully  run  test  program  can  there¬ 
fore  yield  detailed  information  which  can  be 
correlated  with  respect  to  the  structural 
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INPUT  FOftce  (US)  L(f5  SIGN 


INPUT  FO«CE  (LSS) 


CMC -THIRD  OCTRWC  BAND  CCNTCR  FRCOUMaCS  (CR«) 


Fig.  21.  Mean -square  amplitude  of  the  input  force,  applied 
at  point  No,  m,  averaged  over  one -third  octave  bands 


configuration,  structural  parameters  and  envi¬ 
ronmental  parameters  (e.g.,  mass,  stiffness, 
damping,  pressure,  etc.).  For  example,  struc¬ 
tural  mode  shapes,  force  field  and  response 
spatial  correlations,  high  acceleration  level  lo¬ 
cations  or  areas,  vibration  transfer  character¬ 
istics  of  basic  structural  sections,  etc.,  can  be 
determined  at  all  frequencies  at  selected  fre¬ 
quencies  or  averaged  over  specific  bands  of 
frequencies. 

4.  This  resultant  library  of  information 
can  be  automatically  reviewed  for  pertinent  test 
results  and  condensed  into  various  report  forms 
for  immediate  engineering  and/or  management 
review,  thus  effecting  a  minimum  decision- 
reaction  time. 

The  achievements  reported  herein  repre¬ 
sent  a  major  advance  in  the  art  of  qualification 
testing.  A  maximum  amount  of  information  can 


be  obtained  from  a  finite  amount  of  data  taken 
during  a  fixed  minimum  test  duration. 

Of  course,  the  ideas  presented  here  are 
not  restricted  to  environmental  testing  of 
structures.  These  techniques  can  be  equally 
effective  in  the  areas  of  underwater  and  under¬ 
ground  acoustic  and  seismic  investigations; 
e.g.,  oil  and  mineral  exploration,  mapping  of 
terrain  and  strata,  communications,  signal 
source  location,  recognition,  and  many  others. 
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FORCE  -  TO  -  ACCEUHATION  TRANSFER  FUNCTlONa(0  U(0  SIGN 


ONE-TH)RD  OCTAVE  AVERAGE  VALUE- 
MEAN-SQUARE  FORCE-TO-ACCELERATION  TRANSFER  FUNCTION  |a  (f)l 


ONE- third  octave  BAND  CENTER  FREQUENCIES  {CPS^ 


10  KX)  lOOO  SOOO 

FREQUENCY  (CPS) 


Fig.  23»  Mean -square  amplitude  of  the  force-to-acceleration  transfer 
function,  between  input  point  No,  m  and  response  point  No,  q,  averaged 
over  one -third  octave  bands 
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A  DIGITAL  DATA  RECORDING  SYSTEM  FOR 
STRUCTURAL  DYNAMICS  RESPONSE  TESTING 


M.  H.  Hieken 

McDonnell  Aircraft  Corporation 
St.  Louis,  Missouri 


Data  generated  in  the  course  of  structural  dynamics  response  tests  is 
characterized  by  a  broad  frequency  range  and  a  wide  dynamic  range. 

At  the  McDonnell  Laboratories,  a  Digital  Data  Recording  System  has 
been  developed  which  overcomes  the  frequency  and  range  problems  and 
permits  automated  recording  and  reduction  of  frequency  response  data. 

The  essential  elements  of  the  system  described  in  this  paper  are  a 
w'ide  dynamic  range,  a  high  linearity  full  wave  rectifier,  and  a  detector 
wLich  performs  a  true  integration  of  the  rectified  signals.  These  com¬ 
ponents  are  coupled  with  a  scanner  to  sequentially  sample  a  number  of 
channels  and  an  incremental  magnetic  tape  recorder  to  store  the  data 
in  a  form  suitable  for  processing  by  digital  computers.  In  addition  to  a 
complete  description  of  the  data  system,  a  discussion  of  the  errors  in 
the  system  is  provided. 


INTRODUCTION 

Structural  dynamics  response  tests  (ground 
vibration  tests)  are  conducted  to  identify  and 
describe  the  normal  modes  of  vibration  of  com¬ 
plete  structural  assemblies,  such  as  full-scale 
aircraft,  spacecraft,  and  missiles.  The  analyt¬ 
ical  dynamicist  relies  on  accurate  experimental 
descriptions  of  the  dynamic  behavior  of  the 
structure  as  a  check  on  calculated  values  of 
frequencies,  mode  shapes,  and  effective  damping. 

The  initial  activity  in  a  complete  structural 
response  test  is  usually  a  frequency  survey  of 
the  entire  test  article.  The  ultimate  product  of 
the  frequency  survey  is  a  number  of  frequency 
response  plots  which  represent  thousands  of 
separate  data  points.  Because  of  the  need  to 
review  experimental  results  as  quickly  as  pos¬ 
sible  following  the  tests,  it  was  found  that  man¬ 
ual  methods  of  recording  test  data,  making  com¬ 
putations  on  the  tabulated  data,  and  plotting  the 
final  curves  were  not  satisfactory. 

This  paper  describes  a  semiautomatic  dig¬ 
ital  data  recording  system  for  structural  dy¬ 
namics  response  testing.  The  system  permits 
data  to  be  recorded,  computed,  and  plotted  with¬ 
out  any  manual  handling  of  the  data.  Features 
of  the  data  system  will  be  described,  and  exam¬ 
ples  of  the  recorded  data  will  be  presented. 


DESCRIPTION  OF  TESTS  AND 
GENERATION  OF  DATA 

The  experimental  techniques  that  are  fol¬ 
lowed  in  conducting  structural  dynamics  response 
tests  have  been  well  documented  (1, 2).  The  first 
phase  of  such  tests  is  generally  to  determine,  as 
a  function  of  frequency,  the  dynamic  response  of 
the  test  structure  to  one  or  more  input  forces. 
The  usual  technique  consists  of  attaching  a  vi¬ 
bration  exciter  to  a  selected  point  on  the  struc¬ 
ture;  varying  the  excitation  frequency  while 
monitoring  some  input  parameter  (e.g.,  force, 
acceleration,  or  velocity);  and  monitoring  the 
signals  from  response  sensing  transducers 
located  on  the  structure  under  test.  Figure  1 
illustrates  the  functions  of  the  various  pieces  of 
apparatus  used  in  conducting  structural  response 
tests. 

Efforts  to  automate  the  data  handling  as¬ 
pects  of  response  tests  have  been  complicated 
by  two  characteristics  of  the  test  data.  One 
problem  stems  from  the  fact  that  large  struc¬ 
tures,  such  as  full  scale  aircraft  and  missiles, 
have  fundamental  normal  mode  frequencies 
which  may  be  as  low  as  2  to  3  cps  frequencies 
which  are  well  below  the  low  frequency  range  of 
conventional  ac  instruments.  From  a  data- 
handling  point  of  view,  the  low  frequency  sig¬ 
nals  represent  a  detection  problem.  Most  ac 
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Fig.  1.  Basic  elements  in  a  structural 
response  test 


instruments  incorporate  resistance -capacitance 
(RC)  circuits  to  integrate,  or  smooth  the  output 
of  a  rectifier  circuit.  This  process  yields  a 
signal  which  may  be  used  to  indicate  the  aver¬ 
age  of  the  (rectified)  signal;  the  root-mean- 
square;  or  the  peak  value  of  the  ac  signal.  Con¬ 
ventional  voltmeters  and  vibration  meters  have 
this  type  of  detection  circuit,  and  are  accord¬ 
ingly  limited  to  frequencies  above  5  to  10  cps. 

A  second  factor,  which  complicates  efforts 
to  automate  resfHDnse  test  data,  is  the  extremely 
wide  dynamic  range  (range  of  amplitude)  gen¬ 
erated  in  a  given  test.  Wide  amplitude  varia¬ 
tions  are  characteristic  of  most  structural 
specimens  in  which  very  little  response  is  evi¬ 
dent  at  nonresonant  frequencies  while  amplifi¬ 
cations  in  excess  of  50  are  not  uncommon  at 
excitation  frequencies  coincident  with  structural 
resonances. 

During  manual  data  recording  procedures, 
the  dynamic  range  problem  is  resolved  by  the 
simple  expedient  of  range -switching  the  indicat¬ 
ing  meter.  This  approach  is  feasible  for  an 
automatic  data  system,  but  would  add  consid¬ 
erably  to  the  complexity  of  the  system. 

The  data  recording  system  described  in  the 
remainder  of  this  paper  has  overcome  those 
data  characteristics  which  prevented  digital 
recording  of  ground  vibration  testing  data  prior 
to  the  implementation  of  this  system. 


CONCEPT  OF  THE  PRESENT 
SYSTEM 

The  problem  of  detecting  very  low  frequency 
data  is  essentially  a  matter  of  integration  time. 
The  problem  can  be  illustrated  by  considering 
a  low  frequency  signal  which  is  applied  to  a  de¬ 
tector  with  an  RC  integrator,  as  shown  in  Fig.  2. 
The  RC  integrator  circuit  must  observe  the 


rectified  signal  for  a  period  which  is  at  least 
four  times  greater  than  the  time  constant  i.e., 
the  product  of  the  resistance  times  the  capaci¬ 
tance  of  the  circuit  in  order  to  maintain  an  ac¬ 
ceptable  accuracy.  Aside  from  the  practical 
problems  of  achieving  the  long  time  constants 
required  to  sense  low  frequency  signals,  there 
are  accuracy  problems  which  result  from  the 
slow  variations  of  the  voltage  across  the  con¬ 
denser,  as  described  in  the  appendix.  A  famil¬ 
iar  example  of  this  is  the  fluctuation  of  an  ac 
meter  needle  when  a  low  frequency  signal  is  ap¬ 
plied  to  the  meter. 

The  appearance,  several  years  ago,  of  in¬ 
struments  which  performed  a  true  integration 
of  time  varying  signals  suggested  a  potential 
method  of  detecting  the  very  low  frequency  sig¬ 
nals.  The  integrating  instruments,  however, 
would  correctly  indicate  ’^zero"  as  the  integrated 
average  for  an  ac  signal.  Therefore,  it  was 
necessary  to  perform  a  full-wave  rectification 
of  the  ac  signals  before  applying  the  signals  to 
the  integrating  detector. 

A  suitable  full-wave  rectifier  was  bread- 
boarded  by  the  McDonnell  Laboratories.  An  in¬ 
tegrating  digital  voltmeter,  similar  to  the  one 
which  was  incorporated  into  the  final  data  sys¬ 
tem,  was  evaluated  in  a  simulated  test  operation 
which  included  a  vibration  transducer,  the 
breadboarded  rectifier  circuit,  and  the  inte¬ 
grating  voltmeter. 

Results  of  the  early  tests  were  promising. 
Since  the  integrating  meter  used  for  the  tests 
had  a  fixed  maximum  integration  time  of  1.0 
second,  the  lowest  frequency  that  could  be  ac¬ 
curately  detected  was  about  2  cps.  (A  detailed 
analysis  of  the  errors  inherent  in  the  system  is 
presented  in  the  appendix.)  The  system  was 
found  to  operate  satisfactorily  up  to  2000  cps, 
which  is  well  above  the  frequency  band  in  which 
structural  response  tests  are  normally  conducted. 

The  amplitude  accuracy  recorded  during  the 
original  evaluation  was  somewhat  less  than  had 
been  expected.  These  errors  were  found  to  re¬ 
sult  from  drift  and  nonlinearities  in  the  full- 
wave  rectifier.  Notwithstanding  these  initial 
problems,  further  studies  were  made  to  incor¬ 
porate  a  full -wave  rectifier  and  integrating  de¬ 
tector  into  a  complete  data  recording  system. 


DESCRIPTION  OF  THE  DIGITAL 
DATA  RECORDING  SYSTEM 

The  Digital  Data  Recording  System  which 
finally  evolved  from  studies  with  a  rectifier  and 
integrating  detector  had  six  major  components, 
as  illustrated  by  the  block  diagram  of  Fig.  3. 
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Fig.  2.  A  detector  with  an 
RC  integrator 
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Fig.  3.  Block  diagram  of  digital  data 
recording  system 


Fig.  4.  The  digital  data 
recording  system 


All  of  these  components,  with  the  exception  of 
the  linear  rectifier  developed  by  the  McDonnell 
Laboratories,  are  commercially  available 
items  (3).  The  photograph  in  Fig.  4  shows  the 
physical  arrangement  of  the  complete  system, 


conveniently  packaged  in  two  19 -in.  electronics 
racks. 

Following  is  a  description  of  the  major 
components  of  the  system. 

1.  Scanner  -  The  scanner  in  the  digital  data 
system  accepts  up  to  fifty  3 -wire  (signal  pair 
plus  ground)  inputs.  The  system  operator  can 
select  randomly  those  channels  which  are  to  be 
scanned  for  a  given  test  by  depressing  numbered 
buttons  corresponding  to  each  channel.  The 
scanner  will  then  scan  sequentially  the  selected 
channels  when  directed  to  do  so  by  the  automatic 
programmer.  During  the  scanning  operation, 
all  three  wires  of  each  input  signal  are  scanned. 
This  technique  insures  maximum  rejection  of 
noise  throughout  the  data  system.  A  numerical 
display  in  the  scanner  chassis  indicates  the 
channel  being  scanned. 

2.  Automatic  Programmer  -  The  program¬ 
ming  function  permits  operation  of  the  system 
in  any  of  several  modes.  The  system  can  be 
made  to  scan  the  selected  data  inputs  one  time 
or  continuously.  Initiation  of  the  scan  can  be 
accomplished  at  the  data  system  or  remotely. 

A  step  mode  of  operation  is  also  provided  to 
permit  a  single  channel  to  be  observed  during 
system  checkout.  The  programming  functions 
are  physically  located  in  the  same  chassis  with 
the  scanner-  Another  function  controlled  by  the 
programmer  is  the  time  delay  from  the  comple¬ 
tion  of  the  switching  to  a  particular  channel  until 
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starting  the  reading  of  that  channel.  Four 
values  of  time  delay,  ranging  from  30  to  900  ms, 
can  be  selected.  Another  programming  feature 
is  the  capability  to  select  the  function  (i.e., 
voltage  or  frequency  measurement),  range,  and 
integration  period  independently  for  each 
channel. 

3.  Linear  Rectifier  -  The  linear  rectifier 
is  a  wide  dynamic  range  full  wave  rectifier. 
Good  linearity  was  achieved  in  the  design  of  the 
rectifier  by  employing  a  high  degree  of  feed¬ 
back  in  the  circuit.  The  use  of  stable  dc  opera¬ 
tional  amplifiers  in  the  rectifier  has  resulted 
in  the  required  low  drift.  Figure  5  shows  the 
linearity  of  the  final  circuit  employed  in  the 
data  system.  Since  the  rectifier  is  direct 
coupled,  the  linear  performance  is  achieved 
from  dc  to  frequencies  limited  only  by  the  gain- 
bandwidth  characteristics  of  the  operational 
amplifiers  in  the  rectifier.  Since  very  little 
gain  is  required  from  the  rectifier,  it  is  usable 
to  frequencies  in  excess  of  10,000  cps. 

4.  Integrating  Digitizer  -  The  heart  of  the 
Digital  Data  Recording  System  is  the  integrat¬ 
ing  digitizer  which  performs  a  true  integration 
of  the  rectified  data  signals  and  converts  the 
integrated  average  to  digital  form.  The  dig¬ 
itizer  operates  by  applying  the  input  analog 
voltage  to  a  voltage -to -frequency  converter. 

The  instrument  than  "counts"  the  pulses  gen¬ 
erated  by  the  voltage -to -frequency  converter. 


Since  the  integrator  operates  for  a  precisely 
controlled  period  (1.0,  0.1,  or  0.01  seconds), 
the  total  count  during  the  sample  period  is  di¬ 
rectly  proportional  to  the  integral  of  the  applied 
input  voltage.  The  automatic  programmer  is 
coupled  to  the  integrator  to  control  the  start, 
duration,  and  end  of  the  integration  operation. 

At  the  end  of  the  integration  process,  the  time 
average  of  the  input  signal  is  available  in 
binary-coded  decimal  (BCD)  form. 

5.  Coupler  -  The  coupler  prepares  the  dig¬ 
itized  data  for  recording  on  the  tape  recorder. 
When  instructed  to  do  so  by  the  programmer, 
the  coupler  briefly  stores  the  following  infor¬ 
mation  in  parallel  form: 

1.  Identification  of  the  channel  being  meas¬ 
ured,  from  01  to  50. 

2.  The  function  (voltage  or  frequency)  being 
measured  by  the  integrating  digitizer. 

3.  The  value  of  the  measurement  being 
nade  (5  digits). 

4.  A  single  range  digit  indicating  the  nega¬ 
tive  power  of  ten  by  which  the  measurement 

(3,  above)  is  multiplied. 

This  information  is  released  serially  to  the  in¬ 
cremental  magnetic  tape  recorder.  The  cou¬ 
pler  is  also  used  to  select  and  generate  gaps  in 
the  magnetic  tape. 


i?  ig.  5.  Linearity  characteristics  of 
full  wave  rectifier 
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6.  Incremental  Magnetic  Tape  Recorder  - 
The  tape  recorder,  whose  operation  is  coordi¬ 
nated  by  the  automatic  programmer  and  cou¬ 
pler,  records  and  permanently  stores,  in  digital 
form,  the  data  which  were  temporarily  stored 
in  the  coupler.  The  magnetic  tape  advances  in 
accurately  controlled  steps  of  0.005  in,,  cor¬ 
responding  to  the  standard  data  packing  density 
of  200  bits  per  in.  The  1/2 -in.  wide  tape  is 
recorded  on  seven  tracks  whose  spacing  and 
electrical  characteristics  are  completely  com¬ 
patible  with  IBM  computer  tape  transports. 


TEST  OPERATIONS  WITH  THE 
DIGITAL  RECORDING  SYSTEM 

Operation  of  the  digital  data  recording 
system  is  straightforward.  Each  response 
transducer  is  connected  to  a  separate  input  on 
the  scanner  and  pushbuttons  are  depressed  to 
select  channels.  As  indicated  earlier,  up  to  50 
transducers  can  be  accommodated  at  one  time. 
Each  channel  in  the  scanner  which  is  being  used 
is  then  programmed  for  function,  range,  inte¬ 
gration  time,  and  time  delay  between  scanner 
switching  and  start  of  integrating  period.  Pro¬ 
gramming  is  quickly  accomplished  by  inserting 
diode  pins  into  a  pinboard  as  shown  in  Rg.  6. 

The  output  of  the  scanner  is  connected  to 
the  linear  full-wave  rectifier.  The  output  of 
the  rectifier  is  connected  to  the  integrating 


voltmeter  (digitizei').  At  this  point,  calibration 
of  the  integrating  voltmeter  is  verified  by  op¬ 
erating  the  voltmeter  in  ’’calibration"  function. 
Then  the  rectifier  is  checked  by  applying  a 
known  ac  signal  through  one  channel  of  the 
scanner  and  adjusting  the  rectifier  gain  and 
symmetry  to  obtain  the  correct  (rectified)  aver¬ 
age  indication  on  the  voltmeter. 

The  coupler  is  then  set  to  generate  the  de¬ 
sired  tape  gaps  after  each  channel,  after  a  se¬ 
lected  number  of  channels,  or  after  each  scan. 
The  magnetic  tape  transport  is  then  loaded,  and 
the  system  is  ready  for  use. 

A  special  feature  of  the  system  is  the  abil¬ 
ity  to  set  in  manually,  via  thumbwheel  switches, 
nine  digits  of  additional  information.  These 
digits  are  used  for  test  identification  number, 
test  input  frequency,  and  test  force  magnitude. 
During  each  data  scan,  the  nine  digits  can  be 
recorded  just  before  the  first  vibration  trans¬ 
ducer  signal  is  sampled. 

Once  the  data  recording  system  is  set  up, 
the  test  operations  may  proceed.  The  shaker, 
or  shakers,  are  set  at  an  arbitrary  frequency 
and  force  level,  the  input  frequency  and  force 
are  set  on  the  appropriate  thumbwheel  switches, 
and  the  data  system  "STEP"  button  is  depressed, 
All  of  the  preselected  transducers  are  scanned, 
digitized,  and  recorded.  If  a  one-second  integra¬ 
tion  time  has  been  selected,  then  approximately 


Fig.  6.  Pinboard  for  progranonoing 
measurement  functions 
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1.1  seconds  are  required  to  scan  each  channel. 
At  the  completion  of  the  scan,  the  test  frequency 
is  increased  an  arbitrary  increment,  input  force 
is  checked,  thumbwheel  switches  set,  and  the 
data  are  scanned  again.  This  procedure  is  re¬ 
peated  until  the  frequency  band  of  interest  has 
been  surveyed. 


DATA  PROCESSING  OPERATIONS 

Data  recorded  on  the  magnetic  tape  are 
generally  processed  in  two  ways:  numerical 
tabulations  of  the  raw  data  (voltages),  and  final 
frequency  response  plots.  Tabulations  can  be 
obtained  very  quickly  by  the  highspeed  IBM  1403 


Printer.  Figure  7  shows  the  format  and  infor¬ 
mation  in  a  data  tabulation. 

The  final  frequency  response  plots  take 
only  slightly  longer.  The  flow  diagram  in  Fig.  8 
illustrates  the  several  steps— all  automated— 
which  are  required  to  convert  raw  data  into  final 
plots.  A  special  IBM  1401  computer  program 
was  written  to  convert  the  voltage  recorded 
from  the  transducer  into  velocity;  convert  the 
velocity  into  double-amplitude  displacement; 
and  normalize  the  amplitude  with  respect  to 
input  force.  The  computer  then  scales  the  nor¬ 
malized  response  for  plotting  on  semilogarlthmic 
paper.  A  Benson- Lehner  automatic  plotter  pre¬ 
pares  the  final  plots  from  the  computer  output 
tape.  A  final  plot  is  shown  in  Fig.  9. 
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Fig.  7.  Typical  raw-data  print-out 
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Fig.  8.  Flow  diagram  for  processing 
frequency  response  data 
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FREQUENCY  -  CPS 

Fig.  9-  Final  data  plot  from  digital  data  system 


CONCLUSIONS  AND  AREAS 
FOR  FURTHER  STUDY 

A  Digital  Data  Recording  System  has  been 
lescribed  which  records  and  processes  fre- 
fuency  response  data  generated  in  structural 
lynamics  response  testing.  The  system  has  re- 
iulted  in  substantial  savings  over  previous  meth- 
ids  of  manual  data  reduction,  while  providing 


increased  accuracy  and  reduced  time  delay  be¬ 
tween  completion  of  test  and  availability  of 
plotted  data. 

Additional  studies  are  being  conducted  to 
use  the  system  on  continuous  frequency  sweep 
tests  and  to  provide  a  means  for  recording 
mode  shape  data. 
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Appendix 


ANALYSIS  OF  ERRORS  RESULTING  FROM  INTEGRATION  OF 
RECTIFIED  SINUSOIDAL  SIGNALS  OVER  FINITE  TIME  PERIODS 


The  use  of  a  detector  which  performs  a 
true  integration  of  a  rectified  sine  wave  per¬ 
mits  the  integration  errors  resulting  from  a 
finite  integration  period  to  be  accurately  deter¬ 
mined.  Consider  the  output  of  a  full-wave  rec¬ 
tifier,  which  is  a  series  of  -'half-sine"  pulses. 
The  average  value  of  each  half-sine  is  deter¬ 
mined  from 


Eavg  =  —  I  \  sin  0  de  , 
"0 


E  -1a 
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peak  value  of  the  pulse  (see  Fig.  10).  In  this 
case, 
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Therefore,  the  maximum  "average”  that 
could  be  detected  would  be  for  integration  over 
very  small  fractions  of  a  half-sine,  where  e 
approaches  zero.  Then, 


This  well  known  result  is  obtained  when¬ 
ever  an  integral  number  of  half-sine  pulses  is 
integrated,  in  which  case  the  result  is  inde¬ 
pendent  of  the  starting  point  of  the  integration. 
Errors  may  result,  however,  when  a  non¬ 
integral  number  of  half -sine  pulses  are  aver¬ 
aged.  The  errors  will  depend  not  only  on  the 
non-integral  number  of  half -sine  pulses,  but 
also  on  the  exact  point  on  a  pulse  at  which  the 
integration  is  initiated.  The  maximum  and 
minimum  integrated  values  can  be  calculated 
for  these  cases. 

The  maximum  integrated  value  results 
when  the  fractional  pulse  is  integrated  near  the 


/  A, 


.1, 1  m  1  ~ 
B  \ 


It  is  also  apparent  that  as  0  approaches 
?t/2,  we  obtain  the  correct  average. 


E 


Following  a  similar  argument,  the  mini¬ 
mum  value  of  detected  average  is  obtained  by 
integrating  the  fractional  pulses  near  their  zero 


INTEGRATION  RANGE  FOR  MINIMUM  INTEGRATED  VALUE 


Fig.  10.  Integration  range  for 
calculation  of  errors 
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value,  as  shown  in  Fig.  10.  For  integral  values 
of  n, 


[Eavg] 


(mr  *9 

\  I  sin  6\  dO  , 


[E 


-  A. 


1  -  cos  0 


(A-4) 


The  limiting  case  as  6  approaches  zero  is 


and  minimum)  which  could  be  obtained.  As  the 
sampled  number  of  half-sines  increases,  the 
error  rapidly  diminishes. 

It  is  interesting  to  compare  the  known  error 
of  the  present  system  with  the  variations  in 
readings  which  might  be  obtained  with  conven¬ 
tional  RC  integration  of  the  output  of  a  full-wave 
rectifier.  Considering  the  circuit  of  Fig.  2, 
note  that  the  full-wave  rectified  signal  can  be 
represented  by  its  Fourier  series  equivalent  (4): 


lim  Aq 

e~*o 


0  . 


E(  a)t ) 


-T. 
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4n^-  1 


COS  2najt 
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As  (9  approaches  7t/2, 


The  values  obtained  by  averaging  over  a 
nonintegral  number  of  half-sine  waves,  nor¬ 
malized  so  that  the  true  average  is  unity,  are 
shown  in  Fig.  11.  The  upper  and  lower  curves 
represent  the  worst  possible  errors  (maximum 


A  study  of  the  response  of  the  RC  integrating 
circuit  may  be  made  by  summing  the  response 
to  the  steady  component  plus  the  response  to  the 
alternating  components.  Since  the  alternating 
components  fall  off  rapidly  with  n ,  only  the  first 
ac  component  (n^^i)  will  be  considered.  Assum¬ 
ing  a  very  low  source  imjredance  for  the  full- 
wave  rectifier  and  a  time  constant  of  0.25  sec¬ 
ond  for  the  RC  integrator,  the  response  of  the 
integrating  circuit  to  the  steady -state  compo¬ 
nent  of  the  rectified  signal  is: 


Fig.  11.  Range  of  errors  resulting  from  true 
integration  of  rectifier  output 


189 


2A, 


1  -  e 


(A-6) 


1 


E 


s ,  s . 


4A, 


i  (0.25)^  (877)^ 


where  RC  is  the  integrator  time  constant. 

The  response  of  the  RC  circuit  to  any  ar¬ 
bitrary  cosine  wave  of  amplitude  A,  and  angular 
frequency  a.  is: 


r  t 

X  sin  (S^rt  +  0)  -  e  °  sin  . 

Since  **  =  9.1°  and  sin  &  =  0.16,  the  re¬ 
sponse  to  the  first  ac  component  reduces  to: 


^/^7W 


=t 

,2  L 


sin  (a)t^-4>)  '  e 


RC  , 


(A-7) 


where  0  =  arc  tan  (l/RCu^). 
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-0.067  sin  (8T7t  +  9.  1°) 
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+  0.017  e 
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Therefore,  to  determine  the  response  of  the 
RC  circuit  to  the  first  alternating  component  of 
the  rectified  sine  wave,  it  is  necessary  only  to 
correct  the  amplitude  of  the  alternating  compo¬ 
nent  according  to  Eq.  (A -5),  For  an  applied 
signal  of  2  cps,  the  first  alternating  component 
in  the  Fourier  series  is 

-  - 2,  cos  Srrt  , 

377 

This  is  the  component  applied  to  the  RC 
circuit. 

From  Eq.  (A-7),  the  response  of  the  RC 
circuit  to  this  applied  signal  is: 


Finally,  the  complete  response  of  the  RC 
circuit  to  the  dc  component  and  the  first  ac 
component  of  the  rectified  sine  wave  is: 


^RC 


To  /  _ 


0.067  sin  (Srrt  +  9.  1 +  0 . 017  e  ' 


(A-9) 


These  three  components  have  been  nor¬ 
malized  so  that  the  true  average  is  unity,  and 
the  results  are  plotted  in  Fig.  12.  It  is  inter¬ 
esting  to  note  that  the  steady  component  in¬ 
creases  exponentially  to  approach  its  final  value 
of  2Ar(A^).  The  alternating  component,  how¬ 
ever,  continues  to  fluctuate  about  the  steady 


Fig.  12.  Response  of  an  RC  integrator 
to  a  rectified  sine  wave 
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component  at  approximately  10  percent  of  the 
true  average. 

Although  the  time  constant  of  the  RC  cir¬ 
cuit  and  the  frequency  of  the  applied  signal  were 
arbitrarily  chosen,  the  resulting  10  percent 
error  is  probably  a  representative  error.  If 
it  were  desired  to  decrease  this  error,  an 


increased  RC  time  constant  would  be  required 
and  this  would  result  in  a  correspondingly  longer 
time  for  the  dc  component  of  the  rectified  sig¬ 
nal  to  reach  its  final  value.  The  detector  which 
performs  a  true  integration  of  the  rectified 
sine  wave  is  therefore  considered  to  offer  the 
best  compromise  between  reading  speed  and 
minimum  error. 
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COMPARISON  OF  ANALOG  AND  DIGITAL  METHODS  FOR 

VIBRATION  ANALYSIS 


William  K.  Shilling  III 
AF  Flight  Dynamics  Laboratory 
Wright- Patterson  AFB,  Ohio 


The  results  of  comparisons  of  the  analog  analyzers  at  the  Air  Force 
Dynamics  Laboratory  Sonic  Fatigue  Facility  with  theoretical  results 
and  digital  computer  analyses  are  reported.  These  comparisons  pro¬ 
vide  a  method  for  determining  the  accuracy  of  analysis  and  establish 
advantages  or  limitations  of  analog  and  digital  procedures  for  various 
types  of  statistical  analysis.  Differences  between  the  three  methods  of 
analysis,  analog,  digital,  and  theoretical,  are  determined  and  analyzed. 
Methods  for  reducing  some  of  these  differences  are  suggested  and  il¬ 
lustrations  of  improvements  are  presented.  The  applicability  of  analog 
and  digital  techniques  to  the  analysis  of  various  kinds  of  data  is  dis¬ 
cussed  and  time  requirements  are  compared*  The  statistical  accuracy 
of  the  analysis  is  investigated.  Accuracy  is  compared  with  results  re¬ 
ported  in  the  literature  and  in  the  case  of  the  auto-correlation  analyzer, 
an  empirical  expression  for  statistical  accuracy  is  determined. 


INTRODUCTION 

Three  functions  predominate  in  providing 
the  statistical  information  required  for  modern 
vibration  analysis.  These  are  ix)wer  spectral 
density,  autocorrelation,  and  amplitude  proba¬ 
bility  density  functions.  At  the  Research  and 
Technology  Division  (RTD)  Sonic  Fatigue  Fa¬ 
cility  the  vibration  is  induced  in  structure  by 
high  intensity  noise.  Analysis  of  the  resulting 
vibration  data  is  performed  by  both  analog  and 
digital  data  analysis  methods. 

The  RTD  Sonic  Fatigue  Facility,  which  is 
presently  nearing  completion,  will  provide  the 
capability  to  conduct  exploratory  and  advanced 
development  on  acoustic  problems  of  flight  ve¬ 
hicles  such  as  sonic  fatigue  of  structures  and 
to  perform  acoustic  proof  testing  of  flight  ve¬ 
hicle  components.  This  facility  will  produce  a 
controlled  high  intensity  acoustic  environment 
quite  similar  to  those  encountered  in  service 
conditions.  Sirens,  which  produce  the  intense 
noise,  will  generate  high  intensity  sounds 
ranging  from  a  single  frequency  to  a  close  ap¬ 
proximation  of  broadband  noise. 

The  RTD  Sonic  Fatigue  Facility  (formerly 
the  Aeronautical  Systems  Division  (ASD)  Sonic 
Fatigue  Facility)  was  described  in  detail  in  a 
paper  presented  at  the  30th  Symposium  on 
Shock  and  Vibration  in  1961  (1),  This  facility 
is  now  almost  ready  for  full  operation.  The 


small  test  chamber  of  the  facility  has  been  in 
operation  for  the  past  year. 

The  facility  instrumentation  system  provides 
for  72  continuous  data  channels  or  342  time  shared 
data  channels.  Individual  channels  are  automati¬ 
cally  attenuated,  identified,  and  recorded  on  FM 
tape.  Quick  look  monitoring  and  editing  equip¬ 
ment  is  used  to  bring  the  raw  data  samples  down 
to  manageable  size.  The  basic  analog  analysis 
equipment,  to  be  described  in  more  detail  later, 
consists  of  a  power  spectral  density  analyzer, 
a  correlation  analyzer,  and  an  amplitude  proba¬ 
bility  density  analyzer.  An  IBM  7094  digital 
computer  is  available  nearby  for  digital  proc¬ 
essing  of  data.  This  computer  is  available  on 
either  an  open  shop  basis  or  combined  with  the 
services  of  a  programmer. 

The  purpose  of  this  paper  is  to  illustrate  the 
two  basic  types  of  data  analysis  available  at  the 
Sonic  Fatigue  Facility  and  to  show  how  each  will 
provide  the  three  major  functions  required  from 
the  raw  data. 


ANALYSIS  FUNCTIONS 

The  autocorrelation  function  is  the  average 
product  of  a  signal  with  itself  at  a  later  time. 
This  function  is  often  used  to  determine  whether 
the  response  of  a  highly  resonant  system  is  re¬ 
sponding  to  a  periodic  excitation  or  to  a  wide 


193 


band  excitation.  The  autocorrelation  function  of 
a  periodic  signal  oscillates  at  the  same  fre¬ 
quency  as  the  signal  in  question.  However,  the 
autocorrelation  function  of  a  narrow  band  ran¬ 
dom  response  decays  to  zero  after  a  sufficient 
delay.  Another  use  for  this  function  is  to  sepa¬ 
rate  a  periodic  signal  from  noise  which  may 
mask  it  completely.  The  portion  of  the  auto¬ 
correlation  function  representing  the  noise 
decays  rapidly  to  zero,  but  the  portion  repre¬ 
senting  the  periodic  signal  continues  to  oscil¬ 
late  at  the  frequency  of  the  hidden  periodic 
signal.  The  autocorrelation  function  for  a 
function  of  time  is 


spends  in  a  narrow  amplitude  range.  The  prob¬ 
ability  density,  as  estimated  by  the  analyzer,  Is 
given  by  p(y)  (i/T)(v!:Nt/Ay).  In  this  expres¬ 
sion,  /At  is  the  total  time  spent  by  the  signal 
in  the  amplitude  region  y  to  y  4  Ay  during  the 
time  T  that  the  signal  is  observed.  This  infor¬ 
mation  is  extremely  useful  in  fatigue  testing  be¬ 
cause  it  indicates  the  amount  of  time  various 
stress  levels  are  present  in  a  structure.  This 
function  can  provide  insight  into  considerations 
such  as  whether  a  few  cycles  of  high  stress 
levels  are  more  damaging  than  many  cycles  of 
much  lower  stress  levels. 


R(t) 


1  im 


2T 


f(t )  f(t  +  t)  dt  . 


ANALYSIS  EQUIPMENT 
Analog 


The  analog  analyzer  approximates  this  expres¬ 
sion  by  performing 

R(t)  f(t)  f(t4  T)dt. 

The  power  spectral  density  of  a  random 
signal  is  essentially  the  contribution  of  each 
infinitesimally  narrow  band  of  component  fre¬ 
quencies  to  the  mean  square  value  of  the  signal. 
The  mean  square  value  of  the  signal  is  found 
from  the  power  spectral  density  function  by 
summing  the  values  of  the  function  for  each 
infinitesimal  band  of  frequencies.  The  value  of 
the  autocorrelation  function  at  zero  time  delay 
also  gives  the  mean  square  value  of  the  signal. 
The  power  spectral  density  is  related  to  the 
autocorrelation  function  by  the  expression 

G(f)  =  f  R(r)  . 


The  mean  square  signal  value  is  given  by 


R(0)  ^  G(f)  df  . 

J  ‘  CCi 

The  power  spectral  density  function  is  use¬ 
ful  in  structural  vibration  and  fatigue  analysis 
because  the  power  spectral  density  of  the  vibra¬ 
tion  response  of  a  structure  is  equal  to  the 
product  of  the  power  spectral  density  of  the 
excitation  and  the  square  of  the  absolute  value 
of  the  frequency  response  function  of  the  struc¬ 
ture.  Whenever  any  two  of  these  functions  are 
known  the  third  can  be  determined. 

The  amplitude  probability  density  function 
provides  a  measure  of  the  time  that  a  signal 


The  autocorrelation  analyzer  is  a  special 
purpose  analog  analyzer  developed  for  the  Air 
Force  RTD  Sonic  F^igue  Facility.  It  is  an 
elaborate  piece  of  equipment  capable  of  many 
modes  of  operation.  It  can  be  programmed  to 
operate  automatically  from  punched  tape  in¬ 
structions  and  to  display  its  output  on  charts  and 
punched  cards.  The  performance  of  this  equip¬ 
ment,  however,  Mdll  be  based  on  its  use  as  an 
autocorrelation  analyzer  with  RC  averaging  of 
the  lagged  product. 

For  autocorrelation,  only  one  input  to  the 
analyzer  shown  in  the  block  diagram,  Fig,  1,  is 
used.  Actually,  the  analyzer  can  also  serve  as 
a  cross  correlator  by  providing  different  inputs 
for  both  fixed  and  variable  delay.  Variable  de¬ 
lay  is  produced  by  a  rotating  magnetic  drum. 
Fixed  delay,  provided  by  a  delay  line,  is  needed 
only  to  generate  negative  r  for  cross  correla¬ 
tion.  Negative  r  provides  no  new  information 
for  the  autocorrelation  function  since  it  is  an 
even  function, 

In  brief,  the  analyzer  performs  the  follow¬ 
ing  functions.  The  input  signals  modulate  a  high 
frequency  carrier,  are  delayed,  demodulated, 
then  multiplied.  The  multiplied  output  is  either 
integrated  by  a  true  integrator,  or  passed 
through  an  RC  averaging  circuit.  The  integra¬ 
tion  circuit  is  designed  to  be  used  with  a  tape 
loop  input,  where  a  pulse  obtained  from  the 
tape  splice  is  used  to  reset  the  integration  cir¬ 
cuit  to  prevent  saturation  of  the  operational 
amplifiers.  When  a  continuous  input  is  used,  an 
RC  averaging  circuit  provides  an  approximate 
integration.  The  averaging  circuit  was  used 
throughout  the  tests  conducted  for  this  paper. 

The  total  range  of  delay  available  in  the  analyzer 
is  from  -10  ms  to  +50  ms. 

The  power  spectral  density  analyzer  approxi¬ 
mates  the  true  power  spectral  density  by  narrow 
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Fig.  1.  Block  diagram  of  the 
autocorrelation  analyzer 


band  filtering.  The  block  diagram  of  the  power 
spectral  density  analyzer  is  shown  in  Fig,  2. 

The  input  signal  is  modulated  and  then  filtered 
through  a  narrow  band  filter.  The  mean  square 
output  of  this  filter  is  plotted  against  the  fre¬ 
quency  being  filtered.  Filter  bandwidths  are 
selected  from  available  values  of  1,  5,  10,  and 
100  cps.  Outputs  of  these  filters  are  normal¬ 
ized  for  bandwidth  in  order  to  provide  an  esti¬ 
mate  of  power  spectral  density.  The  mean 
square  is  determined  by  means  of  squaring 
amplifier  whose  output  is  placed  through  an 
integrator  which  averages  over  the  length  of 
signal  available.  The  output  of  this  analyzer 
appears  on  an  X-Y  plot  with  the  power  spectral 
density  in  decibels  as  the  ordinate  and  fre¬ 
quency  as  the  abscissa. 

The  amplitude  probability  density  analyzer, 
shown  in  Fig.  3,  slowly  sweeps  an  amplitude 
window  over  the  entire  range  of  amplitudes 
covered  by  the  input  signal.  The  input  is  first 
normalized  to  one  volt  rms.  One  volt  is  then 
equivalent  to  one  standard  deviation  (o-).  The 
analyzer  can  sweep  from  -6.25  volts  to  +6.25 
volts  which  is  sufficient  for  almost  all  signals 
encountered  in  practice.  When  the  input  signal 
is  in  the  amplitude  window,  a  gate  circuit  allows 
pulses  from  a  generator  to  be  counted.  The 
number  of  pulses  counted  at  each  amplitude 


position,  divided  by  the  total  number  generated, 
provides  an  estimie  of  the  probability  density. 

The  estimated  probability  density  function 
is  plotted  continuously  on  an  X-Y  plotter  as  the 
amplitude  window  sweeps  the  maximum  ampli¬ 
tude  range.  The  width  of  the  amplitude  window 
was  determined  by  shorting  the  input  and  manu¬ 
ally  sweeping  the  window  through  zero  volts. 
The  window  is  0.1  volts  in  width. 


Digital 

The  only  specific  items  of  equipment  re¬ 
quired  at  the  Sonic  Fatigue  Facility  for  digital 
data  analysis  are  an  analog  to  digital  converter, 
and  a  digital  tape  transport.  This  equipment 
provides  a  means  to  digitize  samples  of  raw 
data  and  record  the  digitized  samples  on  mag¬ 
netic  tape. 

The  tape  is  delivered  to  the  digital  com¬ 
puter  complex  where  it  is  reprocessed  to  be 
compatible  with  SYSTRAN  (2).  SYSTRAN  is  a 
multipurpose  program  which  was  developed  to 
provide  the  analysis  capability  of  a  14-channel 
FM  magnetic  tape  and  light-galvanometer  data 
acquisition  system  used  for  Biomechanics  Re¬ 
search  in  the  Aerospace  Medical  Laboratories 


Fig.  2.  Block  diagram  of  the  power 
spectral  density  analyzer 
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OSCILLATOR 


Fig«  3,  Block  diagram  of  the  amplitude 
probability  density  analyzer 


at  Wright -Patterson  AFB,  Ohio.  It  includes 
subroutines  for  most  of  the  common  tools  of 
frequency  domain  analysis  of  linear  systems. 

It  provided  the  power  spectral  density,  auto¬ 
correlation,  and  probability  density  functions 
for  the  digital  analysis  portion  of  this  paper. 

The  A-D  converter  can  sample  data  at 
rates  of  208,  417,  834,  1667,  3333,  and  6667 
samples  per  second.  To  provide  even  higher 
effective  sampling  rates,  the  input  analog  tape 
transport  can  be  reduced  in  speed  by  a  factor 
of  10:1.  Digital  data  samples  are  arranged  on 
the  digital  tape  in  a  format  compatible  with  the 
IBM  7094.  All  necessary  identification  is  re¬ 
corded  at  the  beginning  of  each  data  record. 


SELECTION  OF  TEST  SIGNALS 
AND  THEORETICAL  ANALYSIS 

Several  periodic  waves  will  be  chosen  for 
test  signals.  Periodic  test  signals  which  are 
readily  available  and  can  be  analyzed  easily  are 
sine  waves,  square  waves,  and  triangular  waves. 
These  shall  be  used  for  calibration  purposes 
for  the  analyzers. 

A  sine  wave  can  be  expressed  as  a  function 
of  time  in  the  following  manner: 

f(t)  =  A  sin  (277ft+.!9). 

The  autocorrelation  function  for  this  wave  is 
found  to  be  R(t)  =  (A^/2)  cos  277fT,  where  r 
represents  the  time  delay.  The  amplitude 
probability  density  function  for  the  sine  wave 
can  be  shown  to  be  p(y)  =  I/Att^I-  (y/A)2.  The 
power  spectral  density  for  a  sine  wave  is  a  delta 
function  at  the  sinusoidal  frequency. 

Upon  calculating  the  autocorrelation  func¬ 
tion  for  a  square  wave  one  obtains  a  triangular 
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wave  with  a  maximum  value  equal  to  the  mean 
squared  value  of  the  square  wave.  This  tri¬ 
angular  wave  has  the  same  period  as  the  input 
square  wave.  The  amplitude  probability  density 
function  for  a  square  wave  is  given  by  two  ver¬ 
tical  lines,  one  at  the  maximum,  and  one  at  the 
minimum  amplitude. 

The  triangular  wave  with  peak  amplitudes 
A  spends  equal  time  in  equal  amplitude  incre¬ 
ments.  The  amplitude  probability  density  func¬ 
tion  is  therefore  a  rectangle  with  height  1/2A 
with  width  2A. 

The  most  commonly  used  random  test  sig¬ 
nal  is  Gaussian  noise.  Good  approximations  to 
Gaussian  noise  are  readily  available  from  elec¬ 
tronic  noise  generators.  Gaussian  noise  is  de¬ 
fined  by  the  amplitude  probability  density  func¬ 
tion 


where  m  is  the  mean  and  a  the  standard  devia¬ 
tion. 

Another  random  signal  amenable  to  analysis 
which  also  provides  a  good  test  signal  is  the 
random  telegraph  signal.  The  random  telegraph 
signal  has  a  positive  amplitude  of  A/ 2  and  negative 
amplitude  of  -A/2  with  a  random  period.  It  has 
an  autocorrelation  function  given  by 

A^  -2alrl 

T  ^ 

The  power  spectral  density  is  found  from  the 
Fourier  Transform  of  the  autocorrelation  func¬ 
tion,  The  power  spectral  density  is 

G(f)  -  (AV2)(a/a2^7,2f2^  ^ 


where  a  equals  the  average  number  of  zero 
crossings  per  unit  time  of  the  random  tele¬ 
graph  signal. 

The  above  two  signals  were  also  chosen  for 
calibration  and  comparison  purposes.  Other 
signals  which  are  often  encountered  in  the 
analysis  of  acoustic  test  data  are  broadband 
siren  data  and  signals  contaminated  by  60  cycle 
or  other  electrical  noise. 

Periodic  and  broadband  signals  comprised 
the  basic  test  program  for  the  various  analysis 
techniques.  The  signals  were  used,  however,  to 
determine  different  properties  of  the  three 
functions. 

For  correlation  analysis,  outputs  were  com¬ 
pared  to  theoretical  calculations  for  various 
values  of  time  delay,  7 .  It  was  necessary  to 
see  how  errors  behaved  as  r  became  quite 
large.  Power  spectral  density  analysis  was 
tested  to  determine  accuracy  as  a  function  of 
frequency.  Probability  density  analysis  pro¬ 
duced  a  function  of  amplitude  and  was  tested  ac  - 
cordingly. 

Sine  waves  were  used  as  a  test  signal  for 
each  of  the  three  analysis  functions.  This  sig¬ 
nal  provided  a  means  to  check  r  accuracy  ex¬ 
perimentally  for  correlation  measurements  and 
to  determine  how  large  a  r  the  analysis  could 
provide.  For  a  power  spectrum  analysis  the 
sine  wave  could  be  used  to  determine  filter 
transfer  function  of  the  analog  analyzer  and 
Illustrate  the  problems  arising  from  finite  sample 
lengths  in  the  digital  program.  The  sine  wave 
amplitude  density  analysis,  however,  becomes 
infinite  in  theory  so  it  could  not  be  followed 
completely  in  this  analysis.  The  degree  of  ap¬ 
proximation  can  be  readily  determined. 

Triangular  waves  work  well  for  theoreti¬ 
cal  analysis  of  probability  density.  This  wave 
shape  provides  a  constant  value  of  probability 
density  over  its  entire  amplitude  range.  This 
wave  is  appropriate  for  determining  stability  of 
the  analyzer. 

The  random  telegraph  wave  provides  a 
transition  from  the  completely  predictable  wave 
such  as  sine,  square,  or  triangle  to  the  com¬ 
pletely  unpredictable  broadband  Gaussian  typp 
signal.  In  the  random  telegraph  wave,  there 
are  only  two  choices  of  amplitude,  but  the 
period  of  one  cycle  can  be  of  any  value.  This 
wave  form  has  been  encountered  in  some  of  the 
newer  acoustic  noise  generators. 

The  broadband  noise  obtained  from  an 
electronic  noise  generator  is  close  to  Gaussian, 


as  are  many  naturally  occurring  phenomena. 
Gaussian  noise  has  a  well  known  probability 
density  function  and  can  be  used  as  a  test 
signal  to  determine  the  performance  of  the  prob¬ 
ability  density  analyzer.  The  autocorrelation  and 
power  spectral  density  functions  are  known  for 
a  broadband  Gaussian  signal,  which  can  be  used 
as  a  test  signal  for  these  angdyzers. 

Data  samples  for  the  digital  analysis  were 
limited  to  a  random  signal,  a  sine  wave,  and  a 
combination  of  the  two.  Digital  test  signals 
were  either  generated  by  the  computer  or  taken 
from  a  random  number  table.  The  test  signals 
used  for  the  analog  analyzers,  with  the  excep¬ 
tion  of  the  random  telegraph  signals,  are  also 
combinations  of  the  same  types  of  signals  used 
for  digital  analysis. 

RESULTS  AND  COMPARISON 


The  analog,  digital,  and  theoretical  results 
are  compared  in  Figs.  4  through  24.  These 
figures  include  input  signals  such  as  sinusoids, 


Fig,  4.  Autocorrelation  analyzer  output 
for  a  100  cps  sine  wave 


noise,  and  combinations  of  these  two  for  both  the 
analog  and  digital  systems.  In  addition  square 
waves,  triangular  waves,  and  random  telegraph 
signals  were  used  in  the  analog  analyzers. 

These  figures  also  include  the  result  of  clipping 
sinusoidal  input  signals  to  show  how  each  of  the 
three  types  of  analysis  can  indicate  the  presence 
of  clipping. 
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Fig.  5.  Autocorrelation  analyzer  output 
for  a  random  telegraph  signal 


—  ANALOG 

—  THEORETICAL 


The  analyzed  data  exhibited  a  variation  of 
the  maximum  amplitude  of  the  autocorrelation 
function  with  sweep  rate  and  time  constant.  In 
each  case,  when  the  time  constant  or  sweep 
rate  exceeds  a  certain  value,  the  maximum  am¬ 
plitude  drops  rapidly  from  the  predicted  value. 
Bendat,  Enochson,  and  Pier  sol  (3)  give  expres¬ 
sions  for  statistical  error  and  sweep  rate  as 
follows: 


Statistical  error  e  := 

VBK 


Swe  ep  r  a  t  e  < 


1 

16  BK 


Fig.  6.  Autocorrelation  analyzer  output 
for  a  100  cps  square  wave 


where 


Autocorrelation 

The  autocorrelation  analyzer  was  found  to 
have  a  delay  which  introduced  an  error  in  the 
time  delay  r  axis  as  shown  in  Figs.  4,  5,  and  6. 
To  correct  this,  a  1000  cps  sine  wave  was  used 
to  provide  one  ms  markers  on  the  r  axis.  Am¬ 
plitude  calibration  was  performed  in  two  ways. 
The  mean  squared  value  was  first  measured 
separately,  then  this  value  was  assigned  to  the 
maximum  value  obtained  by  the  autocorrelation 
function.  This  maximum  value  also  established 
the  zero  point  on  the  r  axis.  The  other  approach 
to  amplitude  calibration  involved  a  considera¬ 
tion  of  the  statistical  error. 


B  =  noise  bandwidth  of  signal,  and 

K  =  time  constant  of  analyzer  in  seconds. 

To  see  if  the  analyzer  followed  these  equa¬ 
tions,  narrow  band  noise  signals  of  noise  band¬ 
width  B  were  introduced  at  varying  sweep  rates 
and  time  constants.  In  all  cases  the  maximum 
amplitude  became  less  than  that  allowed  by  the 
statistical  accuracy  expression  at  a  much  lower 
sweep  rate  than  indicated  above. 

In  all  these  cases,  a  factor  of  4.7  times  the 
indicated  time  constant  would  place  the  ampli¬ 
tude  in  the  range  predicted  by  Ref.  (3).  The 
Sonic  Fatigue  Facility  analyzer  is  calibrated 
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to  sweep  in  increments  of  ms/min  so  that  al-  where 

lowable  sweep  rate  becomes: 


Sweep  rate 


6  X  10^  ms 
4.7  (16BK)  iiUn 


A  =  amplitude  of  sine  wave,  and 
d  =  sample  length  in  seconds. 


800  ms 
BK  min 

This  expression  has  been  compared  with 
other  data  to  see  how  well  it  holds.  In  all  cases 
checked,  it  has  proved  to  be  conservative.  The 
factor  4.7  apparently  represents  a  machine  time 
constant  in  excess  of  that  indicated  on  the  ana¬ 
lyzer  controls  for  averaging  the  lagged  product. 

After  one  becomes  used  to  observing  the 
output  of  analog  analyzers,  the  digital  results, 
in  some  cases,  do  not  appear  to  be  an  analysis 
of  the  same  input.  With  proper  interpretation 
it  can  be  shown  that  the  results  are  what  should 
be  expected  for  the  specific  input  to  the  par¬ 
ticular  analysis  system. 

The  first  input  to  the  digital  autocorrela¬ 
tion  program  was  a  1.0  volt  peak  sinusoid.  The 
theoretical  autocorrelation  function  is  a  cosine 
wave.  The  output,  instead,  was  the  decaying 
cosine  wave  shown  in  Fig.  7.  A  decaying  cosine 
wave  is  what  should  be  expected,  though,  for  a 
sine  wave  of  finite  length  d  has  the  autocorrela¬ 
tion  function 


If  it  is  desired  to  consider  the  autocorrelation 
function  of  an  infinitely  long  sine  wave,  a  cor¬ 
rection  term  to  compensate  for  the  linear  de¬ 
cay  would  have  to  be  included  in  the  digital 
program. 

The  number  of  r  values  available  to  define 
the  autocorrelation  function  is  limited  to  100  in 
Systran.  If  it  is  desired  to  obtain  the  power  spec 
tral  density  by  transforming  the  entire  non-zero 
portion  of  the  autocorrelation  function  the  incre¬ 
ments  between  the  100  specific  values  of  r  must 
be  chosen  large  enough  to  cover  the  complete 
data  record. 

One  of  the  prime  uses  of  autocorrelation 
analysis  is  to  separate  a  periodic  signal  from 
random  noise.  Fig.  8  illustrates  how  the 
analog  analyzer  could  detect  a  50  mv  rms  signal 
buried  in  one  volt  rms  random  noise  from  a 
continuous  sample.  The  digital  computer  was 
used  to  detect  a  500  mv  rms  signal  in  similar 
noise  using  a  sample  length  of  0.1  second. 

This  is  shown  in  Fig.  9. 

Clipping  of  the  sinusoidal  input  is  shown  in 
Fig.  10.  Both  the  analog  and  digital  systems 
show  the  rapid  drop  in  peak  correlation  and  the 
increasing  linearity  of  the  more  severely 
clipped  signals. 


Fig.  7.  Digital  autocorrelation  function  for  a 
bounded  50  cps  sine  wave 
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TIME  DELAY  IN  MILLISECONDS 

Fig.  8.  Analog  autocorrelation  function  for  1  volt  rms 
randorri  noise  plus  5  0  mv  60  cps  sine  wave 
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Fig.  9.  Digital  autocorrelation  function  for  1  volt  rms 
random  noise  plus  500  mv  50  cps  sine  wave 


Power  Spectral  Density  bandwidth  to  the  next.  Since  the  analyzer  plots 

only  one  point  per  bandwidth,  frequency  errors 

The  analog  power  spectral  density  analyzer  can  usually  be  corrected  by  counting  points  from 
analyzes  the  input  signal  one  bandwidth  at  a  a  known  frequency, 

time.  It  integrates  the  output  of  this  bandwidth 

for  a  fixed  period  of  time.  There  are  basically  In  general,  the  statistical  error  e  tends 

two  sources  of  errors.  One,  statistical  ampli-  to  follow  the  equation  e  =  i/7bk.  Figure  11 

tude  errors  due  to  a  finite  integration  time  and  shows  larger  errors  at  the  low  frequency 

two,  frequency  errors  due  to  faulty  readout  when  end  of  the  analysis  of  a  random  telegraph  sig- 

the  analyzer  moves  the  plotter  from  one  nal  where  a  1  cps  filter  was  used.  As  a  5  cps 
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Fig*  10.  Autocorrelation  function  for 
clipped  sine  waves 
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Fig.  11.  Analog  power  spectral  density  for  a  random  telegraph 
signal  with  565  zero  crossings  per  second 


and  then  a  10  cps  filter  is  switched  into  opera¬ 
tion  the  error  is  seen  to  decrease.  Figure  12 
shows  the  analysis  of  a  random  telegraph  signal 
where  a  1  cps  filter  was  used  for  the  entire 
plot.  In  this  case,  it  was  necessary  to  increase 
the  time  constant  of  the  mean  square  measure¬ 
ment  circuit  to  20  seconds  in  order  to  keep  the 
error  to  a  reasonable  level.  A  time  constant  of 
3  seconds  was  used  to  obtain  the  power  spectral 
density  shown  in  Fig.  11, 

As  can  be  seen  from  Figs.  11  and  12,  the 
power  spectral  density  given  by  the  analyzer 


was  quite  close  to  that  predicted.  The  slopes  of 
the  analyzer  curves  obviously  fall  along  the 
slopes  of  the  theoretical  curves. 

The  digital  system  produces  the  power  spec¬ 
tral  density  by  performing  the  Fourier  Trans¬ 
form  of  the  autocorrelation  function.  If  the  true 
autocorrelation  could  be  provided,  the  power 
spectral  density  should  agree  with  the  theoreti¬ 
cal  calculation.  In  the  digital  calculation  of  an 
autocorrelation  function  for  a  broadband  ran¬ 
dom  signal,  the  autocorrelation  has  the  form 
R(0)  [1- (M^)lr|]  for  |ri<(fVN)  and  approximately 


201 


.  ANALOG 
--  THEORETICAL 


q  Odb 

(ij 

DC 


_J 

UJ 


-10 


m 

u 

UJ 

o 

z 


>- 


z 

UJ 

o 


-30 


< 
tr 

u  -40 

Q. 

V) 


10 


O 

Q. 


-h- 

20 


H - 1 - 1 - 1 - 1 - \ - 1 

30  40  50  60  70  80  90 

FREQUENCY  IN  CPS 


Fig.  12.  Analog  power  spectral  density  for  a  random  telegraph 
signal  with  25  zero  crossings  per  second 


zero  thereafter  for  increasing  r.  (d  =  length  of 
data  record  and  N  =  number  of  digital  samples). 
This  means  that  the  power  spectrum  will  al¬ 
ways  be  proportional  to  (sin  TTfkAfk)^  which  is 
the  Fourier  Transform  of  an  expression  of  the 
form  [l-(lA)|r|],  If  a  narrow  band  at  the  lower 
frequency  end  of  the  spectrum  is  observed  it 
does  appear  to  be  the  expected  flat  spectrum. 
Similarly,  a  finite  length  sine  wave  record  will 
have  a  power  spectral  density  of  the  same  gen¬ 
eral  form  centered  about  the  input  frequency, 


rather  than  the  theoretical  delta  function  at  the 
sinusoidal  frequency.  This  results  from  the 
autocorrelation  function  being  of  finite  length 
and  decaying  to  zero  as  r  approaches  the 
record  length  d.  As  a  longer  data  record  is 
used,  holding  the  sampling  rate  constant,  the 
digital  power  spectral  density  would  be  ex¬ 
pected  to  become  increasingly  narrow. 

The  use  of  the  digital  computer  for  this 
analysis  forces  one  into  a  careful  consideration 


Fig.  13.  Digital  power  spectral  density  of  a  bounded 
50  cps  sine  wave 
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of  the  mathematics  involved.  Analytically,  the 
expression  for  the  power  spectral  density  of 
the  bounded  sine  wave  shown  in  Fig.  13  can  be 
found  to  be: 


sin^7T(f-  f  )d  - 

where  d  =  sample  length  of  input. 

This  expression  exhibits  the  proper  char¬ 
acteristics  in  the  limit  for  a  sine  wave.  It  il¬ 
lustrates  why  the  absolute  maximum  at  the 
sinusoidal  frequency  is  not  the  only  maximum. 

To  obtain  the  above  expression,  it  is  necessary 
that  one  carefully  chooses  the  range  of  r  in 
Systran  so  the  PSD  is  obtained  by  the  Fourier 
Transform  of  the  entire  autocorrelation  func¬ 
tion.  Although  the  absolute  maximum  occurs 
at  the  same  frequency,  the  spacing  of  the  re¬ 
sulting  maxima  can  be  quite  different,  and  the 
magnitude  changes  if  the  entire  autocorrelation 
function  is  not  transformed. 

To  obtain  a  better  estimate  of  the  true  power 
spectral  density,  a  spectral  window  must  be 
used.  The  use  of  spectral  windows  which  com¬ 
pensate  for  the  effects  of  finite  record  length 
are  described  by  Blackman  and  Tukey  (4).  Sys¬ 
tran  provides  for  nine  different  window  options 
to  improve  the  estimate  of  the  power  spectrum. 
Figure  14  shows  how  the  third  harmonic  of  the 
sine  wave  clipped  at  0. 1  volt  is  accentuated  and 
the  small  fluctuations  near  the  fundamental  are 
suppressed  when  the  spectral  window  0.54  +  0.46 
cos  is  used.  This  is  the  well  known 

’’hamming”  window.  In  Systran,  this  is  window 
option  number  5. 

The  analog  analyzer  in  Fig.  15  indicates 
the  presence  of  the  higher  harmonics  due  to 
clipping  more  clearly  than  the  digital  analysis. 
This  is  due  in  part  to  the  decibel  scale  used  by 
the  analog  analyzer.  Digital  analysis  is  in¬ 
herently  limited  because  of  the  presence  of 
secondary  maxima  which  tend  to  obscure  the 
higher  harmonics  generated  by  clipping. 

Periodic  signals  can  be  distinguished  in 
noise  as  shown  in  Figs.  16  and  17,  Here,  as  for 
autocorrelation  analysis,  a  much  shorter  sam¬ 
ple  with  a  correspondingly  higher  periodic  sig¬ 
nal  is  used  in  the  digital  analysis. 
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Fig.  14.  Digital  power  spectral  density 
of  a  bounded  50  cps  sine  wave  clipped  at 
0. 1  peak  value 


time  constant  smooths  a  Gaussian  signal  beauti¬ 
fully,  but  will  cause  the  distribution  function  to 
be  shifted  along  the  cr  axis.  It  also  rounds 
sharp  edges  found  in  the  analysis  of  periodic 
signals,  such  as  sine  waves  and  triangular 
waves.  Figures  18  and  19  show  the  output  of 
the  probability  density  analyzer  for  a  sine  wave 
and  for  broadband  noise  before  the  time  con¬ 
stants  were  reduced.  Figures  20  and  21  show 
the  output  with  the  time  constants  reduced  by  a 
factor  of  10:1.  Note  that  the  Gaussian  curve  is 
not  as  smooth,  but  the  skew  of  the  previous 
analysis  has  been  almost  eliminated. 

The  digital  program  suffers  from  no  such 
problems.  There,  the  major  problem  is  choos¬ 
ing  the  amplitude  increments  in  such  a  manner 
that  enough  points  are  available  in  each  ampli¬ 
tude  density  function.  The  short  sample  length 
used  in  the  digital  analysis  for  this  paper.  Fig. 
22,  showed  a  bias  on  the  positive  amplitude  side 
since  it  contained  more  positive  half  cycles 
than  negative  half  cycles. 


Amplitude  Probability  Density 

The  output  of  the  analog  device  is  quite 
sensitive  to  time  constants  and  the  instantaneous 
fluctuations  of  a  random  signal.  Too  long  a 


Tests  in  separation  of  periodic  signals 
from  noise  indicate  that  probability  density  is 
not  the  function  to  use  to  separate  signal  from 
noise.  Autocorrelation  or  power  spectral 
density  can  separate  a  signal  hidden  in  noise 
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Fig.  15.  Analog  power  spectral 
density  of  clipped  50  cps  sine  wave 


that  is  from  2  to  20  times  less  than  the  noise. 
For  a  periodic  signal  to  show  up  in  amplitude 
probability  density,  it  must  be  larger  than  the 
noise  signal. 
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Fig,  16.  Analog  power  spectral 
density  functions  for  1  volt  random 
noise  plus  50  cps  sine  wave 


Probability  density  is  a  good  indication  of 
clipping  for  a  sinusoidal  signal.  Figures  23  and 
24  show  how  both  the  analog  and  digital  systems 
indicate  changes  due  to  clipping. 

Time  Requirements 

The  time  for  a  computer  run  to  provide  a 
complete  autocorrelation  function,  power  spectral 


Fig.  17.  Digital  power  spectral  density  for 
1  volt  random  noise  plus  500  mv  50  cps  sine 
wave 
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Fig,  18.  Probability  density  ana¬ 
lyzer  output  for  1  volt  rms  sine  wave 


density  function,  and  probability  density 
function  has  varied  so  far  from  4  minutes  and 
5  seconds  to  6  minutes  and  43  seconds  depend¬ 
ing  on  which  storage  locations  are  available  to 
the  computer  on  that  run. 


The  data  samples  used  for  digital  computa¬ 
tion  in  this  paper  were  0.1  second  in  length. 

These  can  be  increased  without  changing  the 
analysis  time  appreciably.  Two -thirds  of  the 
analysis  times  quoted  above  was  required  for 
loading  the  Systran  program  into  the  computer. 
The  actual  analysis  required  only  one -third  of 
the  time,  thus  considerably  more  analysis  could 
be  accomplished  for  each  separate  loading  with¬ 
out  increasing  the  overall  time  by  a  great 
amount. 

The  analog  analyzers  generally  are  operated 
for  longer  times  on  one  analysis;  the  minimum 
sample  length  being  one  second.  The  correlation 
analyzer  will  operate  between  6  minutes  and  10 
hours  to  cover  a  r  range  of  60  ms.  The  ampli¬ 
tude  probability  density  analyzer  requires  from 
1  to  25  minutes  for  a  single  plot.  The  power 
spectral  density  analyzer  can  also  run  for  hours 
if  a  narrow  band  analysis  is  required  over  its 
full  10,000  cps  range  for  a  several  second  sample 
length. 

The  relatively  shorter  digital  times  are  a 
little  misleading  for  our  particular  operation. 
First  the  analog  tape  must  be  converted  to 
digital  in  the  A-D  converter.  Then  the  tape 
must  be  run  again  at  the  computer  facility  where 
it  is  converted  from  200  bits/in.  in  a  continuous 
tape  to  800  bits/in.  broken  up  into  data  blocks 
compatible  with  the  IBM  7094.  It  is  then  run 
through  a  program  to  put  it  in  a  form  suitable 
for  analysis  by  Systran.  Needless  to  say,  any 
saving  in  analysis  time  can  easily  be  lost  in 
this  re-recording  process. 


Fig.  19.  Probability  density  analyzer  ontput  for  1 
volt  rms  random  noise 
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Fig.  20.  Probability  denaity  analyzer  for  1  volt  rms 
triangular  wave  (modified  time  constant) 
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Fig.  21.  Analog  probability  density 
after  modification  of  time  constant 


Fig.  22.  Digital  amplitude 
probability  density  for  1  volt 
peak  bounded  sine  wave 


1-  1,0  VOLT  RMS  SINE  WAVE 

2-  CLIPPED  AT  .707  PEAK 

3-  CLIPPED  AT  .5  PEAK 

4- CLIPPEDAT  .17  PEAK 

Fig,  Z3.  Analog  amplitude 
probability  density  for 
clipped  sine  waves 


CONCLUSIONS 

Autocorrelation  functions  compared 
favorably.  In  the  digital  case^  finite  sample 
lengths  had  to  be  taken  into  account.  The 
power  spectral  density  could  be  more  easily 
interpreted  from  analog  analysis^  but  shorter 
digital  samples  could  be  analyzed  more  quickly. 
The  amplitude  probability  densities  compared 
quite  well. 

An  inherent  limitation  of  the  digital  proc¬ 
essing  system  is  the  requirement  of  three  tape 
runs  before  getting  on  the  computer.  These 
include  digitizing,  repacking  and  blocking, 
then  decoding. 


The  digital  analysis  system  is  more  flex¬ 
ible;  it  is  not  restricted  solely  to  power  spec¬ 
tral  density,  correlation,  or  amplitude 
probability  density. 


AMPLITUDE  AMPLITUDE 

I.OVOLT  PEAK  SINE  WAVE  1.0  VOLT  PEAK  SINE  WAVE 

CLIPPED  AT  0.707  VOLTS  CLIPPED  AT  0.50  VOLTS 


Fig.  24.  Digital  amplitude  probability  density 
for  clipped  sine  waves 


Both  methods  will  provide  adequate 
analysis  of  selected  samples  of  data.  At  the 
Sonic  Fatigue  Facility,  analog  methods  are  used 
for  the  bulk  of  the  analysis  of  routine  test 
data  which  include  many  hours  of  noise  re¬ 
corded  on  tape.  Digital  methods  are  used  for 
special  purpose  analysis  where  there  are  not 
such  great  quantities  of  data. 

As  far  as  choosing  between  the  two 
methods,  it  seems  to  depend  on  whether  one 
would  rather  work  with  electronic  equipment 
or  would  rather  delve  into  the  equations 
describing  the  functions.  In  many  cases  it 
was  found  that  trying  to  interpret  the  digital 
results  forced  us  into  a  greater  understand¬ 
ing  of  the  mathematics  involved  in  the 
analysis. 
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AUTOMATIC  REAL-TIME  VIBRATION  SPECTRUM  ANALYZER 
SYSTEM  USING  DELAY  LINE  TIME  COMPRESSION  TECHNIQUES 


John  L.  Fryling 
Gulton  Industries,  Inc. 
Trenton,  New  Jersey 


An  automatic  hybrid  analog /digital  system  designed  for  on-line  process¬ 
ing  and  analysis  of  vibration  and  acoustic  data  signals  is  described.  The 
system  uses  time  compression  techniques  to  assist  in  real-time  opera¬ 
tion.  Data  can  be  analyzed  for  frequency  spectrum  on  both  an  amplitude 
and  power  basis,  cross  power  spectra,  autocorrelation,  and  crosscor¬ 
relation.  The  system  provides  analog  outputs  for  oscilloscope  display 
and  digital  outputs  in  IBM  compatible  format. 

Time  compression  is  provided  by  two  sets  of  recirculating  delay  line 
circuits.  Time  compression  allows  the  use  of  a  high  i-f,  fast  sweeping, 
wide  bandwidth,  heterodyne  spectrum  analyzer  for  spectral  analysis. 
Time  delays  for  auto-  and  cross -correlation  are  generated  by  inserting 
extra  delay  in  one  set  of  delay  lines,  allowing  one  data  channel  to  pre- 
cess  in  time  with  respect  to  the  other. 

The  vibration  and  acoustic  analysis  system  provides  spectrum  analysis 
and  time  correlation  for  signals  between  0.01  and  20,000  cps.  Signals 
above  5  kc  are  heterodyned  down  to  frequencies  below  5  kc. 

The  system  has  been  completed  and  delivered  to  NASA,  Michoud, 
Louisiana. 


INTRODUCTION 

With  the  advent  of  the  larger  rocket  test 
programs  related  to  the  Apollo  Program,  there 
has  been  increased  incentive  to  fully  automate 
vibration  spectrum  analysis.  The  first  approach 
taken  by  NASA  personnel  to  implement  such 
automation  has  been  to  derive  complete  pro¬ 
grams  for  performing  spectrum  analysis  and 
other  related  statistical  functions  on  the  newer, 
large-scale,  general-purpose  digital  computers. 
All  such  programs  essentially  have  involved 
calculation  of  the  autocorrelation  function,  and 
then  the  frequency  transform  of  the  autocorre¬ 
lation  function,  to  derive  the  amplitude  or  ^wer 
spectrum.  Such  autocorrelation  analysis  on  a 
digital  computer  results  in  a  series  of  multi¬ 
plications  for  each  tau  increment.  In  turn,  the 
tau  resolution  determines  the  bandwidth  reso¬ 
lution.  For  data  frequencies  to  3,000  cps,  com¬ 
puter  time  required  for  spectrum  analysis  has 
proven  to  be  somewhat  costly. 

Consequently,  NASA,  while  using  the  com¬ 
plete  digital  programs  for  some  spectral  analy¬ 
sis  work  and  other  more  complex  calculations 


such  as  cross  power  spectral  analysis,  etc., 
has  decided  that  another  approach— at  least  for 
quick  look— may  have  merit  for  reducing  the 
computer  load  and  resulting  analysis  expense. 
The  technique  chosen  requires  first  the  use  of 
time  compression  techniques  to  increase  data 
frequency,  then  derives  spectral  information 
using  rapidly  swept  analog  filtering  techniques 
at  high  intermediate  frequencies.  The  auto¬ 
correlation  computation  and  transform  calcula¬ 
tions  in  the  digital  computer  are  eliminated. 

In  this  hybrid  scheme  the  data  are  first 
digitized,  then  translated  upward  in  frequency 
via  delay  line  recirculating  loops  which  actually 
circulate  the  digitized  data.  Data  words  are 
contained  in  one-microsecond  time  slots.  The 
data  are  then  reconverted  from  a  digital  to  an 
analog  signal.  The  analog  data  are  then  in¬ 
creased  in  frequency  anywhere  from  50  to  50,000 
times,  depending  upon  the  data  frequency  range 
chosen  by  the  operator.  Because  of  this  frequency 
transformation,  spectrum  analysis  can  proceed 
at  a  very  fast  rate  using  a  heterodyne  swept 
filter  type  spectrum  analyzer  which  sweeps  the 
data  in  one  second  with  a  fairly  wide  analyzer 
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filter  bandwidth*.  However,  when  this  analyzer 
filter  bandwidth  is  translated  downward  to  the 
original  frequency  of  the  data,  it  can  be  shown 
that  a  very  narrow  band  resolution  results, 
witlKJut  the  attendant  difficulties  in  conventional 
analog  systems  such  as  long  filter  buildup 
times,  filter  instability,  requirements  for  mag¬ 
netic  tape  loops,  and  the  like. 

After  this  high-speed  analysis,  the  analog 
spectral  results  are  digitized  with  the  same 
analog -to -digital  converter  used  at  the  input. 
This  digitized  spectral  information  is  now 
processed  through  a  format  buffer.  Summation 
is  f^rformed  in  the  buffer  to  provide  accurate 
long-term  averages.  Further  calculations  and 
readout  can  be  performed  with  the  aid  of  a  digital 
computer.  These  calculations  might  include 
squaring,  averaging,  true  integration,  nor¬ 
malizing  over  time  integration  period,  flags  for 
over-range  and  under-range  data,  and  general 
formatting  for  future  readout  via  high-speed 
digital  printers. 

Such  a  facility  has  recently  been  delivered 
the  central  NASA  computer  facility  in  Michoud, 
Louisiana.  The  analyzer  system  is  designed 
for  compatibility  with  the  existing  IBM  7094  and 
GE  225  computer  systems  and  the  Stromberg- 
Carlson  Model  4020  high-speed  character 
printer  system.  The  analyzer  system  operates 
from  reel-to-reel  magnetic  tape  recorded 
analog  data  and  its  digital  magnetic  tape  output 
is  IBM-compatible. 

The  system  is  a  two-channel  analyzer  and 
has  capabilities  for  other  analysis  functions 
such  as  cross  power  spectrum  analysis,  auto¬ 
correlation  analysis  (in  the  time  domain),  and 
crosscorrelation  analysis  (in  the  time  domain). 
The  facility  can  also  be  used  for  straightforward 
analog-to- digital  conversion,  and  computer  for¬ 
matting  for  complete  digital  analysis  at  other 
NASA  computer  facilities.  In  the  auto-  and 
cross-correlation  modes  of  analysis,  time  de¬ 
lay  is  introduced  by  allowing  different  delay 
line  feedback  increments  to  exist  between  the 
two  data  channels,  thereby  causing  one  recir¬ 
culating  data  signal  to  precess  with  respect  to 
the  other.  Multiplication  and  integration  is 
performed  using  analog  techniques.  Correla¬ 
tion  coefficients  derived  in  this  manner  are 
then  digitized  and  placed  in  the  format  buffer. 
The  correlation  function  accuracy  is  enhanced 
by  summation  in  the  format  buffer.  The  basic 
system  block  diagram,  including  auxiliary  sub¬ 
systems  is  shown  in  Fig.  1.  A  photograph  of 
the  system  delivered  to  NASA  is  shown  in  Fig.  2, 
The  main  units  in  the  system  are: 


1.  A  Wideband  Analog  Magnetic  Tape  Re¬ 
producer  (Ampex  Model  FR1400) 

2.  Wideband  FM  Discriminators  (Data  Con¬ 
trol  Systems  Model  GFD-8  Units) 

3.  An  SS/FM  Ground  Station  (MSFC  50M 
11300  produced  by  Ortholog  Division  of  Gulton 
Industries,  Inc.) 

4.  A  Timing  Discriminator  (Data  Control 
Systems  Model  GFD-5) 

5.  A  Time  Decoder  and  Tape  Search  Unit 
(Astrodata  Model  6222) 

6.  A  Vibration  Analyzer  (Gulton  Industries, 
Inc.,  Ortholog  Division  Speedup  Analyzer) 

7.  A  Real-Time  Visual  Display  (Tektronix 
Model  564  Oscilloscope) 

8.  A  Digital  Format  Buffer  and  Tape  Re¬ 
corder  (Gulton  Industries,  Inc.,  C-G  Electronics 
Division  Format  Buffer  with  Potter  Digital  Tape 
Recorder) 

9.  Patch  Panel  Provisions  (ADC  Coaxial 
Patch  Panels  and  MAC  Pre -programmable 
Patching) 


MODES  OF  OPERATION 

The  Vibration  and  Acoustic  Analysis  Sys¬ 
tem  is  designed  to  operate  in  the  following 
modes: 

1.  Amplitude  spectrum  analysis  of  one  or 
two  separate  channels  simultaneously  with  out¬ 
put  digital  recording. 

2.  Power  spectrum  analysis  of  one  or  two 
separate  channels  simultaneously  with  output 
digital  recording. 

3.  Cross  power  (frequency  domain  cross- 
correlation)  of  two  separate  channels  with  out¬ 
put  digital  recording. 

4.  Autocorrelation  of  one  channel  of  infor¬ 
mation  with  output  digital  recording, 

5.  Time  domain  cross  cor  relation  of  two 
separate  channels  of  information  with  output 
digital  recording. 

6.  Simultaneous  analog -to -digital  conver¬ 
sion  of  two  separate  signals  (selected  at  the 
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Fig.  1.  Basic  system  block  diagram  vibration 
acoustic  analysis  system  NASA,  MSFC 


Fig.  2.  Automatic  real-time  vibration  spectrum  analyzer  system 
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patching  facility  with  subsequent  recording  in 
computer  format  on  the  output  digital  tape), 

7.  Analog-to-digital  conversion  of  a  single 
selected  signal  with  output  digital  recording. 

These  modes  will  be  discussed  individually  in 
the  following  paragraphs. 


TYPES  OF  INPUTS  TO  THE 
ANALYZER 

Possible  inputs  to  the  Vibration  Analyzer 
section  of  the  overall  system  are  shown  in 
Fig.  3.  While  there  could  be  other  combinations 
of  inputs,  the  ones  shown  in  Fig.  3  are  those 
most  commonly  used, 

1,  Direct  Reproduce  Data  Signals— Switch 
positions  Q)  of  Fig.  3  show  the  Vibration  Ana¬ 
lyzer  section  driven  by  two  channels  of  directly 
reproduced  signals  from  the  Ampex  FR1400  Re¬ 
producer.  The  maximum  frequency  which  can 
be  analyzed  is  20  kc.  Low  frequency  response 
is  limited  by  the  Ampex  FR1400  Reproducer  to 
300  cps  at  tape  speeds  of  60  and  120  ips  down 
to  100  cps  at  15  ips.  Best  analysis  results  are 
obtained  on  signals  below  5  kc,  since  signals 
above  this  frequency  are  translated  by  the  ana¬ 
lyzer  below  5  kc,  with  accompanying  translation 
errors.  This  point  is  further  explained  in  a 
later  section  of  this  paper. 

Figure  3  also  shows  the  signal  flow  of  the 
digital  timing  signals  which  are  recorded  with 
the  data  signals.  The  system,  as  initially  sup¬ 
plied,  is  capable  of  operation  on  AMR  Bl,  B2, 
Dl,  and  D5  time  code  formats.  Since  a  univer¬ 
sal  time  code  translator  (Astrodata  Model  6222) 
is  used  in  the  system,  other  time  codes  can  be 
used  by  substituting  other  translator  decoding 
plugins. 

The  time  code  is  recorded  in  FM  form.  In 
order  to  convert  this  FM  signal  to  a  suitable  in¬ 
put  to  the  Time  Decoder  and  Tape  Search  Unit, 
a  Data  Control  Systems  (DCS)  Model  GFD-5  FM 
Discriminator  is  used  as  the  Timing  Discrimi¬ 
nator.  Plugins  are  provided  with  the  system  to 
demodulate  FM  timing  signals  recorded  on  TRIG 
Bands  15  (30  kc,  ±7-1/2  percent),  17  (52.5  kc, 
±7-1/2  percent),  and  18  (70  kc,  ±7-1/2  percent). 
If  the  time  code  is  "directly  recorded"  on  the 
analog  tape,  then  the  Timing  Discriminator  is 
not  required,  and  the  time  code  tape  track  can 
be  patched  directly  to  the  input  of  the  Astrodata 
Model  6222  Time  Decoder  and  Tape  Search 
Unit. 


2.  Wideband  FM  Data  Signals— Switch  posi- 
tions(3)of  Fig.  3  show  the  Vibration  Analyzer 
inputs  from  the  two  Wideband  FM  Discrimina¬ 
tors  provided  in  the  system.  The  Wideband  FM 
Discriminators  are  Data  Control  Systems  Model 
GFD-8  FM  Discriminators.  Plugins  provided 
have  center  frequencies  of  900,  600,  450,  300, 
and  225  kc.  By  use  of  FM,  the  inputs  to  the  Vi¬ 
bration  Analyzer  can  go  to  dc,  thereby  using  the 
full  lower  frequency  range  of  the  Vibration  Ana¬ 
lyzer  down  to  0.01  cps. 

3.  SS/FM  Data  Signals— Switch  positions  (l) 
of  Fig.  3  show  the  Vibration  Analyzer  section 
driven  from  two  selected  outputs  of  the  SS/FM 
Ground  Station.  These  output  are  selected  at 
the  patching  facility.  As  shown,  the  SS/FM 
Ground  Station  is  fed  by  the  output  of  a  Wide¬ 
band  FM  Discriminator.  However,  if  the  SS/FM 
signal  was  recorded  directly  on  the  analog  tape, 
the  selected  tape  track  would  be  patched  directly 
into  the  SS/FM  Ground  Station  at  the  system 
patching  facility. 


PRE- FILTERING,  BANDSHIFTING, 

AND  ANALOG-TO-DIGITAL 
CONVERSION 

Before  time  compression  and  analysis,  data 
must,  in  some  cases,  be  frequency  translated 
and  then  pre-filtered  to  digital  form  (see  Figs. 

4,  5,  6,  and  7).  Input  data  are  first  passed 
through  the  Ortholog  Frequency  Translators  or 
the  Rixon  Bandshift  Modulators  and  then  through 
the  Ortholog  Pre- Filters. 

The  Frequency  Translator  handles  Input 
signals  in  the  following  frequency  bands:  zero 
to  5  kc,  5  to  8.75  kc,  8.75  to  12.5  kc,  12.5  to 
16.25  kc,  and  16.25  to  20  kc.  The  respective 
output  frequencies  are  zero  to  5  kc  on  the  zero 
to  5  kc  range,  and  1.25  to  5  kc  on  all  other  input 
ranges.  Since  the  Vibration  Analyzer  has  an 
upper  analysis  frequency  limit  of  5  kc,  this  fre¬ 
quency  translation  enables  higher  frequency 
signals  than  5  kc  to  be  analyzed,  even  though 
the  basic  analog-to-digital  conversion  rate  is 
limited  to  20  kc. 

The  Rixon  Bandshift  Modulator  accepts  in¬ 
put  signals  up  to  5  kc  and  provides  as  an  output 
a  bandshifted  140  cycle  segment  of  the  input. 

Its  output  signal  range  is  between  10  and  150 
cps,  regardless  of  the  frequency  range  of  the 
140  cycle  segment  of  the  input  data  selected. 

Use  of  the  Rixon  Bandshift  Modulators  permits 
the  Vibration  Analyzer  to  analyze  with  a  resolu¬ 
tion  of  0,5  cycles  throughout  the  range  of  0.5 
cps  to  5  kc. 
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ORTHO  LOG 


OUTPUT  H  CAN  BE 

(1)  ANA  IjOC- TO -DIGITAL  CONVERSION  OF  DATA  jH 
(^)  AMPLITUDE  SPECTRUM  ANALYSIS  OF  DATA 
{})  POWER  SPECTRUM  ANALYSIS  OF  DATA  ill 

(4)  REAL  COMPONENT  OF  CROSS  POWER  SPECTRUM 
ANALYSIS  OF  DATA  #1  AND  DATA 

(5)  TIME  CORREL-ATION  ANALYSIS  OF  DATA  #1  AND  DATA  «2 

(6)  AUTO  CORRELJVTION  ANALYSIS  OF  DATA  #1 


OUTPUT  ItZ  CAN  BE 

{!)  ANALOC-TO-DIGITAL  CONVERSION  OF  DATA  <<2 
{2.)  AMPLITUDE  SPECTRUM  ANALYSIS  OF  DATA  #2 

(3)  POWER  SPECTRUM  ANALYSIS  OF  DATA 

(4)  IMAGINARY  COMPONENT  OF  CROSS  POWER  SPECTRUM 
ANALYSIS  OF  DATA  1 1  AND  DATA  #2 

(5)  TIME  DELAY  VALUE  FOR  TIME  CORRELATION 
ANALYSIS  OF  DATA  #1  AND  DATA  #2 

(6}  time  delay  value  for  AUTO  CORRElJ^TlON 
ANALYSIS  OF  DATA  #l 


Fig.  3.  Analyzer  system  input  data  signals 
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Fig,  4.  Signal  flow-vibration  analyzer  amplitude  or  power  spectrum  analysis  of  two  data  signals 
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Fig.  5.  Signal  flow— vibration  analyzer  cross  spectrum  analysis  of  two  data  signals 
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Fig.  6.  Signal  flow— vibration  analyzer  auto-  and  cros s -correlation  analysis  of  two  data  signals 
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NOTE:  EXTERNAL  SIGNALS  CAN  BE  PATCHED 

DIRECTLY  INTO  ANA JjOG-TO-DlGITA  L 
CONVERTER  INPUTS. 


Fig.  7.  Signal  flow— vibration  analyzer  analog-to -digital  conversion  of  two  data  signals 


The  analog-to-digital  conversion  rate  is 
selected  to  be  at  least  four  times  the  highest 
frequency  of  interest  in  the  data  to  be  digitized. 
Hence,  when  processing  data  with  a  high  fre¬ 
quency  of  interest  of  5  kc,  the  20  kc  sample  rate 
is  used.  If  frequencies  above  5  kc  were  present 
in  the  signal  being  digitized,  ’'aliasing'’  errors 
would  result.  To  prevent  these  "aliasing” 
errors,  an  Ortholog  Pre-Filter  precedes  the 
Analog -to -Digital  Converter.  The  Pre -Filter 
attenuates  frequencies  above  the  highest  fre¬ 
quency  of  interest  in  a  given  analyzer  frequency 
range.  The  Pre- Filter  ranges  are  remotely 
controlled  by  the  Control  Unit  switch.  These 
ranges  are  10  to  5,000;  2  to  1,000;  0.5  to  250; 
0.125  to  62.5  and  0.01  to  5  cps. 

Conversion  from  analc^  to  digital  form 
takes  place  in  the  Redcor  Model  632  Analog-to- 
Digital  Converters.  The  digital  output  is  an 
absolute  value  code  of  10  binary  bits  and  a  sign 
bit.  The  number  of  analog-to-digital  conver¬ 
sions  per  second  is  normally  established  by  the 
settings  of  the  DATA  FREQUENCY  switches  on 
the  Control  Unit.  These  sample  rates  are  20  kc, 
4  kc,  1  kc,  250  cps,  and  20  cps,  corresponding 


to  upper  analysis  band  frequencies  of  5  kc,  1  kc, 
250  cps,  62.5  cps  and  5  cps,  respectively. 

It  will  be  noted  on  Fig,  7  that  external  sig¬ 
nals  can  be  digitized  by  patching  these  signals 
into  the  Analog -to -Digital  Converters.  The 
user  must  then  provide  anti-aliasing  filtering 
of  his  own  ahead  of  the  patching. 

When  two  data  channels  are  digitized  at  the 
same  time,  the  data  appears  interspersed  on  the 
same  digital  tape  record.  The  first  characters 
of  each  record  are  time  words  followed  by  a 
data  word,  with  subsequent  data  word  order  de¬ 
pending  on  the  sample  rate  ratios  of  channels 
No,  1  and  No.  2,  The  maximum  sampling  rate 
for  one  data  channel,  using  the  internal  sample 
rate  clock  in  the  Vibration  Analyzer,  is  20  kc. 
Hence,  only  one  5  kc  data  channel  can  be  digit¬ 
ized  at  a  time. 

The  digitized  data  words  are  stored  with  the 
time  words  in  the  Format  Buffer  until  the  Buffer 
is  sufficiently  full  to  create  a  tape  record.  Record 
length  is  4092  IBM  tape  characters  correspond¬ 
ing  to  682  computer  words  of  36  bits  each. 
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FEEDBACK 


ANAI.OG  OUTPUT 


Fig.  8.  Basic  delay  line  time  compression  technique 


DESCRIPTION  OF  HOW  DELAY 
LINES  CAN  BE  USED  FOR 
TIME  COMPRESSION 

Figure  8  illustrates  how  a  typical  2000-^ 
delay  line  as  used  in  the  Ortholog  system  pro¬ 
vides  time  compression  of  analog  data.  Digit¬ 
ized  samples  are  inserted  in  the  delay  line  at 
rates  of  20;  250;  1,000;  4,000;  or  20,000  samples 
per  sec.  Regardless  of  the  sampling  rate,  how¬ 
ever,  it  only  takes  each  sample  two  ms  to 
emerge  at  the  other  end  of  the  delay  line.  Con¬ 
necting  the  delay  line  back  upon  itself  will  then 
result  in  a  sample  circulating  around  the  delay 
line  each  two  ms. 

Since  the  data  are  in  digital  form,  we  as¬ 
sign  one-microsecond  positions  to  each  pulse. 
This  means,  of  course,  that  each  pulse  has  a 
duration  significantly  less  than  one  microsec¬ 
ond.  Thus,  as  many  as  2000  bits  (2000  samples 
in  nine  parallel  delay  lines)  can  be  stored  by 
one  channel  of  the  time  compression  system. 
Actual  circulation  of  the  data,  of  course,  cannot 
proceed  until  all  time  positions  in  the  delay 
lines  have  been  filled.  This  fill-up  time  will 
vary  depending  upon  the  basic  analog -to -digital 
conversion  rate  of  the  analyzer  system.  It  is, 
of  course,  a  simple  matter  to  insert  a  slight 
time  delay  in  the  feedback  loop  of  some  of  the 
delay  lines  to  generate  the  tau  increments  for 
auto-  and  cross-correlation  function  analysis. 


AMPLITUDE  SPECTRUM 
ANALYSIS  MODE 

The  signal  flow  for  amplitude  spectrum 
analysis  of  two  data  channels  is  shown  in  Fig,  6. 
Both  data  signals  to  be  analyzed  are  converted 
at  the  same  sample  rate.  The  mode  and  rate 
are  selected  at  the  Control  Unit. 

In  the  LIN/LOG  spectrum  analysis  mode, 
2000  input  data  signal  samples  are  '^time  com¬ 
pressed"  in  the  Ortholog  Model  OR-SU/2  Delay 
Line  Speedup  Device  to  a  two  ms  record  length. 
Two  thousand  samples  recirculated  in  two  ms 
and  reconverted  to  analog  form  result  in  a  time 
compressed  data  signal  with  a  250  kc  upper  fre¬ 
quency  limit.  The  Model  OR-WA/4  scans  the 
250  kc  range  in  one  second  at  a  rate  of  500  cps 
per  two  ms  (time  for  one  complete  2000  sample 
circulation).  The  analyzer  provides  analog 
linear  or  log  detector  spectrum  outputs  (through 
the  Down  Converter  and  Integrator)  to  be  digit¬ 
ized  for  entry  on  the  digital  output  tape.  The 
use  of  500  cycle  bandwidth  in  the  spectrum  ana¬ 
lyzer  provides  resolutions  ranging  from  10  to 
0.01  cycles,  depending  upon  the  data  frequency 
range  being  analyzed  and,  in  turn,  the  particular 
speedup  ratio  used. 

When  it  is  desired  to  provide  more  statis¬ 
tically  accurate  analysis,  successive  spectrum 
analyzer  runs  can  be  summed  before  recording 
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on  the  digital  output  tape.  From  1  to  1000  sum¬ 
mations  are  selected  in  a  Control  Unit  preset 
counter.  The  summation  is  accomplished 
through  use  of  an  adder  in  the  Format  Buffer. 
Two  channels  of  data  (500  frequency  segments 
per  channel)  can  be  stored  and  summed  in  the 
Format  Buffer.  Normalization  of  the  summa¬ 
tions  can  be  accomplished  subsequently  in  a 
digital  computer. 

It  is  presumed  that  in  many  instances  in 
the  amplitude  spectrum  mode  and  others,  con¬ 
trol  will  be  handled  automatically  by  the  opera¬ 
tion  of  the  Astrodata  Model  6222  Tape  Search. 
Manual  selection  of  analysis  times  from  the 
Control  Unit  is  also  possible.  It  would  appear, 
however,  that  manxial  selection  would  be  used 
primarily  during  setup  and  initial  investigation 
of  certain  portions  of  the  analog  tape. 

When  the  number  of  summations  selected 
by  the  operator  is  reached,  a  digital  output  tape 
is  written.  The  record  length,  as  in  all  modes, 
is  4092  IBM  tape  characters.  The  time  word  at 
the  initial  analysis  time  is  written  at  the  begin¬ 
ning  of  the  record,  followed  by  500  channel  No.  1 
spectrum  analysis  summations  and  500  channel 
No.  2  spectrum  analysis  summations. 


POWER  SPECTRUM  ANALYSIS 
MODE 

The  Vibration  Analyzer  can  be  used  to  per¬ 
form  power  spectral  density  analysis  of  two 
separate  data  signals  at  the  same  time.  Signal 
flow  for  this  mode  of  operation  is  also  shown  in 
Fig.  4.  The  ''Square  Law”  (Power)  spectrum 
analysis  mode  and  rate  are  selected  at  the  Con¬ 
trol  Unit. 

As  in  the  case  of  amplitude  spectrum  anal¬ 
ysis,  for  power  spectrum  analysis,  sampled  in¬ 
put  data  signals  are  "time  compressed”  in  the 
Ortholog  Model  OR-SU/2  Speedup  Device  to  a 
2  ms  record  length  which  is  spectrum  analyzed 
by  the  Model  OR-WA/4  Spectrum  Analyzer  over 
500  frequency  intervals,  each  500  cycles  wide. 
Each  complete  analysis  takes  one  second. 

The  Model  OR-WA/4  Spectrum  Analyzer  is 
a  swept,  high  frequency  heterodyne  analyzer 
which  has  an  i-f  centered  at  1.5  me,  500  cycles 
wide.  The  modulated  i-f  data  signals  are  het¬ 
erodyned  down  to  the  30  kc  range  and  squared 
in  the  GPS  Model  MU500F  Analog  four  (^adrant 
Multipliers.  The  squared  output  of  the  Analog 
Multipliers  is  smoothed  in  the  Ortholog  Recy¬ 
cling  Integrator  to  provide  a  detected  output  which 
is  digitized  and  fed  into  the  Format  Buffer, 


When  it  is  desired  to  provide  more  accu¬ 
rate  analyses,  successive  power  spectral  analy¬ 
sis  runs  can  be  summed  in  the  Format  Buffer 
before  placement  on  the  digital  output  tape 
similar  to  the  amplitude  spectrum  mode.  Again, 
when  the  number  of  summations  selected  by  the 
operator  is  reached,  a  digital  output  tape  is 
written. 


CROSS  SPECTRUM  ANALYSIS 
MODE 

In  the  Cross  Spectrum  Analysis  Mode,  the 
Vibration  Analyzer  is  used  to  compute  the 
"real”  and  "imaginary”  components  of  the 
cross  spectrum  between  two  input  data  chan¬ 
nels.  (Refer  to  Fig.  5  for  signal  flow  through 
the  Vibration  Analyzer.)  The  spectra  of  the  two 
data  channels  are  obtained  basically  as  in  the 
amplitude  and  power  spectrum  modes  above. 

To  obtain  the  real  component,  the  spectral 
outputs  of  the  Down  Converters  for  channels 
No.  1  and  No.  2  are  multiplied  in  a  GPS  Analog 
Multiplier.  The  Multiplier  output  is  integrated, 
digitized,  and  entered  in  the  Format  Biiffer. 

The  imaginary  component  of  the  cross 
spectrum  is  obtained  by  multiplying  the  output 
of  Down  Converter  No.  1  with  a  phase -shifted 
(90 phase  shift)  output  of  Down  Converter  No.  2. 
Again,  as  in  obtaining  the  real  component,  the 
Multiplier  output  is  integrated,  digitized,  and 
entered  in  the  Format  Buffer. 

Summation  of  cross  spectrum  results  can 
be  accomplished  in  the  Format  Buffer  before 
placement  on  the  digital  output  tape.  Summa¬ 
tions  between  1  and  1000  can  be  selected.  The 
two  components  of  data,  real  and  imaginary, 

(500  frequency  segments  per  component)  can  be 
stored  and  summed  in  the  Format  Buffer.  (Nor¬ 
malization  of  the  summations  is  subsequently 
accomplished  in  the  digital  computer.)  Again, 
when  tile  number  of  summations  selected  by  the 
operator  is  reached,  a  digital  output  tape  is 
written.  The  time  word  at  the  initial  analysis 
time  is  written  at  the  beginning  of  the  record, 
followed  by  500  real  and  500  imaginary  compo¬ 
nent  cross  spectrum  summations. 


AUTOCORRELATION  ANALYSIS 
MODE 

The  Vibration  Analyzer  can  be  used  to  com¬ 
pute  autocorrelation  functions  of  input  data  sig¬ 
nals.  The  signal  flow  for  processing  auto¬ 
correlation  functions  is  shown  on  Fig.  6.  The 
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auto  correlation  function  of  a  continuous  sta¬ 
tionary  random  process,  x(t),  is  expressed  as 


R(x)(7) 


lim 


J_ 

2T 


+  T) 


x(t)  dt  , 


where  T  is  the  integration  time  and  r  is  the 
time  delay  introduced  in  the  correlation. 

In  the  speedup  process  used  in  the  Vibra¬ 
tion  Analyzer,  T  in  the  formula  above  becomes 
two  ms,  which  is  the  length  of  time  required  for 
circulation  of  the  2000  data  samples  stored  in 
the  Model  OR-SU/2  Speedup  Devices,  The  in¬ 
crements  of  time  delay  (t)  are  selected  at  the 
Control  Unit,  Maximum  time  delay  is  one  ms 
or  it  can  be  expressed  as  1/2  T.  Integration  is 
from  zero  to  T.  (Referencing  actual  time  delays 
back  to  the  input  data  itself  before  speedup, 
typically,  the  5  cycle  data  range  provides  a 
time  delay  of  50  seconds  over  a  time  period  (T) 
of  100  seconds,  which  is  the  time  required  to 
fill  the  Model  OR-SU/2  Speedup  Devices  with 
2000  data  words.) 

It  will  be  noted  from  Fig.  6  that  the  time 
delay  (t)  is  introduced  in  Model  OR-SU/2 
Speedup  Device  No.  2  while  the  data  are  in 
digital  form.  Multiplication  is  performed  by 
analog  means  in  the  GPS  Model  MU500F  Analog 
Multiplier.  The  final  step  of  integration  takes 
place  in  the  cycling  integrator  in  the  Ortholog 
Integrator  unit.  Here,  two  integrators  are  em¬ 
ployed  alternately  during  the  two-mlllisecond 
integration  intervals.  The  correlation  coeffi¬ 
cients  from  the  cycling  integrator  are  digitized 
and  placed  in  the  Format  Buffer  along  with  their 
corresponding  time  delay  (r)  values. 

In  order  to  compute  autocorrelations  for 
input  records  of  as  much  as  one  second  without 
loss  of  data  on  the  5  kc  data  frequency  range, 
the  Vibration  Analyzer  digitizes  input  data  to 
four  binary  bits.  Since  only  0.1  sec  is  required 
to  fill  the  Model  OR-SU/2  Speedup  Devices  on 
this  data  range,  computation  of  correlation  co¬ 
efficients  for  the  0.1  sec  input  record  cannot 
exceed  0.1  sec  without  loss  of  data.  This  0.1 
sec  restriction  sets  a  limit  of  50  on  the  number 
of  correlation  coefficients  which  can  be  com¬ 
puted  for  a  given  0. 1  sec  input  record.  Typically, 
50  coefficients  with  delay  increments  of  20  /xsec 
can  be  computed  in  0.1  sec.  (Delay  increments 
of  2,  4,  6,  8,  10,  and  20  /xsec  can  be  selected  at 
the  Control  Unit.) 

Correlation  digital  readout  is  possible  in 
two  different  ways  depending  on  whether  or  not 
summation  records  are  desired.  The  selection 
is  made  at  the  Control  Unit  In  one  case  (not 


summed),  groups  of  coefficients  and  correspond¬ 
ing  tau  values  are  recorded  on  digital  tape,  one 
group  after  another,  Fbr  example,  assume  that 
a  maximum  of  50  coefficients  are  selected  at 
the  Control  Unit  preset  coefficient  counter.  The 
first  correlation  coefficient  and  its  delay  value 
are  stored  in  successive  locations  in  the  Format 
Buffer,  the  second  coefficient  and  its  delay  value 
in  the  next  two  Buffer  memory  locations,  etc. 
After  the  50th  coefficient  and  its  tau  (r)  value 
have  been  entered  into  the  Buffer,  a  time  word 
is  read  into  the  Buffer,  50  more  coefficients  and 
tau  values  alternately,  etc.  When  the  Buffer  is 
fxill,  a  digital  tape  record  is  written.  Computa¬ 
tion  continues,  creating  as  many  digital  tape 
records  as  required  for  the  analog  data  record 
being  processed. 

In  the  second  mode,  summation  of  the  cor¬ 
relation  coefficients  is  accomplished  in  the 
Format  Buffer.  The  number  of  summations  is 
selected  at  the  Control  Unit  preset  summation 
counter.  As  many  as  1280  summations  can  be 
handled.  In  this  operation,  as  many  as  500  cor¬ 
relation  coefficients  can  be  summed  and  stored 
in  the  ''1st  half’  of  the  Format  Buffer  with  cor¬ 
responding  delay  values  (as  many  as  500)  stored 
in  the  higher  numbered  memory  locations.  When 
the  desired  number  of  summations  is  reached, 
an  output  digital  tape  record  is  written.  This 
tape  record  has  a  time  word  at  its  beginning 
followed  by  successive  correlation  coefficients 
and  tau  values.  If  less  than  500  coefficients  are 
selected,  zeros  are  supplied  for  those  memory 
locations  not  used.  Record  length  is  4092  IBM 
tape  characters  as  in  all  other  modes. 


CROSSCORRELATION 
ANALYSIS  MODE 

Crosscorrelation  of  two  input  signals  can 
also  be  accomplished  as  shown  in  Fig.  6.  The 
crosscorrelation  function  of  two  continuous  sta¬ 
tionary  random  processes,  x(t)  and  y(t),  is 
expressed  as  follows: 


R  (  t) 


•+T 

Uin  ^  I  x(  t  +  r)  v(  t  )  dt  , 

T->oo  j  ^ 


where  T  is  the  integration  time  and  r  is  the 
time  delay  introduced  in  the  correlator. 

Signal  processing  through  the  Vibration 
Analyzer  is  essentially  the  same  as  for  the  auto¬ 
correlation  mode,  except  that  two  input  signals 
are  used  instead  of  one.  Again,  T  is  two  ms 
in  the  Model  OR-SU/2.  Tau  increments,  maxi¬ 
mum  time  delay,  and  integration  from  zero  to 
T  are  the  same  as  in  the  autocorrelation  mode. 
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Also,  digital  readout  is  the  same  as  for  the  auto¬ 
correlation  analysis  mode. 


POSSIBLE  IMPROVEMENTS  TO 
EXISTING  SYSTEM 

If  the  analyzer  is  operating  on-line  in  the 
spectrum  analysis  modes  of  operation,  it  skips 
an  increasingly  large  percentage  of  the  data 
for  the  higher  frequency  bands.  The  following 
table  illustrates  the  fillup  times  and  the  per¬ 
centage  of  data  skipped  for  each  of  the  basic 
frequency  bands: 


TABLE  1 

Fillup  Times  and  Percent  of 
Data  Not  Sampled 


Analysis 

Band 

(cps) 

Fillup 

Time 

Percent  of  Data 

Not  Sampled 

(sec.) 

(No  Updating) 

(Updating) 

10  -  5000 

0,1 

91 

90 

2  -  1000 

0.5 

67 

50 

0.5  -  250 

2.0 

33 

0 

0.125  -  62.5 

8.0 

11 

0 

0.01  -  5 

100 

1 

0 

Data  skipping  on  the  lower  frequency  bands, 
which  is  of  only  minor  significance,  can  be  com¬ 
pletely  eliminated  by  continuous  updating  through 
logic  circuit  timing.  For  such  updating,  another 
column  illustrates  the  percentage  of  data  still 
being  skipped.  It  should  be  noted,  however,  that 
even  updating  does  not  significantly  lessen  the 
problem  at  the  higher  frequency  ranges. 

The  method  of  eliminating  all  data  skipping 
is  to  employ  an  intermediate  tape  storage  be¬ 
tween  the  analog- to- digital  converter  and  the 
input  to  the  delay  line  time  compression  sys¬ 
tem.  Such  an  improvement,  of  course,  would 
not  allow  use  of  the  analyzer  for  complete  on¬ 
line  spectrum  analysis.  Rather,  all  data  would 
first  be  digitized,  the  digital  tape  then  rewound, 
and  finally  2000 -word  sample  groups  read  into 


the  analyzer.  For  the  highest  frequency  range 
to  5  kc,  data  would  be  reduced  in  approximately 
11  times  real  time  and  at  successively  lower 
ratios  for  the  lower  frequency  bands.  Ortholog 
Division  is  currently  designing  and  building  a 
system  using  such  an  intermediate  tape  storage 
technique  for  NASA,  Kennedy  Space  Center, 
Florida. 


POTENTIAL  IMPROVEMENTS  ON 
FUTURE  ANALYZERS  OF 
TfflS  TYPE 

Design  of  the  system  described  herein  was 
started  in  June  1964.  Since  that  time,  a  number 
of  small  digital  computer  main  frames  with 
very  fast  memory  cycle  times  have  been  intro¬ 
duced.  Such  computer  main  frames  can  be  used 
to  accomplish  the  same  time  compression  tech¬ 
niques  provided  by  a  delay  line  system.  More¬ 
over,  the  digital  computer  can  be  used  for  overall 
timing,  system  control,  and  for  other  calcula¬ 
tions,  such  as:  summation  of  spectral  or  cor¬ 
relation  coefficients,  and  normalization  of  these 
coefficients. 

To  provide  time  compression,  such  com¬ 
puter  main  frames  read  out  successive  data 
samples  to  specially  designed  external  regis¬ 
ters  and  then  return  the  data  from  these  regis¬ 
ters  to  the  computer  memory.  The  "Data  Break 
Input/Output’ '  modes  of  operation  for  several 
very  inexpensive  computer  main  frames  pro¬ 
vide  this  capability.  As  a  result,  it  is  antici¬ 
pated  that  future  systems  of  this  type  will  em¬ 
ploy  digital  computer  main  frames  for  time 
compression  and  control  at  costs  competitive 
with  delay  line  methods. 

Finally,  many  other  speedup  ratios,  analog- 
to -digital  conversion  rates  and  effective  filter 
bandwidths  would  be  provided  in  future  systems, 
depending  upon  flexibility  requirements. 
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An  analog  data  analyzer  system  designed  for  measuring  input-output 
characteristics  of  systems  under  dynamic  test  is  described.  This  sys¬ 
tem  is  designed  to  handle  essentially  all  types  of  analog  test  data  re¬ 
corded  on  either  magnetic  tape  or  strip  charts,  including  random, 
periodic,  or  transient  signals.  Typical  measurements  that  may  be  per¬ 
formed  include:  (a)  spectral  amplitude,  (b)  power  spectral  density,  (c) 
transmissibility,  (d)  cross  spectral  density  (coincident,  quadrature, 
and  magnitude),  and  (e)  gain,  phase,  and  coherence  (the  degree  of  linear 
correlation  between  any  two  signals  at  each  frequency).  Variations  in 
the  system  permit  the  detection  and  analysis  of  both  stationary  and  non¬ 
stationary  excitation  and  response  data,  and  the  study  of  systems  with 
both  linear  aind  nonlinear  response  characteristics.  Outputs  from  the 
analyzer  are  recorded  as  functions  of  time  or  frequency  in  eitlier  analog 
or  digital  form. 


SUMMARY 

Problems  in  handling  test  data  from  ex¬ 
perimental  work  in  the  fields  of  Reactor  Kinetics 
and  Control,  Heat  Transfer,  and  Hydraulics  and 
Structural  Dynamics  have  led  to  the  develop¬ 
ment  of  a  unique  spectrum  analyzer  system 
capable  of  computing  a  wide  variety  of  mathe¬ 
matical  and  statistical  relationships  between 
excitation  and  response  signals  from  a  system 
or  process  under  dynamic  test. 

The  analyzer  system  now  in  operation  in 
the  Data  Acquisition  and  Reduction  Center  at 
Atomics  International  is  designed  to  handle  es¬ 
sentially  all  types  of  dynamic  test  data,  re¬ 
corded  in  analog  form,  including:  (a)  random, 
periodic,  or  transient  signals,  (b)  signals  with 
noise  contamination,  and  (c)  signals  that  repre¬ 
sent  certain  types  of  nonstationary  excitation 
or  response  functions,  or  certain  types  of  non¬ 
linear  response  functions.  Figure  1  is  a  photo¬ 
graph  of  most  of  the  equipment  included  in  the 
analyzer  system. 

Analyses  may  be  performed  on  random, 
periodic,  or  transient  test  data  over  any  3- 
decade  frequency  range  from  below  0,0003  cps 
to  above  100,000  cps.  For  example,  transient 
test  data  from  a  fraction  of  a  millisecond  in 


duration  up  to  several  hours  in  duration  may  be 
analyzed.  The  analyzer  system  can  store  and 
process  up  to  150,000  cycles  of  analog  informa¬ 
tion  at  the  highest  frequency  to  be  studied.  The 
data  are  stored  on  a  14-channel  tape  loop  re¬ 
producer.  Gating  circuitry  permits  the  selec¬ 
tion  of  all  or  any  portion  of  the  data  for  detailed 
analysis.  Swept  periodic  or  swept  random  test 
data  may  usually  be  processed  directly  from  a 
reel-type  tape  reproducer,  thus  bypassing  the 
limitations  on  data  sample  length  imposed  by 
the  capacity  of  a  tape  loop  reproducer. 

Typical  measurements  that  may  be  per¬ 
formed  include:  (a)  spectral  amplitude,  (b) 
power  spectral  density,  (c)  transmissibility, 

(d)  cross  spectral  density  (coincident,  quadra¬ 
ture  or  magnitude),  and  (e)  gain,  phase,  and  co¬ 
herence  (the  degree  of  linear  correlation  between 
any  two  signals  at  each  frequency).  Variations 
in  the  system  permit  the  detection  and  analysis 
of  both  stationary  and  nonstationary  excitation 
or  response  data,  and  the  study  of  systems 
with  both  linear  and  nonlinear  response  charac¬ 
teristics. 

Outputs  from  the  analyzer  system  are  pre¬ 
sented  as  functions  of  time  or  frequency,  and 
displayed  either  on  analog  strip  charts  or  x-y 
recorders,  or  recorded  on  punched  paper  tape 


'I'V/ork  done  under  AEG  Contract  AT(  1 1- 1  )-GEN-8, 
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Fig.  1.  The  analog  cross  spectral  density  analyzer  system 


for  additional  manipulation,  computation  of  con-  ANALOG  COMPUTATIONS 
fidence  bands,  etc.,  with  a  digital  computer. 

Time  Invariant  Linear  System 

FREQUENCY  RESPONSE  Let  us  first  consider  the  problem  of  meas¬ 

uring  the  dynamic  response  characteristics  of  a 
Let  us  consider  the  problem  of  measuring  time  invariant  linear  system  excited  with  a 

the  dynamic  response  characteristics  of  a  sys-  driving  force  x(t)  and  with  a  response  y(t). 

tern  or  process  exposed  to  some  form  of  exci-  The  complex  components  of  x(t)  and  y(t)  in 

tation.  The  system  under  consideration  may  the  frequency  band  Aw,  centered  about  the  fre- 

be  represented  schematically  as  quency,  w,  are  extracted  by  use  of  in-phase  and 

quadrature  filters  with  a  bandwidth,  Aw. 

x(t) - ^  L(  jw)  - >-y(t), 


where  x(t)  is  the  system  driving  force  and 
y(  t)  is  the  system  response.  Since  any  arbi¬ 
trary  driving  function  can  be  represented  as  a 
sum  of  sinusoids,  the  complete  dynamic  char¬ 
acteristics  of  a  time  invariant  linear  system 
can  be  obtained  for  any  excitation  function, 
when  one  knows  the  response  of  a  system  to  an 
arbitrary  sinusoidal  driving  function  of  fre¬ 
quency,  ojy  amplitude.  A,  and  phase  </>, 

For  a  time  invariant  linear  system,  the 
response  to  a  sinusoid  is  another  sinusoid  with 
the  same  frequency,  but  with  amplitude 
multiplied  by  a  gain  factor  and  phase -shifted 
by  a  phase  factor.  For  descriptive  convenience, 
these  gain  and  phase  factors  are  represented  by 
L(  jw),  a  single  complex-valued  function  of  fre¬ 
quency  called  the  transfer  function.  The  basic 
problem  is  thus  reduced  to  comparing  the  fre¬ 
quency  components  of  the  input  and  response 
functions.  This  comparison  is  performed  auto¬ 
matically  in  the  cross  spectral  density  analyzer, 
and  is  described  in  the  following  section. 
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y(  t  ) 

Next,  all  possible  cross  products  are  com¬ 
puted  and  combined  to  form 
where 

ReSxyW-t)  ReS,(co.t)  R^Sy(a.,  t) 

-  t)  I^S  (o),  t)  , 


and 


([ReSxyH' 

^  c  /  A - ^ 


1/2 


+  ReSx(-.t)  I,S^(^,t)  . 


and 


Next,  the  average  values  of  these  two  cross 
products  are  computed  to  form  the  in-phase  and 
quadrature  components  of  the  cross  spectral 
density  function,  relating  x(t)  and  y(t)  at  the 
frequency,  Where  the  true  average  requires 
integration  over  an  infinite  length  of  time,  in 
practice  one  is  limited  to  estimating  the  aver¬ 
age  by  integrating  only  over  the  length  of  the 
data  sample,  T.  Thus, 

ReS,y(^0=Y  R,S,/.At)dt, 

Jo 


<P(-^) 


tan'^ 


Measurements  of  the  power  spectral  density, 
cross  spectral  density,  and  gain  and  phase  func¬ 
tions  are  performed  over  the  desired  frequency 
range  by  varying  the  center  frequency  of  the  band 
pass  filters  and  repeating  the  above  computations. 

It  should  be  noted  at  this  point  that  the 
methods  employed  to  compute  the  transfer  func¬ 
tion  apply  to  all  types  of  system  driving  functions, 
random,  periodic,  or  transient. 


and 

IS  (  I  IS  r  t )  dt  » 

Jo 

The  statistical  accuracy  of  this  estimate  will  be 
defined  in  a  later  section. 


System  With  Noise  Contamination 

Noise  contamination  of  dynamic  response 
signals  is  a  common  problem  which  occurs  both 
in  the  field  and  in  the  laboratory.  The  following 
summarizes  the  mathematical  concepts  involved 
in  the  determination  of  transfer  functions  from 
noise -contaminated  response  signals. 


While  computing  the  cross  spectral  density 
function,  the  analyzer  also  computes  the  power 
spectra  of  the  input  and  response  functions.  The 
filtered  components  of  x(t)  and  y(t)  are  simply 
squared,  added,  and  averaged  to  compute 
and  Syy(a.) ,  respectively.  Thus, 

aT 

=  T  [‘5eSx(“.  n  "  +  dt  , 

Jo 

and 

SyyC-'^-j)  -y\  0^+  t)^J  dt  . 

Jo 

The  transfer  function  relating  x(t)  and 
y(  t )  at  frequency  a?  is  then  computed  by  divid¬ 
ing  the  cross  spectral  density  by  the  power 
spectral  density  of  the  excitation  signal: 


Let  L(  jc^)  represent  the  transfer  function 
of  a  system  relating  two  observed  variables, 
x(t)  and  y(t). 


x(t) 


L(  joj) 


H-0 - .^y(t)  , 

n(  t) 


where  y(t),  the  observed  response  signal,  is 
being  affected  by  n(t),  an  extraneous  disturbance 
(e.g.,  instrumentation  noise  or  the  response  of 
the  system  to  some  unknown  driving  function). 

If  x(t  )  and  n(t)  are  statistically  uncorre¬ 
lated  with  each  other,  the  transfer  function  may 
be  determined  from  the  power  spectral  density 
of  x(t),  and  the  cross  spectral  density 

relating  xct)  and  y(t) ,  ,  as  if  the  dis¬ 

turbance  n(t)  did  not  exist.  Thus,  the  transfer 
function  is  described  by 


(iaA  R  S  (o^)  I  S 

xyv  _  e  xy'^  ^  ^  .  m  xy'^  f 

xx'^  ''  xx'^  ^  XX'  ^ 


L(  ]co) 


Sxx( 


Next,  the  real  and  imaginary  components 
of  the  transfer  function  are  converted  to  gain 
and  phase  functions,  and  0(0.),  respec¬ 

tively,  where 


The  power  spectrum  of  y(t),  ^yy(oj) ,  is  given 
by 
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If  is  very  small  compared  to  Syy(aO, 

the  magnitude  of  the  transfer  function  may  be 
determined  from  the  transmissibility  ratio 


SyyC^O/Sxxf"')-  Thus, 


lL(j«)l 


_Sxx(") 


1/  2 


and  i^L(ja;),  respectively.  First,  a 
constant,  k ,  is  computed  for  given  values  of  the 
following:  confidence  level,  c ;  filter  bandwidth, 
b  (in  cps);  and  data  sampling  time,  t  (in  sec¬ 
onds),  where 


k  = 


if 


The  gain  deviation,  and  the  phase  devia¬ 

tion  A(p(oj)  can  then  be  computed  from  estimates 
of  Syy(a3),  and  L(a,),  where 


This  transmissibility  measurement  cannot 
provide  phase  response  measurements,  and  if 
is  not  small  compared  to  Syy(aj),  the 
transmissibility  measurement  will  not  give  the 
true  gain  response.  Thus,  cross  spectral  den¬ 
sity  techniques  should  be  used  whenever  extran¬ 
eous  noise  is  excessive,  or  phase  resfKjnse  in¬ 
formation  is  required.  Another  advantage  of 
the  cross  spectral  density  measurement  is  that 
information  about  the  relative  power  spectral 
density  of  an  extraneous  disturbance  can  be  de¬ 
termined  from  the  product  of  two  measurements, 
(a)  the  transfer  function  obtained  in  the  forward 
direction  using  x(t)  as  the  input,  and  (b)  the 
transfer  function  measurement  obtained  in  the 
reverse  direction  by  treating  y(t)  as  the  input. 
This  frequency -dependent  product  is  called  the 
coherence  function,  (1)  ,  where 


L  J 

and 

AL(.:^) 

lS(p(cS)  -  arc  sin  — -  ♦ 

L(oj) 

According  to  Ref.  2,  the  probability  is  equal 
to  or  greater  than  the  confidence  level,  c,  so 
that:  (a)  the  true  value  of  gain  lies  in  the  band, 
L(uj)  ±  AL(.'^o,  (b)  the  true  value  of  phase  lies  in 
the  band,  t  Ikp(co) ,  (c)  the  true  value  of  the 

real  part  of  the  transfer  function  lies  in  the 
band,  r^L(]4j)  ±  aL(^^);  and  (d)  the  true  value  of 
the  imaginary  part  of  the  transfer  function  lies 
in  the  band,  i^L(  jo;)  i  AL(.aj) . 


i -  . 

Syy(aO 

By  use  of  the  above  model,  R^(aj)  may  be 
presented  in  terms  of  power  spectra. 


^  ^  _ : 

Syy(a.)  * 

R^(aj)  expresses  the  fraction  of  the  observed 
system  output  signal,  which  is  linearly  dependent 
upon  the  observed  input  signal.  This  fraction 
varies  from  zero  to  one,  depending  on  the  rela¬ 
tive  spectral  intensity  of  the  two  comjponents  of 
the  output  power  spectrum. 

The  power  spectrum  of  the  disturbance 
n(t)  can  be  computed  from  the  coherence  and 
the  output  power  spectrum. 


The  method  described  above  for  computing 
the  coherence  function  would  require  a 

series  of  four  or  five  multiplication  and  division 
operations.  While  this  function  may  readily  be 
computed  off-line  (from  the  punched  tape  output 
of  the  analyzer  system)  for  the  purpose  of  de¬ 
termining  confidence  bands  and  the  like,  a  simi¬ 
lar  but  simpler  coherence  function  R*(af)  is 
computed  directly  by  the  cross  spectral  density 
analyzer  system  for  the  purpose  of  data  evalua¬ 
tion. 

The  filtered  components  x(t)  and  y^t)  are 
passed  through  limiters  (circuits  that  detect 
polarity  changes)  to  obtain  simple  binary  signals 
of  the  form  t) / Ir^s t)  j ,  etc.  Con¬ 

ventional  binary  logic  circuits  are  then  used  to 
obtain  all  possible  cross  products.  These  cross 
products  are  then  combined  and  averaged  in  a 
manner  identical  to  that  described  for  the  com¬ 
putation  of  the  real  and  imaginary  components 
of  the  cross  spectral  density  function.  Howt  ver  , 
with  the  addition  of  the  limiters,  these  averaged 
products  take  the  form 


In  Ref.  2  it  is  shown  that  confidence  bands 
can  be  computed  at  each  frequency  for  estimates 
of  gain,  L(a>),  phase,  0(10),  and  the  real  and 
imaginary  components  of  the  transfer  function,  and 
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ImSxy(-) 


Is  I  X  Is  (a))  I 


These  averaged  products  vary  linearly  with 
phase^  and  the  magnitude  pf  these  prod^ 

ucts,  which  is  obtainable  by  simply  adding 
their  absolute  values,  is  defined  as  the  coher¬ 
ence  function 


-l- 

X  |Sy(ai)| 

As  shown  in  Ref.  3,  R^(a))  is  related  to  R^(aO 
by 


While  R^(crj)  represents  the  fraction  of  the 
power  spectral  density  of  y(  t),  which  came 
from  the  source,  x(t),  represents  the 

fraction  of  the  rms  spectral  density  of  y(t), 
which  came  from  the  source,  x(t).  R^(ai)  is 
used  primarily  to  electronically  screen  data  and 
determine  the  frequency  regions  where  the  data 
are  sufficiently  coherent  to  warrant  recording 
of  computed  gain  and  phase  estimates.  The  dis¬ 
crimination  level  may  be  set  to  trigger  at  any 
desired  level  of  coherence. 


NON-STATIONARY  LINEAR  SYSTEM 

Let  us  now  consider  the  problem  of  meas¬ 
uring  the  dynamic  response  characteristics  of 
a  linear  system  with  nonstationary  parameters. 

If  the  parameters,  are  changing  slowly  compared 
to  the  lowest  frequency  of  interest  in  the  sys¬ 
tem  transfer  function,  a  series  of  transients 
may  be  applied  to  the  system,  and  a  transfer 
function  computed  for  each  transient,  or  each 
series  of  transients. 

For  example,  a  series  of  fast-swept  sinu¬ 
soidal  perturbations  in  discharge  pressure  was 
introduced  in  a  rocket  engine  fuel  pump  during 
a  test  firing.  The  problem  was  to  determine 
what  changes  occurred,  if  any,  in  the  transfer 
functions  relating  the  inlet  and  outlet  pressures 
and  flow  rates  as  the  fuel  was  consumed  and  the 
inlet  pressure  decreased.  All  instrumentation 
signals  were  contaminated  with  noise  from  cav¬ 
itation  effects.  The  analog  cross  spectral  den¬ 
sity  analyzer  was  used  to  successfully  determine 
all  system  transfer  functions  for  each  fast- 
swept  sinusoidal  burst.  However,  if  the  sys¬ 
tem  parameters  are  changing  rapidly  compared 
to  the  frequencies  of  interest,  amplitude  or  fre¬ 
quency  modulation  of  the  system  response  may 
occur,  which  destroys  the  linear  coherence 


relating  the  observed  excitation  and  response 
signals. 

If  signals  are  available  which  represent 
changes  in  a  parameter  suspected  of  introducing 
modulation  effects,  cross  spectral  analysis  be¬ 
tween  such  signals  and  the  absolute  value  of  the 
response  signal  may  be  used  to  detect  and  study 
possible  amplitude  modulation  effects.  If  the 
response  signal  has  periodic  components,  which 
can  be  extracted  with  appropriate  filters,  these 
components  can  be  used  to  drive  an  FM  fre¬ 
quency  discriminator,  and  the  frequency  varia¬ 
tions,  if  any,  can  be  converted  to  an  analog  sig¬ 
nal  for  comparison  by  cross  spectral  analysis 
with  the  signal  representing  a  suspected  source 
of  frequency  modulation. 

Stationarity  comparisons  can  also  be  made 
between  the  input  and  response  signals  of  a 
system  suspected  of  having  nonstationary  re¬ 
sponse  parameters.  One  test  for  stationarity 
involves  passing  a  given  signal  through  two  or 
more  band  pass  filters  in  different  frequency 
regions,  and  comparing  their  instantaneous 
absolute  values,  or  instantaneous  squared 
values,  with  the  use  of  standard  cross  spectrum 
analysis  techniques.  If  a  signal  is  stationary, 
amplitude  or  intensity  variations  in  one  frequency 
range  should  not  be  coherent  with  amplitude  or 
intensity  variations  in  another  frequency  range 
(4).  Comparison  of  the  cross  spectra  and  co¬ 
herence  functions  obtained  from  such  analyses 
of  input  and  response  signals  may  be  used  to 
detect  and  study  the  extent  of  nonstationary 
response  parameters.  Adjustable  band  pass 
filters,  absolute  value  circuits,  and  squaring 
circuits  are  included  in  the  analyzer  system, 
for  studying  stationarity  problems  and  detecting 
certain  types  of  nonlinear  system  response 
characteristics,  as  described  in  the  following 
section. 


NONLINEAR  SYSTEMS 

Let  us  now  consider  the  problem  of  meas¬ 
uring  the  response  characteristics  of  a  nonlinear 
system.  Two  methods  of  detecting  and  studying 
nonlinearities  in  a  system  will  be  described. 

One  involves  cross  spectrum  analysis  of  re¬ 
sponse  signals  with  intensity  variations  of  an 
input  signal.  A  second  method  involves  a 
measurement  of  the  lowest  order  nonlinear 
interactions  within  a  system. 

If  a  system  is  being  driven  by  one  or  more 
random  input  signals,  it  may  be  difficult  to  de¬ 
tect  certain  types  of  nonlinearities  by  examining 
time  traces,  or  measuring  transfer  functions. 
One  method  of  detecting  nonlinear  behavior  in-* 
volves  comparing  response  signals  with  the 
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instantaneous  absolute  value,  or  instantaneous 
squared  value,  of  the  excitation  signal.  Pro¬ 
visions  have  been  made  in  the  analyzer  for 
computing  the  coherence  function,  cross  spec¬ 
trum,  etc.,  between  one  signal  and  intensity  var¬ 
iations  in  another  signal. 

In  a  nonlinear  system  or  process,  each 
frequency  component  of  the  driving  signal  inter¬ 
acts  with  every  other  frequency  component  of 
the  driving  signal.  The  lowest -order  interaction 
is  one  involving  three  different  frequency  com¬ 
ponents;  two  components  of  the  input  signal  and 
one  sideband  component  (at  either  the  sum  or 
difference  frequency)  resulting  from  their  inter¬ 
action.  Two  band  pass  filters  are  used  to 
select  any  two  frequency  components  of  a  given 
signal.  The  instantaneous  product  of  the  two 
components  is  then  compared,  by  use  of  cross 
spectrum  analysis  techniques,  with  a  third  fre¬ 
quency  component,  at  a  frequency  correspond¬ 
ing  to  the  sum  of  the  frequencies  of  the  first 
two  components,  A  series  of  such  measure¬ 
ments  for  the  different  combinations  is  called 
the  bispectrum  (5).  The  bispectrum  is  a  meas¬ 
ure  of  the  lowest  order  nonlinear  interaction 
within  a  system  where  the  driving  signal  is  not 
directly  observable.  Similar  measurements 
may  be  obtained  between  two  components  of  a 
system  input  signal  and  the  component  in  the 
system  response  signal  at  a  frequency  corre¬ 
sponding  to  the  sum  of  the  frequencies  of  the 
first  two  components.  A  series  of  such  meas¬ 
urements  for  the  different  frequency  combina¬ 
tions  is  called  the  cross-bispectrum. 


SYSTEM  DESCRIPTION 

The  input  equipment  for  the  analog  cross 
spectral  density  analyzer  system  includes:  (a) 
two  FM  reel-type  tape  transports  for  compress¬ 
ing  or  expanding  the  time  base  of  input  data  for 
the  analyzer;  (b)  an  FM  tape  loop  transport  for 
making  selected  portions  of  the  input  data  repe¬ 
titive;  (c)  gating  circuits  to  permit  selection  of 
all  or  any  portion  of  the  tape  loop  for  detailed 
analysis;  (d)  signal  conditioning  preamplifiers 
for  optimizing  the  amplitude  and  bandwidth  of 
input  signals;  (e)  adjustable  high  pass,  low 
pass,  or  band  pass  filters  for  pre  white  rung  in¬ 
put  signals,  or  selecting  certain  frequency  com¬ 
ponents  in  the  input  data;  (f)  a  delay  line  for 
alignment  of  time- dependent  input  signals  (a 
form  of  prewhitening);  (g)  absolute  value  and 
squaring  circuits  for  examining  variations  in 
the  amplitude  or  intensity  of  input  signals;  (h) 
FM  discriminators  for  examining  phase  or 
frequency  variations  of  selected  frequency  com¬ 
ponents  of  input  signals;  and  (i)  multichannel 
strip  chart  recorders  for  visual  inspection  and 
comparison  of  input  signals.  In  some  cases, 


dynamic  test  signals  are  recorded  originally  on 
strip  charts  instead  of  magnetic  tape.  Chart 
readers  are  provided  for  retrieving  test  data 
from  analog  strip  charts,  and  providing  analog 
voltage  signals,  which  may  then  be  recorded  on 
magnetic  tape  and  processed  on  the  analyzer 
system. 

The  basic  analyzer  includes:  (a)  four  input 
preamplifiers;  (b)  two  in-phase  and  two  quadra¬ 
ture,  or  four  in-phase,  band  pass  filters  with 
selectable  bandwidth  and  electronically  con¬ 
trolled  center  frequencies  (6),  (c)  frequency 
tracking  oscillator,  which  controls  the  center 
frequency  of  the  filter,  and  keeps  the  filters 
tuned  to  the  fundamental  frequency  of  a  swept 
periodic  or  swept  random  input  signal;  (d)  a 
sweep  generator  to  vary  the  center  frequency 
of  the  filters  across  the  desired  range  of  fre¬ 
quencies  at  a  selected  rate,  (e)  filter  amplifiers 
to  optimize  the  level  of  each  filtered  component 
before  it  is  squared,  multiplied,  etc.,  (b)  abso¬ 
lute  value  and  squaring  circuits  to  detect  the 
amplitude  or  power  of  filtered  components,  (g) 
analog  multipliers  for  computing  cross  products 
of  filtered  components,  (h)  summing  and  differ¬ 
ence  amplifiers  for  combining  multiplied  or 
squared  filter  components,  (i)  smoothing  or 
integrating  circuits  for  computing  time  aver¬ 
ages  of  selected  spectral  components,  and 
analog  dividers  for  computing  ratios  of  spectral 
components,  (j)  a  Nyquist  to  Bode  converter  to 
compute  magnitude  and  phase  from  real  and 
imaginary  cross  spectral  components,  (k)  gating 
circuits  to  control  the  integrators  for  detailed 
analysis  of  transients  or  short  samples  of  data 
from  the  tape  loop  machine,  and  (1)  a  coherence 
computer  with  gating  circuits  to  electronically 
screen  data  and  determine  the  frequency  regions 
where  data  are  sufficiently  coherent  to  warrant 
recording  of  computed  gain  and  phase  estimates. 

Output  equipment  includes:  (a)  x-y  recorders 
for  plotting  spectral  components,  gain,  phase,  co¬ 
herence,  etc.,  as  a  function  of  linear  or  log  fre¬ 
quency,  (b)  chart  recorders  for  plotting  spectral 
components  as  a  function  of  time,  (c)  analog  to 
digital  converter  for  recording  all  outputs  of  the 
analyzer  in  digital  form,  as  functions  of  time  or 
frequency,  on  punched  paper  tape  for  additional 
manipulation,  computation  of  confidence  bands, 
etc.,  with  a  digital  computer,  and  (d)  a  digital  to 
analog  converter  for  replotting  selected  variables 
from  the  punched  paper  tape. 


APPLICATIONS 

The  analyzer  system  was  assembled  for  ap¬ 
plications  to  test  programs  associated  with  the 
development  of  SNAP  2,  8,  and  lOA  space  nu¬ 
clear  electric  power  systems.  Specific  examples 
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of  previous  applications  are  described  in  the 
following  sections. 

Reactor  Kinetics  and  Control 

Power  spectral  density  measurements  of 
high  frequency  fluctuations  in  reactor  power, 
caused  by  statistical  variations  in  fission  rate, 
were  obtained  to  determine  the  average  dura¬ 
tion  of  prompt  neutron  chains  (7).  This  pro¬ 
vides  measurements  of  prompt  neutron  lifetime 
and  subcritical  reactivity  for  various  reactor 
core  configurations.  These  measurements  ex¬ 
tended  from  1  to  100,000  cps,  and  required  de¬ 
velopment  of  fast  response  neutron  detection 
systems  and  advanced  analysis  capabilities. 

Heat  Transfer 

Thermal  response  characteristics  of  a 
SNAP  8  reactor  core  were  experimentally  de¬ 
termined  at  various  operating  conditions,  from 
the  response  of  neutron  power  and  outlet  tem¬ 
perature  to  small  random  binary  perturbations 
in  coolant  flow  rate  (8).  This  program  required 
development  of  equipment  to  measure  transfer 
functions  from  noise -contaminated  instrumenta¬ 
tion  signals  over  the  frequency  range  from 
below  0.0003  cps  to  above  1  cps.  A  coherence 
computer  was  developed  for  determining  the 
signal  to  noise  relationships  at  each  frequency. 

Hydraulics 

Cross  spectrum  analysis  techniques  were 
applied  to  the  problem  of  measuring  localized 
fluid  velocities  and  flow  distribution  in  hydraulic 
test  models.  This  was  done  as  part  of  a  pro¬ 
gram  to  develop  flow  controlling  devices  which 
optimize  transfer  of  heat  energy  from  fuel  to 
coolant  in  SNAP  reactors.  The  basic  experi¬ 
mental  approach  involves  detecting,  recording, 
and  analyzing  localized  random  fluctuations  in 
conductivity  of  water  as  it  propagates  past  two 
or  more  detection  devices.  Variations  in  con¬ 
ductivity  are  induced  by  injecting  small  amounts 
of  salt  solution  into  the  stream  of  water  passing 
the  detectors.  Analog  cross  spectral  density 
measurements  yield  the  transient  time  delay  re¬ 
lating  signals  picked  up  from  two  adjacent  detec¬ 
tors.  The  degree  of  coherence  between  various 
detectors  yields  information  on  mass  flow  dis¬ 
tribution.  (A  cross  correlation  computer,  as¬ 
sembled  from  certain  sections  of  the  cross  spec¬ 
tral  density  analyzer,  has  been  used  extensively 
in  this  application  at  AL )  (9 ) 


STRUCTURAL  DYNAMICS 

Measurements  of  the  structural  response  of 
SNAP  2,  8,  and  lOA  space  nuclear  electric  power 
systems  to  random,  swept  sinusoidal  and  tran¬ 
sient  vibration  were  performed  from  tape  re¬ 
cordings  of  accelerometer  outputs.  Several 
thousand  plots  of  reduced  data  were  obtained 
for  these  projects  in  the  form  of  time  series, 
amplitude  spectra,  displacement,  transmissibility, 
coherence,  power  spectra,  cross  spectra,  gain 
and  phase.  These  data  were  used  to  document 
the  flight  qualification  of  the  vehicles  tested. 


CONCLUSIONS 

Applications  of  the  analyzer  system  have 
largely  involved  the  measurement  of  the  dynamic 
response  characteristics  of  various  mechanical, 
electronic,  nuclear,  thermal,  or  hydraulic  sys¬ 
tems  or  processes.  Other  applications  involve: 

(a)  the  study  of  cause  and  effect  relationships 
between  various  random  processes,  the  deter¬ 
mination  of  the  source  of  extraneous  disturbances 
which  appear  in  a  system,  (b)  the  determination 
of  the  path  or  flow  pattern  which  some  process 
takes  in  propagating  through  a  system,  and  (c) 
the  measurement  of  the  associated  transit 
times.  Many  other  possible  applications  exist 
in  essentially  every  field  of  research  and  en¬ 
gineering.  The  field  of  biomedical  research 
faces  problems  with  noise  contamination  of  re¬ 
sponse  signals,  nonstationary  excitation  and 
response  signals,  and  nonlinear  characteris¬ 
tics  of  many  systems  in  the  human  body.  Prob¬ 
lems  in  the  field  of  ocean  engineering,  related 
to  the  response  characteristics  of  systems 
created  by  ocean  waves  and  currents,  also  in¬ 
volve  noise -contaminated  data,  nonstationary 
excitation  and  response  functions,  and  nonlinear 
interactions.  In  the  aerospace  industry,  vehicles 
to  be  flown  or  launched  into  space  must  undergo 
extensive  dynamic  testing.  Large  quantities  of 
dynamic  test  data  must  be  processed  for  quali¬ 
fying  each  component,  instrument,  engine,  pay- 
load,  etc. 

The  analog  cross  spectral  density  analyzer 
system  is  not  one  instrument,  but  a  group  of 
instrument  systems,  combined  in  one  facility  to 
form  a  flexible  and  comprehensive  data  process¬ 
ing  capability.  The  ability  to  handle  almost  any 
type  of  dynamic  test  data,  from  botli  magnetic 
tape  and  strip  charts,  makes  this  analyzer  sys¬ 
tem  applicable  to  nearly  every  field  of  engineer¬ 
ing. 
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TRANSIENT  DATA  DISTORTION  COMPENSATION* 


John  D.  Favour 
The  Boeing  Company 
Seattle,  Washington 


This  paper  discusses  a  technique  capable  of  removing  frequency- 
dependent  distortion  from  transient  data.  The  instrumentation  system 
transfer  function  is  determined  by  dividing  the  Fourier  integral  trans¬ 
form  of  the  output  by  the  Fourier  integral  transform  of  a  known  input. 
The  system  inverse  transfer  function  is  then  developed  and  applied  to 
any  output  signal  to  remove  distortion.  Three  test  efforts  were  con¬ 
ducted  to  prove  the  feasibility  of  the  technique.  Distorted  outputs  with 
measurable  errors  in  excess  of  sixty  percent  were  reconstructed  with 
errors  of  less  than  two  percent.  The  mathematical  method  and  limita¬ 
tions  of  the  technique  are  defined.  The  design  of  a  recommended  cali¬ 
bration  pulse  generator  is  presented. 


INTRODUCTION 

The  purpose  of  a  data  acquisition  system, 
or  generalized  instrumentation  system,  is  to 
provide  a  calibrated  analog  record  of  a  desired 
phenomenon.  The  calibration  must  involve  both 
amplitude  and  time  correlation. 

The  accurate  measurement  of  high-speed 
transient  phenomena  can  be  difficult,  not  only  in 
technical  terms,  but  also  in  terms  of  the  avail¬ 
ability  of  adequate  data-acquisition  equipment. 
When  equipment  with  inadequate  frequency  re¬ 
sponse  is  used,  the  output  record  contains  dis¬ 
tortion  both  in  amplitude  and  time  correlation 
(Fig.  1).  Distortion  in  transient  data  is  very 
difficult  to  recognize  by  visual  inspection.  Often 
It  is  not  recognized  at  all.  When  it  is  recog¬ 
nized,  the  test  has  already  been  run.  At  this 
point,  the  normal  procedure  is  to  discard  the 
distorted  data  and  make  the  necessary  changes 
to  rerun  the  test  to  obtain  more  accurate  data. 
This  procedure  requires  replacing  the  instru¬ 
mentation  equipment  with  more  sophisticated 
equipment,  or  injecting  an  on-line  compensator 
as  suggested  in  Ref.  (1). 

A  more  desirable  procedure  involves  the 
development  of  a  "complex  compensation  fac¬ 
tor,"  which  is  applied  to  the  existing  data  to 
remove  all  distortion.  This  procedure  can  re- 
construr^t  distorted  data,  prevent  costly  retest¬ 
ing  ana  be  applied  to  future  tests  without  re¬ 
placing  existing  equipment.  This  procedure  is 
described  below. 


INSTEUMENTATION  SYSTEM 


Fig.  1.  Inadequate  instru¬ 
mentation  system 


If  a  known  transient  calibration  signal*  is 
applied  to  the  input  of  an  instrumentation  sys¬ 
tem,  a  distorted  output  signal  or  record  results. 
By  comparing  mathematically  the  known  input 
with  the  resultant  output,  the  "transfer  function" 
of  the  system  can  be  determined.  This  transfer 
function  describes  the  dynamic  relationship  be¬ 
tween  the  input  and  output  of  the  system. 

The  "complex  compensation  factor"  can  be 
realized  by  developing  another  transfer  function 
which  is  the  inverse  of  the  original  system 
transfer  function.  Multiplying  the  Fourier  inte¬ 
gral  transform  of  any  distorted  output  signal  by 


paper  was  not  presented  at  the  Symposium. 
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^Certain  requirements  are  made  of  the  input 
calibration  transient  signal.  See  Limitations" 
following. 


the  inverse  transfer  function  results  in  a  "re¬ 
constructed^^  output,  without  distortion,*  once  it 
is  integrated  back  to  the  time  domain.  See 
^’ig*  2. 
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Fig.  2.  Description  of  technique 


TESTING 

The  following  paragraphs  describe  the  ap¬ 
plication  of  this  compensation  technique  to  three 
separate  tests.  These  tests  provided  insight 
into  the  problems  of  practical  application,  as 
well  as  information  concerning  the  techniques 
boundary  conditions. 


Simulated  System  Tests 

Three  separate  tests  were  performed  on  a 
simulated  instrumentation  system.  The  system 
was  simulated  by  an  SKL  Model  302  filter,  band- 
passed  from  8.5  to  40  kc  for  the  first  test  and 
from  20  to  200  cps  for  the  second  and  third 
tests.  (See  Fig.  3.)  The  filter  roll-off  slopes 
were  18  db/octave.  The  transient  pulses  were 
generated  by  an  Exact  Model  250  pulse  generator. 

The  general  procedure  was  identical  for  all 
three  tests.  An  electrically-generated  calibra¬ 
tion  pulse  and  a  test  pulse  were  sequentially 
applied  to  the  SKL  filter.  Polaroid  photographs 
of  the  input  and  output  waveforms  were  obtained. 
The  photographic  records  were  manually  re¬ 
duced  to  digital  form.  This  digital  information 
was  given  to  the  computer.  The  computer  de¬ 
veloped  the  system  inverse  transfer  function 


^'Within  limits.  See  'Limitations"  following. 
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Fig.  3.  Diagram  of  simulated  tests 


from  the  Fourier  transforms  of  the  calibration 
input  and  output  pulses.  The  Fourier  transform 
of  the  test  output  pulse  was  then  multiplied  by 
the  inverse  transfer  function,  integrated  back  to 
the  time  domain,  and  compared  to  the  test  input 
pulse. 

Reproductions  of  the  three  sets  of  pulses 
obtained  during  the  testing  are  shown  in  Figs.  4, 
5,  and  6.  The  figures  show  the  input  test  pulse 
superimposed  upon  the  numerically  recon¬ 
structed  test  pulse.  A  qualitative  indication  of 
the  effectiveness  of  this  technique  can  be  seen 
by  comparing  the  test  output  and  reconstructed 
output  with  the  input  test  pulse;  for  example, 
although  the  output  test  pulse  of  Fig.  4  bears  no 
visual  relationship  to  the  original  test  input,  the 
reconstructed  pulse  reproduces  the  original 
rise  time  and  pulse  duration  very  closely.  The 
output  pulse  of  Fig.  6  shows  a  pulse  duration 
approximately  50  percent  greater  than  the  input 
pulse.  The  error  in  the  reconstructed  pulse  is 
barely  detectable. 


Connector  Dynamic  Load  Test 

Members  of  one  test  group  indicated  con¬ 
cern  over  distortion  in  some  test  data.  They 
were  interested  in  the  dynamic  load  required  to 
separate  two  halves  of  a  connector  (see  Fig.  7). 
Two  sets  of  mating  pins  were  wired  to  provide 
a  continuity  indication  of  separation.  The  sepa¬ 
ration  was  indicated  as  occurring  during  the 
initial  tension  pulse.  This  did  not  seem  rea¬ 
sonable. 

A  brief  investigation  indicated  that  the 
trouble  was  in  the  load  cell.  It  was  a  500 -lb 
ring-type  load  cell.  (The  resonant  frequency  of 
the  cell  itself  was  known  to  be  quite  low,  ap¬ 
proximately  300  cps.)  The  first  requirement 
was  to  calibrate  dynamically  the  instrumenta¬ 
tion  system.  This  was  achieved  by  suspending 
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Fig.  4.  Results  of  first 
simulated  test 


Fig.  5.  Results  of  second 
simulated  test 


H— SV5TEM  CALIBRATION  INPUT,  ImpnUc 


Fig.  6.  Results  of  third 
simulated  test 


I 


Fig.  7.  Diagram  of 
connector  load  test 


144  lb  of  dead  weight  from  the  load  cell,  fixture, 
and  upper  half  of  the  connector,  via  piano  wire, 
and  then  by  cutting  the  wire  to  release  the 
weight  (see  Fig.  8).  This  process  produced  a 
negative -going,  step  input  force  function  in  the 
system. 


system  transfer  function.'*'  The  load  cell  was 
known  to  be  the  limiting  factor  in  this  system, 
and  it  is  known  to  have  a  response  described  as 


^It  is  not  necessary  to  use  transient  pulses  and 
the  computer  to  calibrate  the  system.  Any 
technique  capable  of  describing  the  system 
transfer  function  adequately  may  be  substituted. 


Because  the  input  transient  failed  to  meet  a 
boundary  condition  (see  ’’Limitations"  follow¬ 
ing),  the  computer  was  not  used  to  describe  the 
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Fig,  8.  Instrumentation 
dynamic  calibration 


where 

ap  =  resonant  frequency  (radians/sec.), 
a-  =  frequency  (a  variable), 

B  =  damping  ratio,  and 
K  =  constant. 

Analysis  of  the  output  record  using  standard 
technique,  or  measuring  logarithmic  decrement 
and  oscillation  frequency,  indicated  these  values 
for  the  above  parameters: 

=  1530  rad/sec  (244  cps), 

B  =  0,075,  and 

K  =  192  Ib/in.  (galvanometer  defL). 


The  data  from  a  previous  test,  which  were  be¬ 
lieved  to  be  distorted,  were  then  reduced  and 
given  to  the  computer  along  with  the  transfer 
function  description  of  Eq.  (1).  The  results  are 
illustrated  in  Fig.  9. 

The  peak  load  was  of  primary  interest  in 
this  test.  The  reconstruction  indicated  that  it 
was  10  percent  lower  than  originally  recorded. 

It  should  also  be  noted  that  a  significant  time 
shift  existed  between  the  distorted  output  and 
the  reconstruction.  This  means  that  there  could 
be  no  reasonable  time  correlation  between  the 
distorted  data  and  the  separation  indications. 
Time  correlation  is  reasonable  between  the  re¬ 
constructed  pulse  and  separation.  After  the  ini¬ 
tial  tension  load  pulse,  a  compression  load  is 
indicated.  This  is  due  to  a  spring-loading  de¬ 
vice  within  the  connector  which  assists  separa¬ 
tion,  once  it  is  initiated. 


Accelerometer  Shock  Test 

Two  accelerometers  were  mounted,  back 
to  back,  in  a  shock  calibration  anvil  in  such  a 
way  that  both  transducers  would  experience 
identical  shock  pulses.  One  accelerometer  was 
a  piezoelectric  type  and  was  used  as  a  standard. 
The  other  accelerometer,  a  strain  gage  type, 
was  used  as  a  limiting  factor  in  an  instrumen¬ 
tation  system  which  would  produce  distortion. 
The  purpose  of  this  test  was  to  remove  distor¬ 
tion  from  the  strain  gage  accelerometer  output, 
as  it  was  not  designed  for  this  type  of  measure¬ 
ment,  and  to  compare  the  reconstructed  output 
with  the  standard. 

The  entire  instrumentation  system,  for  both 
channels,  is  illustrated  in  Fig.  10.  Both  accel¬ 
erometers  were  first  calibrated  on  an  electro¬ 
magnetic  vibrator  at  several  discrete  sinusoidal 
frequencies.  This  calibration  provided  the 


Fig.  9.  Results  of  connector  load  test 
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transfer  function  characteristics  of  both  trans¬ 
ducers  (see  Fig*  11).  With  the  transducers 
mounted  on  the  anvil,  the  anvil  was  suspended 
in  air,  by  string,  and  restricted  to  swing  in  only 
one  plane.  The  hammer  was  similarly  sus¬ 
pended  within  the  same  plane,  so  that  it  would 
impact  the  anvil  when  deflected  from  its  stable 
position  and  released.  Foam  rubber  padding 
was  used  as  an  impacting  medium.  Since  only 
the  dynamic  calibration  of  the  transducers  has 
been  performed,  the  dynamic  calibration  of  the 
individual  channels  of  the  instrumentation  sys¬ 
tem  following  the  transducers,  had  to  be  per¬ 
formed.  This  was  accomplished  by  applying  a 
single  square  pulse  to  each  channel  at  the  input 
of  the  first  amplifier.  The  pulse  amplitude  was 
25.5  mv,  with  a  10-/isec  pulse  duration.  The 
responses  of  each  channel  were  recorded  on  an 
FM  magnetic  tape  at  60  ips.  Again,  refer  to 
Fig.  10. 
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Fig.  10.  Instrumentation  for 
accelerometer  shock  test 


Fig,  11.  Accelerometer 
transfer  functions 


Following  calibration,  the  shock  pulse  was 
created  by  allowing  the  hammer  to  impact  the 
anvil.  The  signals  from  both  transducers  were 
recorded  on  the  FM  magnetic  tape  at  60  ips. 

The  magnetic  tape  recording  was  played  back 
at  1-7/8  ips  and  the  pulses,  both  calibration  and 
test,  were  digitized  for  computer  application. 
The  proper  time  sampling  interval  was  pro¬ 
grammed  into  the  computer  to  accommodate  the 
tape  speed  change.  The  computer  generated  the 
instrumentation  system  (excluding  transducers) 
inverse  transfer  functions  from  the  calibration 
pulses.  The  inverse  transfer  function  of  the 
transducer  was  computed  from  the  transfer 
function  derived  from  transducer  calibration. 
The  reconstructed  shock  pulse  was  realized  by 
integrating  the  complex  product  of  the  Fourier 
transform  of  the  output  pulse,  and  the  inverse 
transfer  function  of  the  transducer  and  instru¬ 
mentation  system,  back  to  the  time  domain. 

The  standard  pulse  was  processed  in  the 
same  manner  to  eliminate  any  distortion  which 
might  have  occurred  within  the  instrumentation 
system.  The  results  are  illustrated  in  Fig.  12. 


Fig.  12.  Results  of  acceleration 
shock  test 


Three  criteria  were  chosen  by  which  to 
evaluate  the  results:  (a)  peak  amplitude, 

(b)  pulse  duration  (time  between  zero  crossing), 
and,  (c)  real  time  correlation  of  initial  zone 
crossing  and  peak,  with  respect  to  standard 
pulse.  The  standard  pulse  has  a  peak  amplitude 
of  2.88  g^s  and  a  pulse  duration  of  430  )jsec. 

The  distorted  output  pulse  had  a  peak  amplitude 
of  1.80  g's.  This  was  an  error  of  37.5  percent. 
The  pulse  duration  was  730  /jsec,  or  an  error 
of  70  percent.  For  time  correlation,  the  initial 
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zero  crossing  lagged  the  standard  by  84  jiisec 
and  the  peak  lagged  by  210  jusec.  The  recon¬ 
structed  pulse  had  an  amplitude  of  2.88  g^s  or 
no  error.  The  pulse  duration  was  430  jitsec,  or 
no  error.  For  time  correlation,  the  initial  zero 
crossing  and  peak  both  led  the  standard  by  30 
jLLsec. 


MATHEMATICAL  METHOD 
AND  LIMITATIONS 


The  system  inverse  transfer  function  is 
computed  simply  as  1/H^(  ja*).  To  reconstruct 
a  test  input  transient,  from  the  test  out¬ 

put  transient,  h^(t),  the  following  multiplication 
is  performed: 

"•‘'"’■‘ivt)  '  (51 

The  product  is  integrated  back  to  the  time 
domain,  by  Eq.  (3b),  as: 


Mathematics 

For  a  linear  system,  the  output  is  related 
to  the  input  by  Eq.  (2) 


where 

H^(ja)  =  the  Fourier  integral  transform  of 
the  output, 

H.(ja')  =  the  Fourier  integral  transform  of 
the  input,  and 

system  transfer  function. 

Since  the  above  parameters  are  functions 
in  the  frequency  domain,  the  following  should  be 
recognized  as  the  Fourier  integral  transform: 


F(  :::  1  f(t)  e'  *  dt  (3a) 


and,  inversely: 

f(t)  =  ^  f  F(ja0  .  (3b) 

J-  CO 

Dynamic  calibration  of  the  system  is  ac¬ 
complished  by  taking  the  ratio  of  the  Fourier 
integral  transforms  of  the  known  input  and  out¬ 
put  transients,  as 


**ic(  j") 


t)  e’  dt 


(4) 


where 

t )  =  output  calibration  transient  and 
=  input  calibration  transient. 


h.(t)  = 

1  '■  ^  27; 


do7 


(6) 


Limitations 

Mathematics  —  The  limits  of  integration,* 
0  and  T,  must  encompass  the  complete  tran¬ 
sient  such  that  h(t)  =  0  for  t  <  o  and  t  >  T. 
Then 


H(  jcj) 


h(t) 

•^0 


(7) 


is  mathematically  rigorous. 

The  limits  of  integration,!  and 
must  encompass  the  complete  frequency  spec¬ 
trum  of  the  transient  such  that  H(.ja))  =:  0  for 
“  5  “min  and  o.  >  Then 


h(t) 


J_  f 

“  277 


H(jai) 


j  C4)t 

e 


is  mathematically  rigorous. 


(8) 


Sampling  — All  time  functions  are  defined 
by  discrete  samples.  Therefore,  to  assure  an 
accurate  representation  of  H(jaj)  in  the  range 
cxifnin  to  the  Sampling  rate  must  satisfy  the 

inequality. 


where  is  the  highest  frequency  component, 
in  rad/sec,  of  the  time  function. 


^The  limits  0  and  T  are  substituted  for  -oi  and 
CD  in  Eq.  (3a),  since  b(  t)  "  0  for  t  <  0  and  t  >  T. 
tThe  limits  ,  and  uj  are  substituted  for  -2= 

m  I  ji  max 

and  00  in  Eq.  (3b)  since  il(  jo,*)  =;  0  for  oj  <  6,;^  .  and 
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Each  Fourier  integral  transform  is  defined 
at  discrete  frequencies  for  the  range  to 

assure  the  accurate  reconstruction  of 
a  transient,  the  resolution  of  H(j6,o  must  satisfy 
the  inequality  Aa>  <  (tj/I),  where  T  is  the  length 
of  the  transient  in  time.  This  also  says  that 


System 

>  (0.1)  lH,f(j6j)|  for  <  ^.1  <  a, 

H^f(  j..;)  =  the  system  gain  at  the  normal, 
usable,  ’^flat"  frequency  range. 

frequency  where 

.  (0.1)  . 

System  noise  is  negligible. 

Calibration  —  The  input  calibration  pulse 
h.^(t)  must  represent  significantly  all  frequen- 
cies  in  the  range  to  If 

then,  by  Eq.  (4),  H,,(jt^)  - 

t)  =  0  for  t  < 0  and  t  > T,  and  must  be 
sampled  in  such  a  way  that  At  <  (77/2^^^). 


CALIBRATION  PULSE  GENERATOR 
Requirements 

A  list  of  the  requirements  placed  upon  a 
pulse  generator  by  this  technique  follows: 


initiated  by  opening  a  common  household,  mer¬ 
cury  (silent  type)  toggle  switch.  This  elimi¬ 
nates  contact  bounce. 

The  generated  pulse  is  described  as: 


fc(t) 


U(t) 


El  +  Rj 


t 


(9) 


The  Fourier  integral  transform  of  the 
pulse  is: 


r  ^2 1 

1 

R,  +  R- 

1 

_  1  2^ 

L(r,  +  Rj)c+ 

(10) 


and  is  described  in  Fig.  13. 


LOO 

McM 


1.  The  calibration  pulse  must  completely 
saturate  the  instrumentation  system  with  re¬ 
spect  to  frequency  content. 

2.  The  calibration  pulse  must  be  equal  to 
zero  before  initiation  (t  =  0)  and,  after  comple- 
“on,  (t  ^  T^„). 

3.  The  calibration  pulse  generator  must  be 
highly  repeatable. 

4.  The  calibration  pulse  generator  must  be 
portable,  of  simple  design  and  construction,  and 
insensitive  to  common  environmental  changes. 


Fig.  13.  Recommended  calibration 
pulse  generator 


CONCLUSIONS 

This  technique  has  been  proven  feasible 
and  highly  economical.  Its  boundary  conditions 
and  limitations  are  well  defined;  test  results 
have  shown  the  technique  to  be  accurate.  The 
digital  computer  makes  the  technique  practical 
and  further  application  will  increase  its  value. 
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Att;  Technical  Documents  Library  1 

Naval  Underwater  Weapons  Systems  Engrg, 
Center,  Newport 

Att:  Library  1 

Naval  Weapons  Evaluation  Facility, 

Albuquerque 

Att:  Library,  Code  42  1 

Naval  Weapons  Laboratory,  Dahlgren 

Att:  Technical  Library  1 


Navy  Electronics  Laboratory,  San  Diego 

Att:  Library  1 

Att:  Code  3360  1 

Navy  Marine  Engineering  Laboratory, 

Annapolis 

Att:  Library  1 

Navy  Mine  Defense  Laboratory,  Panama  City 

Att:  Library  1 

Navy  ROTC  and  Administrative  Unit, 

Cambridge  1 

Navy  Underwater  Sound  Laboratory, 

New  London 

Att:  Technical  Director  1 

Att:  Mr,  J.  G,  Powell, 

Engrg.  &  Eval.  Div,  1 

Navy  Underwater  Sound  Reference  Lab., 
Orlando 

Att:  Mr.  J.  M.  Taylor,  Code  120  1 

Norfolk  Naval  Shipyard,  Portsmouth 

Att:  Design  Superintendent  1 

Norton  AFB,  Off,  of  Inspector  General 

Att:  AFIMS-2-A  1 

Office  Director  of  Defense  REiE,  DC 

Att:  Technical  Library  3 

Att:  Mr.  Melvin  Bell  1 

Att:  Mr.  W.  M.  Carlson  1 

Office  of  Naval  Material,  DC  1 

Office  of  Naval  Research,  DC 

Att;  Code  439  6 

Att:  Code  104  1 

Office  of  Naval  Research  Branch  Office, 

Boston  1 

Office  of  Naval  Research  Branch  Office, 

Pasadena  1 

Office  of  Naval  Research  Branch  Office, 

San  Francisco  1 

Ogden  Air  Materiel  Area,  Hill  AFB 
Att:  Service  Engineering  Dept., 

OONEOO  1 

Oklahoma  City  Air  Materiel  Area,  Tinker  AFB 
Att:  Engineering  Division  1 


Pearl  Harbor  Naval  Shipyard 

Att;  Shipyard  Tech.  Library,  Code  246P  1 


Philadelphia  Naval  Shipyard,  Pa. 

Att:  Ship  Design  Section  1 

Att:  Naval  Boiler  &  Turbine  Lab.  1 

Picatinny  Arsenal,  Dover 

Att:  Library  SMUPA-VA6  1 

Att:  SMUPA-VP7,  Mr.  R.  G.  Leonardi  1 

Att;  SMUPA-T,  Mr.  R,  J.  Klem  1 

Att:  SMUPA-D,  Mr.  E.  Newstead  1 

Att:  SMUPA-VP3,  Mr .  A.  H.  Landrok  1 
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Portsmouth  Naval  Shipyard,  NH 

Att:  Code  246  1 

Att:  Mr,  E.  C,  Taylor  1 

Puget  Sound  Naval  Shipyard,  Bremerton 

Att:  Code  275  1 

Att:  Material  Laboratories  1 

Att:  Code  242,  Mr.  K.  G,  Johnson  1 

Att:  Code  281  1 

Randolph  AFB,  School  of  Aviation  Medicine, 
Texas  1 

Rome  Air  Development  Center,  Griffiss  AFB 
Att:  Mr.  Dana  Benson,  RASSM  1 

6511th  Test  Group  (Parachute),  USAF, 

El  Centro 

Att:  Mr.  E,  C.  Myers,  Tech,  Director  1 

6570th  Aerospace  Medical  Research  Labs,, 
W-PAFB 

Att:  MRMAE  1 

Att:  Mr.  R,  G,  Powell,  MRBAE  1 

San  Francisco  Naval  Shipyard,  Calif. 

Att:  Design  Division  1 

Savanna  Ordnance  Depot,  Illinois 

Att:  OASMS  1 


Sheppard  AFB,  Texas 

Att:  Dept,  of  Missile  Training  1 

Special  Projects  Office,  USN,  DC 

Att:  SP  Technical  Library  1 

Strategic  Air  Command,  Offutt  AFB 

Att:  Operations  Analysis  Office  '  1 

Supervisor  of  Shipbuilding,  USN,  Camden 

Att:  Code  299  2 


Tobyhanna  Army  Depot,  Pa. 

Att:  SMC  Packaging  and  Storage  Center  1 


Watervliet  Arsenal,  New  York 

Att:  ORDBF-RR  2 

White  Sands  Missile  Range,  New  Mexico 

Att:  STEWS- AMTED-E  2 

Wright-Patterson  AFB,  Dayton 

Att:  AFFDL  (FDFE,  E.  H.  Schell)  1 

Att:  AFFDL  (FDFE,  C.W.Gerhardt)  1 

Att:  AFFDL  (FDD,  H.  A.  Magrath)  1 

Att:  AFFDL  (FDDS,  C,  A.  Golueke)  1 

Att:  AFML  (MAMD,  J.  P,  Henderson)  1 

Att:  SEG  (SEFSD,  R.  F.  Wilkus)  1 

Yuma  Proving  Ground,  Arizona 

Att:  Library  1 
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